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USEPA-GLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE MO. 

MH24H6 

Lab Name<: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-01 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 88.8 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 28800 E P 

7440-36-0 Antimony 6.7 U P 

7440-38-2 Arsenic 7.5 N P 

7440-39-3 Barium 274 P 

7440-41-7 Beryllium , 0.56 U P 

'7440-43-9 Cadmium 0.76 P 

7440-70-2 Calcium 7350 P 

7440-47-3 Chromium 31.2 E P 

7440-48-4 Cobalt 16.9 P 

7440-50-8 Copper 28.1 P 

7439-89-6 Iron 33000 ED P 

7439-92-1 Lead 33.7 P 

7439-95-4 Magnesium 7370 P 

7439-96-5 Manganese 668 E ' P 

7440-02-0 Nickel 21.7 P 

7440-09-7 Potassium 6010 P 

7782-49-2 Selenium 3.9 U P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 446 J P 

7440-28-0 Thallium 2.8 U P 

7440-62-2 Vanadium 76.9 P 

7440-66-6 Zinc 109 1 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments-: 123 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO 

MH24H7 

Lab Name: A4 Scientific, Ino. Contract: EFW06057 

Lab Code: A4 Case No,: 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water): SOIL Lab Sample ID: 0008724-02 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 89.1 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 27100 E P 

7440-36-0 Antimony 6.5 U P 
7440-38-2 Arsenic 6.7 N P ; 
7440-39-3 Barium 255 p 

7440-41-7 Beryllium 0.54 U p 

7440-43-9 Cadmium 0.72 p 

7440-70-2 Calcium 6210 p 

7440-47-3 Chromium 38.9 E p 

7440-48-4 Cobalt 16.7 p 

7440-50-8 Copper 25.5 ; P : 

7439-89-6 Iron 36400 ED p 

7439-92-1 Lead 28.2 ' P •: 
7439-95-4 Magnesium 6040 p 

7439-96-5 Manganese 621 E p 

7440-02-0 Nickel 21.2 i P 
7440-09-7 Potassium 4860 p 

7782-49-2 Selenium 3.8 U ; P 
7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 376 J P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 90.3 P 

7440-66-6 Zina 99.6 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 127 

#flaajHaai3 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24P8 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-03 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 86.0 

Concentration Units (ug/L or mg/kg dry weight) : MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 21200 E P 

7440-36-0 Antimony 6.5 U P 

7440-38-2 Arsenic 5.3 N P 

7440-39-3 Barium 224 P 

7440-41-7 Beryllium 0.29 J P 

7440-43-9 Cadmium 0.63 P 

7440-70-2 Calcium 6320 P 

7440-47-3 Chromium 25.8 E P 

7440-48-4 Cobalt 13.1 P 

7440-50-8 Copper 24.7 P 

'7439-89-6 Iron 21300 E P 

7439-92-1 Lead 23.0 P 

7439-95-4 Magnesium 4790 P 

7439-96-5 Manganese 701 E P 

7440-02-0 Nickel 18.6 P 

7440-09-7 ; Potassium 5400 P 

7782-49-2 • Selenium 3.8 U j P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 538 U P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 42.2 P 

7440-66-6 Zinc 78.8 N P 

Color Before: BLACK Clarity Before-: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifaats: 

Comments: 128 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24P9 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-04 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 83.6 

Concentration Units; (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum ; 18400 E P 

7440-36-0 Antimony 12.9 P 

7440-38-2 Arsenic 16.4 N P 

7440-39-3 Barium 159 P 

7440-41-7 Beryllium 0.47 J P 

7440-43-9 Cadmium 8.7 P 

7440-70-2 Calcium 4440 P 

7440-47-3 Chromium 19.6 E P 

7440-48-4 Cobalt 8.6 P 

7440-50-8 Copper 55.6 P 

7439-89-6 Iron 16100 E P 

7439-92-1 Lead 558 P 

7439-95-4 Magnesium 3710 P 

7439-96-5 Manganese 548 E P 

7440-02-0 Nickel 12.7 P 

7440-09-7 Potassium 5340 P 

7782-49-2 Selenium 3.8 U P 

7440-22-4 Silver 2.6 N P 

7440-23-5 , Sodium 544 u P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 31.1 P 

7440-66-6 Zinc 592 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 129 

asanasais 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO . 

MH24Q0 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRASNo.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-05 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 87.2 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 17400 E P 

7440-36-0 Antimony 6.3 U P 

7440-38-2 Arsenic 5.6 N P 

7440-39-3 Barium 132 P 

7440-41-7 Beryllium 0.41 J P 

7440-43-9 Cadmium 0.83 P 

7440-70-2 Calcium 4790 P 

7440-47-3 Chromium 18.8 E P 

7440-48-4 Cobalt 7.5 P 

7440-50-8 Copper 22.3 P 

7439-89-6 Iron 16000 E P 

7439-92-1 Lead 77.9 P 

7439-95-4 Magnesium 4330 P 

7439-96-5 Manganese 314 E P 

7440-02-0 Nickel 11.1 P 

7440-09-7 Potassium 4430 P 

7782-49-2 Selenium 3.6 U P 

7440-22-4 Silver 0.45 J N P 

7440-23-5 Sodium 521 U P 

7440-28-0 Thallium 2. 6 U P 

7440-62-2 Vanadium 37.3 P 

7440-66-6 Zinc 126 N P 

Color Before: BLACK Clarity Before: CLODDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 130 

Form IA-IN 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO 

MH24Q1 

Lab Name: A4 Scientific, Inc. Contract: EPR06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Led) Sample ID: 0008724-06 

Level (low/med) : LOR Date Received!: 11/16/2007 

% Solids: 80.3 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 6110 E P 1 

7440-36-0 Antimony 650 ; P 

7440-38-2 Arsenic 745 N P 

7440-39-3 Barium 165 P 

7440-41-7 Beryllium 0.34 J J , P ; 

7440-43-9 Cadmium 119 P 

7440-70-2 Calcium 18000 P 

7440-47-3 Chromium 17.7 E ' P 

7440-48-4 Cobalt 5.1 J P 

7440-50-8 Copper 1570 P 

7439-89-6 Iron 19800 E P 

7439-92-1 Lead 23700 D P 

7439-95-4 Magnesium 5480 P 

7439-96-5 Manganese 2420 E P 

7440-02-0 Nickel 7.9 P 

7440-09-7 Potassium 1140 P 

7782-49-2 Selenium 9.8 P 

7440-22-4 Silver 108 N P 

7440-23-5 Sodium 670 P 

7440-28-0 Thallium 3.5 P 

7440-62-2 Vanadium 19.9 P 

7440-66-6 Zinc 18400 ND P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After;: YELLOR Clarity After: CLEAR Artifacts: 

Comments: 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24Q2 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SD6 NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID1: . 0008724-07 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 71, 8 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No, Analyte Concentration C Q H 

7429-90-5 Aluminum 19400 ; E p ! 

7440-36-0 Antimony 51.3 : P 

7440-38-2 Arsenic 29.2 N P 

7440-39-3 Barium 239 P 

7440-41-7 Beryllium 0.40 ; J P : 

7440-43-9 Cadmium H.1 p 

7440-70-2 Calcium 9210 p 

7440-47-3 Chromium 20.4 E ! p 

7440-48-4 Cobalt 8.3 p 

7440-50-8 Copper 273 p 

7439-89-6 Iron 16400 E p 

7439-92-1 Lead 857 p 

7439-95-4 Magnesium 5190 p 

7439-96-5 Manganese 385 E p 

7440-02-0 Nickel 12.5 p 

7440-09-7 Potassium 4200 p 

7782-49-2 Selenium 4.2 U p 

7440-22-4 Silver 4.3 N p 

7440-23-5 Sodium 455 J P 

7440-28-0 Thallium 3.0 U p 

7440-62-2 Vanadium 30.9 p 

7440-66-6 Zinc 1070 N p 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 132 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 

Lab Name: A4 Scientlfie, Inc. 

Lab Code: A4 Case No. : 36948 

Matrix (soil/water): SOIL 

Level (low/med): 

% Solids:: 86. 6 

LOW 

Contract: 

NRAS No.: 

Lab Sample ID: 

Date Received: 

EPW06057 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

EPA SAMPLE NO. 

MH24Q3 

SD8 NO. : MH24H6 

0008724-08 

11/16/2007 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 20300 E P 

7440-36-0 Antimony 6.3 U P 

7440-38-2 Arsenic 5.3 N P 

7440-39-3 Barium 209 P 

7440-41-7 Beryllium 0.24 J P 

7440-43-9 Cadmium 0.62 P 

7440-70-2 Calcium 5980 P 

7440-47-3 Chromium 24.7 E P 

7440-48-4 Cobalt 11.9 P 

7440-50-8 Copper 24.3 P 

7439-89-6 Iron 19700 E P 

7439-92-1 Lead 25.5 P 

7439-95-4 Magnesium 4600 P 

7439-96-5 Manganese 667 E P 

7440-02-0 Nickel 17.2 P 

7440-09-7 Potassium 5180 P 

7782-49-2 Selenium ' 3.7 U P 

7440-22-4 Silver 1.0 U N P 

7440-23-5 Sodium 232 J P 

7440-28-0 Thallium 2.6 U P 

7440-62-2 Vanadium 40.8 P 

7440-66-6 Zinc 77.2 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments:: 133 
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Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24Q4 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID-: 0008724-09 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 85.4 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 17200 E P 

7440-36-0 Antimony 6.4 U P 

7440-38-2 Arsenic 5.3 N P 

7440-39-3 Barium 194 P 

7440-41-7 Beryllium 0.35 J P 

7440-43-9 Cadmium 0.58 P 

7440-70-2 Calcium 3820 P 

7440-47-3 Chromium 18.9 E P 

7440-48-4 Cobalt 9.3 P 

7440-50-8 Copper 21.8 P 

7439-89-6 Iron 16400 E P 

7439-92-1 Lead 24.1 P 

7439-95-4 Magnesium 3310 P 

7439-96-5 Manganese 625 E P 

7440-02-0 Nickel 13.9 P 

7440-09-7 Potassium 4120 P 

7782-49-2 Selenium 3.7 U P 

7440-22-4 Silver ! 1.1 U N P 

7440-23-5 Sodium 532 U P 

7440-28-0 Thallium 2.7 U P 

7440-62-2 Vanadium 31.7 P 

7440-66-6 Zinc 67.8 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

CommentSi: 134 

Form IA-IN ILM05A 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24Q5 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRASNo.: SDG NO. : MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-10 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 85.6 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 16700 E P 

7440-36-0 Antimony 6.3 U ; p 

7440-38-2 Arsenic 5.4 N p 

7440-39-3 Barium 185 p 

7440-41-7 Beryllium 0.25 J p 

7440-43-9 Cadmium 0.61 p 

7440-70-2 Calcium 3860 p 

7440-47-3 Chromium 19.7 E i p 

7440-48-4 Cobalt 12.3 p 

7440-50-8 Copper 21.2 p 

7439-89-6 Iron 16200 E ! p 

7439-92-1 Lead 27.9 p 

7439-95-4 Magnesium 4020 p 

7439-96-5 Manganese 640 E ; p 

7440-02-0 Nickel 13.5 p 

7440-09-7 Potassium 3960 p 

7782-49-2 Selenium 3.7 U p 

7440-22-4 Silver 1.1 U N p 

7440-23-5 Sodium 247 J p 

7440-28-0 Thallium 2.6 U p 

7440-62-2 Vanadium 33.1 p 

7440-66-6 Zinc 73.7 N p 

Color Before: . BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments; 135 

Form XA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

, MH24Q6 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO. : MH24H6 

.Matrix (soil/water) : SOIL Lab Sample ID: 0008724-11 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 86.8 

Concentration Units (ug/L or mg/kg dry weight) : MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Alviminum 18100 E P 

7440-36-0 Antimony 6.4 U P 

7440-38-2 Arsenic 7.6 N P 

7440-39-3 Barium 213 P 

7440-41-7 Beryllium 0.30 ! J P 

7440-43-9 Cadmium 1.3 P 

7440-70-2 Calcium 5330 P 

7440-47-3 Chromium 20.5 E P 

7440-48-4 Cobalt 10.9 P 

7440-50-8 Copper 28.2 P 

7439-89-6 Iron 17200 E P 

7439-92-1 Lead 93.8 P 

7439-95-4 Magnesium 4060 P 

7439-96-5 Manganese 655 E P 

7440-02-0 Nickel 14.0 P 

7440-09-7 Potassium 4650 P 

7782-49-2 Selenium 3.7 U i P ; 

7440-22-4 Silver 0.47 J N P 

7440-23-5 Sodium 533 u P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 35.0 P 

7440-66-6 Zinc 176 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 136 
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Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24Q7 

Lab Name: A4 Scientific, Inc. Contract: EPW06Q57 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID:: 0008724-12 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 92 . 9 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 18200 E P 

7440-36-0 ' Antimony 6.3 U P 

7440-38-2 Arsenic 5.3 N P 

7440-39-3 Barium 112 P 

7440-41-7 Beryllium 0.57 P 

7440-43-9 Cadmium 0.47 J P 

7440-70-2 Calcium 2710 P 

7440-47-3 Chromium 

in CO H
 E P 

7440-48-4 Cobalt 7.1 P 

7440-50-8 Copper 13.2 P 

7439-89-6 Iron 15100 E P 

7439-92-1 Lead 24.7 P 

7439-95-4 Magnesium 3800 P 

7439-96-5 Manganese 341 E P 

7440-02-0 Nickel 11.4 P 

7440-09-7 Potassium 3810 P 

7782-49-2 Selenium 3.7 U P 

7440-22-4 Silver 1.0 U N P 

7440-23-5 Sodium 523 U P 

7440-28-0 Thallium 2.6 U P 

7440-62-2 Vanadium 30.1 P 

7440-66-6 Zinc 52.9 N P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 137 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24Q8 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG NO.: MH24H6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008724-13 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 81.1 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS NO. Analyte Concentration C Q M 

7429-90-5 Aluminum 5660 ; E I P ' 

7440-36-0 Antimony 598 P 

7440-38-2 ! Arsenic 681 N P 

7440-39-3 i Barium 148 P 

7440-41-7 ' Beryllium 0.32 | J P 

7440-43-9 Cadmium 111 P 

7440-70-2 Calcium 16400 P 

7440-47-3 Chromium 16.6 E P 

7440-48-4 Cobalt 4.4 J P 

7440-50-8 Copper 1410 P 

7439-89-6 Iron 19000 E P 

7439-92-1 Lead 26200 D P 

7439-95-4 Magnesium 5070 P 

7439-96-5 Manganese 2210 E P 

7440-02-0 Nickel 7.3 P 

7440-09-7 Potassium 1050 P 

7782-49-2 Selenium 9.1 P 

7440-22-4 Silver 96.7 N P 

7440-23-5 Sodium 609 P 

7440-28-0 Thallium 3.3 P 

7440-62-2 Vanadium 18.0 P 

7440-66-6 Zinc 18700 ND P 

Color Before:: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 
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Form I A-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Dnits: ug/L 

Contract: . EPWO6057 

NRAS No.: SDG NO.: MH24H6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found *R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 2482.0 2589.701 104 5000.0 4876.75 98 5217.30 104 P 

Antimony 992.0 987.48 100 1250.0 1239.65 99 1241.05 99 P 

Arsenic 996.0 931.62, 94 250.0 245.93 98 245.96 98 P 

Barium 502.0 520.41, 104 5000.0 4960.60 99 5295.85 106 P 

Beryllium 493.0 482.85 98 125.0 121.38 97 128.70 103 P 

Cadmium 494.0 475.73 96 125.0 124.33 99 124.51 100 P 

Calcium 10180.0 10057.65 99 12500.0 12105.50 97 12993,00 104 P 

Chromium 490.0 500.24 102 500.0 498.85 100 493.66 99 P 

Cobalt 496.0 498.25 100 1250.0 1222.30 98 1224.40 98 P 

Copper 490,0 484.71 99 625.0 599.70 96 607.05 97 P 

Iron 5107.0 5052.50 99 2500.0 2437.30 97 2598.35 104 P 

Lead 996.0 941.41 95 250.0 243.57 97 245.44 98 P 

Magnesium 6003.0 6077.85 101 12500.0 11938.00 96; 12955.00 104 P 

Manganese 495.0 510.80 103; 1250.0 1240.65 99 1246.05 100 P 

Nickel 492.0 494.72 lOlj 1250.0 1231.35 99: 1228.40 98 P 

Potassium 10008.0 10024.20 100 12500.0 ! 12185.50 97 13049.00 104 P 

Selenium 1005.0 944.86 94 250.0 246.76 99 246.58 99 P 

Silver 495.0 497.14 100i 625.0 621.77 99! 619.58 99 P 

Sodium 10039.0 9967.60 99| 12500.0 12025.50 96 12978.00 104 P 

Thallium 1027.0 972.70 95 250.0 248.16 99 248.01 99 P 

Vanadium 501.0 503.98 101 1250.0 1219.80 98 1229.55 98 P 

Zinc 1000.0 992.16 99; 1200.0 1221.90 102 1214.50 101; P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form 11 A-IN ILM05.4 



USEPA-CLP 

ZA-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units:: ug/L 

Contract: EFW06057 

NBAS No. : SDG NO. : MH24H6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(lj True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5029.10 101 4875.20 98 P 

Antimony 1250.0 1242.20 99 1230.50 98 P 

Arsenic 250,0 246.20 98 244.50 98 P 

Barium 5000. o: 5141.65 103 4940,85 99 P 

Beryllium 125,0 123.82 99 119.84 96 P 

Cadmium 125.0 124.70 100 123.43 99 P 

Calcium 12500.0 12503.00 100 12029.00 96 P 

Chromium 500.0 492.63 99 496.06 99 P 

Cobalt 1250. o: 1229.20 98 1213.50 97 P 

Copper 625.0 613.78 98 602.17 96 P 

Iron 2500.0 2478.55 99 2414.80 97 P 

Lead 250.0 245.52 98 242.52 97 P 

Magnesium 12500.0 12366.50 99 11843,50 95 P 

Manganese 1250.0 1253.90 100 1241.55 99 P 

Nickel 1250.0 1235.05 99 1221.00 98 P 

Potassium 12500.0 12562.50 100 12223.00 98 P 

Selenium 250,0 247.28 99 244.32 98 P 

Silver 625.0 619.32 99 621.06 99 P 

Sodium 12500.0 12683.50 101 12126.00 97 P 

Thallium 250.0 250.41 100 246.50 99 P 

Vanadium 1250.0 1240.75 99 1225.45 98 P 

Zinc 1200.0 1221.55 102 1208.65 101 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form II A-IN 

liiiiiaiB 

ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRASNo.: SDG NO. : MH24H6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5298.00 106 P 

Antimony 1250.0 1239.65 99 P 

Arsenic 250.0 247.50 99 P 

Barium 5000,0 5357.30 107 P 

Beryllium 125, 0 129.40 104 P 

Cadmium 125.0 124.27 99 P 

Calcium 12500.0 12966.50 104 P 

Chromium 500.0 496.44 99 P 

Cobalt 1250.0 1222.15 98 P 

Copper 625.0 602.15 96 P 

Iron 2500.0 2598.85 104 P 

Lead 250.0 243.98 98 P 

Magnesium 12500.0 12700.00 102 P 

Manganese 1250.0 1240.60 99 P 

Nickel 1250.0 1232.55 99 P 

Potassium 12500.0 13159.00 105 P 

Selenium 250.0 245.73 98 P 

Silver 625.0 620.30 99 P 

Sodium 12500.0 13030.50 104 P 

Thallium 250.0 248.98 100 P 

Vanadium 1250.0 1223.50 98 P 

Zinc 1200.0 1218.00 102 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05. 4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No. : SDG NO. : MH24H6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1> True Found %R(I) Found %R(1) 
M 

Arsenic 996.0 916.00 92 250.0 247.55 99 247.68 99 P 

Lead 996.0 939.04 94 250.0 247.03 99 249.41 100 P 

Silver 495.0 491.68 99 625.0 616.19 99 632.61 101; P 

Zinc 1000.0 999.76 100 1200.0 1216.95 101 1211.85 101 P 

(1) Control Limits-: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN 

-Maiaai2s 

ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. Contract: EPW06Q57 

Lab Code: A4 Case No. : 36948 NBAS No.; SDG NO. : MH24H6 

Initial Calibration Verification Source: QATS-ICV 

Continuing Calibration Verification Source: HP-CCV 

Concentration Onits: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Arsenic 250.0 246.89 99 254.41, 102 P 

Lead 250.0 247.78 99 257.64 103 P 

Silver 625.0 622.95 100 644.06 103 P 

Zinc 1200.0 1227.45 102: 1281.10 107 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EFW06057 

NRAS No.: SDG NO.: MH24H6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
: M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
: M 

Arsenic 250 . 0 249,71 100 P 

Lead 250.0 250.04 100 P 

Silver 625.0 624.10 100 P 

Zinc 1200.0 1239.60 103 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN IIM05. 4 



USEPA-CLP 

2B-BV 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 . NRAS No. : SDG No. : MH24H6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

CRQL Check Standard 

Analyte 
Initial Final 

Analyte 
True Found* %R (1) Found* %R (1) 

Aluminum | 200.00 U 0 200.00U 0 

Antimony 60.0 61.11 102 59.19 J 99 

Arsenic 10.0 9.72 J 97 10.52 105 

Barium 1 200.00 U 0 200.00 U 0 

Beryllium 5.0 5.37 107 4.79 J 96 

Cadmium 5.0 4.93 J 99 4.90 J 98 

Calcium | 5000.00 U 0 5000.00U 0 

Chromium 10.0 10.71 107 10.37 104 

Cobalt 50.0 51.08 102 51.26 103 

Copper 25.0 25.69 103 25.63 103 

Iron |, 100. 00 u 0 100.00 U 0 

Lead 10.0 12.59 126 13.20 132 

Magnesium I 5000.00 U 0 5000.00 U 0 

Manganese 15.0 16.31 109 16.36 109 

Nickel 40.0 | 40.96 102 41.37 103 

Potassium j 5000.00 U 0 5000.00 U 0 

Selenium 35.0 33.03 J 94 35.25 101 

Silver 10.0 10.52 105 10.77 108; 

Sodium | 5000.00 U 0 5000.00U 0 

Thallium 25.0 26.87 107 27.31 109 

Vanadium 50.0 52.27 105 51.37 103 

Zinc 60.0 56.43 J 94 58.14 J 97 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) 

Form IIB-IN XLM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG No. : MH24H6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Aluminum 1 200.00 U 0 

Antimony 60.0 | 60.24 100 

Arsenic 10.0 | 9.93 J 99 

Barium 1 200.00 U 0 

Beryllium 5.0 | 5.70 114 

Cadmium 5.0 | 4.91 J 98 

Calcium 1 5000.00 U 0 

Chromium 10.0 I 10.58 106 

Cobalt 50.0 | 51.93 104 

Copper 25.0 | 24.79 J 99 

Iron 1 100.00U 0 

Lead 10.0 | 12.07 121 

Magnesium 1 5000.00U 0 

Manganese 15.0 | 16.41 109 

Hickel 40.0 | 42.04 105 

Potassium 1 5000.00U 0; 

Selenium 35 .0 | 31. 97 J 91 

Silver 10.0 | 11.05 110 

Sodium 1 5000.00U 0 

Thallium 25.0 | 28.40 114 

Vanadium 50.0 | 50.37 101 

Zinc 60.0 | 59.52 J 99 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
TCP-MS - Cobalt, Manganese, and Zinc;: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns1 (e.g., 0.20U for Mercury) JilB£18l91li332 

Form TIB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: 

Lab Code: 

A4 Scientific, Inc. 

A4 Case No.: 

CRQL Check Standard Source: 

Concentration Units: ug/L 

36948 

Contract: EPW06057 

NRAS No.: 

HP-CRDL 

SDG No. : MH24H6 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Arsenic 10.0 | 8.48 J 85 7.72 J 77 

Lead 10.0 | 12.15 122 11.95 120 

Silver 10.0 | 10.35 104 10.62 106 

Zina 60.0 | 60.34 101 59.85 J 100 

(1) Control Limits; 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g.., 0.20U for Mercury) 

Form IIB-IN ILM05.4 



USEPA-CLP 

2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contraat: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No.: MH24H6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 

Analyte 
True J Found* %R (1) Found* %R (1) 

Arsenic 10.0 | 9.33 J 93 

Lead 10.0 | 13.29 133 

Silver 10.0] 10.44 104 

Zinc <h
 
O
 
o
 

61.73 103 

(1) Control Limits: 70-130 with the following exceptions: 
ZCP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) 0111108 3 A 

Form ZIB-IN 112405.4 



USEPA-GLP 

3-BV 
BLANKS 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. 36948 

Preparation Blank Matrix (soil/water): 

Contract: 

NBAS No.: 

EPW06057 

SD6 NO. MH24H6 

SOIL 

Preparation Blank Concentration Units (ug/L or mg/kg): MS/KG 

I 
Initial 

Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation || 
Blank II1 

Analyte C 1 C 2 C 3 I c c J M 

Aluminum 200.0 u 200.0 U 200 . 0 U i 200.0] U 20.000 i u p 

Antimony 60.0 U 60.0 U 60.0 u 1 60.0] U 6.000 ; u p 

Arsenic 10.0  U 10,0  u 10,0  u 10.0]  u 1.000 u p 

Barium 200.0 U 200.0 : U 200.0 u 200.0] U 20.000 u p 

Beryllium 5.0 U 5.0 U 5.0 u 5.0] U 0.500 u p 

Cadmium 5.0 U 5.0 U 5.0 u 5.0] U 0.500 u p 

Calcium 5000.0 U 5000.0 1 U 5000.0 u 5000.0] U 500.000 u p 

Chromium 10.0  U 10.0  U 10.0 u 10.0| U 1.000 u p 

Cobalt 50.0 U 50.0 U 50.0 u 50. oj U , 5.000 u p 

Copper 25.0 U 25.0 U 25.0 u 25.0] U 2.500 u p 

Iron 100.0  u 100.0 U 100.0 u 100.oj U 10.000 u p 

Lead 10.0  u 10.0 U 10.0 u 10.0| U 1.000 u p 

i Magnesium 5000.0 u 5000.0 U 5000.0; u 5000.0| U 500.000 u p 

Manganese 15.0 u 15.0 U 15.0 u 15.0] U 1.500 u p 

Nickel 40.0 u 40.0 U 40.0 u 40.oj U 4.000 u p 

Potassium 5000.0 u 5000.0 U 5000.0 u 5000.0] U 500.000 u p 
1 Selenium 35.0 u 35.0 u I  35.0 u 35.0| U 3.500 u p 

Silver 10.0 tr 10.0 U 10.0 u 10.Oj U 1.000 u  p 

Sodium 5000.0 u 5000.0 U ! 5000.0 u 5000.0j U 500.000 U ' p 

Thallium 25.0 u 25.0 U 25,0 u 25.0| U 2.500 u p 

Vanadium 50.0 u 50.0; u : 50.0 u 50.0] U 5.000 ufi  p I 
Zinc 60.0 u 60.0 u 60.0 u 60.0 | U 6.000 "II p 

Form III-IN 

1MIII135 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific,, Inc.. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO. : MH24H6 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
: Calibration 
' Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 1 
Blank 1 

Analyte C 1 C 2 C 3 c c 1 M 

Aluminum 200.0 U 200.0 U P 
Antimony 60, 0 U 60.0 U P 
Arsenic 10.0 U 10.0 U P 
Barium 200.0 U 200.0 U P 
Beryllium 5.0 U 5.0 U II P 

Cadmium 5.0 U 5.0 U II P 

Calcium 5000.0 u 5000,0 U II P 

Chromium 10.0 u 10.0 U II p 

Cobalt 50.0 u 50.0 u II P 

Copper 25.0 u 25.0 u || E> 

Iron 100.0 u 100.0 u II P 

Lead 10.0, u 10.0 u II p 

Magnesium 5000.0; u 5000.0 u ll P 

Manganese 15.0 u 15.0 u II P 

Nickel 40.0 u 40.0: u || P 
Potassium 5000.0 u 5000.0;  u  II p 

1 Selenium 35.0 u 35.0 u II p 

Silver 10.0 u 10.0 u II p 

Sodium 5000.0 u 5000.0 u II p 

Thallium 25.0 u 25.0 u II p 

Vanadium 50.0 u 50.0 u II p 

Zinc 60.0 u 60.0 u II P 

Form III-IN XLM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name:: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: _A4 Case No. : 36948 NRAS No. : SDG NO. : MH24H6 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank.(ug/L)' 

1 Continuing Calibration 
; Blank (ug/L) 

Preparation l |  
Blank 

Analyte C 1 C 2 C 3 C C II  M 

Arsenic 1 10.0 U 10.0 .  u  10.0 u 10.0 u II ?  
Lead 10.0 U 10.0 u 10.0 u 10.0 u II P  
Silver 10.0 ; u: 10.0 u 10.0 u 10.0 u II P  
Zinc 60.0 U 60.0 u 60.0 u 60.0 u II P  

« 

Form TXJ-IN 
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ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH24H6 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank (ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte C 1 C 2 c 3 C C | M 

Arsenic h*
 
o
 
o
 

U 

O
 
o
 
H
 u 1 P  

Lead 

o
 
o
 

rH 

U 10.0 u 1 P  
Silver 10.0 u 10.0 u 1 P  
Zinc 60.0 u 60.0 u 1 P  

Form III-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH24H6 

ICP-AES Instrument ID: B-IGAP6500 , ICS Source: A(1206) & B(Q203) 

Concentration Units; ug/L 

True Initial Found Final Found 

Analyte Sol.A Sol AB Sol. A %R Sol AB %R Sol, A %R Sol.AB %R 

Aluminum 244100 | 241100 247000 101 I 250000 104 253000 1 104 253000| 105 

Antimony 0 1 589 0.28 | 586 99 i 0.016| 584 1; 99 

Arsenic 0 1 101 

00 00 0
 1 1 94.4 93 0.541 93.1 j 92 

Barium 2.0 | 495 -1.6 -80 1 524 106 -1.6 1. -80 530 | 107 

Beryllium j 0 1 475 2, 4 1 491 103 1 2.5| 494 1 104 

Cadmium 0 1 940 3.7 1 955 102 3.71 953 | 101 

Calcium 234900 | 231100 235000 100 | 239000 103 241000 ! 103 233000 1 101 

Chromium 43.0 | 511 44.1 103 1 517 101 45.0 | 105 515 1 101 

Cobalt 4.0 | 461 4,0 100 1 494 107 3.7 | 92 492 | 107 

Copper 23.0 | 548 24.2 105 1 521 95 24.6 | 107 524 | 96 

Iron 95600 | 94800 93600 98 1 95100 100 95700 I 100 95200 1 100 

Lead 10.0 | 61.0 7.0 70 1 49.7 81 4.8 I 48 59,1 | 97 

Magnesium 247500 | 251500 250000 101 1 251000 100 251000 | 101 252000 |; 100 

Manganese 19.0 | 502 16.8 88 1 504 100 16.8 | 88 504 | 100 

Nickel 21.0 | 984 20.1 96 I 1010 103 20.0 1 95 1010 | 103 

Potassium 0 1 0 -105 1 -114 -H4J -64.2 1 

Selenium 0 1 53.0 -6.0 1 52.0 98 — 6.51 51.9 | 98 

Silver 0 J 206 0.47 1 209 101 0,17 | 209 1 101 

Sodium 0 1 0 761 1 767 7781 789 1 

Thallium 0 1 103 -1.5 1 93.8 91 —0 - 961 92, 6 | 90 

Vanadium 0 , 494i -0,11 1 484 98 -0.16| 485 | 98 

Zinc 28.0 | 1028; 24.5 88 I 1000 97 24.1 1 86 1000J 97 

«aia«fl39 

Form IVA-IN 112405.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc • Contract: EPW06057 

Lab Code,: A4 Case No. : 36948 NBAS No. : SD6 NO. : MH24H6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol. A Sol AB Sol. A %R Sol AB %R Sol. A %R Sol,AB %R 

Aluminum 244100 | 241100 1 267000 1 109 259000, 107 

Antimony 0 1 589 1 -1.4, 586 , 99 

Arsenic 0 ( 101 1 95.3 , 94 

Barium 2.0 I 495 1 -1,6 1 -80 544 , 110 

Beryllium 0 1 475 1 2.6, 505 , 106 

Cadmium 0 1 940 1 3.8, 953 , 101 

Calcium 234900 | 231100 1 248000 | 106 243000 , 105 

Chromium 43.0 | 511 1 45.1 | 105 517 , 101 

Cobalt 4.0 | 461 1 3.8 | 95 491 , 107 

Copper 23.0 | 548 1 24.0 | 104 515 , 94 

Iron 95600 | 94800 1 99800 1 104. 97000 , 102 

Lead 10.0 | 61.0 1 3,9 | 39 57.5, 94 

Magnesium 247500 | 251500 1 259000 | 105 252000, 100 

Manganese 19.0 | 502 16.4 | 86 498 , 99 

Nickel 21.0 | 984 19.8 | 94 1010, 103 

Potassium 0 1 0 1 -118, -55.3, 

Selenium 0 1 53.0 -5.1, 53.6 , 101 

Silver 0 1 206 1 0.18, 210 , 102 

Sodium 0 1 0 1 809, 785 , 

Thallium 0 1 103 1 0.91, 93.0, 90 

Vanadium 0 1 494 1 -0.22, 478 , 97; 

Zinc 28.0 1 1028 1 24.5 1 88 1000 , 97 

Form IVA-IN 
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ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Ino. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO.: MH24H6 

ICP-AES Instrument ID: B-IGAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

Analyte 

True 

Sol.A Sol AB 

Initial Found 

Sol.A %R Sol AB %R 

Final 

Sol. A %R 

?ound 

Sol.AB %R 

Arsenic 0 | 101 0.73 
1  9 5 1  

94 0.701 94. 8 | 94 

Lead 10.0 j 61.0 13.1 131|; 60.2 99 13.51 135 59.6 | 98 

Silver 0 | 206 -0.18 | 208 101 0:. 0641 2131 103 

Zinc 28.0 1 1028 22.5 801 1010 98 22.31 80 10001 97 

Form IVA-IN 
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USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRASNo.: SDG NO. : MH24H6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol .A Sol AB Sol. A %R Sol AB %R Sol. A %R Sol .AB %R 

Arsenic 0 1 101 1 -0.91| 96.1 1 95 

Lead 10,0 | 61.0 1 13.5 | 135 59.4 1 97 

Silver 01 206 1 0.221 210 1 102 

Zina 

o
 

00 CM 

1028 1 22.8 
1 81 

1000 1 97 

Form IVA-IN ILM05.4 



USEPA-CLP 
5A-IN 

MATRIX SPIKE SAMPLE RECOVERY EPA SAMPLE NO . 

MH24H6S 

Lab Name: A4 Scientific, Inc. Contract:; EFWQ6057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO,: MH24H6 

Matrix (soil/water): SOIL Level <Wmed>: LOW 

% Solids for Sample: 88.8 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

Analyte Control 
Limit %R 

Spiked Sample 

Result (SSR) c 

Sample 

Result (SR) c 
Spike 
Added (SA) %R Q M 

Aluminum 24228.9900 28819.9100 0.00 o; P 

Antimony 75 - 125 19.3387 6.6899 U 22.30 87 1 P 

Arsenic 75 - 125 13.1874 7.5450 8. 92 63 N P 

Barium 75 - 125 677.4206 274.0445 445.99 90 P 

'Beryllium 75 - 125 10.5267 0.5575 U 11.15 94 P 

Cadmium 75 - 125 9.8285 0.7631 11.15 81 : P 

Calcium 5922.4760 7347.9730 0.00 0 ! P 

Chromium 75 - 125 65.8293 31.2166 44.60 78 p 

Cobalt 75 - 125 122.1011 16.8501 111,50 94 p 

Copper 75 - 125 71.2938 28.0935 55.75 77 P 

; Iron 24374.5000 33031.2300 0.00 0 p 

Lead 29.6082 33.6611 4.46 -91 p 

Magnesium 5944.8310 7366.5380 0.00 0 p 

Manganese 595.2469 668.3447 111.50 -66 p 

Nickel 75 - 125 124.6098 21.7287 111,50 92 p 

Potassium 5051.4570 6005.7650 0,00 I o p 

Selenium 75 - 125 9.1128 3.9024 U 11.15 82 p 

Silver 75 - 125 0.5371 J 1.1150 U 11.15 5 N p 

Sodium 462.2023 J 446.2804 J 0.00 ! 0 p 

Thallium 75 - 125 8.9285 I 2.7874 , U ' 11.15 ; 80 p 

Vanadium !75 - 125 160.5789 76.9022 111.50 75 p 

Zinc •! 75 - 125 187.8122 108.9282 ; 111.50 71 N p 

Comments-: 

Form VA-IN ILM05.4 



USEPA-CLP 

5B-IN 

POST-DIGESTION SPIKE SAMPLE RECOVERY 

EPA SAMPLE NO. 

MH24H6A 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Contract: EPW06057 

NRAS No.: SDG NO. : MH24H6 

Matrix (soil/water): SOIL Level (low/med): LOW 

Concentration Units: ug/L 

Analyte 
Control 
Limit 
%R 

Spiked Sample 
Result (SSR) 

C 

Sarnie 
Result (SR) 

C 

Spike 
Added (SA) 

%R Q M 

Arsenic 181.29 67.67 135,0 84 P 

Silver 19.22 10.00 U 20.0 96 P 

Zinc 2733.65 976.96 1950.0 90 P 

Comments: 

MM®®! J a 

Form VB-IN ILM05.4 



USEPA-CLP 

6-IN 

DUPLICATES 
EPA SAMPLE NO. 

MH24H6D 

Lab Name:: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG MH24H6 
NO. : 

Matrix (soil/water): SOIL Level (low/med): LOW 

% Solids for Sample: 88.8 % Solids for Duplicate: 88.5 

Concentration Units:(ug/L or mg/kg dry weight): MG/KG 

Analyte 
Control II Sample (S) 
Limit || C 

Duplicate (D) 
C RPD Q M 

Aluminum || 28819.91001 28930.8500| 0 P 
Antimony || 6.6899| U 6.6899| U P 
Arsenic || 7.54501 7.3340| 3 P 
Barium || 274.0445| 275.3657] 0 P 
Beryllium || 0.5575| U 0.5575] U P 
Cadmium 0.5575 || 0.76311 0.772l| 1 P 
Calcium || 7347.9730| 7350.6490| 0 • P 
Chromium || 31.21661 31.1842| 0 P 
Cobalt 5.5749 || 16.85011 16.7330| 1 P 
Copper || 28.09351 27 . 8309| 1 P 
Iron H 33031.23001 30751.9400| 7 P 
Lead n 33.6611I 33.3534| 1 P 

Magnesium || 7366.5380| 7333.92401 0 P 
Manganese D 668.3447| 663.0430] 1 P 
Nickel 4.4599 || 21.72871 21.5837] 1 P 

Potassium || 6005.7650| 6062.2940| 1 P 
Selenium || 3. 90241 U 3.9024] U P 
Silver || 1.1150| U 1.1150| U P 
Sodium || 446.28041 J 444.6024] J 0 P 

Thallium H 2.7874| U 2.7874] U P 

Vanadium D 76.90221 76.4266] 1 P 

Zinc || 108.9282| 108.1248| 1 p ! 

Form VI-IN 

mmmmaMB 
ILM05.4 



USEPA-CLP 

7 - IN 
LABORATORY CONTROL SAMPLE 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Contract: EPW06057 

NRAS No: SDG NO. : MH24H6 

Solid LCS Source: QATS-LCS 

Aqueous LCS SOurcei: 

Aqueous (ug/L) Solid (mg/kg) 

Analyte True Found %R True Found C Limits %R 

Aluminum 1 1 115.0 101.7 54. 7| 175.0 | 88 
Antimony 1 i 66.0 60.4 2?.6| 104.0 | 92 
Arsenic 1 1 253.0 235.1 154. 0| 352.0 | 93 
Barium 1 1 1.6 8.7 U 1.0| 2.2 | 0 
Beryllium 4.9 5.0 3.0| 6.8 | 102 
Cadmium 10.9 11.5 7. 7| 14.0 | 106 
Calcium 44200.0 41788.5 30300.0| 58200.0| 95 
Chromium 1 1 27.1 26.5 18. 5| 35.7 | 98 
Cobalt 1 1 37.4 39.1 24. 2| 50.6 | 105 
Copper 1 1 1770.0 1699.3 20.0| 2230.0 | 96 
Iron 1 1 6470.0 6519.6 4280.0| 8660.0]! 101 
Lead 1 1 56.9 51.5 41. 4| 72 . 4 | 91 
Magnesium 1 1 29200.0 27156.5 20500. 0| 37900.0| 93 
Manganese 61.0 57.4 41. 6| 80.5 | 94 
Nickel 1 1 16.3 15,8 9.0| 23.7 | 97 
Potassium 1 1 39.7 227.0 U o.ol 85, 3 | 0 
Selenium 1 1 10.0 10.0 4.,1| 15.9 | 100 
Silver 5.9 5.2 2.7| 9.1 | 88 
Sodium 1 1 72.5 220.0 U o.ol 216,0 | 0 
Thallium 1 1 9.5 8.3 2.9| 16.1 | 87 
Vanadium 17.6 16.6 11 -6| 23 .7 | 94 
Zinc 1 1 47.5 42.9 20.5| 74.4 | 90 

Form VII - IN 112405.4 



USEPA-CLP 

8-lN 

ICP-AES and ICP-MS SERIAL DILUTIONS 
EPA SAMPLE NO. 

MH24H6L 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No, : 36948 NRAS No. : SDG NO. : MH24H6 

Matrix (soil/water): SOIL Level (low/med): LOW 

Concentration Units: ug/L 

Analyte 

Initial Sample 
Result (I) 

C 

Serial Dilution 
Result (S) 

C 

%" 
Difference 

Q M 

Aluminum | 258480.0 1 1 285915.0 I 11 1 E P 

Antimony | 60.0 1 u 1 60.0 U I P 
Arsenic |" 67.67 I 1 77.98 | 15 I P 

Barium | 2457.9 I 1 2702.4 10 I P 

Beryllium |, 5.00 1 U 1 5.00 |u I P 

Cadmium | 6.84 I | 5.00 |u 100 I P 

Calcium | 65903 1 1 74773 1 13 I P 

Chromium | 279.98 I | 313.17 1 12 1 E P 

Cobalt | 151.1 I I 151.5 1J 0 | P , 
Copper | 252.0 1 1 257.4 1 2 I P 

Iron | 296250.5 I | 330089.0 1 11 1 E P 

Lead | 301.90 I | 305.83 i 1; I P 

Magnesium | 66069 I | 74015 1 12 P 

Manganese J 5994.25 | | 6871.75 1 15 1 E P 

Nickel | 194.9 I | 194.2 1J 0 I P 

Potassium | 53865 I | 60503 1 12 | P 

Selenium | 35.0 1 ul 35.0 |u I P 

Silver | 10.00 1 ul 10.00 |u I P 
Sodium | 4003 1 Jl 5000 |u 100 I P 
Thallium | 25.0 1 ul 25.0 |u I 1 P 
Vanadium | 689.7 1 1 747.6 1 8 I P 

Zinc | 977.0 J_L 987.1 
1 

1 P 

Form VIII-IN 111405.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contraat: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : ' SDG NO. : MH24H6 

Instrument Type: P Instrument ID: B-ICAP6500 ' Date: 07/27/2007 

Preparation Method: NP1 

Concentration Units (ug/L or mg/kg): U6/L 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 200,0 84.9 

Antimony 206.83 60.0 22.2 

Arsenic 189.04 10.0 3.90 

Barium 455.40 200.0 80.7 

Beryllium 313.04 5.0 1.90 

Cadmium 228,80 5.0 1.80 

Calcium 317.93 5000.0 2050 

Chromium 267.72 10.0 3.80 

Cobalt 228.62 

o
 
o
 18.2 

Copper 324.75 25.0 9.8 

Iron 259.94 100.0 37.5 

Lead 220.35 10.0 4.30 

Magnesium 279.07 5000.0 2060 

Manganese 257.61 15.0 5.70 

Nickel 231.60 40.0 14.6 

Potassium 766.49 5000.0 1860 

Selenium 196.09 35,0 12.5 

Silver 328.07 10.0 4.40 

Sodium 589.59 5000.0 2020 

Thallium 190.86 25.0 10.5 

Vanadium 292.40 50.0 18.8 

Zinc 206.20 60.0 23.2 

-

Comments: 

Form IX-IN 

JM.® MSB OdS 

111405 .4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : • SDG NO. : MH24H6 

Instrument Type: _P Instrument ID: B—IGAP650Q Date: 07/27/2007 

Preparation Method: HS2 

Concentration Units (ug/L or mg/kg): MG/KG 

Analyte 
Nave-Length 

/Mass CRQL MDL 

Aluminum 396.15 

o
 
o
 
o
 

CM 

9.60 

Antimony 206.83 6.00 2.60 

Arsenic 189.04 M
 

O
 
O
 

0.49 

Barium 455.40 

o
 
o
 
o
 

CM 

8.70 

Beryllium 313.04 0.50 0.23 

Cadmium 228.80 0.50 0.20 

Calcium 317.93 500.00 216.00 

Chromium 267.72 1,00 0.49 

Cobalt 228.62 5.00 2.20 

Copper 324.75 2.50 1.20 

Iron 259.94 10.00 4.50 

Lead 220.35 

O
 
o
 
H
 0.49 

Magnesium 279.07 500.00 224.00 

Manganese 257.61 1.50 0.69 

Nickel 231.60 4.00 1.70 

Potassium 766.49 500.00 227.00 

Selenium 196.09 3.50 1.20 

Silver 328.07 1.00 0.42 

Sodium 589.59 500.00 220.00 

Thallium 190.86 2.50 1.10 

Vanadium 292.40 5.00 2.30 

Zinc 206.20 6.00 2,60 

Comments: 

Form IX-IN IIM05.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific*, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : • SDG NO. : MH24H6 

Instrument Type: P Instrument ID: B—IGAP6500 Date: 07/27/2007 

Preparation Method-: HS2 

Concentration Units (ug/L or mg/kg): UG/L 

Analyte i 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 200.0 96.3 

Antimony 206.83 60.0 26.0 

Arsenic 189.04 10.0 4.90 

Barium 455.40 200.0 86.7 

Beryllium 313.04 5.0 2.30 

Cadmium 228.80 5.0 2.00 

Calcium 317.93 5000.0 2160 

Chromium 267.72 10.0 4.90 

Cobalt 228.62 50. 0 21.7 

Copper 324.75 25.0 11.9 

Iron 259.94 100.0 30.0 

Lead 220.35 10.0 4.90 

Magnesium 279.07 5000.0 2240 

Manganese 257.61 : 15.0 6.90 ; 

Nickel 231.60 | 40.0 17.3 

Potassium 766.49 | 5000.0 2270 • 

Selenium 196.09 | 35.0 12.4 

Silver 328.07 | 10.0 4.20 : 

Sodium 589.59 5000.0 2230 ; 

Thallium 190.86 , 25.0 11.5 : 

Vanadium 292.40 1 50. 0 23.4 

Zinc 206.20 60.0 25.8 

Comments: 

Form IX-IN ILM05. 



USEPA-CLP 
10A-IN 

ICP-AESINTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Name: A4 Scientific, Inc. Contract: EEW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24H6 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

Analyte 

Wave
length 
(nm) A1 

Interelement Correction Factors 

Ca Fe 

for: 

Mg Rh 

Aluminum 396.15 0.0000000 0.0002330 0.0002300 | 0.0000900 0.0000000 

Antimony 206.83 0.0000480 0.0000070 0.0000310 | 0.0000000 0.0000000 

Arsenia 189.04 0.0000100 0.0000040 -0.0000050 | 0.0000030 0.0000000 

Barium 455.40 0.0000040 0.0000030 0.0000000 0.0000020 0.0000000 

Beryllium 313.04 0.0000000 0.0000000 0.0000000 I 0.0000000 0.0000000 
r.ariiti«i nm 228.80 0.0000000 0.0000000 0.0000030 I 0.0000000 0.0000000 

Calcium 317.93 0.0000280 0.0000000 0.0006750 | 0.0001990 0.0000000 

Chromium 267.71 0.0000010 0.0000030 0.0000070 | 0.0000000 0.0000000 

Cobalt 228.61 0.0000020 0.0000010 0.0000180 | 0.0000000 0.0000000 

Copper 324.75 0.0000010 -0.0000010 0.0000070 | 0.0000000 0.0000000 

Iron 259.94 0.0000060 0.0000070 0.0000000 I 0.0001640 0.0000000 

Lead 220.35 0.0001330 0.0000000 0.0000420 | 0.0000100 0.0000000 

Magnesium 279.07 -0.0000110 0.0000100 0.0000010 I 0.0000000 0.0000000 

Manganese 257.61 0.0000010 0.0000030 0.0000120 | 0.0000250 0.0000000 

Nickel 231.60 0.0000030 0.0000030 -0.0000200 | 0.0000030 0.0000000 

Potassium 766.49 0.0000600 0.0001800 -0.0001130 | 0.0001910 0.0000000 

Selenium 196.09 0.0000080 -0,0000030 -0.0000200 | 0.0000010 0.0000000 

Silver 328.06 0.0000000 0.0002700 0.0057060 | 0.0000070 0.0000000 

Sodium 589.59 0.0000400 0.0001630 0.0000240 | 0.0000490 0.0000000 

Thallium 190.85 0.0000070 0.0000020 0.0000130 | 0.0000030 0.0000000 

Vanadium 292.40 0.0000010 0.0000020 0.0000440 -0.0000010 0.0000000; 

Zinc 206.20 0.0000010 0.0000040 -0.0000190 0.0000300 0.0000000 

Comments: 

• -SSflS'SSSS'l 

Form XA-IN 
ILMQ5.4 



USEPA-CLP 

10B-IN 
ICP-AES INTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG NO.: MH24H6 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

Wave
length 
(nm) 

Interelement Correction Factors: for: 
Analyte 

Wave
length 
(nm) 

Aluminum 396.15 

Antimony 206.83 1 1 
Arsenic 189.04 1 1 
Barium 455.40 

Beryllium 313.04 1 1 
PaHminm 228.80 

Calcium 317.93 

Chromium 267.71 1 1 
Cobalt 228.61 

Copper 324.75 1 1 
Iron 259.94 1 1 
Lead 220.35 

Magnesium 279.07 1 1 
Manganese 257.61 

Nickel 231.60 

Potassium 766.49 

Selenium 196.09 1 1 
Silver 328.06 1 1 
Sodium 589.59 1 1 
Thallium 190.85 1 1 
Vanadium 292.40 1 
Zinc 206.20 1 1 

Comments: 

! : fgj 

Form XB-IN ILM05.4 



USEPA-CLP 

11-IN 

ICP-AES AND ICP-MS LINEAR RANGES (QUARTERLY) 

Lab Name: A4 Scientific. Inc. , Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO, : MH24H6 

ICP Instrument ID: B-ICAP6500 Date: 10/15/2007 

Integ. 
Time 
(Sec.) 

Concentration 

Analyte 

Integ. 
Time 
(Sec.) (ug/L) M 

Aluminum 15.00 500000,0 P 

Antimony 15.00 50000.0 P 

Arsenic 15.00 50000.0 P 

Barium 15.00 50000.0 P 

Beryllium 15.00 50000.0 P 

Cadmium 15.00 50000.0 P 

Calcium 15.00 500000.0 P 

Chromium 15.00 50000.0 P 

Cobalt 15.00 50000.0 P 

Copper 15.00 50000.0 P 

Iron 15.00 200000.0 P 

Lead 15.00 50000.0 P 

Magnesium 15.00 500000.0 P 

Manganese 15.00 50000.0 P 

Nickel 15.00 50000.0 P 

Potassium 15.00 500000.0 P 

Selenium 15.00 50000.0 P 

Silver 15.00 50000.0 P 

Sodium 15.00 500000.0 P 

Thallium 15.00 50000.0 P 

Vanadium 15.00 50000.0 P 

Zinc 15.00 50000.0 f p : 

Comments: 

Form XI-IN 

ILM05. 



USEPA-CLP 

12-IN 

PREPARATION LOG 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NKAS No. : SDG NO. : MH24H6 

Preparation Method: HS2 

EPA Sample No. Preparation Date Weight (gram) Volume (mL) 

PBSQ9 11/24/2007 1.00 100 
LCSSQ9 11/24/2007 1.00 100 
MH24H6 11/24/2007 1.01 100 
MH24H6D 11/24/2007 1.01 100 j 
MH24H6S 11/24/2007 1.01 100 
MH24H7 11/24/2007 1.03 100 i 
MH24P8 11/24/2007 1.08 100 
MH24P9 11/24/2007 1.10 100 
MH24Q0 11/24/2007 1.10 100 
MH24Q1 11/24/2007 1.18 100 
MH24Q2 11/24/2007 1.16 100 
MH24Q3 11/24/2007 1.10 100 
MH24Q4 11/24/2007 1.10 100 
MH24Q5 11/24/2007 1.11 100 
MH24Q6 11/24/2007 1.08 100 
MH24Q7 ; 11/24/2007 1.03 100 
MH24Q8 11/24/2007 1.12 100 

Form XIX-IN 

aasiasssj 

ILM05.4 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 • Case Ho.: 36948 NRAS No.: SDG No.: MH24H6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/30/2007 End Date: 11/30/2007 

EPA 1 
Sample 
NO. 

D/F Time 
Analytes EPA 1 

Sample 
NO. 

D/F Time A 
L 

,S\ 
B 

A B 
A 
B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

c 
o 

F 
E 

p 
B 

M 
G 
M 
N 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 
T 
L 

V z 
N 

c 
N 

SO 1.0 0959 X x X X' [X: X X X X X X X X X X X X X X X X X 
S 1.0 1002 X X X Xi x X X X X X X X X X X X X X X X X X 
ICV 1.0 1004 X X X X X X X X X X X X X X X X X X X X X X 
ICB 1.0 1007 X X X X X X X X X X X X X X X X X X X X X X 
CRI 1.0 1010 X: X X X X X X X X X X X X X X X X X X X X X 
ICSA 1.0 1012 X X X X X X X X X X X X X X X X IX X X X X X 
ICSAB 1.0 1015 !x X X X X X X X X X X x X X X X ;x X X X X X 
CCV 1.0 1018 X X X X X X X X X X x ,x X X X x X X X X X X 
CCB 1.0 1020 IX X X X X X X X X X X ix ;x X X X X X X X X X 
PBSQ9 1.0 1023 X X X X X X X X X X X X X X X X X X X X X X 
LCSSQ9 1.0 1026 X X X X X X X X X X x X; X X X X X X x ;x X i'X; 
MH24H6 1.0 1029 X X X X X X X ;x x X xt ;x X X ix, X X X X X X 
MH24H6D 1.0 1031 X X X X X X X ix' ;x! x X X X X X X X X ix x •Xi 
MH24H6S 1.0 1034 X X X X X X X fx; X X X X X X X X x X X X X 
MH24H6L 5.0 1037 X X X X X X X X X X X X X X X X :X X X X X 
MH24H7 1.0 1040 X X X X X X X x, X X X X X X X X X X X x X 
MH24P8 1.0 1043 X X X X X X X X X X X X x IX' X X X1 x X xl x X 
MH24P9 1.0 1046 X X X X X X ix X X X X X X X x X x! X X X X X 
ZZZZZZ 1 1.0 1048 
CCV 1.0 1051 X X X X X X x X X X X X X X X X X X X X X X 
CCB 1.0 1054 X X X X X X X X X X X X X X X X X X X X X X 
MH24Q0 1.0 1056 X X X X X x X X X X X X X X X X X X X X X X 
MH24Q1 1,0 1059 X X x X X ;X X X X X X X X X X X X X X X 
MH24Q2 1.0 1102 X X !X. :x x X X X X X X X X X X X X X X X X X 
MH24Q3 1.0 1105 X x X X X X X X X X X X X X X X X X X X X X 
MH24Q4 1.0 1108 'XI x X X x X X X X X X X X X X X X X X X X X 
ZZZZZZ 1.0 1111 
ZZZZZZ 1,0 • 1113 
;CRI 1.0 1116 X; X X X X X X X X X X X X X X X X X X X X X 
ICSA 1,0 1119 X X X X X X X X X X X X X X X X X X X X X X 
ICSAB 1.0 1121 jX X X X X X X X X X X X X X X X X X X X X X 
CCV 1,0 1124 ; X X X X X X X X X X X x X X X X X X X X X X 
CCB 1.0 1127 . X X X X X X X X X X X X X X X X IX X X X X X 
MH24Q5 1,0 1130 X X X X X X X X X x ,x iX X X X X |X X X X X X 
MH24Q6 1.0 1132 X X X X X X X X X X ;X X X X X x ix X X X X X 
MH24Q7 1.0 1135 X X X X X X X x X X X ix IX X X X X X X X X X 
MH24Q8 1.0 1138 X X X X X X X ;x' x x X !x X X X ix X 

1 
X 
is 
X 
si 

X 
u mm K 5 

Form XIII-IN ILM05. 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No,: 36948 NRAS No.: SDG No.: MH24H6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/30/2007 End Date: 11/30/2007 

EPA 
Sample 
NO. 

D/F Time 
Analytes EPA 

Sample 
NO. 

D/F Time A 
L 

s 
B 

A 
s 

B 
A 
B 
E 

c 
D 

c 
A 

c 
R 

c 
0 

G 
o 

F 
E 

p 
B 

M 
6 

M 
N 

H 
6 

N 
I 

K s 
E 

A 
G 

N 
A 
T 
L 

V z 
N 

c 
N 

MH24H6 1.7 1141 X 
MH24H6D 1.7 1144 X 
MH24H6S 1.4 1147 X 
MH24H6L 8.5 1149 X 
MH24H7 1.8 1152 X 
ZZZZZZ 1.0 1155 
CCV 1.0 1158 X X X X X X X X X X X X X X X X X X: X X X X 
CCB 1.0 1200 X X X X X X X X X X X x X X X X X1 X X X X x 
ZZZZZZ 1.0 1203 
ZZZZZZ 1.0 1206 
'ZZZZZZ 1.0 1208 
ZZZZZZ 1.0 1211 
ZZZZZZ 1.0 1214 
ZZZZZZ 1.0 1217 
ZZZZZZ 1.0 1219 
CRT 1.0 1222 X X X X X X X X X X X X X X X X X X X X X X 
ICSA 1.0 1225 X X X X X X X X X X X X x, X X X X X X X X X 
ICSAB i.o 1228 X X X X x X X X X X X X X X X X X X X X X X 
CCV ; 1.0 1230 X X X IX ;x SX! :x X X X X X X X X X X X X X X X 
CCB ; 1.0 1233 X x' :X X X! X! X X X X X X x X X X X X X X X X 

Form XIII-IN 

SiSflffl;105E 

ILM05.4 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG No.: MH24H6 

Instrument ID:, B-ICAP6500 Analysis Method: P 

Start Date: 12/05/2007 End Date: 12/05/2007 

EPA 
Sample 
NO. 

D/F Time 
Analytes EPA 

Sample 
NO. 

D/F Time A 
L 

S 
B 

A 
S 

B 
A 

B 
E 

C 
o 

c, 
A 

c 
R 

C 
o 

c 
o 
F 
E 
P 
B 

M 
6 

M 
N 

H 
6 

N 
I 

K S 
E 

A 
G 

N 
A 
T 
L 

V z 
N 

c 
N 

SO 1.0 0938 X X X X 
S 1.0 0941 X X X X 
ICV 1.0 0944 X X X X 
ICB 1.0 0946 X X X X 
CRI 1.0 0949 X X X X 
ICSA 1.0 0952 X X X X 
ICSAB 1.0 0954 X X X X 
ccv ! 1.0 0957 X X X X 
CCB 1.0 1000 X X X X 
ZZZZZZ ' 1.0 1002 
zzzzzz 1.0 1005 
ZZZZZZ 1.0 1008 
zzzzzz 1 0  1011 
zzzzzz 1.0 1013 
zzzzzz 1.0 1016 
ZZZZZZ 1.0 1019 
zzzzzz 1.0 1022 
zzzzzz 1.0 1024 
zzzzzz 1.0 1027 
ccv 1.0 1030 X X X X 
CCB 1.0 1032 X X X X 
zzzzzz 1.0 1035 
zzzzzz 1.0 1038 
zzzzzz 1.0 1041 
zzzzzz 1.0 i 1043 ; 
zzzzzz 1.0 1046 
zzzzzz 1.0 , 1049 
zzzzzz i.o ; 1052 
CRI 1.0 1054 X X x X 
ICSA 1.0 1057 X X X X 
ICSAB 1.0 1100 X X X X 
ccv 1.0 1102 X X X X 
CCB 1.0 1105 X X X X 
MH24H6A 1.0 1108 ;x X X 
ZZZZZZ 1.0 1110 
zzzzzz 1.0 1113 
MH24Q1 4.2 1116 

II 1J l« 
X 
83 15 7 
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ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG No. : MH24H6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 12/05/2007 End Date: 12/05/2007 

EPA 
Sample 
NO. 

D/F Time 
Analytes EPA 

Sample 
NO. 

D/F Time A 
L 
S 
B 

A 
S 

B 
A 

B 
E 

C 
D 

C 
A 

C 
R 

C 
o 

c 
u 

F 
E 
P 
B : 

M 
G 

M 
N 

H 
G 

N 
I 

K S 
E 
A 
G 

N 
|A 

T 
L 

V z\ 
N, 
:C, 
N 

MH24Q8 5.0 1119 X 
MH24Q8 3.9 i 1122 X 
ZZZZZZ 1.0 1125 
ZZZZZZ 1.0 1128 i 
ZZZZZZ i.o : 1130 
ZZZZZZ 1.0 1133 < 

CCV 1.0 1136 X X ;x X 
CCB 1.0 1138 X X !x X 
MH24Q1 5.5 1141 X 
ZZZZZZ 1.0 1144 
ZZZZZZ 1.0 1147 

ZZZZZZ 1.0 1149 

ZZZZZZ 1.0 1152 
ZZZZZZ 1.0 1155 
ZZZZZZ 1.0 1159 
CRI 1.0 1200 X X X X 
ICSA 1.0 1203 ;x X X X 
ICSAB 1.0 1206 X X X X 
CCV i.o 1209 :x; X X X 
CCB ! 1.0 1211 :x| X X X 

Form XIII-IN IIM05. 



Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page§): g£5-K>6-04 

Method: IIM05.4 SOP; frSOpQS 

Sequence; TAL20071130A1 

Data File; TAL20071130Al.txt 

No Lab Sample Client Sample Date Time D/P In2306 T_2243 Y_3600 Y_3710 Comments 

0 SO SO 11/30/2007 09:59:28 1 100 100 100 100 

0 S S 11/30/2007 10:02:12 1 92 97 96 100 

0 ICV1 ICV 11/30/2007 10:04:51 1 96 99 99 104 

0 ICB1 ICB 11/30/2007 10:07:24 1 100 100 105 100 i 

0 CRDL1 CRI 11/30/2007 10:10:08 1: 99 98 99 97 

0 ICS-A1 ICSA 11/30/2007 10:12:49 1 81 90 90 100 

0 ICS-AB1 ICSAB 11/30/2007 10:15:34 1 81 90 89 95 

. 0 CCV1 CCV 11/30/2007 10:18:15 1 93 97 97 104 

0 CCB1 CCB 11/30/2007 10:20:50 1 100 - 99 100 104 

o ICPBLKQ9 PBSQ9 11/30/2007 10:23:35 1 99 98 99 98 

0 ICPLCSQ9 LCSSQ9 11/30/2007 10:26:21 1 76 * 83 84 89 

0 0008724-01 MH24H6 11/30/2007 10:29:09 1 80 100 99 105 >p<L 

0 0008724-01D MH24H6D 11/30/2007 10:31:59 1 81 100 100 104 

0 0008724-01S MH24H6S 11/30/2007 10:34:50 1 82 98 97 99 

0 0008724-01L MH24H6L 11/30/2007 10:37:39 5 93 100 102 104 

0 0008724-02 MH24H7 11/30/2007 10:40:21 1 80 99 98 105 

0 0008724-03 MH24P8 11/30/2007 10:43:12 1 83 100 99 104 

0 0008724-04 MH24P9 11/30/2007 10:46:02 1 84 99 87 104 

0 BLANK BLANK 11/30/2007 10:48:46 1 98 99 99 98 

0 CCV2 CCV 11/30/2007 10:51:30 1 94 98 99 95 

0 CCB2 CCB 11/30/2007 10:54:06 1 100 99 100 93 

0 0008724-05 MH24Q0 11/30/2007 10:56:52 1 83 97 97 99 

0 0008724-06 MH24Q1 11/30/2007 10:59:38 1 82 93 95 97 

0 0008724-07 MH24Q2 11/30/2007 11:02:43 1 83 97 96 100 

0 0008724-08 MH24Q3 11/30/2007 11:05:28 1 83 99 98 102 

0 0008724-09 MH24Q4 11/30/2007 11:08:20 1 85 100 99 104 

0 BLANK BLANK 11/30/2007 11:11:06 1 98 98 98 95 ! 

0 ZCRI ZCRI 11/30/2007 11:13:49 1 101 101 102 105 

0 CRDL2 CRI 11/30/2007 11:16:31 1 100 100 102 120 

0 ICS-A2 ICSA 11/30/2007 11:19:12 1 83 91 89 95 > 

sŜ SswduditaaJ.SuiioSS 
TTiewaxBaw TXTTMQ 
CS1> 297-527? 

Analyst/Date: 

Reviewer/Date; jgffi » 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

Saturday, December 01, 2007 -aaiHgaf sg g 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page#): 

Method: IIM05.4 SOP: 

Sequence: TAL20071130A1 

Data File; TAL20071130Al.txt 

Analyst/Date: 

Reviewer/Date: 

Analysis Start 

Analysis End: 

.•11/30/2007 09:59:28 

11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 T_ 2243 Y_3600 T_3710 Comments | 

0 ICS-AB2 ICSAB 11/30/2007 11:21:58 1 81 90 90 94 

0 CCV3 CCV 11/30/2007 11:24:39 1 93 97 97 99 

0 CCB3 CCB 11/30/2007 11:27:15 1 98 98 102 89 

0 0008724-10 MH24Q5 11/30/2007 11:30101 1 82 99 98 110 

0 0008724-11 MH24Q6 11/30/2007 11:32:47 1 83 98 98 106 

0 0008724-12 MH24Q7 11/30/2007 11:35:32 1 84 99 98 107 

0 0008724-13 MH24Q8 11/30/2007 11:38:19 1 82 93 94 99 

0 0008724-01 MH24H6 11/30/2007 11:41:19 17 86 100 99 106 pt 

0 0008724-01D MH24H6D 11/30/2007 11:44:11 1.7 86 99 99 111 ;l 

0 0008724-01S MH24H6S 11/30/2007 11:47:00 1.4 85 98 96 102 

0 0008724-01L MH24H6L 11/30/2007 11:49:44 8.5 94 99 100 104 

0 0008724-02 MH24H7 11/30/2007 11:52:26 1.8 85 98 96 . 100 

0 BLANK BLANK 11/30/2007 11:55:17 1 96 97 98 106 

0 CCV4 CCV 11/30/2007 11:58:00 1 95 99 99 107 

0 CCB4 CCB 11/30/2007 12:00:37 1 100 100 100 97 

0 ICPBLKRO PBSR0 11/30/2007 12:03:23 1 99 99 100 103 

0 ICPLCSRO LCSSR0 11/30/2007 12:06:10 1 75 * 83 84 91 

0 0008725-01 MH24M8 11/30/2007 12:08:58 1 88 102 97 109 

0 0008725-01D MH24M8D 11/30/2007 12:11:43 1 86 99 100 103 

0 0008725-01S MH24M8S 11/30/2007 12:14:29 1 84 98 98 113 

0 BLANK BLANK 11/30/2007 12:17:12 1 97 98 108 91 

0 ZCRI ZCRI 11/30/2007 12:19:56 1 101 101 102 97 

o CRDL3 CRI 11/30/2007 12:22:38 1 100 101 102 91 

0 ICS-A3 ICSA 11/30/2007 12:25:19 1 81 90 89 92 

0 ICS-AB3 ICSAB 11/30/2007 12:28:05 1 81 90 90 93 

0 CCV5 CCV 11/30/2007 12:30:46 1 94 97 97 95 

0 CCB5 CCB 11/30/2007 12:33:22 1 99 99 100 101 

0 0008725-01L MR24M8L 11/30/2007 12:36:08 94 98 98 102 

0 0008725-02 MH24M9 11/30/2007 12:38:52 1 80 96 98 106 > pe 

0 0008725-03 MH24N0 11/30/2007 12:41:43 1 86 97 97 106 

Saturday, December 01, 2007 Page 2 of 6 
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Instrument II?: B-ICAP6500 

Runlog,Logbook (RGN#/Page#) : ggs —106*01 

Method: ILM05.4 SOP; 

Sequence; XAL20071130A1 

Data File; TAL20071130Al.txt 

Analys t/Da te; 

Reviewer/Date; ' 

Analysis Start:11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/P In2306 Y_2243 Y_3600 Y_3710 Comments 

0 0008725-04 MH24N1 11/30/2007 12:44:29 1 83 96 97 101 > Xo ̂  pb 

0 0008725-05 MH24N2 11/30/2007 12:47:18 1 86 99 98 106 

0 0008725-06 MH24N3 11/30/2007 12:50:06 1 80 96 98 102 >pb 1 

0 0008725-07 MH24N4 11/30/2007 12:53:08 1 82 101 101 107 

0 0008725-08 MH24N5 11/30/2007 12:55:59 1 86 98 98 91 

o 0008725-09 MH24N6 11/30/2007 12:58:45 1 83 98 97 106 

0 BLANK BLANK 11/30/2007 13:01:30 1 97 98 99 86 

0 CCV6 CCV 11/30/2007 13:04:14 1 93 97 106 104 

0 CCB6 CCB 11/30/2007 13:06:50 1 99 100 97 93 

0 0008725-10 MH24N7 11/30/2007 13:09:36 1 84 100 105 121 * 

0 0008725-11 MH24N8 11/30/2007 13:12:30 1 84 100 103 116 

0 0008725-12 MH24N9 11/30/2007 13:15:22 1 86 98 102 111 

0 0008725-13 MH24P0 11/30/2007 13:18:07 1 84 97 101 108 >U\ % pb 

0 0008725-14 MH24P1 11/30/2007 13:20:56 1 87 102 105 111 

0 BLANK BLANK 11/30/2007 13:23:42 1 88 87 91 

« 00 CM 

0 ZCRI ZCRI 11/30/2007 13:26:25 1 99 100 86 93 

0 CRDL4 CRI 11/30/2007 13:29:05 102 103 100 97 

0 ICS-A4 ICSA 11/30/2007 13:31:46 1 80 90 91 94 

0 ICS-AB4 ICSAB 11/30/2007 13:34:33 1 81 91 91 93 

0 CCV7 CCV 11/30/2007 13:37:15 1 94 98 99 99 

0 CCB7 CCB 11/30/2007 13:39:52 1 96 96 101 103 

0 0008725-45 MH24P2 11/30/2007 13:42:38 1 86 101 105 111 

0 0008725-16 MH24P3 11/30/2007 13:45:24 1 - ' 84 101 102 111 

0 0008725-17 MH24P4 11/30/2007 13:48:13 1 87 100 103 109 

0 0008725-18 MH24P5 11/30/2007 13:51:01 1 86 101 104 114 

0 0008725-19 MH24P6 11/30/2007 13:53:47 1 89 100 103 114 

0 0008725-20 MH24P7 11/30/2007 13:56:33 1 87 100 104 113 

0 0008725-02 MH24M9 11/30/2007 13:59:20 1.3 86 98 98 106 PC 
0 0008725-04 MH24N1 11/30/2007 14:02:07 1.9 87 94 101 104 Zr\ 

0 0008725-04 MH24N1 11/30/2007 14:04:56 3:5 92 99 101 108 ?b 

Saturday, December 01, 2007 2age~3 of 6 
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Instrument ID: B-ICAP6500 

Ranlog,Logbook (RCNi/Page#): Analyst/Date: 

Method: IIM05 .4 SOP «&S0P.G6 • Reviewer/Date: W vx  ̂
Sequence; TAL20071130A1 Analysis Start ; 11/30/2007 09:59;28 

Data. File: TAL20071130Al.txt Analysis End : 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 BLANK BLANK 11/30/2007 14:07:39 1 88 87 89 119 

0 CCV8 CCV 11/30/2007 14:10:24 1 93 97 100 97 

0 CCB8 'CCB 11/30/2007' 14:13:00 1 98 99 106 104 

0 0008725-06 MH24N3 11/30/2007 14:15:46 1,9 87 97 99 102 Pb 
0 0008725-07 MH24N4 11/30/2007 14:18:28 1.3 85 102 107 113 

0 0008725-13 MH24P0 11/30/2007 14:21:20 1-8 88 97 98 102 zn 
0 0008725-13 MH24P0 11/30/2007 14:24:10 3.3 92 101 99 102 pb • 
0 BLANK BLANK 11/30/2007 14:26:54 1 100 101 102 105 

0 BLANK BLANK 11/30/2007 14:29:40 1 90 89 91 121 * 

0 ZCRI ZCRI 11/30/2007 14:32:25 1 100 101 101 99 

0 CRDL5 CRI 11/30/2007 14:35:07 1 102 103 103 95 

0 ICSA5 ICSA 11/30/2007 14:37:48 1 81 91 92 96 

0 ICS-AB5 ICSAB 11/30/2007 14:40:34 1 82 92 92 97 

0 CCV9 CCV 11/30/2007 14:43:15 1 94 98 101 102 

0 CCB9 CCB 11/30/2007 14:45:50 1 98 99 105 104 

0 0008723-01 MH24F6 11/30/2007 14:48:36 1 85 100 104 116 

0 0008723-01D MH24F6D 11/30/2007 14:51:23 1 85 100 103 113 

0 0008723-01S MH24F6S 11/30/2007 14:54:12 1 86 100 103 107 

0 0008723-01L MH24F6L 11/30/2007 14:56:55 94 100 100 96 

0 0008723-02 MH24F7 11/30/2007 14:59:37 1 86 101 104 110 

0 0008723-03 MH24F8 11/30/2007 15:02:29 1 85 102 105 110 

0 0008723-10 MH24G5 11/30/2007 15:05:22 1 86 102 105 110 >pe 
0 0008723-11 MH24G6 11/30/2007 15:08:15 1 85 102 104 107 >RL 
0 0008723-12 MH24G7 11/30/2007 15:11:10 1 86 102 105 111 

0 BLANK BLANK 11/30/2007 15:14:02 1 100 101 101 95 

0 CCV10 CCV 11/30/2007 15:16:45 1 96 100 103 98 

0 CCB10 CCB 11/30/2007 15:19:20 1 99 99 105 106 

0 0008723-13 MH24G8 11/30/2007 15:22:06 1 82 96 99 109 > ZnSiF  ̂
0 0008723-14 MH24G9 11/30/2007 15:25:08 1 85 101 103 107 

0 0008723-15 MH24H0 11/30/2007 15:28:01 1 86 103 105 110 

Saturday, December 01, 2007 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog, Logbook (RCNj/Page#) : gfe 3- (C\6~0^T 

Method: ILM05.4 SOP: 

Sequence: TAL20071130A1 
3S0fQ6 

Data File: TAL20071130Al.txt 

_Analyst/Date: 

Reviewer/Date: 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

NO Lab Sample Client Sample . Date Time D/F In2306 X 2243 Y_3600 Y_3710 Comments 

0 0008723-16 MH24H1 11/30/2007 15:30;54 1 84 102 103 112 

; o 0008723-17 MH24H2 11/30/2007 15:33:47 1 87 103 108 106 

0 BUNK BUNK 11/30/2007 15:36:38 1 96 97 102 107 

0 ZCRi ZCRI 11/30/2007 15:39:20 1 100 101 101 102 

0 CRDL6 CRl .11730/2007 15:42:00 1 102 102 105 92; 

0 ICS-A6 ICSA 11/30/2007 15:44:42 1 82 91 91 99 

0 ICS-AB6 ICSAB 11/30/2007 15:47:28 1 82 91 92 100 

0 CCV11 CCV 11/30/2007 15:50:09 1 95 99 101 102 

0 CCB11 CCB 11/30/2007 15:52:45 1 99 100 108 109 

o 0008723-18 MH24H3 11/30/2007 15:55:32 1 86 102 104 112 

0 0008723-19 MH24H4 11/30/2007 15:58:24 1 84 102 104 115 >F£-

o 0008723-20 MH24H5 11/30/2007 16:01:18 1 86 102 105 111 

0 0008723-10 MH24G5 11/30/2007 16:04:12 1.47 89 101 103 107 r-e 
0 0008723-13 MH24G8 11/30/2007 16:07:05 1.41 84 96 101 101 i 
0 Z0008723-13 ZMH24G8 11/30/2007 16:10:06 1 86 96 100 104 

0 BUNK BUNK 11/30/2007 16:13:02 1 102 103 103 104 

0 ICPBLKQ8 PBSQ8 11/30/2007 16:15:49 1 101 100 102 100 

0 ICPLCSQ8 LCSSQ8 11/30/2007 16:18:38 1 77 * 85 89 105 

0 BUNK BUNK 11/30/2007 16:21:26 1 96 96 99 113 

0 CCV12 CCV 11/30/2007 16:24:09 1 '95 99 too 101 

0 CCB12 CCB 11/30/2007 16:26:45 97 97 101 113 

0 0008723-11 MH24G6 11/30/2007 16:29:32 1.3 86 100 103 112 Fe 
0 0008723-13 MH24G8 11/30/2007 16:32:26 2.26 87 97 98 99 2A 
0 77777 77777 11/30/2007 16:35:16 1 102 101 104 106 

0 BUNK BUNK 11/30/2007 16:38:02 1 96 95 98 115 

0 ZCRI ZCRI 11/30/2007 16:40:46 1 100 100 101 101 

0 CRDL7 CRl 11/30/2007 16:43:27 1 102 100 100 107 

0 ICS-A7 ICSA 11/30/2007 16:46:08 , 1 82 91 92 99 

0 ICS-AB7 ICSAB 11/30/2007 16:48:55 1 82 90 93 100 

0 CCV13 CCV 11/30/2007 16:51:37 1 95 98 98 104 

Saturday, December 01, 2007 Page 



Instrument Run Log 
Instrument ID: B-ICAP6500 

Rxmlog,Logbook (RCN#/Page#) : T-\t~0T Analyst/Date: V*--̂  

Method: ILM05.4 SOP: ' Reviever/Date: * 

Sequence; TAL20071130A1 Analysis Start: 11/30/2007 09:59:28 

Data File: TAL20071130Al.txt Analysis End: 11/30/2007 16:54:14 

I No Lab Sample Client Sample Date Time D/F In2306 Y_2243 Y_3600 Y_3710 Comments 

0 CCB13 CCB 11/30/2007 16:54:14 1 98 98 104 102 

Scientific 
xm SSM4U* Sate SS5 
T?*V«>3d&ftf&TX 77380 
C261> 287-52?? 
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Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00232 .00063 -.00004 .00031 .00018 .00695 
Stddev .00001 .00029 .00007 .00001 .00004 .00005 
%RSD .55548 46.650 174.61 3.5140 23.638 .77164 

#1 -.00231 .00083 .00001 .00031 .00015 .00691 
#2 -.00233 .00042 -.00009 .00030 .00021 .00698 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00025 .00001 .00000 .00148 .00021 -.00183 
Stddev .00001 .00001 .00003 ,00002 .00017 .00048 
%RSD 5.4209 152.61 845.48 1.0392 84.438 26.208 

#1 .00024 .00000 .00003 .00149 .00033 -.00217 
#2 .00026 .00001 -.00002 .00147 .00008 -.00149 

®SSfl!«BS5 



Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00013 .00005 -.00161 -.00023 -.00014 .00011 
Stddev .00013 .00001 .00080 .00005 .00008 .00010 
%RSD 100.70 19.448 49.285 22.190 57.416 94.364 

#1 .00023 .00004 -.00105 -.00019 -.00019 .00018 
#2 .00004 .00006 -.00218 -.00027 -.00008 .00004 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 19 0.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .00003 -.00016 -.00009 .00130 
Stddev .00008 .00003 .00006 .00008 
%RSD 271.22 17.290 75.219 6.3759 

#1 .00009 -.00018 -.00013 .00124 
#2 -.00003 -.00014 -.00004 .00136 

aaifflfflflsfifi 



Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9290.6 10523. 138870. 18532. 
Stddev 76.5 78. 36. 109. 
%RSD .82378 .73668 .02570 .58708 

#1 9344.7 10577. 138840. 18609. 
#2 9236.5 10468. 138890. 18455. 
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Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455 .403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .22396 .43440 .03513 25.454 .86841 2.7080 
Stddev .00005 .01485 .00007 1.644 .02907 .0870 
%RSD .02379 3.4180 .20170 6.4585 3.3470 3.2141 

#1 .22392 .42390 .03508 24.291 .84786 2.6465 
#2 .22399 .44490 .03518 26.616 .88896 2.7695 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .37087 2.3402 ;09015 .33617 .41033 .45324 
Stddev .00070 .0068 .00011 .00026 .01424 .01371 
%RSD .18836 .29003 .12579 .07688 3.4694 3.0238 

#1 .37038 2.3354 .09007 .33599 .40026 .44355 
#2 .37136 2.3450 ,09023 .33636 .42040 .46293 

sffl&flimiBs 



Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Cat . 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .26616 1.3856 1.9778 1.3532 .10573 .23818 
Stddev .00902 .0001 .0655 .0030 .00029 .00102 
%RSD 3.3895 .01069 3.3105 .21882 .27217 .42616 

#1 .25978 1.3855 1.9315 1.3511 .10553 .23746 
#2 .27254 1.3857 2.0241 1.3553 .10594 .23889 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .02852 .05813 .38362 1.8135 
Stddev .00007 .00004 .00022 .0039 
%RSD .23201 .07545 .05790 .21642 

#1 .02848 .05810 .38378 1.8107 
#2 .02857 .05816 .38346 1.8163 

ammmma 



Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8564.8 10260. 133590. 18360. 
Stddev 26.9 24. 308. 469. 
%RSD .31406 .23738 .23079 2.5520 

#1 8583.9 10277, 133810. 18691. 
#2 8545.8 10242. 133370. 18028. 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type:QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 497.14 2589.7 931.62 520.41 482.85 10058. 
Stddev .68 150.3 .37 32.61 29.82 598. 
%RSD .13629 5.8051 .03940 6.2670 6.1767 5.9506 

#1 496.66 2483.4 931.36 497.34 461.76 9634.3 
#2 497.61 2696.0 931.88 543.47 503.94 10481. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 475.73 498.25 500.24 484.70 5052.5 10024. 
Stddev .25 .05 .90 1.02 310.0 591. 
%RSD .05288 .01077 .18072 .21128 6.1358 5.8925 

#1 475.90 498.28 499.60 483.98 4833.3 9606.4 
#2 475.55 498.21 500.88 485.43 5271.7 10442. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

wamBamii 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6077.9 510.80 9967.8 494.71 941,41 987.48 
Stddev 365.3 1.12 609.0 .32 .13 1.53 
%RSD 6.0099 .21997 6.1092 .06405 .01368 .15540 

#1 5819.6 510.00 9537.2 494.94 941.50 986.39 
#2 6336.1 511.59 10398. 494.49 941.32 988.56 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 944.86 972.70 503.98 992.16 
Stddev 2.41 1.73 2.14 .88 
%RSD .25499 .17775 .42535 .08835 

#1 943.15 973.92 502.46 992.77 
#2 946.56 971.48 505.50 991.54 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8987.3 10450. 136670. 18729. 
Stddev 12.8 10. 641. 785. 
%RSD .14220 .09165 .46912 4.1905 

#1 8996.3 10456. 137120. 19284. 
#2 8978.2 10443. 136220. 18174. 



Sample Name: (CB Acquired: 11/30/2007 10:07:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328:068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .55539 -6.8772 -.32618 .98122 .10142 1.5444 
Stddev .17196 1.8769 .20521 .11249 .01251 2.9944 
%RSD 30.963 27.291 62.913 11.465 12.339 193.89 

#1 .67698 -8.2043 -.18107 .90168 .11027 -.57299 
#2 .43379 -5.5500 -.47128 1.0608 .09257 3.6618 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.21439 .20816 -.10531 -.06525 -.53434 -29.306 
Stddev .04848 .04426 .06975 .20585 1.0500 3.530 
%RSD 22.611 21.263 66.239 315.49 196.51 12.046 

#1 -.18011 .17687 -.15463 -.21080 .20813 -31.803 
#2 -.24867 .23946 -.05598 .08031 -1.2768 -26.810 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

.Bsaasw?* 



Sample Name: ICB Acquired: 11/30/2007 10:07:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni-2316 Pb2203 Sb2068 
Line 279.079(121}: 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -13.700 .37318 -7.0408 .02415 .02933 1.5465 
Stddev 13.199 .09161 1.1406 .02925 .10982 .0836 
%RSD 96.343 24.549 16.200 121.16 374.46 5.4051 

#1 -23.034 .30840 -6.2342 .04483 .10699 1.6056 
#2 -4.3670 .43796 -7.8473 .00346 -.04833 1.4874 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit • 

Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .47555 1.4384 .33333 -1.4300 
Stddev .61084 .3715 .16619 .1842 
%RSD 128.45 25.828 49.856 12.878 

#1 .04363 1.7011 .21582 -1.2998 
#2 .90748 1.1757 .45084 -1.5602 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

aaaaaasrs 



Sample Name: ICB Acquired: 11/30/2007 10:07:24 Type.QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9382.7 10571. 142590. 18535. 
Stddev 8.3 10. 4828. 105. 
%RSD .08856 .09454 3.3857 .56589 

#1 9376.9 10578. 146000. 18609. 
#2 9388.6 10564. 139180. 18461. 



Sample Name: CRI Acquired: 11/30/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.516 -15.888 9.7163 .14752 5.3700 .70615 
Stddev .247 5.432 .1829 .09960 .0682 .06596 
%RSD 2.3525 34.191 1.8827 67.518 1.2704 9.3405 

#1 10.691 -12.047 9.8456 .07709 5.3218 .75279 
#2 10.341 -19.729 9.5869 .21795 5.4183 .65951 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9267 51.078 10.705 25.685 -1.0553 -40.239 
Stddev .0478 .161 .125 .382 .0816 20.733 
%RSD .97022 .31550 1,1706 1.4863 7.7350 51.524 

#1 4.9605 50.964 10.617 25.955 -1.1130 -25.579 
#2 4.8929 51.192 10.794 25.415 -.99759 -54.899 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mmmrnmn 



Sample Name: CRI Acquired: 11/30/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.8805 16.306 -5.8873 40.958 12.591 61.112 
Stddev .6783 .055 6.4159 .026 .367 .458 
%RSD 36.069 .33901 108.98 .06313 2.9168 .74974 

#1 -1.4009 16.345 -1.3506 40.940 12.851 61.436 
#2 -2.3601 16,267 -10.424 40.977 12.331 60.788 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (YJ2243) (ln2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.028 26.871 52.266 56.433 
Stddev 1.384 .053 .051 .254 
%RSD 4.1917 .19650 .09664 .45056 

m 32.049 26.908 52.231 56,253 
#2 34.007 26.833 52.302 56.613 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11 /3Q/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9285.1 10407. 137440. 18030. 
Stddev 13.0 2. 503. 134. 
%RSD .13959 .01899 .36590 .74490 

#1 9294.2 10405. 137800. 18125. 
#2 9275.9 10408. 137090. 17935. 



Sample Name: ICSA Acquired: 11/30/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .47350 247330. -.38186 -1.5915 2.4172 235080. 
Stddev .24379 11420. .63388 .1599 .1794 14031. 
%RSD 51.486 4.6175 166.00 10.049 7.4201 5.9687 

#1 .30111 239250. -.83008 -1.4784 2.2904 225160. 
#2 .64588 255400, .06636 -1.7046 2.5441 245000. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 F62599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6946 4.0367 44.073 24.240 93586. -105.01 
Stddev .0205 .1130 .431 .009 4228. 24.39 
%RSD .55556 2.8000 .97779 .03765 4.5177 23.225 

#1 3.6801 4.1166 44.378 24.233 90596. -87.764 
#2 3.7091 3.9568 43.768 24.246 96575. -122.25 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 249700. 16.848 761.11 20.149 6.9760 .28431 
Stddev 10925. .352 35,52 .073 2.1296 .67390 
%RSD 4.3752 2.0871 4.6669 .36028 30.527 237.03 

#1 241980. 17.096 735.99 20.097 8.4818 .76083 
#2 257430. 16.599 786,22 20.200 5.4701 -.19221 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -6.0258 -1.5119 -.11080 24.529 
Stddev 2.8402 .0873 .28500 .541 
%RSD 47.133 5.7771 257.21 2.2074 

#1 -4,0175 -1.5736 -.31233 24.912 
#2 -8.0341 -1.4501 ' .09072 24.146 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7560.3 9531.6 124840. 18126. 
Stddev 4.0 13.1 90. 556. 
%RSD .05254 .13726 .07215 3.0656 

#1 7557.5 9540.9 124770. 18519. 
#2 7563.1 9522.4 124900. 17733. 



Sample Name: ICSAB Acquired: 11/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.57 250170. 94.414 523.75 490.88 238550. 
Stddev .12 4403. .227 8.54 7.53 5294, 
%RSD .05938 1.7599 .24064 1.6304 1.5345 2.2191 

#1 208,66 247060. 94.575 517.71 485.55 234800. 
#2 208.48 253280. 94.253 529.79 496.20 242290. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 955.29 493.97 516.71 520.82 95074. -113.97 
Stddev .19 .76 .64 1.08 1403. 11.70 
%RSD .02036 .15307 .12473 .20745 1.4753 10.261 

#1 955.42 493.44 517.16 520.05 94082. -105.70 
#2 955.15 494.51 516.25 521.58 96066. -122.24 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

isaiiaaaa 



Sample Name: ICSAB Acquired: 11/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV » 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y.3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 250550. 503.94 766.79 1007.5 49.708 586.21 
Stddev 3629. .37 6.17 1.3 .496 .99 
%RSD 1.4486 .07439 .80463 .12902 .99793 .16941 

#1 247980. 503.67 762.42 1008.4 50.059 585.51 
#2 253120. 504.20 771.15 1006.6 49.357 586.91 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.990 93.775 484.32 1003.7 
Stddev 1.085 .455 .06 1.2 
%RSD 2.0876 .48552 .01270 .11758 

#1 52.757 93.453 484.28 1004.6 
#2 51.223 94.097 484.37 1002.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fiffliflflflBea 



Sample Name: ICSAB Acquired: 111/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073{94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7532.7 9476.6 123940. 17557. 
Stddev 9.0 11.2 79. 219. 
%RSD .11956 .11817 .06353 1.2501 

#1 7526.3 9468.7 123990. 17713. 
#2 7539.1 9484.5 123880. 17402. 



Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.76 4876.8 245.92 4960.6 121.38 12106. 
Stddev .06 419.5 .23 435.0 10.92 1059. 
%RSD .01009 8.6027 .09497 8.7692 8,9959 8.7453 

#1 621.81 4580.1 245.76 4653.0 113.66 11357. 
#2 621.72 5173.4 246.09 5268.2 129.10 12854. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.32 1222.3 498.84 599.69 2437.3 12185. 
Stddev .04 1.6 2.01 .18 214.0 1057. 
%RSD .02980 .13205 .40360 .02931 8.7792 8.6747 

#1 124.30 1223.4 497.42 599.82 2286.0 11438. 
#2 124.35 1221.2 500.27 599.57 2588.6 12933. 

Check ? Chk Pass Chk Pass Chk Pass Chk, Pass Chk Pass Chk Pass 
Value 
Range 

IfflilfflllSfi 



Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type:QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: Hi -

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11938. 1240.6 12025. 1231.4 243.57 1239.7 
Stddev 1012. 1.5 1015. 2.1 .65 2.5 
%RSD 8.4805 .11989 8.4363 .17443 .26536 .20091 

#1 11222. 1239.6 11308. 1232.9 244.02 1237.9 
#2 12654. 1241.7 12743. 1229.8 243.11 1241.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 246.76 248.16 1219.8 1221.9 
Stddev 2.38 .04 .6 2.5 
%RSD .96288 .01527 .05008 .20725 

#1 245.08 248.13 1219.4 1223.7 
#2 248.44 248.18 1220.2 1220.1 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. • In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8714.2 10240. 134310. 18581. 
Stddev 21.4 13. 204. 1194. 
%RSD .24546 .12600 .15187 6.4271 

#1 8699.1 10231. 134450. 19426. 
#2 8729.4 10249. 134160. 17737. 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .86165 2.3569 .34617 1.2598 .10748 17.300 
Stddev .41029 8.3468 .41336 .0989 .06483 3.619 
%RSD 47.617 354.14 119.41 7.8503 60.321 20.919 

#1 .57153 -3.5452 .05388 1.1899 .06164 14.741 
#2 1.1518 8.2590 .63846 1.3297 .15333 19.859 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit / 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01108 .55877 .13236 .11563 4.9966 2.3000 
Stddev .02963 .02954 .15513 .18120 .7519 43.160 
%RSD 267.42 5.2874 117.20 156.71 15.049 1876.5 

#1 .00987 .53788 .02267 .24375 4.4649 32.819 
#2 -.03203 .57966 .24205 -.01250 5.5283 -28.219 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610(131} 589.592 {57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.0620 .47270 -4.6018 .45437 .84467 1.3183 
Stddev 4.2288 .05061 1.7804 .01614 .30936 .0346 
%RSD 52.453 10.707 38.689 3.5521 36.625 2.6259 

#1 5.0718 .43691 -3.3429 .44296 1.0634 1.3428 
#2 11.052 .50849 -5.8607 .46578 .62592 1.2938 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Tl 1908 V_2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3215 .91918 .51402 -.96915 
Stddev .4105 .67906 .13968 .01780 
%RSD 31.063 73.877 27.174 1.8363 

#1 1.0312 .43901 .41525 -.98174 
#2 1.6117 1.3993 .61279 -.95657 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9313.5 10500. 138530. 18700. 
Stddev 20.0 19. 157. 878. 
%RSD .21499 .17940 .11343 4.6941 

#1 9327.6 10513. 138640. 19320. 
#2 9299.3 10487. 138420. 18079. 



Sample Name: ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution:! Operator: SRV 
Comment: 121 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .34844 -8.3263 .29945 .00109 .03821 -.14128 
Stddev .09710 2.4695 1.1424 .07011 .00896 .08989 
%RSD 27.866 29.659 381.51 6405.9 23.445 63.628 

#1 ,41710 -6.5801 -.50836 .05067 .04455 -.20485 
#2 .27978 -10.073 1.1073 -.04848 .03188 -.07772 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (YJ3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg -.19066 -.09155 -.07180 -.28963 -1.0903 11.717 
Stddev .05769 .06393 .06931 .23119 .0386 9.227 
%RSD 30.260 69.830 96.520 79.823 3.5395 78.748 

#1 -.23146 -.13675 -.12081 -.12615 -1.1176 18.242 
#2 -.14987 -.04634 -.02280 -.45311 -1.0630 5.1926 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.5138 .12727 -10.457 -.11977 .01570 -.05071 
Stddev 7.5780 .01644 1.671 .08381 .85979 .80908 
%RSD 89.008 12.915 15.977 69.978 5475.1 1595.5 

#1 13.872 .13890 -11.639 -.06051 .62367 -.62281 
#2 3.1554 .11565 -9.2760 -.17903 -.59226 .52139 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) . (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6139 .74560 -.09665 -1.3304 
Stddev .8011 ,58916 .23907 .0692 
%RSD 49.634 79.017 247.36 5.2008 

#1 1.0475 .32901 .07240 -1.2815 
#2 2.1804 1.1622 -.26569 -1.3794 

Check ? None None None None 
Value 
Range 



0 

Sample Name: ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution: 1 Operator: SRV 
Comment: 121 

ilnt. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9211.8 10400. 138560. 17990. 
Stddev 2.1 14. 1101. 228. 
%RSD .02239 .13273 .79477 1.2690 

#1 9213.3 10410. 137780. 18151. 
#2 9210.3 10390. 139340. 17828. 

O 9 id 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment: 122 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.398 1016.8 2351.0 11.638 50.088 417880. 
Stddev .811 12.3 8.0 .303 .408 16425. 
%RSD 1.5469 1.2133 .34029 2.5994 .81376 3.9305 

#1 51.825 1008.1 2356.7 11.852 49.800 406270. 
#2 52.971 1025.5 2345.4 11.424 50.377 429500. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.59 390.98 264.95 16992. 65196. 132.05 
Stddev .04 .13 2.36 15. 764. 26.62 
%RSD .03264 .03283 .89033 .08624 1.1719 20.158 

#1 114.62 390.89 263.28 17003. 64655. 113.23 
#2 114.56 391.07 266.62 16982. 65736. 150.87 

Check ? None None None None None None 
Value 
Range 

mMftftSS 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment: 122 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206, .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 271570. 573.78 99.583 158.24 514.96 604.42 
Stddev 4251. 2.24 .291 .99 1.15 5.37 
%RSD 1.5655 .39072 .29203 .62659 .22238 .88903 

#1 268560. 572.19 99.378 157.54 515.77 608.21 
#2 274570. 575.36 99.789 158.94 514.15 600.62 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 100.36 83.230 166.35 429.36 
Stddev .73 .556 .25 2.47 
%RSD .72565 .66783 .15039 .57482 

#1 99,850 82.836 166.17 427.62 
#2 100.88 83.623 166.52 431.11 

Check ? None None None None 
Value 
Range 

mafflfisi'fi'se 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment:, 122 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7086.6 8847.3 116940. 16458. 
Stddev 35.3 68.6 617. 81. 
%RSD .49830 .77531 .52726 .49057 

#1 7061.6 8798.8 116510. 16515. 
#2 7111.5 8895.8 117380. 16401. 

mmmmmmy 



Sample Name: 0008724-01 Acquired; 11/30/2007 10:29:09 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313, 042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .52648 258480. 67.670 2457.8 .80000 65903. 
Stddev .23446 3395. .594 27.4 .02007 924. 
%RSD 44.533 1.3133 .87728 1.1132 2.5089 1.4023 

#1 .69227 256080. 67.250 2438.5 .81419 65249. 
#2 .36070 260880. 68.090 2477.2 .78580 66556. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.8441 151.12 279.97 251.96 279010. 53864. 
Stddev .0564 .48 .19 .57 11930. 613. 
%RSD .82461 .31497 .06749 .22689 4.2758 1.1382 

#1 6.8042 151.46 280.11 252.37 270570. 53431. 
#2 6.8840 150.79 279.84 251.56 287440. 54298. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01 Acquired: 11/30/2007 10:29:09 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121}; 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 66069. 5994.2 4002.6 194.88 301.90 6.9520 
Stddev 1104. 6.3 66.2 .47 1.31 1.5771 
%RSD 1.6716 .10494 1.6537 .24029 .43235 22.685 

#1 65288. 5989.8 3955.8 195.21 302.82 8.0672 
#2 66850. 5998.7 4049.4 194.55 300,98 5.8369 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.7870 -9.6407 689.72 976.95 
Stddev .6342 .6451 .00 .40 
%RSD 22.755 6.6918 .00055 ,04109 

#1 -3.2355 -10.097 689.72 976.67 
#2 -2.3386 -9.1845 689.72 977.24 

Check ? None None None None 
Value 
Range 

MtttBS93S 



Sample Name: 0008724-01 Acquired: 11/30/2007 10:29:09 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7532.4 10576. 137500. 19374. 
Stddev 27.8 42. 30. 224. 
%RSD .36872 .39829 .02210 1.1554 

#1 7512.7 10546. 137520. 19532. 
#2 7552.0 10606. 137480. 19216. 

mmmatmm 



Sample Name: 0008724-010 Acquired: 11/30/2007 10:31:59 Type: Unk 
Method: TAL20071130A Mode: CONG Corn. Factor: 1 000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 A&1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .28900 259480. 65.777 2469.7 .88309 65927. 
Stddev .20173 1932. .744 11.6 .07640 548. 
%RSD 69.805 .74459 1.1308 .46910 8.6520 .83103 

#1 .14635 258110. 66.303 2461.5 .82906 65539. 
#2 .43164 260840. 65.251 2477.9 .93711 66314. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K__7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (Ip2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.9250 150.08 279.68 249.61 * 280620. 54371. 
Stddev .0270 .34 2.10 .21 6845. 347. 
%RSD .39023 .22369 .74923 .08558 2.4393 .63812 

#1 6.9059 150.31 278.20 249.76 275780. 54126. 
#2 6.9442 149.84 281.17 249.46 285460. 54617. 

Check ? None NOne None None None None 
Value 
Range 



Sample Name: 0008724-01D Acquired: 11/30/2007 10:31:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (|n2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 65776. 5946.7 3987.5 193.58 299.14 7.0139 
Stddev 520. 27.0 18.1 .21 1,96 1.2393 
%RSD .79037 .45414' .45318 .10963 .65576 17.670 

#1 65409. 5927.6 3974.8 193.73 300.53 7.8903 
#2 66144. 5965.8 4000.3 193.43 297.75 6.1376 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1< J0.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .30603 -10.280 685.45 969.75 
Stddev ,25110 .026 .83 1.97 
%RSD 82.049 .25195 .12048 .20263 

#1 .48358 -10.262 684.87 971.14 
#2 .12848 -10.298 686.04 968.36 

Check ? None None None None 
Value 
Range 

mmmim 



Sample Name: 0008724-01D Acquired: 11/30/2007 10:31:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Int. Std. 
Line 
Units 
Avg 
Stddev 
%RSD 

In2306 Y_2243 Y_3600 Y_3710 
230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 

cts/s 
7595.1 

26.2 
.34484 

Cts/S 
10630. 

32. 
.30543 

Cts/S 
138260. 

76. 
.05480 

Cts/S 
19342. 

5. 
.02690 

#1 
#2 

7576.6 
7613,6 

10607. 
10652. 

138200. 19339. 
138310. 19346. 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8172 217300. 118.28 6075.6 94.411 53118. 
Stddev .3569 2753. .35 62.4 1.094 853. 
%RSD 7.4078 1.2667 .29208 1.0263 1.1588 1.6067 

#1 4.5648 215360. 118.03 6031.6 93.638 52514. 
#2 5.0695 219250. 118.52 6119.7 95.185 53721. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 88.149 1095.1 590.41 639.42 226420. 45305. 
Stddev .105 1.7 .18 .30 8387. 580. 
%RSD .11930 .15436 .03046 .04621 3.7043 1.2808 

#1 88.224 1096.3 590.54 639.21 220480. 44895. 
#2 88.075 1093.9 590.28 639.63 232350. 45716. 

Check ? None None None None None None 
Value 
Range 

JHB99aai&4 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 N05895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 53318. 5338.7 4145.4 1117.6 265.55 173.44 
Stddev 882. 15.7 49.9 .4 2.11 .69 
%RSD 1.6551 .29468 1.2048 .04025 .79379 .39989 

#1 52694. 5327.5 4110.1 1117.9 267.04 173.94 
#2 53942. 5349.8 4180.7 1117.3 264.06 172.95 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 81.730 80.078 1440.2 1684.4 
Stddev 1.391 1.427 2.0 .6 
%RSD 1.7016 1.7820 .13547 .03515 

#1 82.714 79.069 1438.8 1684.0 
#2 80.747 81.087 1441.6 1684.9 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360, .073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7691.0 10410. 134680. 18438. 
Stddev 44.1 56. 172. 87. 
%'RSD .57405 .53964 .12778 .47244 

#1 7659.8 10370. 134560. 18499. 
#2 7722.2 10449. 134800. 18376. 

aaaasaififi 



Sample Name: 0008724-01L Acquired: 11/30/2007 10:37:39 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3" 17.933 {106} 
IS Ref (Y_36G0) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .30913 57183. 15.596 540.48 .28226 14955. 
Stddev ,11036 3534. .363 32.58 .06155 929. 
%RSD 35.700 6.1798 2.3289 6.0282 21,806 6.2090 

#1 .23109 54684. 15.339 517.44 .23874 14298. 
#2 .38716 59682. 15.853 563.52 .32578 15611. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.4962 30.293 62.634 51.474 68506. 12101. 
Stddev .0195 .359 1.109 .499 4241. 666. 
%RSD 1.3011 1.1857 1.7699 .96848 6.1907 5.5058 

#1 1.4824 30.547 61.850 51.122 65507. 11629. 
#2 1.5099 30.039 63.417 51.827 71505. 12572, 

Check ? None None None None None None 
Value 
Range 



Sample Name: 00087244)1 L Acquired: 11/30/2007 10:37:39 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution:! Operator: SRV 
Comment: 126 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445}: 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14803. 1374.3 870,31 38.831 61,166 1.8889 
Stddev 876. 19.8 44.40 .265 1.193 .6854 
%RSD 5.9149 1.4373 5.1014 .68312 1.9508 36.285 

#1 14184. 1360.4 838.91 39.018 62.010 2.3735 
#2 15422. 1388.3 901.70 38.643 60.323 1.4042 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y.2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2,8145 -2.7600 149.52 197.41 
Stddev .4587 1.3085 2.55 .85 
%RSD 16.296 47.412 1.7036 .42856 

#1 2.4901 -3.6852 147.72 198.01 
#2 3.1388 -1.8347 151.32 196.81 

Check ? None None None None 
Value 
Range 

aaaifliii as 



I 
Sample Name: 0008724-01L Acquired: 11/30/2007 10:37:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 1 Operator; SRV 
Comment: 126 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8659.4 10539. 140730. 18709. 
Stddev 9.5 11. 1525. 845. 
%RSD .10930 .10117 1.0836 4.5151 

#1 8652.7 10547. 141810. 19306. 
#2 8666.1 10532. 139650. 18112. 



Sample Name: 0008724-02 Acquired: 11/30/200710:40:21 Type: U'rik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution:! Operator; SRV 
Comment: 127 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.61994 248420. 61.404 2337.2 -1.0013 56984. 
Stddev .16434 3787. .360 30.5 .0308 905. 
%RSD 26.508 1.5243 .58563 1.3037 3.0808 1.5878 

#1 -.50374 245750. 61.658 2315.6 -.97949 56344. 
#2 ^.73615 251100. 61.149 2358.7 -1.0231 57624. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6011 153.54 357.10 233.57 297820. 44617. 
Stddev .1445 .07 1.18 .56 9033. 699. 
%RSD 2.1886 .04428 .33040 .24117 3.0332 1.5677 

#1 6.4990 153.58 356.27 233.97 291430. 44122. 
#2 6.7033 153.49 357.93 233.17 304200. 45111. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-02 Acquired: 11/30/2007 10:40:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 55433. 5699.1 3449.3 194.54 258.96 3.4513 
Stddev 1036. 4.3 64.2 .65 .51 1.4952 
%RSD 1.8680 .07513 1.8601 .33648 .19562 43.324 

#1 54701. 5696.1 3403.9 194.08 258.60 4.5086 
#2 56165. 5702.2 3494.6 195.00 259.32 2.3940 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.47156 -10,398 828.63 914,28 
Stddev .18905 .732 .60 2.17 
%RSD 40.091 7.0429 .07185 .23726 

#1 -.33788 -9.8803 828.21 912.75 
#2 -.60524 -10.916 829.05 915.82 

Check ? None None None None 
Value 
Range 

Ifflfflafflffli 11 



Sample Name: 0008724-02 Acquired: 11/30/2007 10:40:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7529.7 10529. 136490. 19433. 
Stddev 38.4 64. 432. 134. 
%RSD .51035 .61065 .31672 .69087 

#1 7502.5 10484. 136180. 19528. 
#2 7556.9 10575. 136790. 19338. 

SSSflOffll12 



Sample Name: 0008724-03 Acquired: 11/30/2007 10:43:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P8 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.24314 197250. 49,370 2083.4 2.7197 58707. 
Stddev .27793 2302. .756 19.1 .0582 808. 
%RSD 114.31 1.1669 1.5320 .91795 2.1404 1.3765 

#1 -.04662 195620. 49.904 2069.9 2.6786 58136. 
#2 -.43967 198870. 48.835 2097.0 2.7609 59279. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 32 >4.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8321 121.52 239.97 229.42 198080. 50186. 
Stddev .0852 .23 .35 .20 3638. 694. 
%RSD 1.4603 .18785 .14793 .08798 1.8364 1.3822 

#1 5.8923 121.36 240.22 229.56 195510. 49695. 
#2 5.7718 121,68 239.72 229.28 200650. 50676. 

Check ? None None None None None None 
Value 
Range 

SfimififilO 



Sample Name: 0008724-03 Acquired: 11/30/2007 10:43:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P8 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44461. 6509.1 2080.5 173.05 213,49 3.5346 
Stddev 698. 43.8 31.7 .47 .23 1.1401 
%'RSD 1.5702 .67296 1.5223 .27154 .10830 32.256 

#1 43967. 6478.1 2058.1 173.38 213.32 2.7284 
#2 44955. 6540.1 2102.9 172.71 213.65 4.3408 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .47649 -6.5679 392.25 731.99 
Stddev 1.0611 1.3631 .25 .75 
%RSD 222.69 20.754 .06464 .10282 

#1 -.27383 -5.6041 392.43 731.46 
-

#2 1.2268 -7.5318 392.07 732.52 

Check ? None None None None 
Value 
Range 

aaaaaffliij 



Sample Name: 0008724-03 Acquired: 11/30/2007 10:43:12 Type: Unk 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P8 Dilution: 1 Operator: SRV 
Comment: 128 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7742.5 10579. 138230. 19186. 
Stddev 12.7 30. 444. 250. 
%RSD .16357 .28611 .32126 1.3046 

#1 7733.5 10557. 137910. 19363. 
#2 7751.5 10600. 138540. 19009. 

lis 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.765 169010. 151.24 1458.2 4.3240 40840. 
Stddev 1.715 5609. 1.73 39.2 .1224 1484. 
%RSD 7.2154 3.3188 1.1454 2.6874 2.8295 3.6340 

#1 24.977 165040. 152.46 1430.5 4.2375 39791. 
#2 22.552 172970. 150.01 1486.0 4.4105 41890. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 F62599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 80.119 78.905 180.15 510.84 148220. 49135. 
Stddev .047 .123 16.56 40.29 4913. 1473. 
%RSD .05919 .15544 9.1930 7.8868 3.3147 2.9982 

#1 80.085 78.992 191.86 539.33 144750. 48094. 
#2 80.152 78.818 168.44 482.35 151700. 50177. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34141. 5039,3 1564.5 117.17 5129.0 118.73 
Stddev 1447. 452.4 42.1 .48 5.7 1.70 
%RSD 4.2377 8.9781 2.6905 .40540 .11082 1.4293 

#1 33118. 5359.2 1534.7 116.84 5125.0 119.93 
#2 35164. 4719.4 1594.2 117.51 5133.1 117.53 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.5785 -2.3346 285.82 5445.8 
Stddev 1.3449 .6737 25.68 15.1 
%RSD 37,583 28.858 8.9857 .27716 

#1 2.6275 -2.8110 303.98 5435.2 
#2 4.5294 -1,8582 267.66 5456.5 

Check ? None None None None 
Value 
Range 

assassin? 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A' Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y_2243 YJ3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7880.3 10508. 130460. 19153. 
Stddev 28.1 38. 12708. 363. 
%RSD .35719 .36498 9.7415 1.8956 

#1 7860.4 10480. . 121470. 19410. 
#2 7900.2 10535. 139440. 18897. 

Bias©® us 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample (D: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .47960 -1.6739 .10206 -.10092 .05399 -1.0234 
Stddev .15315 5.5111 .53280 .15294 .02859 3.1150 
%RSD 31.933 329.24 522.05 151.54 52.956 304.37 

#1 .58789 2.2230 -.27469 .00722 .07421 1.1792 
#2 .37130 -5.5708 .47880 -.20906 .03377 -3.2260 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07104 -.24571 -.08850 -.06540 6.5895 44.524 
Stddev .01904 .11759 .15152 .02391 4.7089 6.344 
%RSD 26.800 47.856 171.21 36.557 71.461 14.248 

#1 -.08450 -.32885 .01864 -.08231 9.9192 49.009 
#2 -.05758 -.16256 -.19564 -.04850 3.2598 40.038 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.6464 .04998 6.8472 -.45860 .62048 .07878 
Stddev 4.7583 .00258 1.5017 .05803 .35825 .06840 
%RSD 289.01 5.1673 21.931 12.654 57.737 86.819 

#1 1.7182 .05180 7.9091 -.41756 .36716 .03042 
#2 -5.0111 .04815 5.7854 -.49963 .87380 .12714 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .53508 -1.2461 .16355 -1.6903 
Stddev .12572 .5401 .19041 .0460 
%RSD . 23.496 43.339 116.42 2.7196 

#1 .62398 -.86423 .29819 -1.6578 
#2 .44618 -1.6280 .02891 -1.7228 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: t Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9137.0 10431. 137860. 17928. 
Stddev 10.0 5. 177. 319. 
%RSD .10901 .05211 .12831 1.7812 

#1 9129.9 10427. 137980. 18153. 
#2 9144.0 10434. 137730. 17702. 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 619.57 5217.3 245.95 5295.8 128.69 12993. 
Stddev 4.40 112.6 1.06 113.5 3.08 321. 
%RSD .71038 2.1574 .43213 2.1436 2.3905 2.4705 

#1 622.69 5296.9 246.71 5376.1 130.87 13220. 
#2 616.46 5137.7 245.20 5215.6 126.52 12766. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.51 1224.4 493.65 607.05 2598.3 13049. 
Stddev .41 6.2 3.45 5.41 56.7 270. 
%RSD .33258 .50938 .69848 .89133 2.1814 2.0677 

#1 124.80 1228.8 496.09 610.87 2638.4 13240. 
#2 124.22 1220.0 491.22 603.22 2558.3 12858. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

SiflSIS122 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Eiem Mg2790 Mri2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12955. 1246.0 12978. 1228.4 245.43 1241.0 
Stddev 337. 6.9 295. 7.1 1,79 4.0 
%RSD 2.6014 .55519 2.2755 .57694 .73084 .32485 

#1 13193. 1250.9 13187. 1233.4 246.70 1243.9 
#2 12717. 1241.2 12769. 1223.4 244.17 1238.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

-

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 246.58 248.01 1229.5 1214.5 
Stddev 2.39 1.15 6.8 9.2 
%RSD .96786 .46398 .55666 .75657 

#1 248.27 248.82 1234.4 1221.0 
#2 244.89 247.19 1224.7 1208.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8826.3 10343. 137100. 17862. 
Stddev 32.1 20. 400. 338. 
%RSD .36414 .19497 .29168 1.8936 

#1 8803.6 10328. 136810. 17622. 
#2 8849.1 10357. 137380. 18101. 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0005 5.6341 .46821 2.5533 .16764 11.251 
Stddev .2813 8.6149 .71849 .1110 .01113 1.074 
%RSD 28.117 152.91 153.46 4.3490 6.6388 9.5488 

#1 .80160 11.726 .97626 2.4747 .17551 10.491 
#2 1.1994 -.45755 -.03984 2.6318 .15977 12.010 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01864 1.2548 -.04833 .48807 7.5851 36.078 
Stddev .06201 .2781 .02986 .07108 1.0069 45.907 
%RSD 332.62 22.161 61.793 14.563 13.275 127.24 

#1 .06249 1.4514 -.06945 .43781 6.8731 3.6171 
#2 -.02521 1.0581 -.02721 .53833 8.2971 68.540 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

tSS;i®tl25 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 • 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.0494 1.4413 4.7234 1.2613 1.3771 2.6802 
Stddev 10.564 .5799 3.1711 .0999 .2298 .4373 
%RSD 116.73 40.237 67.136 7.9202 16.689 16.317 

#1 16.519 1.0312 2.4811 1.3319 1.5397 2.9895 
#2 1.5798 1.8514 6.9658 1.1906 1.2146 2.3710 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .49669 1.2703 1.1692 -.11136 
Stddev .41335 .7213 .3582 .38937 
%RSD 83.221 56.782 30.637 349.64 

#1 .78897 .76024 ,91588 .16396 
#2 .20441 1.7803 1.4224 -.38669 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Msaaai:26 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL200711;30A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9334.1 10525. 138570. 17670. 
Stddev 10.7 9. 228. 551. 
%RSD ,11512 .08375 .16465 3.1179 

#1 9326.5 10519. 138730. 17280. 
#2 9341.7 10532. 138410. 18059. 



Sample Name: 0008724-05 Acquired: 11/30/2007 10:56:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3365 166760. 53.342 1266.8 3.9504 45962. 
Stddev .1155 4542. .440 49.3 .1346 759. 
%RSD 2.6642 2.7235 .82564 3.8923 3.4062 1.6505 

#1 4.2548 169970. 53.031 1301.7 4.0455 46498. 
#2 4.4182 163550. 53.654 1231.9 3.8552 45426. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Gu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.9371 71.925 180.38 213.77 153370. 42487. 
Stddev .0288 .129 1.34 1.55 3319. 1275. 
%RSD .36275 .17995 .74188 .72474 2.1640 2.9998 

#1 7.9574 71.834 179.43 212.68 155720. 43388. 
#2 7.9167 72.017 181.32 214.87 151030. 41586. 

Check ? None None None None None None 
Value 
Range 

Afl9fli9128 



Sample Name: 0008724-05 Acquired: 11/30/2007 10:56:52 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 2i 11.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41499. 3012.1 1470.4 106.29 747.52 14.941 
Stddev 327. 45.8 47.3 .13 1.79 .045 
%RSD .78883 1.5190 3.2158 .12589 .23898 .30059 

#1 41730. 2979.8 1503.9 106.39 746.25 14.972 
#2 41268. 3044.5 1437.0 106.20 748.78 14.909 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.0606 -3.7097 358.24 1213.2 
Stddev 1.1039 .7866 2.32 3.5 
%RSD 104.08 21.203 .64702 .28642 

#1 -1.8412 -4.2659 356.60 1210.7 
#2 -.28004 -3.1535 359.88 1215.6 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-05 Acquired: 11/30/2007 10:56:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7787.2 10325. 134660. 17877. 
Stddev 43.1 71. 137. 844. 
%RSD .55354 .69013 .10188 4.7197 

#1 7756.7 10274. 134760. 18474. 
#2 7817.7 10375. 134570. 17281. 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1023.9 57905. 7060.7 1565.5 3.2424 170140. 
Stddev .1 137. .6 10.0 .0138 1086. 
%RSD .01427 .23577 .00848 .64035 .42644 .63842 

#1 1024.0 58002. 7060.3 1572.6 3.2326 169380. 
#2 1023.7 57809. 7061.1 1558.4 3.2522 170910. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1127.9 48.601 167.85 14891. 187720. 10807. 
Stddev 1.9 .185 .89 84. 64. 8. 
%RSD .16596 .38022 .53089 .56325 .03416 .07340 

#1 1126.5 48.471 167.22 14832. 187760. 10812. 
#2 1129.2 48.732 168.48 14950. 187670. 10801. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 51962. 22966. 6346.3 75.228 206160. 6161.0 
Stddev 278. 128. 27.9 .537 648. 4.5 
%RSD .53547 .55946 ,43915 .71392 .31427 .07354 

#1 51765. 22875. 6366.0 75.608 205710. 6157.8 
#2 52158. 23057. 6326.6 74.848 206620. 6164.2 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) {In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 93.081 32.884 189.03 155910. • 

StddOv .984 .220 .88 1198. 
%RSD 1.0574 .66766 .46422 .76855 

#1 93.777 33.039 188.41 155070. 
#2 92.385 32.728 189.65 156760. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7652.3 9870.7 131500. 18105. 
Stddev .4 19.9 201. 69. 
%RSD .00541 .20172 .15298 .37907 

#1 7652.6 9856.6 131360. 18057. 
#2 7652.0 9884.8 131640. 1,8154. 

ssaiaio'2 



I 

Sample Name: 0008724-07 Acquired: 11/30/2007 11:02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36.187 161880. 243.15 1989.9 3.3063 76676. 
Stddev .161 3111. 1.86 33.1 .0845 1489. 
%RSD .44413 1.9221 .76577 1.6638 2.5563 1.9422 

#1 36.074 159680. 244.47 1966.5 3.2466 75623. 
#2 36.301 164080. 241.84 2013.3 3.3661 77729. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 92.721 69.188 169.82 2269.7 136830. 34944. 
Stddev .121 .235 .29 16.3 2417. 621. 
%RSD .12997 .33902 .17369 .71732 1.7661 1.7775 

#1 92.636 69.354 170.03 2281.2 135120. 34505. 
#2 92.806 69.023 169.61 2258.2 138530. 35383. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-07 Acquired: 11/30/2007 11:02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43232. 3206.9 3787.4 104.51 7138.0 426.88 
Stddev 888. .8 68.0 .04 9.1 1.32 
%RSD 2.0546 .02627 1.7942 .03489 .12695 .30867 

#1 42604. 3207.5 3739.3 104.54 7144.4 427.81 
#2 43861. 3206.3 3835.4 104.49 7131.6 425.95 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 6.5467 -4.9237 257.39 8936.7 
Stddev 2.1521 1.1156 1.30 10.8 
%RSD 32.873 22.657 .50591 .12084 

#1 5.0249 -4.1349 258.31 8944.3 
#2 8.0684 -5.7125 256.47 8929.0 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-07 Acquired: 11/30/2007 11.02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Com Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371. 030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7778.7 10264. 133960. 18631. 
Stddev 34.5 45. 931. 57. 
%RSD .44416 .43360 .69482 .30748 

#1 7754.3 10232. 133310. 18672. 
#2 7803.2 10295. 134620. 18591. 

fflSll'SliSfi 



Sample Name: 0008724-08 Acquired: 11/30/2007 11:05:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .36455 193560. 50.583 1989.7 2.3297 56936. 
Stddev .00482 1844. 1.466 12.5 .0128 573. 
%RSD 1.3216 .95252 2.8982 .62653 .55116 1.0060 

#1 .36114 192250. 51.620 1980.9 2.3206 56531. 
#2 .36795 194860. 49.547 1998.5 2.3388 57341. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9321 112.92 234.92 231.47 187330. 49341. 
Stddev .0020 .40 .64 .68 7243. 263. 
%RSD .03299 .35672 .27278 .29580 3.8666 .53342 

#1 5.9307 113.20 234,46 231.96 182210. 49155. 
#2 5.9335 112.63 235.37 230.99 192450. 49527. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-08 Acquired: 11/30/2007 11:05:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Mg2790 -Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43784. 6349.4 2207.0 164.24 242.79 3.8057 
Stddev 512. 50.1 19.5 .39 .14 .0567 
%RSD 1.1695 .78983 .88512 .23932 .05658 1.4890 

#1 43422. 6314.0 2193.2 164.52 242.70 3.8458 
#2 44146. 6384.9 2220.8 163.96 242.89 3.7656 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.55299 -7.6117 388.48 735.55 
Stddev 1.6615 .1115 1.20 2.67 
%RSD 300.46 1.4653 .30838 .36288 

#1 .62188 -7.5329 387.64 737.43 
#2 -1.7279 -7.6906 389.33 733.66 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-08 Acquired: 11/30/2007 11:05:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7768.4 10473. 135860. 18966. 
Stddev 36,6 39. 92. 1. 
%RSD .47160 .37286 .06745 .00527 

#1 7742.5 10445. 135800. 18966. 
#2 7794.4 10500. 135930. 18965. 



Sample Name: 0008724-09 Acquired: 11/30/2007 11:08:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .40881 161430. 50.219 1823.1 3.2806 35903. 
Stddev .23047 3914. .502 38.7 .1149 968. 
%RSD 56.376 2.4247 .99969 2.1242 3.5033 2.6961 

#1 .24584 158660. 49.864 1795.7 3.1993 35218. 
#2 .57177 164190. 50.574 1850.5 3.3618 36587. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4456 87.777 178.01 204.63 154390. 38674. 
Stddev .0167 .111 .37 .18 3603. 949. 
%RSD .30748 .12687 .20696 .08960 2.3336 2.4536 

#1 5.4574 87.856 178.27 204.76 151850. 38003. 
#2 5.4337 87.699 177.75 204.50 156940. 39345. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-09 Acquired: 11/30/2007 11.08:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57}; 231.604 {445}: 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31108. 5868.5 1606,8 130.27 226.37 3.7158 
Stddev 855. 27.5 38.7 .02 1.30 .0785 
%RSD 2.7494 ,46877 2.4113 .01574 .57356 2.1126 

#1 30503. 5849.1 1579.4 130.28 227.29 3.6602 
#2 31713. 5888.0 1634.2 130.25 225.45 3.7713 

Check ? None None None None None None 
Value 
Range • 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .52635 -3.1668 298.12 637.31 
Stddev .40246 .8887 .34 1.21 
%RSD 76.463 28.063 .11500 .19038 

#1 .24176 -3.7952 * 298.36 638.17 
#2 .81093 -2.5384 297.88 636,45 

Check ? None None None None 
Value 
Range 

missnffliai 



Sample Name: 0008724-09 Acquired: 11/30/2007 11:08:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7948.3 10557. 137650. 19253. 
Stddev 29.9 28. 440. 232. 
%RSD .37663 .26993 .31938 1.2027 

#1 7927.2 10537. 137340. 19417. 
#2 7969.5 10577. 137960. 19089. 



Sample Name: BLANK Acquired: 11/30/2007 11:11:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elern Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 (108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .26985 35.590 .45674 .21840 .06508 8.1231 
Stddev .25586 25.642 .28195 .14863 .02598 2.9971 
%RSD 94.814 72.047 61.731 68.056 39.925 36.896 

#1 .08893 53.721 .65611 .32349 .04671 10.242 
#2 .45077 17.459 .25737 .11330 .08346 6.0039 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 (447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03724 -.22098 -.12519 .16553 45,724 17.709 
Stddev .03722 .03207 .28148 .44500 23.510 2.675 
%RSD 99.957 14.514 224.84 268.83 51.416 15.105 

#1 .06356 -.24366 -.32423 -.14913 62.348 19.600 
#2 .01092 -.19831 .07384 .48020 29.100 15.817 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 11:11:06 Type: Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.60504 .60414 -2.3214 -.48122 1.5976 .55223 
Stddev 11.346 .10344 1.0480 .23040 .1683 .29520 
%RSD 1875.3 17.122 45.145 47.878 10.535 53.456 

#1 7.4180 .67728 -3.0625 -.64414 1.4785 .34349 
#2 -8.6280 .53100 -1.5804 -.31830 1.7166 .76096 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2321 -1.1245 .14259 -.96603 
Stddev .2305 .0315 .17997 .07208 
%RSD 10.325 2.8016 126.21 7.4613 

#1 2.3950 -1.1022 .01534 -.91506 
#2 2.0691 -1.1467 .26984 -1.0170 

Check ? None None None None 
Value 
Range 

ssaissuj 



Sample Nape: BLANK Acquired: 1 1/30/2007 11:11:06 Type: Unk 
Method: TAL2Q071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9135.4 10415. 135910. 17629. 
Stddev 5.1 18. 6. 119. 
%RSD .05582 .17123 .00465 .67554 

#1 9131.8 10402. 135920. 17714. 
#2 9139.0 10427. 135910. 17545. 

•Maaiiijs 



Sample Name: ZCRI Acquired: 11/30/2007 11:13:49 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: .ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.938 6.4717 9.8001 .43982 5.2761 6.3373 
Stddev .170 4.5222 .3641 .15667 .3895 .7130 
%RSD 1.5563 69.876 3.7157 35.622 7.3825 11.250 

#1 11.058 9.6694 10.058 .32903 5.0007 5.8331 
#2 10.818 3.2740 9.5426 .55060 5.5516 6.8414 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9297 51.096 10.537 25.749 14.509 22.777 
Stddev .0453 .005 .356 .207 4,018 9.305 
%RSD .91923 .01027 3.3763 .80547 27.694 40.854 

#1 4.9617 51.100 10.788 25.895 11.667 16.197 
#2 4.8976 51.093 10.285 25.602 17.350 29.356 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

aaaaamiAs 



Sample Name: ZCRI Acquired: 11/30/200711:13:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.1453 17.933 -1.4526 41.122 14.515 59.926 
Stddev 1.2053 .651 5.2406 .165 .730 .325 
%RSD 23.426 3.6320 360.77 .40106 5.0291 .54220 

#1 -5,9976 17.472 2.2531 41.006 15.032 59.697 
#2 -4.2930 18.394 -5.1583 41.239 13.999 60.156 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.024 27.482 51.723 59.504 
Stddev .252 .084 .057 .378 
%RSD .76360 .30705 .11067 .63507 

#1 33.202 27.423 51.682 59.771 
#2 32.846 27.542 51.763 59.237 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

9S9SM147' 



Sample Name: ZGRI Acquired: 11/30/2007 11:13:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9459.0 10680. 141510. 18873. 
Stddev 17.0 20. 26. 841. 
%RSD .17969 .18622 .01824 4.4573 

#1 9471.0 10694. 141490. 19468. 
#2 9447.0 10666. 141530. 18278. 



Sample Name: CRI Acquired: 11/30/2007 11:16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment; 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Yr_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.775 -2.4288 10.520 .13699 4.7905 .71877 
Stddev .015 4.2381 .626 .10543 1.0424 1.8755 
%RSD .13547 174.49 5.9471 76.966 21.760 260.93 

#1 10.785 -5.4256 10.962 .06244 4.0534 -.60740 
#2 10.764 .56797 10.077 .21154 5.5276 2.0449 

Cheek ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4,8984 51.256 10.369 25.627 2.6537 13.299 
Stddev .0237 .150 .275 .387 2.2254 3.263 
%RSD .48416 .29276 2.6490 1.5118 83.860 24.534 

#1 4.8816 51.362 10.564 25.353 1.0801 15.606 
#2 4.9151 51.150 10.175 25.901 4.2273 10.992 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/30/200711:16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. .610 {131} 589.592 {57} 231 .604 {445}: 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.6028 16.357 1.0427 41.366 13.197 59.190 
Stddev .0048 .140 .0864 .130 1.000 .389 
%RSD .06346 .85547 8.2903 .31496 7.5780 .65744 

#1 -7.6062 16.258 .98162 41.273 13.904 58.914 
#2 -7.5994 16.456 1.1039 41.458 12.490 59.465 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 35.252 27.307 51.371 58.144 
Stddev .205 .046 .421 .260 
%RSD .58112 ,16767 .81921 .44678 

• 

#1 35.107 27.275 51.074 58.327 
#2 35.397 27.339 51.669 57.960 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

998998159 



Sample Name: CRI Acquired: 11/30/2007 11:16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9339.6 10548. 141020. 20121. 
Stddev 27.9 27. 956. 3142. 
%RSD .29883 .25713 .67786 15.614 

#1 9319.9 10529. 141690. 22343. 
#2 9359.4 10567. 140340. 17900. 



Sample Name: ICSA Acquired: 11/30/2007 11:19:12 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16765 252850. .54435 -1.6482 2.4750 241450. 
Stddev .33528 4198. .27435 .1234 .0180 204. 
%RSD 199.99 1.6603 50.400 7.4892 .72591 .08439 

#1 -.06943 255820. .35035 -1.7355 2.4623 241590. 
#2 .40473 249880. .73834 -1.5610 2.4877 241310. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit , 

Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6620 3.7463 45.013 24.601 95701. -113,81 
Stddev .0406 .0027 .296 .013 1168. 16.20 
%RSD 1,1100 .07158 .65841 .05336 1.2201 14.236 

#1 3.6332 3.7482 44.803 24.592 96527. -125.27 
#2 3.6907 3.7444 45.223 24.611 94876. -102.36 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 11:19:12 Type: QC 
Method: TAL20071130A Mode; CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251480. 16.818 777.95 20.028 4.7946 .01610 
Stddev 2433. .178 28.54 .533 2.9092 .04800 
%RSD .96730 1.0612 3.6690 2.6621 60.676 298.11 

#1 253200. 16.692 798.13 19.651 2.7375 -.01784 
#2 249760. 16.944 757.77 20.405 6.8517 .05005 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -6.4939 -.95705 -.16263 24.106 
Stddev 2.1213 .26861 .28442 .860 
%RSD 32.666 28.066 174.88 3.5694 

#1 -7.9939 -.76712 -.36375 23.498 
#2 -4.9940 -1.1470 .03848 24.715 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

liSlilI53 



Sample Name: ICSA Acquired: 11/30/2007 11:1.9:12 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7629.1 9572.4 123770. 17507. 
Stddev 118.6 135.8 99. 315. 
%RSD 1.5543 1.4186 .08014 1.8009 

#1 7713.0 9668.4 123840. 17730. 
#2 7545.3 9476.3 123700. 17284. 



Sample Name: ICSAB Acquired: 11/30/2007 11:21.58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.39 252780. 93.071 530.00 493.69 233490. 
Stddev .83 54. 2.186 .68 1.20 937. 
%RSD .39729 .02119 2.3491 .12760 .24392 .40115 

#1 208.80 252820. 94.616 530.47 494.55 232820. 
#2 209.98 252740. 91.525 529.52 492.84 234150. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 953.02 492.39 514.97 524.46 95229. -64.244 
Stddev 2.90 1.58 1.27 3.51 141. 16.532 
%RSD .30426 .32161 .24581 .66876 .14805 25.733 

#1 955.07 493.51 514.08 521.97 95329. -52.554 
#2 950.97 491.28 515.87 526.94 95129. -75.934 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

J. 55 



Sample Name: ICSAB Acquired: 11/30/2007 11:21:58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589:592 { 57} 2c J1.604 {445}: 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251540. 503;56 788.70 1006.9 59.143 584.25 
Stddev 617. 1.57 5.71 4,4 1.554 1.98 
%RSD .24536 .31172 .72376 .43349 2.6279 .33952 

#1 251980. 502.45 792.74 1010.0 60.242 585.66 
#2 251100. 504.67 784,67 1003.8 58.044 582,85 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.920 92.635 484.55 1004.0 
Stddev .078 .436 •90 4.9 
%RSD .14948 .47096 .18553 .48705 

#1 51.865 92.327 483.91 1007.5 
#2 51.975 92.944 485.18 1000.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ai»aaigi5B 



Sample Name: ICSAB Acquired: 11/30/2007 11:21:58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7553.2 9521.8 124370. 17569. 
Stddev 31.0 29.0 481. 111. 
%RSD .41087 .30509 .38655 .63183 

#1 7531.3 9501.2 124710. 17491. 
#2 7575.2 9542.3 124030. 17648. 



Sample Name: CCV Acquired: 11/30/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 619.31 5029.1 246.20 5141.7 123.82 12503. 
Stddev 1.22 58.0 .11 78.6 1.65 160. 
%RSD .19684 1.1525 .04546 1.5281 1.3288 1.2822 

#1 618.45 4988.1 246.12 5086.1 122.65 12390. 
#2 620.18 5070.1 246.28 5197.2 124.98 12616. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range • 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.70 1229,2 492.63 613.78 2478.6 12562. 
Stddev .46 3.1 2.52 .62 34.2 203. 
%RSD .36640 .25154 .51064 .10137 1.3787 1.6169 

#1 125.02 1231.4 490.85 613.34 2454,4 12419. 
#2 124.37 1227.0 494.41 614.22 2502.7 12706. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

isaiaiisfi 



Sample Name: CCV Acquired: 11730/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206. ,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12366. 1253.9 12683. 1235.1 245.52 1242.2 
Stddev 150. 3.9 214. 1.8 .65 4.2 
%RSD 1.2161 .31181 1.6878 .14408 .26442 .34018 

#1 12260. 1251.1 12532. 1236.3 245.98 1245.2 
#2 12473. 1256.7 12835. 1233.8 245.06 1239.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.27 250.41 1240.7 1221.6 
Stddev .87 1.46 1.7 1.2 
%RSD .35159 .58126 .13346 .09632 

#1 246.66 251.44 1239.6 1222.4 
#2 247.89 249.38 1241.9 1220.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

a»s®aai59 



Sample Name: CCV Acquired: 11/30/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8714.1 10233. 133850. 18261. 
Stddev 4.5 8. 323. 176. 
%RSD .05110 .07555 .24139 .96323 

#1 8710.9 10227. 134070. 18386. 
#2 8717.2 10238. 133620. 18137. 



Sample Name: CCB Acquired: 11/30/2007 11:27:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be313Q Ca3179 
Line 328.068 (103} 396 1.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .76138 11.050 -.05990 2.2713 .13689 22.379 
Stddev .32566 3.779 .52682 .1508 .06428 4.208 
%RSD 42,772 34.197 879.50 6.6394 46.962 18.804 

#1 .53111 13.722 .31262 2.3780 .18234 25.355 
#2 ,99165 8.3782 -.43242 2.1647 .09143 19.404 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22237 1.3324 .00168 .24043 8.3843 -.23356 
Stddev .02944 .1044 .16417 ,30270 1.7128 .62471 
%RSD 13.240 7.8355 9758.9 125.90 20.428 267.47 

#1 .20155 1.2586 -.11440 .02639 9.5954 .20818 
#2 .24319 1.4063 .11777 .45447 7.1732 -.67529 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

flasssni'si 



Sample Name: CCB Acquired: 11/30/2007 11:27:15 Type: QC 
Method: TAL2D071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.271 .78808 2.8826 1.3469 .31135 2.9114 
Stddev 13.356 .22955 .1337 .3203 .68725 .9717 
%RSD 52.852 29.127 4.6375 23.779 220.74 33.374 

#1 15.827 .62576 2.9771 1.1204 .79731 3.5985 
#2 34.715 .95039 2.7881 1.5733 -.17461 2.2243 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Tl 1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (102306) 
Units ug/L ug/L ug/L ug/L 
Avg .16099 .86337 .94534 .14560 
Stddev 1.6713 .19561 .32965 .28149 
%RSD 1038.1 22.656 34.871 193.33 

#1 -1.0208 .72505 .71224 -.05344 
#2 1.3428 1.0017 1.1784 .34464 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

&Sfl9fl91S2 



Sample Name: CCB Acquired: 11/30/2007 11 ;27:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9212.6 10397. 140520. 17280. 
Stddev 80.3 72. 2082. 940. 
%RSD .87132 .69163 1.4814 5.4386 

#1 9155.9 10346. 141990. 16616. 
#2 9269,4 10448. 139050. 17945, 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 { 74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .66387 158370. 51.643 1756.9 2.4107 36653. 
Stddev .05337 12008. .219 127.2 .3247 2811. 
%RSD 8.0386 7.5826 .42325 7.2384 13.469 7.6702 

#1 .70160 149870. 51.488 1666.9 2.1811 34665. 
#2 .62613 166860. 51.798 1846.8 2.6403 38641, 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267,716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7916 117.14 187.42 201.64 154020. 37602. 
Stddev .1355 .31 .34 .15 11321. 2790. 
%RSD 2.3401 ,26847 .17959 .07658 7.3502 7.4207 

#1 5.6957 117.36 187.18 201.75 146020. 35629. 
#2 5.8874 116.92 187.66 201.53 162030. 39575. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38159. 6076.7 2344.7 128.30 264.68 4.6381 
Stddev 3038. 2.3 173.1 .55 3.18 1.2453 
%RSD 7.9617 .03861 7.3820 .42694 1.2010 26.851 

#1 36011. 6078.4 2222.3 127.91 266.93 5.5187 
#2 40307. 6075.1 2467.1 128.69 262.44 3.7575 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.8110 -4.3943 314.42 700.34 
Stddev .1134 2.4062 .37 1.72 
%RSD 4.0331 54.757 .11740 .24571 

#1 2.7308 -2.6929 314.68 699.13 
#2 2.8911 -6.0957 314.16 701.56 

Check ? None None NOne None 
Value 
Range 

9899991S5 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7736.8 10502. 137030. 19740. 
Stddev 60.0 80. 1055. 977. 
%RSD .77492 .76607 .76963 4.9511 

#1 7694.4 10445. 136290. 20431. 
#2 7779.2 10559, 137780. 19049. 



Sample Name: 0008724-11 Acquired: 11/30/2007 11:32:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189. .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4318 169350. 70.977 1996.1 2.8439 49938. 
Stddev .0085 9156. .259 99.7 .1645 2741. 
%RSD .19165 5.4067 .36556 4.9953 . 5.7854 5.4890 

#1 4.4258 162880. 71.160 1925.6 2.7276 48000. 
#2 4.4378 175820. 70.793 2066.6 2.9603 51877. 

Check 7 None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.897 102.36 192.25 264.01 161590. 43600. 
Stddev .024 .13 .18 .47 8469. 2132. 
%RSD .20547 .13003 .09165 .17914 5.2407 4.8902 

m 11.914 102.46 192.38 264.34 155600. 42092. 
#2 11.880 102.27 192.13 263.67 167580. 45107. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-11 Acquired: 11/30/2007 11:32:47 Type: link 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38100. 6135.7 1607.7 131,13 879,38 13.162 
Stddev 2134. 12.0 65.6 .70 3.75 .706 
%RSD 5.6004 .19489 4.0820 .53323 .42633 5.3638 

#1 36591. 6127.3 1561.3 131.63 882.03 12.663 
#2 39609. 6144.2 1654.1 130.64 876.73 13.661 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9533 -3.0280 328.02 1653.6 
Stddev .4646 1.0534 1.30 .4 
%RSD 23.786 34.787 .39599 .02407 

#1 2.2818 -3.7729 328.94 1653.3 
#2 1.6247 -2.2832 327.10 1653.8 

Check ? None None None None 
Value 
Range 

•lliBfillfiS 



Sample Name: 0008724-11 Acquired: 11/30/2007 11:32:47 Type: Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment: 136 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7812.6 10409. 136180. 19312. 
Stddev 45.6 69. 380. 689. 
%RSD .58431 .66721 .27911 3.5660 

#1 7780.3 10360. 135910. 19799. 
#2 7844.9 10458. 136450. 18825. 

05111 13 all B 3 



Sample Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .61242 174000. 50.701 1067.7 5.4512 25930. 
Stddev .51974 13067. .704 76.4 .3611 1918. 
%RSD 84,867 7.5094 1.3881 7! 1546 6.6248 7.3951 

#1 .97993 164760. 51.199 1013.7 5.1958 24574. 
#2 .24491 183240. 50.203 1121.7 5.7065 27286. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228,802 {447} 228.616 {447} 267.716 {126} 324.754(104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5015 67.978 177.17 126.64 144110. 36421. 
Stddev .0831 .257 1.39 .33 10613. 2664. 
%RSD 1.8466 .37867 .78347 .25810 7.3647 7.3146 

#1 4.4428 68.160 176.19 126.41 136610. 34538. 
#2 4.5603 67.796 178.16 126.87 151620. 38305. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36408. 3265.4 1742.5 108.99 236.32 5.3635 
Stddev 2720. 27.6 116.9 .10 3.75 .4747 
%RSD 7.4714 .84635 6.7084 .08797 1.5868 8.8514 

#1 34485. 3245.8 1659.9 108.92 238.98 5.6991 
#2 38331. 3284.9 1825.2 109.05 233.67 5.0278 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 1< 50.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2187 -3.8599 287.99 506.08 
Stddev .5725 1.3802 .19 .27 
%RSD 46.979 35.756 .06500 .05375 

#1 1.6235 -4.8359 288.12 506.28 
#2 .81385 -2.8840 287.86 505.89 

Check ? None None None None 
Value 
Range 



i 

Sample Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7918.3 10532. 136330. 19258. 
Stddev 46.6 63. 89. 869. 
%RSD .58886 .59961 .06538 4.5108 

#1 7885.4 10487. 136390. 19872. 
#2 7951.3 10577. 136260. 18644. 

J 

IfflBSifi172 



Sample Name: 0008724-13 Acquired: 11/30/2007 11:38:19 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313. 042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 878.33 51424. 6185.7 1342.4 2.8850 149310. 
Stddev .96 1855. 7.1 42.5 .1743 8430. 
%RSD .10974 3.6074 .11518 3.1685 6.0425 5.6455 

#1 879.01 50112. 6190.7 1312.3 2.7617 143350. 
#2 877.65 52735. 6180.6 1372.5 3.0083 155270. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.71,6 {126} 324 .754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1005.3 40.396 151.22 12805. 172980. 9569.7 
Stddev 1.0 ,137 .41 27. 6471. 348.0 
%RSD .09604 .33873 .27051 .21133 3.7407 3.6362 

#1 1006.0 40.493 151.51 12824. 168410. 9323.7 
#2 1004.6 40.300 150.93 12786. 177560. 9815.8 

Check ? None None None None None None 
Value 
Range 

S:SS©fiii73 



Sample Name: 0008724-13 Acquired: 11/30/2007 11:38:19 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 46070. 20054. 5533.7 66.535 185870. 5430.9 
Stddev 2038. 3. 170.6 .036 172. 11.4 
%RSD 4.4232 .01251 3.0836 .05350 .09277 .20942 

#1 44629. 20053. 5413.0 66.560 185990. 5438.9 
#2 47511. 20056. 5654.3 66.510 185750. 5422.9 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TIT908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 83.101 30.088 163.16 146360. 
Stddev .723 .914 .18 854. 
%RSD .87036 3.0383 .11276 .58381 

#1 83.612 30.735 163.03 146970. -

#2 82.589 29.442 163.29 145760. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-13 Acquired: 11/30/2007 11:38.i 9 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7687.5 9829.3 130470. 18053. 
Stddev 35.6 35.0 692. 392. 
%RSD .46345 .35591 .53051 2.1688 

#1 7662.3 9804.5 129980. 18330. 
#2 7712.7 9854.0 130960. 17776. 

assassins 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .38554 155840. 42.343 1481.1 .59985 40448. 
Stddev .18428 5590. 1.103 51.7 .08034 1342. 
%RSD 47.798 3.5867 2.6045 3.4884 13.393 3.3188 

#1 .25523 151890. 41.563 1444.6 .54305 39499. 
#2 .51585 159800. 43.123 1517.7 .65666 41398. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.2724 88.423 173.70 157.52 174270. 32669. 
Stddev .0745 .088 .59 .19 8900. 987. 
%RSD 1.7437 .09986 .34060 .11807 5.1072 3.0219 

#1 4.2197 88.486 174.12 157.65 167970. 31971. 
#2 4.3251 88.361 173.28 157.39 180560. 33367. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.: 553 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40146. 3766.4 2426.8 114.67 183.42 3.7081 
Stddev 1409. 13.6 79.3 .33 2.26 .8293 
%RSD 3.5095 .36102 3.2662 .28782 1.2333 22.364 

#1 39150. 3756.8 2370.8 114.44 185.02 4.2944 
#2 41142. 3776.0 2482.9 114.90 181.83 3.1217 

Check ? None None None None None None 
Value / 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0026 -5.2862 426.18 587.17 
Stddev .3879 1.2909 .19 .88 
%RSD 38.688 24.421 .04498 .15016 

#1 1.2769 -6.1990 426.04 587.79 
#2 .72833 -4.3733 426.31 586.55 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8010.0 10554. 137650. 19343. 
Stddev 6.7 17. 333. 428. 
%RSD .08339 .16180 .24216 2.2124 

#1 8005.3 10542. 137420. 19645. 
#2 8014.7 10566. 137890. 19040. 

SS999fll78 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01521 143140. 39.357 1365.0 .53407 37050: 
Stddev .25259 11805. .406 107.5 .00880 3095. 
%RSD 1660.2 8.2472 1.0316 7.8756 1.6482 8.3538 

#1 .16339 134790. 39.070 1289.0 .54029 34861. 
#2 -.19382 151490. 39.644 1441.0 .52784 39238. 

Check ? None None None None None None 
Value 

None 

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9729 84.261 163.59 146.53 162240. 29993. 
Stddev .1522 .336 .08 .27 12276. 2391. 
%RSD 3.8320 .39932 .04774 .18204 7.5664 7.9711 

#1 3.8653 84.499 163.54 146.72 153560. 28302. 
#2 4.0806 84.023 163.65 146.34 170920. 31683. 

Check ? None None None None None None 
Value 
Range 

MumiTS 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36692. 3573.8 2234.3 108.63 171.60 3.0950 
Stddev 3194. 7.3 177.7 .29 1.23 .6542 
%RSD 8.7036 .20418 7.9540 .26879 .71871 21.138 

#1 34434. 3568.7 2108.7 108.84 172.47 3.5576 
#2 38950. 3579.0 2360.0 108.42 170.73 2.6324 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.1336 -6.0057 403.07 556.23 
Stddev .3114 .0832 .34 .50 
%RSD 14.597 1.3847 .08510 .09054 

#1 -1.9134 -5.9469 403.31 556.59 
#2 -2.3538 -6.0645 402.83 555.88 

Check ? None None None None X 

Value 
Range 

mmaisB 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8016.6 10523. 137670. 19759. 
Stddev 22.8 33. 243. 1227. 
%RSD .28475 .31598 .17641 6.2072 

#1 8000.5 10499. 137500. 20626. 
#2 8032.8 10546. 137850. 18891. 

fill fill mS'I SI 



Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74}: B13.042 {108}: 317.933 {106} 
IS Ref (Y_3600) 

ug/L 
(Y_3710) (Y_2243) (Y_3710) (Y3710) (Y_3710) 

Units 
(Y_3600) 

ug/L ug/L ug/L ug/L ug/L ug/L 
35823. Avg 4.1120 144740. 85.944 4076.9 62.469 

ug/L 
35823. 

Stddev .4490 6958. .482 2111.9 3.097 1717. 
%RSD 10.919 4.8074 ,56049 5.1977 4.9575 4.7940 

#t 4.4295 149660. 85.604 4226.7 64.658 37038. 
#2 3.7946 139820. 86.285 3927.0 60.279 34609. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 63.626 777.61 431.63 475.64 156150. 30166. 
Stddev .029 .62 5.76 3.64 7594. 1523. 
%RSD .04484 .07950 1.3347 .76483 4.8634 5.0474 

#1 63.646 777.18 427.56 473.06 161520. 31242. 
#2 63.606 778.05 435.70 478.21 150780. 29089. 

Check ? None None None None None None 
Value 
Range 

"«!«««1B2 



Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35782. 4030.5 2815.6 797.36 192.74 124.26 
Stddev 1653. 28.3 138.2 .66 2.41 .65 
%RSD 4.6195 .70197 4.9083 .08255 1.2517 .52199 

#1 36951. 4010.5 2913.3 796.89 191.04 123.80 
#2 34614. 4050.5 2717.9 797.82 194.45 124.72 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1£ 10.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 57.729 58.122 1067.9 1219.7 
Stddev 2.606 .004 12.3 3:6 
%RSD 4.5139 .00694 1.1504 .29357 

#1 55.886 58.119 1059.2 1217.1 
#2 59.571 58.124 1076.6 1222.2 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: link 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1.4 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7928.6 10387. 132960. 19605. 
Stddev 30.6 39. 1283. 820. 
%RSD .38544 .37473 .96514 4.1839 

#1 7907.0 10359. 133860. 19025. 
#2 7950.2 10415. 132050. 20185. 

aaaiaaisj 



Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: Unk 
Method; TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.1,52 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25317 32782. 9.4772 312.52 .20096 8655,8 
Stddev .34086 1694. .7128 16.51 .06663 424.9 
%RSD 134.64 5.1676 7.5216 5.2841 33.155 4.9094 

#1 .49419 31584. 8.9732 300.84 .24808 8355.3 
#2 .01215 33980. 9.9813 324.19 .15385 8956.2 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .94612 18.358 37.418 32.246 38834. 6957.0 
Stddev .01172 .262 .066 .251 2036. 320.0 
%RSD 1.2392 1.4247 .17725 .77777 5.2438 4.5994 

#1 .95441 18.543 37.465 32.068 37394. 6730.7 
#2 .93783 18.173 37.371 32.423 40274. 7183.3 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8554.6 832.34 522.58 23.436 40.940 1.3228 
Stddev 414.0 1.05 25.89 .138 1,060 1.2689 
%RSD 4.8399 .12564 4.9549 .58813 2.5898 95.926 

#1 8261.8 833.08 504.27 23.533 41.690 2.2201 
#2 8847.4 831.60 540.89 23.338 40.190 .42556 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .57048 -.63376 90.380 129,66 
Stddev .32376 .83366 .156 .96 
%RSD 56,752 131.54 .17212 .73974 

#1 .34155 -.04427 90.270 130.34 
#2 .79940 -1.2233 90.490 128.98 

Check? None None None None 
Value 
Range 



Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8815.5 10515. 138530. 18951. 
Stddev .8 2. 184. 676. 
%RSD .00923 .02058 .13263 3.5654 

#1 8816.0 10514. 138400. 19429. 
#2 8814.9 10517. 138660. 18473. 

i'87 



Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.39277 149150. 36.626 1398.2 -.55066 34424. 
Stddev .13993 2134. .397 18.7 .07033 518. 
%RSD 35.626 1.4305 1.0834 1.3383 12.773 1.5051 

#1 -.49171 147640. 36.906 1384.9 -.60039 34058. 
#2 -.29382 150660. 36.345 1411.4 -.50092 34791, 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9576 85.199 215.04 135.59 185440. 26991. 
Stddev .1522 .041 .86 .74 5917. 354. 
%RSD 3.8462 .04834 .39843 .54513 3.1906 1.3107 

#1 3.8500 85.170 214.43 135.07 181260. 26741. 
#2 4.0652 85.228 215.64 136.12 189630. 27241. 

Check ? None None None None None None 
Value 
Range 

aaaasaisB 



Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33213. 3438.0 2055.8 107.93 146.14 1.6394 
Stddev 570. 8.4 29.9 .71 .85 .8276 
%RSD 1.7158 .24530 1.4562 .65992 .58297 50.481 

#1 32810. 3432.1 2034.6 107.43 145.53 1.0542 
#2 33616. 3444.0 2077.0 108.44 146.74 2.2246 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .81761 -6.3598 488.54 51240 
Stddev .16950 .9030 1.06 .75 
%RSD 20.731 14.198 .21643 .14614 

#1 .93747 -5.7213 487.79 512.93 
#2 .69776 -6.9983 489.28 511.87 

Check ? None None None None 
Value 
Range 

•aaiSMaias 



Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7965.3 10388. 133750. 18496. 
Stddev 28.4 33. 48. 126. 
%RSD .35701 .31753 .03567 .67898 

#1 7945.2 10365. 133780. 18584. 
#2 7985.4 10411. 133720. 18407. 

iSfiMaiai 



Sample Name: BLANK Acquired: 11/30/2007 11:55:17 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag32S0 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17378 20.703 -.47833 .04826 .00777 3.4044 
Stddev .05256 12.356 .54465 .07760 .04445 1.6817 
%RSD 30.244 59.680 113.86 160.78 572.34 49.397 

#1 .21094 29.440 -.86345 .10314 .03920 4.5936 
#2 .13661 11,966 -.09321 -.00661 -.02367 2.2153 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.00890 -.20741 -.35316 .09855 26.424 27.962 
Stddev .09526 .04620 .19592 .27241 7.127 17.225 
%RSD 1070.6 22.276 55.476 276.41 26.973 61.603 

#1 -.07626 -.17474 -.49170 -.09407 31.464 15.782 
#2 .05846 -.24008 -.21463 .29118 21.384 40.142 

Check ? None None None None None None 
Value 
Range 

aas-aMi-ai 

i 



Sample Name: BLANK Acquired: 11/30/2007 11:55:17 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.4557 .87267 6.9426 -.37708 1.5695 .21266 
Stddev 1.4732 .01301 3.5643 .19797 .2797 .94910 
%RSD 101.21 1.4903 51.340 52.500 17.820 446.30 

#1 -2.4974 .88186 4,4222 -.51707 1.7672 .88377 
#2 -.41393 .86347 9.4630 -.23710 1.3717 -.45846 

Check ? None None None None None None 
Value 
Range 

Elem Se-1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1474 -.83376 .13663 -.83664 
Stddev .7006 .01395 .39970 .09525 
%RSD 32.625 1.6730 292.54 11.385 

#1 1.6520 -.84363 -.14600 -.76929 
#2 2.6428 -.82390 .41926 -.90400 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 11:55:17 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8975.2 10224. 135870. 19943. 
Stddev 10.3 8. 1049. 349. 
%RSD .11454 .07595 .77205 1.7519 

#1 8967.9 10218. 136610. 19696. 
#2 8982.4 10229. 135130. 20190. 



Sample Name: CCV Acquired: 11/30/2007 11:58:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.06 4875.2 244.49 4940.9 119.84 12029. 
Stddev .42 387.5 .56 392,7 9.46 936. 
%RSD .06835 7.9482 .22900 7.9477 7.8929 7.7825 

#1 621.36 4601.2 244.89 4663.2 113.15 1:1367. 
#2 620.76 5149.2 244.10 5218.5 126.53 12691. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 123.42 1213.5 496.06 602.17 2414.8 12223. 
Stddev .28 3.3 1.78 1.07 198.9 895. 
%RSD .22382 ,27006 .35983 .17849 8.2373 7.3241 

#1 123.62 1215.8 497.32 601.41 2274.1 11590. 
#2 123.23 1211.2 494.80 602.93 2555.5 12856. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 11:58:00 TypeiQC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg 11844. 1241.5 12126. 1221.0 242.52 1230.5 
Stddev 917. 1.4 929. 2.6 .82 1.4 
%RSD 7.7433 .11318 7.6630 .21150 .33986 .11417 

#1 11195. 1242.5 11469. 1222.8 243,10 1231.5 
#2 12492. 1240.6 12783. 1219.2 241.94 1229.5 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 244.32 246.49 1225.4 1208.6 
Stddev .89 2.13 1.8 2.6 
%RSD .36267 .86301 .14446 .21298 

#1 243.69 248.00 1226.7 1210.5 
#2 244.95 244.99 1224.2 1206.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

aasft&Biss 



Sample Name: CCV Acquired: 11/30/2007 11:58:00 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 8879.6 10419. 136860. 19130. 
Stddev 7.1 1. 129. 1078. 
%RSD .08005 .01406 ,09448 5.6329 

#1 8884.6 10420. 136950. 19892. 
#2 8874.6 10418. 136770. 18368. 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .81520 5.3665 .56770 3.2768 .11041 15.660 
Stddev .08982 1.2383 .47594 .2559 .03259 1.815 
%RSD 11.018 23.074 83.837 7.8106 29.514 11.590 

#1 .75169 6.2421 .23116 3.0958 .08737 16.943 
#2 .87871 4.4909 .90425 3.4578 .13346 14.376 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08694 1.7415 .53759 ,23974 10.505 -.34889 
Stddev .03665 .5369 .31769 .24778 .259 11.033 
%RSD 42.151 30.827 59.094 103.35 2.4651 3162.5 

#1 .11286 2.1211 .31295 .06453 10.322 -8.1507 
#2 .06103 1.3619 .76223 .41494 10.688 7.4529 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

assagai-sr? 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2Q68 
Line 279.079(121} 257,610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20.124 1.5175 5.0908 1.6301 1.3712 2.5840 
Stddev 6.460 .3828 2.1549 .5220 .2348 .0805 
%RSD 32.104 25.225 42.329 32.022 17.127 3.1173 

#1 24.692 1.2468 6.6145 1.9992 1.5372 2.6410 
#2 15.555 1.7882 3.5671 1.2610 1.2051 2.5270 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3653 .95449 1.4779 .65903 
Stddev .3749 .05876 .5887 .34158 
%RSD 27.459 6.1559 39.836 51.831 

#1 1.6304 .99604 1.0616 .90057 
#2 1.1002 .91295 1.8942 .41750 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit . 
Low Limit 

Sfi-BIlfflltl'SB 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 9352.0 10560. 138920. 18120. 
Stddev 9.7 7. 88. 22. 
%RSD .10369 .06235 .06365 .12156 

#1 9358.9 10565. 138980. 18104. 
#2 9345.2 10556. 138850. 18135. 



Sample Name: ICPBLKRO Acquired: 11/30/2007 12:03:23 Type; Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (YJ3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .72639 11.935 -.39838 .86490 .09012 15.287 
Stddev , .03305 7.674 .23923 .19533 .03006 1.230 
%RSD 4.5505 64.299 60.050 22.584 33.352 8.0437 

#1 .70302 6.5085 -.56754 .72678 .06887 14.418 
n .7497J 17.361 -.22922 1.0030 .11138 16.157 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324. 754 {104} 259. 940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06329 .34637 -.22265 .00125 6.0634 25.458 
Stddev .00576 .11159 .03997 .08548 .9878 50.003 
%RSD 9.0969 32.216 17.953 6811.8 16.291 196.42 

#1 -.06736 .26747 -.19439 .06170 5.3650 -9.8997 
#2 -.05921 .42527 -.25092 -.05919 6.7619 60.815 

Cheek ? None None None None None None 
Value 
Range 



Sample Name: ICPBLKRO Acquired: 11/30/2007 12:03:23 Type: Link 
Method: TAL20071130A Mode: CO'NC Corr. Factor: 1.000000 
User: admin Client sample ID; PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.0734 .31404 2.9065 .45694 ,80655 .61687 
Stddev .0557 .10566 .8706 .07530 .16102 .09623 
%RSD 1.3679 33.647 29.952 16.480 19.964 15.599 

#1 4.0340 .23932 3.5220 .40369 .92041 .54883 
#2 4.1128 .38875 2.2909 .51018 .69270 .68492 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1< 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .86409 .74260 .34045 -.55626 
Stddev .60963 .11006 .00680 .11828 
%RSD 70.552 14.820 1.9988 21.263 

#1 .43302 .82042 .33564 -.63989 
#2 1.2952 .66478 .34526 -.47263 

Check ? None None None None 
Value 
Range 

asmtflzai 



Sample Name: ICPBLKRO Acquired; 11/30/2007 12:03:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9264.1 10482. 138950. 18558. 
Stddev 15.9 5. 53. 807. 
%RSD .17216 .04440 .03807 4.3460 

#1 9252.8 10486. 138990. 19128. 
#2 9275.4 10479. 138910. 17987. 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396 .152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.359 983.66 2382.7 11.535 48.909 414560, 
Stddev .079 21.60 9.1 .190 1.239 16974. 
%RSD .15114 2.1961 .38367 1.6497 2.5337 4.0945 

#1 52.415 968.39 2389.1 11.400 48.033 402560. 
#2 52.303 998.94 2376.2 11.669 49.785 426560. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 115.54 396.51 265.12 17105. 63071, 146.20 
Stddev .30 1.37 1.21 251. 1792. 13.55 
%RSD .25661 .34561 .45607 1.4690 2.8408 9.2658 

#1 115.75 397.48 264.26 16927. 61804. 155.78 
#2 115.33 395.54 265.97 17283. 64338. 136.62 

Check ? None None None None INone None 
Value 
Range 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Unk 
Method: TAL20071130A Mode: CONC Cotr. Factor: 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279:079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 264300. 575.79 88.107 161.40 521.33 608.62 
Stddev 8317. 5.70 12.199 .81 1.69 2.65 
%RSD 3.1467 .99023 13.845 .50326 .32485 .43577 

#1 258420. 571.76 79.481 161.97 522.53 610.49 
#2 270180. 579.82 96.732 160.82 520.14 606.74 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 99.865 84.659 166.33 439.37 
Stddev 1.069 .237 1.12 1.71 
%RSD 1.0702 .27976 .67220 .38808 

#1 100.62 84.826 165.54 440.57 
#2 99.109 84.491 167.12 438.16 

Check ? None None None None 
Value 
Range 

9SSflfi.92fli 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7013.4 8793.7 117100. 16823. 
Stddev 69.2 78.8 105. 273. 
%RSD .98708 .89570 .08952 1.6237 

#1 6964.4 8738.0 117170. 17016. 
#2 7062.3 8849.4 117030. 16630. 

aaaaaazis 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4597 112240. 71.151 1442.2 1.6785 30358. 
Stddev .1495 8303. 2.418 105.3 .1948 2112. 
%RSD 3.3524 7.3969 3.3992 7.3041 11.607 6.9555 

#1 4.3539 106370. 69.441 1367.7 1.5407 28865. 
#2 4.5654 118110. 72.861 1516.7 1.8162 31851. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.6246 75.567 147.42 187.82 133620, 29899. 
Stddev .0873 1.834 14.23 19.49 9724. 2069. 
%RSD 1.0126 2.4265 9.6529 10.378 7.2779 6.9194 

#1 8.5629 74.270 157.49 201.60 126740. 28436. 
#2 8.6864 76.863 137.36 174.03 140490. 31362. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 28413. 4116.2 1251.6 93.413 747.90 29.967 
Stddev 2008. 332.7 96.6 2.466 16.35 1.683 
%RSD 7.0660 8.0829 7.7148 2.6399 2.1862 5.6155 

#1 26993. 4351.5 1183.3 91.670 736.34 28.777 
#2 29832. 3880.9 1319.9 95.157 759.46 31.157 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .66228 -2.3668 260.90 1408.2 
Stddev .06271 .1592 25.23 31.2 
%RSD 9.4686 6.7243 9.6716 2.2174 

#1 .70662 -2.4793 278.74 1386.2 
#2 .61793 -2.2542 243.06 1430.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8158.4 10640. 142920. 19603. 
Stddev 148.0 191. 10770. 936. 
%RSD 1.8141 1.7926 7.5356 4.7724 

#1 ' 8263.1 10775. 135300. 20264, 
#2 8053.8 10505. 150530. 18941. 

M:fi«SS2»e 



Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: -Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4927 115860. 71.480 1491.9 1.7253 31034. 
Stddev .0580 2201. 1.391 27.9 .0593 627. 
%RSD 1.2922 1.8997 1.9454 1.8702 3.4374 2.0190 

#1 4.4517 114310. 70.496 1472.2 1.6833 30591. 
#2 4.5338 117420. 72.463 1511.6 1.7672 31477. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.8024 75.828 151.46 193.36 138100. 30894. 
Stddev .0426 .284 .03 .49 2658. 645. 
%RSD .48351 .37440 .02235 .25509 1.9250 2.0890 

#1 8.7723 76.029 151.43 193.01 136220. 30438. 
#2 8.8325 75.627 151.48 193.71 139980. 31350. 

Check ? None None None 
\ 

None None None 
Value 
Range 



Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29051. 4141.5 1292.0 93.426 752.30 29.583 
Stddev 663. 11.2 11.4 .698 2.39 1.389 
%RSD 2.2829 .26968 .88077 ,74659 .31762 4.6943 

#1 28582. 4133.6 1284.0 93.920 753.99 28.601 
#2 29520. 4149.4 1300.1 92.933 750.61 30.565 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .65955 -1.8340 267.94 1406.7 
Stddev 1.3658 .9261 .57 6.9 
%RSD 207.08 50.497 .21264 .49142 

#1 1.6253 -1.1791 267.54 1411.6 
#2 -.30620 -2.4888 268.34 1401.8 

Check ? None None None None 
Value 
Range • 



/ 

Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360,073(94} 371 .030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8077.4 10503. 138400. 18949. 
Stddev 40.0 47. 87. 210, 
%RSD .49563 .45037 .06312 1.1077 

#1 8049.1 10470. 138340. 19097. 
#2 8105,7 10537. 138460. 18800, 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.509 137770. 156.31 5312.0 87.932 38198. 
Stddev .453 13909. .08 516.5 8.813 3869. 
%RSD .52325 10.095 .05125 9.7243 10.022 10.128 

#1 86.189 127940. 156.37 4946.7 81.701 35463. 
#2 86.829 147610. 156.25 5677.2 94.164 40934. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 93.301 1063.3 542.92 687.99 151970. 36523. 
Stddev .112 2.5 2.02 2.19 15174. 3656. 
%RSD .12037 .23785 .37279 .31880 9.9850 10.010 

#1 93.380 1065.1 541.49 686.44 141240. 33938. 
#2 93.222 1061.5 544.35 689.54 162700. 39108. 

Check ? None None None None None None 
Value 
Range 

mm fifi'212 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33142. 5283.1 1779.8 1089.8 959.39 202.89 
Stddev 3394. 32.9 163.1 .4 4.63 1.27 
%RSD 10.242 .62223 9.1635 .03739 .48261 .62797 

#1 30742. 5259.9 1664.5 1089.5 962.66 203.80 
#2 35543. 5306.4 1895.1 1090.0 956.11 201.99 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 97.078 85.079 1186.7 2749.8 
Stddev .134 1.594 2.1 .2 
%RSD .13770 1.8739 .17973 .00854 

#1 96.983 86.206 1185.2 2749.9 
#2 97.172 83.952 1188.2 2749.6 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7850.8 10453. 136670. 20013. 
Stddev 36.3 56. 37. 1474. 
%RSD .46177 .53550 .02682 7.3636 

#1 7825.1 10413. 136690. 21055. 
#2 7876.4 10492. 136640. 18971. 

fimm.2i.il 



Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 1* 59.042 {478} 455.403 { 74} 31 13.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .62062 65.003 -.79839 1.3208 .09465 14.158 
Stddev .25865 23.518 .20982 .6891 .08531 4.546 
%RSD 41.677 36.180 26.280 52.171 90.135 32.112 

#1 .80352 81.633 -.65003 1.8080 .03432 17.372 
#2 .43772 48.373 -.94675 .83353 .15497 10.943 

Check? None None None None None None 
Value. 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05228 -.30621 -.03956 -.25145 78.444 30.387 
Stddev .05939 .04619 .29429 .25292 21.829 12.339 
%RSD 113.60 15.083 743.89 100.59 27.827 40.607 

#1 -.01028 -.27355 .16853 -.43029 93.880 21.662 
#2 -.09427 -.33886 -.24766 -.07261 63.009 39.113 

Check ? None None None None None None 
Value 
Range 

a&m&2i.5 



Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Unk 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121}; 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.555 1.2294 3.0029 -.33521 1,5213 .33468 
Stddev 9.786 .0712 9.5292 .02851 .0181 .68608 
%RSD 92.716 5.7924 317.33 8.5055 1.1887 205.00 

#1 17.475 1.1791 9.7410 -.35537 1.5085 -.15046 
#2 3.6351 1.2798 -3.7353 -.31505 1.5341 .81981 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI19Q8 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (|n2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.4315 -1.6100 .22732 -.75126 
Stddev .4070 .1940 .04175 .03068 
%RSD 16.738 12.051 18.367 4.0844 

#1 2.1437 -11.7472 .19780 -.77296 
#2 2.7193 -1.4728 .25684 -.72957 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9075.0 10390. 144120. 16795. 
Stddev 43.6 43. 7703. 166. 
%RSD .48041 .41492 5.3447 .98827 

#1 9044.2 10360. 149570. 16913. 
#2 9105.8 10421. 138680. 16678. 

mmmmziy 



Sample Name: ZCRI Acquired: 11/30/2007 12:19:56 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.180 29.926 9.6226 1.5657 5.5027 14.412 
Stddev .164 12.980 .5548 .4762 .1193 5.911 
%RSD 1.4690 43.374 5.7655 30.412 2.1678 41.014 

#1 11.064 20.748 10.015 1.2290 5.5871 10.232 
#2 11.297 39.104 9.2303 1.9024 5.4184 18.591 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9651 51.624 10.613 26.459 45.580 52.634 
Stddev .0009 .164 ,269 .220 15.218 8.039 
%RSD .01819 .31676 2.5359 .83330 33.388 15.273 

#1 4.9644 51.740 10.422 26.303 34.819 58.318 
#2 4.9657 51.509 10.803 26.615 56.341 46.950 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mmsmrntB 



Sample Name: ZCRI Acquired: 11/30/2007 12:19:56 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14.858 18.780 -.28614 41,948 12.358 59.884 
Stddev 9.278 .219 4.7804 .184 .497 .651 
%RSD 62.445 1.1644 1670.6 .43755 4.0243 1.0878 

#1 8.2974 18.626 3.0941 42.078 12.710 59.423 
#2 21,418 18.935 -3.6664 41.818 12.006 60.345 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.099 27.760 52.618 58.863 
Stddev .440 .020 .081 .209 
%RSD 1.2906 .07219 .15472 .35470 

#1 33.788 27.746 52.676 59.011 
#2 34.410 27.774 52.561 58.716 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

a»!Sl»213 



Sample Name: ZCRI Acquired: 11/30/2007 12:19:56 Type: QC 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution; 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360 .073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 9376.6 10618. 141170. 18210. 
Stddev 26.8 48. 342. 271. 
%RSD .28595 .45289 .24255 1.4908 

#1 9395.6 10652. 140930. 18018. 
#2 9357.7 10584. 141410. 18402. 

•1:S;BSS8221 



Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.045 -4.9251 9.9324 .35918 5.6963 1.2488 
Stddev .106 .7284 .0368 .09062 .4189 1.2571 
%RSD .95658 14.790 .37090 25.229 7.3536 100.67 

#1 11.120 -5.4402 9.9063 .42326 5.9925 2.1377 
#2 10.970 -4.4100 9.9584 .29511 5.4001 .35988 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600J (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9120 51.933 10.582 24.785 6.5968 12.117 
Stddev .0589 .176 .032 .212 .4513 15.473 
%RSD 1.1981 .33927 .30127 .85715 6.8412 127.70 

#1 4.8703 52.058 10.559 24.635 6.9159 1.1760 
#2 4.9536 51.809 10.604 24.935 6.2776 23.058 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ret (Y_3710) (Y_36Q0) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.3253 16.412 1.2818 42.036 12.068 60.237 
Stddev 1.6651 .125 .3002 .426 .156 1.325 
%RSD 31.269 .76167 23.425 1.0139 1.2965 2.2000 

#1 -4.1478 16.500 1,4941 42.338 11.958 59.300 
#2 -6.5027 16.323 1.0694 41.735 12.179 61.174 

Check? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.974 28.400 50.366 59.519 
Stddev .452 .129 .099 .331 
%RSD 1.4136 .45572 .19724 .55605 

#1 32.293 28.491 50.436 59.753 
#2 31.654 28.308 50.295 59.285 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

99-aa»ft222 



Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg / 9359.3 10666. 143050. 17684. 
Stddev 1.1 2. 2803. 1179. 
%RSD .01212 .01645 1.9597 6.6651 

#1 9358.5 10667. 141060. 16850. 
#2 ... 9360.1 10665. 145030. 18517. 



Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 3" 17.933 {106} 
iSRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17906 266590. -1.1135 -1.5962 2.5772 248380. 
Stddev .29779 570. .9304 .0004 .0241 891. 
%RSD 166.30 .21394 83.558 .02742 .93359 .35873 

#1 .38963 266990. -.45558 -1.5959 2.5942 247750. 
#2 -.03151 266190. -1.7713 -1.5965 2.5602 249010. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7557 3.8228 45.131 24.020 99799. -118.34 
Stddev .0028 .1335 .126 .770 203. 35.93 
%RSD .07502 3.4924 .27989 3.2055 .20321 30.357 

#1 3.7538 3.7284 45.221 24.565 99943. -92.939 
#2 3.7577 3.9172 45.042 23.476 99656. -143.75 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 (131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 259070. 16.396 808.85 19.809 3.9143 -1.3582 
Stddev 611. .189 10.63 .037 2.2152 1.6300 
%RSD .23598 1.1510 1.3144 .18831 56.593 120.02 

#1 259500. 16.262 816.37 19.835 2.3479 -.20556 
#2 258640. 16.529 801.34 19.782 5.4807 -2.5108 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.0941 .91282 -.21939 24.494 
Stddev .8627 2.4699 .17752 .269 
%RSD 16.936 270.58 80.916 1.0989 

#1 -5.7041 -.83369 -.34492 24.684 
#2 -4.4841 2.6593 -.09387 24.304 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: COMC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7545.9 9499.3 124180. 17212. 
Stddev 2.8 1.5 66. 66. 
%RSD .03659 .01629 .05281 .38511 

#1 7543.9 9500.4 124230. 17166. 
#2 7547.8 9498.2 124130. 17259. 



Sample Name: ICSAB Acquired: 11/30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.51 259320. 95.323 543.98 504.63 243230. 
Stddev .26 753. .274 .10 1.14 3359. 
%RSD .12553 .29052 .28694 .01762 .22648 1.3808 

#1 209.69 258790. 95.130 543.91 503.82 240860. 
#2 209.32 259850. 95.516 544.04 505.43 245610. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 953.34 491.07 517.44 515.26 96958. -55.347 
Stddev 1.32 .47 2.06 .02 245. 5.171 
%RSD .13848 .09660 .39757 .00348 .25235 9.3423 

#1 954.27 491.40 518.90 515.25 96785. -51.691 
#2 952.40 490.73 515.99 515.28 97131. -59.003 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

asafB&227' 



Sample Name: ICSAB Acquired: 11/30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251680. 498.18 785.20 1007.5 57.496 586.00 
Stddev 580. 1.49 .15 2.6 .725 1.71 
%RSD .23051 .29859 .01851 .25603 1.2615 .29108 

#1 251270. 499.23 785.10 1009.3 58.009 587.21 
#2 252090. 497.12 785.30 1005.7 56.983 584.79 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 53.574 92.999 477.96 1003.0 
Stddev 1.071 2.787 .77 4.0 
%RSD 1.9981 2.9968 .16211 .40113 

#1 52.817 94.970 478.51 1005.8 
#2 54.330 91.029 477.42 1000.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

SS8WS®22S 



Sample Name: ICSAB Acquired: 11/30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7551.2 9516.1 124810. 17288. 
Stddev 15,8 9.2 412. 46. 
%RSD .20901 .09664 .33019 .26364 

#1 7540.0 9509.6 124520. 17320. 
#2 7562.3 9522.6 125100. 17256. 



Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 (108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 620.30 5298.0 247.50 5357.3 129.40 12966. 
Stddev 1.54 97.7 .13 70.1 1.57 197. 
%RSD .24898 1.8434 .05413 1.3086 1.2133 1.5198 

#1 621.39 5367.1 247.40 5406.9 130.51 13106. 
#2 619.21 5228.9 247.59 5307.7 128.29 12827. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324 .754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.27 1222.1 496.43 602.15 2598.8 13159. 
Stddev .08 1.0 .33 .86 52.3 187. 
%RSD .06746 .07991 .06646 .14240 2.0124 1.4182 

#1 124.33 1222.8 496.67 602.75 2635.8 13291. 
#2 124.21 1221.5 496.20 601.54 2561.9 13027. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

aaaa.s.i23ffi 



Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220, .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12700. 1240.6 13030. 1232.6 243.97 1239.6 
Stddev 132. 1.9 161. .1 .94 1.2 
%RSD 1.0356 .15621 1.2318 .00741 .38443 .09461 

#1 12793. 1242.0 13144. 1232.6 243.31 1240.5 
#2 12607. 1239.2 12917. 1232.5 244.64 1238.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (YJ2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.73 248.98 1223.5 1218.0 
Stddev 1.50 .03 .4 .8 
%RSD .61090 .01314 .03335 .06294 

#1 244.67 249.00 1223.8 1217.5 
#2 246.79 248.95 1223.2 1218.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type:QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. |n2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 8738.9 10277. 134480. 17789. 
Stddev 3.5 8. 76. 248. 
%RSD .03982 .08059 .05620 1.3960 

#1 8741.3 10271. 134430. 17614. 
#2 8736.4 10282. 134530. 17965. 



Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units' ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2375 30.145 .49292 3.3531 .17470 39.533 
Stddev .2470 .765 .51578 .2502 .05677 3.960 
%RSD 19.965 2.5392 104.64 7.4621 32.497 10.018 

#1 1.0628 30.686 .12821 3.1762 .13455 36.733 
#2 1.4122 29.604 .85763 3.5301 .21484 42.334 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267 .716 {126} 32 >4.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .21236 1.4118 .20160 .04578 15.324 .73346 
Stddev .01239 .0901 .28324 .28902 .415 51.821 
%RSD 5.8348 6.3812 140.49 631.30 2.7066 7065.2 

#1 .22112 1.4755 .00132 -.15859 15.031 -35.909 
#2 .20359 1.3481 .40188 .25015 15.618 37.376 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fia«S«f9233 



V 

Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27.122 1.0993 5.2869 1.3538 1.3391 2.4980 
Stddev 4.169 .1705 2.8867 .0885 .0202 .1639 
%RSD 15.373 15.507 54.601 6.5353 1.5098 6.5592 

#1 24.174 .97873 7.3281 1.2912 1.3248 2.6139 
#2 30.070 1.2198 3.2457 1.4164 1.3534 2.3822 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .38770 .72000 1.1904 -.02471 
Stddev .51830 .37319 .0788 .13267 
%RSD 133.69 51.832 6.6221 536.85 

#1 .02120 .45611 1.2462 .06910 
#2 .75419 .98388 1.1347 -.11853 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

wmwwszm 



Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9280.2 10522. 139040. 18620. 
Stddev 7.9 194. 293. 
%RSD .08490 .00112 .13935 1.5753 

#1 9274.6 10522. 138900. 18828. 
#2 9285.7 10522. 139170. 18413. 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2188 24219. 14.903 310.85 .34641 6500.4 
Stddev .0012 1202. .851 16.10 .02343 305.3 
%RSD .10177 4.9647 5.7097 5.1804 6.7650 4.6961 

#1 1.2179 23369. 15.505 299.46 .32984 6284.5 
#2 1.2197 25070. 14.301 322.24 .36298 6716.2 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7082 15.040 33.207 40.011 29766. 6547.2 
Stddev .0024 .132 .116 .178 1576. 305.7 
%RSD .13894 .87509 .34784 .44555 5.2938 4.6689 

#1 1.7065 15.133 33.125 40.137 28652. 6331.0 
#2 1.7098 14.947 33.289 39.885 30880. 6763.3 

Check ? None None None None None None 
Value 
Range 

mm«23E 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb206S 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6066.6 915.13 269.62 18.224 154.16 6.4764 
Stddev 342.6 1.83 17.53 .083 .74 .0006 
%RSD 5.6470 .20026 6.5018 .45811 .47769 .00844 

#1 5824.3 913.83 257.23 18.283 154.68 6.4760 
#2 6308.8 916.42 282.02 18.165 153.63 6.4768 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .93915 -.37747 56.308 279.48 
Stddev .29715 1.4137 .199 .61 
%RSD 31.641 374.51 .35324 .21922 

#1 .72903 -1.3771 56.167 279.04 
#2 1.1493 .62216 56.449 279.91 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: link 
Method: TAL20071130A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8753.8 10371. 135980. 18620. 
Stddev 15.6 36. 267. 633. 
%RSD .17817 .34960 .19664 3.3989 

#1 8742.8 10345. 136170. 19067; 
#2 8764.8 10396. 135790. 18172. 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1042 197960. 113.46 2659.6 3.7539 52001. 
Stddev .1554 5726. .27 66.5 .1106 1666. 
%RSD 2.1869 2.8924 .24093 2.4999 2.9473 3.2042 

#1 6.9943 193920. 113.27 2612.6 3.6757 50823. 
#2 7.2140 202010. 113.66 2706.6 3.8322 53179. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 17.939 147.76 211.69 361.53 209080. 43209. 
Stddev .009 .10 .12 .47 9605. 1189. 
%RSD .04767 .06566 .05847 .1:2877 4.5938 2.7507 

#1 17.933 147.69 211.77 361.20 202290. 42369. 
#2 17.945 147.83 211.60 361.86 215870. 44050. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Link 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39416. 8509.9 1616.7 152.77 1467.5 29.896 
Stddev 1354. 68.6 42.4 .66 1,7 .727 
%RSD 3,4360 .80643 2.6254 .42957 .11741 2.4301 

#1 38458. 8461.4 1586.7 152.31 1466.2 30.410 
#2 40373. 8558.4 1646.7 153.24 1468.7 29.383 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.8990 -4.0499 426.71 2788.7 
Stddev .4354 .3224 1.48 6.9 
%RSD 15.018 7.9600 .34680 .24601 

#1 2.5912 -4.2778 425.66 2783.9 
#2 3.2069 -3.8219 427.75 2793.6 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.0,00000 
User: admin Client sample ID: MH24M9 Dilution:! Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7544.5 10385. 137050. 19413. 
Stddev 43.0 77. 625. 330. 
%RSD .57010 .74159 .45637 1.7010 

#1 7514.1 10331. 136610. 19646. 
#2 7575.0 10440. 137490. 19179. 



Sample Name: 0008725-03 Acquired: 11/30/2007 12:41:43 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.9280 93692. 57.309 1172.5 3.4884 25317. 
Stddev .1108 6844. .325 79,6 .3100 1910. 
%RSD 5.7446 7.3052 .56742 6.7895 8.8860 7.5458 

#1 1.8497 88852. 57.079 1116.2 3.2692 23966. 
#2 2.0063 98531. 57.539 1228.8 3.7076 26667. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.4386 65.511 100.93 144.85 92835. 23196. 
Stddev .0234 ,074 .70 .94 6828. 1617. 
%RSD .36404 .11308 .69274 .65118 7.3548 6.9721 

#1 6.4221 65.563 100.44 144.18 88007. 22052. 
#2 6.4552 65.458 101.43 145.51 97663. 24339. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-03 Acquired: 11/30/2007 12:41:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (YJ3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20624. 4877.7 6934.6 72.945 487.47 9.8276 
Stddev 1581. 35.1 465.7 .160 2.71 .0157 
%RSD 7.6671 .72029 6.7158 .21979 .55679 .15979 

#1 19506. 4852.9 6605.3 73.059 489.38 9.8387 
#2 21742. 4902.5 7263.9 72.832 485.55 9.8165 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.9376 -1.4109 176.56 767.77 
Stddev .5464 .3981 .28 4.36 
%RSD 18.600 28.215 .15998 .56793 

#1 3.3239 -1.1294 176.76 770.85 
#2 2.5512 -1.6924 176.36 764.68 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-03 Acquired: 11/30/2007 12:41:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8054.7 10330. 135020. 19043. 
Stddev 65.4 71. 58. 1035. 
%RSD .81137 .68780 .04309 5.4343 

#1 8008.5 10280. 135060. 19775. 
#2 8100.9 10380. 134980. 18311. 



Sample Name: 0008725-04 Acquired: 11/30/2007 12:44:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. 042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 384.32 93419. 3203.3 3958.1 3.6687 99967. 
Stddev .68 1542. 6.0 57.8 .0135 1778. 
%RSD .17579 1.6505 ,18694 1.4606 .36824 1.7781 

#1 384.80 92329. 3207.6 3917.3 3.6591 98710. 
#2 383.84 94510. 3199.1 3999.0 3.6782 101220. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 270.57 84.445 185.26 6103.3 160320. 20512. 
Stddev .50 .012 .70 17.3 2306. 322. 
%RSD .18444 .01405 .37627 .28340 1.4384 1.5716 

#1 270.93 84.453 185.76 6091.1 158690. 20284. 
#2 270.22 84.436 184.77 6115.6 161950. 20740. 

Check ? None None None None None None 
Value 
Range 

ffliaaass.as 



Sample Name: 0008725-04 Acquired: 11/30/2007 12:44:29 Type: Unk 
Method: TAL20071130A Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33767. 29447. 4020.1 98.706 140390. 3079.9 
Stddev 687. 115. 59.1 .725 173. 3.6 
%RSD 2.0349 .39118 1.4697 .73412 .12301 .11717 

#1 33281. 29529. 3978.3 99.218 140520. 3082.5 
#2 34253. 29366. 4061.8 98.193 140270, 3077.4 

Check ? None None None None None None 
Value .. 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (;ln2306) 
Units ug/L ug/L ug/L ug/L 
Avg 47.016 22.504 242.05 76301. 
Stddev 1.775 .859 .47 87. 
%RSD 3.7753 3.8184 .19359 .11447 

#1 48.271 23.111 242.38 76362. 
#2 45.761 21.896 241.72 76239. 

Check ? None None None None 
Value 
Range 



Sample Name; 0008725-04 Acquired: 11/30/2007 12:44:29 Type; Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7772.6 10138. 134600. 18689. 
Stddev 26.8 41. 766. 100. 
%RSD .34447 .40596 .56923 .53333 

#1 7753.6 10109. 134050. 18760. 
#2 7791.5 10167. 135140. 18619. 



Sample Name: 0008725-05 Acquired: 11/30/2007 12:47:18 Type: Unk 
Method: TAL20071130A Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: MH24N2 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .78345 124090. 48.040 973.88 5.7802 24268. 
Stddev .42684 8137. .593 59.49 .3353 1619. 
%RSD 54.482 6.5575 1.2346 6.1081 5.8014 6.6732 

#1 .48163 118340. 48.459 931.82 5.5431 23123. 
#2 1.0853 129840. 47.621 1015.9 6.0173 25413. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (YJ3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9035 56.838 136.25 117.52 127500. 25469. 
Stddev .0385 .346 .17 1.12 8379. 1554. 
%RSD .98540 .60824 .12284 .95039 6.5718 6.1020 

#1 3.8763 57.082 136.37 118.31 121580. 24370. 
#2 3.9307 56.593 136.13 116.73 133430. 26568. 

Check ? None None None None None ... None 
Value 
Range 

mmmmzm 



Sample Name: 0008725-05 Acquired: 11/30/2007 12:47:18 Type: Unk 
Method: TAL20071130A Mode: CONG Gorr. Factor: 1.000000 
User: admin Client sample ID: MH24N2 Dilution:! Operator: SRV 
Comment: 153 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29418. 2988.8 1382.7 91,785 207.50 6,0079 
Stddev 1934. 7.3 78.7 .172 2.40 ,7157 
%RSD 6.5732 .24496 5.6948 .18719 1.1566 11.913 

#1 28051, 2993.9 1327.1 91.664 209.20 5.5018 
#2 30786. 2983.6 1438.4 91.907 205.81 6.5140 

Check ? None None None None None None 
Value 
Range 

, 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3410 -2.2751 234,47 426.96 
Stddev 2.1881 ,9243 .19 .93 
%RSD 163.17 40,626 .08282 .21840 

#1 2.8882 -1.6215 234.34 427.62 
#2 -.20620 -2.9286 234.61 426.30 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-05 Acquired: 11/30/2007 12:47:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N2 Dilution: 1 Operator: SRV 
Comment: 153 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8050.9 10506, 136260. 19059. 
Stddev 52.7 75. 604. 900. 
%RSD .65466 .71135 .44303 4.7235 

#1 8013.7 10453. 135840. 19696. 
#2 8088.2 10559. 136690. 18422. 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 506.18 168450. 2111.1 2397.2 5.6806 146270. 
Stddev 2.12 1261. 6.5 13.4 .0192 6739. 
%RSD .41873 .74846 .30805 .56104 .33876 4.6071 

#1 504.68 167550. 2115.7 2387.7 5.6942 141500. 
#2 507.68 169340. 2106.5 2406.7 5.6669 151030. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 302.45 78.163 245.36 4806.8 198370. 30389. 
Stddev .73 .426 .53 20.3 3458. 125. 
%RSD .24016 .54473 .21443 .42227 1.7433 .41067 

#1 302.97 78.464 244.99 4792.5 195920. 30300. 
#2 301.94 77.862 245.73 4821.2 200810. 30477. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Core Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220,353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 70922. 9474.1 4299.0 133.12 77401. 2018.5 
Stddev 636. 9.5 23.7 .63 80. 7.4 
%RSD .89729 .10063 .55014 .47341 .10288 .36823 

#1 70472. 9467.4 4282.3 133.57 77457. 2023.8 
#2 71372. 9480.9 4315.7 132.68 77344. 2013.3 

Check ? None None None None None None 
Value 
Range • 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 40.542 17.713 355.95 49635. 
Stddev .490 .420 1.97 351. 
%RSD 1.2096 2.3702 .55434 .70745 

#1 40.889 17.416 354.55 49387. 
#2 40.195 18.010 357.34 49884. 

Check ? None None None None 
Value 
Range 

01SB«ffl252 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1 Operator: SRV 
Comment: >PB 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7472.2 10200. 135560. 18944. 
Stddev 30.4 52. 132. 38. 
%RSD .40664 .51286 .09754 .20189 

#1 7450.7 10163. 135470. 18917. 
#2 7493.7 10237. 135660. 18971. 

•0S11«S252 



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method; TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2670 205240. 161.71 2650.5 6.6771 63158. 
Stddev .0867 5898. .68 65.4 .2420 1962. 
%RSD 1.3841 2.8738 .42052 2.4675 3.6238 3.1066 

#1 6.2056 201060. 162.19 2604.2 6.5060 61771. 
#2 6.3283 209410. 161.23 2696.7 6.8482 64546. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20.713 127.72 229.25 309.79 207010. 47725. 
Stddev .109 1.72 .22 .38 9805. 1219. 
%RSD .52846 1.3463 .09754 .12341 4.7365 2^5541 

#1 20.791 128.93 229.41 310.06 200070. 46863. 
#2 20.636 126.50 229.09 309.52 213940. 48587. 

Check ? None None None None None None 
Value 
Range 

S:S#0:ill25 A 



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method: TAL20071130A Mode; CONG Corr. Factor: 1.000000 
User: admjn Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47532. 8778.2 2303.8 183.79 1411.3 33.384 
Stddev 1514. 17.8 67.9 1.71 6.4 1.354 
%RSD 3.1856 .20334 2.9463 .93189 .45013 4.0545 

#1 46462. 8765.6 2255.8 185.00 1415.8 34.341 
#2 48603. 8790.9 2351.8 182.58 1406.9 32.427 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.5663 3.0841 373.11 3344.1 
Stddev .6753 .8720 .98 25.7 
%RSD 12.132 28.273 .26214 .76845 

#1 6.0438 3.7007 373.80 3362.2 
#2 5.0888 2.4676 372.42 3325.9 

Check ? None None None None 
Value 
Range 

mmamssss 



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7672.3 10744. 140890. 19561. 
Stddev 74.5 81. 527. 394. 
%RSD .97094 .75078 .37434 2.0151 

#1 7619.6 10687. 140520. 19840. 
#2 7724.9 10801. 141270. 19282. 

®®Sili25E 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} i 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7288 117980. 62.958 1131.1 3.7178 33624. 
Stddev .1330 6554. .428 66.2 .2079 1817. 
%RSD 2.3216 55553 .67946 5.8524 5.5913 5.4022 

#1 5.8228 122620. 62.655 1177.9 3.8648 34909. 
#2 5.6348 113350. 63.260 1084.3 3,5708 32340. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.4015 53.935 105.48 202.59 112780. 31937. 
Stddev .0395 .071 .71 .03 6196. 1681. 
%RSD .42004 .13143 .67148 .01583 5.4937 5.2628 

#1 9.4294 53.885 105.98 202.57 117170. 33126. 
#2 9.3735 53.986 104.98 202.62 108400. 30749. 

Check ? None None None None None None 
Value 
Range 

®fl:Sl®B257 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26219. 2926.6 1068.6 73.064 779.61 18.186 
Stddev 1352. 7.3 52.3 .046 .69 .472 
%RSD 5.1550 .24876 4.8949 .06330 ,08860 2.5931 

#1 27175. 2931.8 1105.6 73.032 779.12 17.853 
#2 25263. 2921.5 1031.6 73.097 780.10 18.520 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V_2924 Zn2062 
Line 196.090 {472} 190 856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2310 -1.5635 169.44 1102.4 
Stddev 1.0779 1.2097 .40 3.4 
%RSD 48.315 77.371 .23460 .30682 

#1 2.9931 -2.4188 169.16 1104.8 
#2 1.4688 -.70810 169.73 1100.1 

Check ? None None None None 
Value 
Range 

1111:11258 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8028.8 10385. 136570. 17568. 
Stddev 33.9 51. 492. 914. 
%RSD .42254 .49229 .35998 5.2033 

#1 8004.9 10349. 136230. 16921. 
#2 8052.8 10421. 136920. 18214. 

9998-98253 



Sample Name: 0008725-09 
Method: TAL20071130A 

Acquired: 11/30/2007 12:58:45 Type: Unk 
Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: MH24N6 Dilution: 1 Operator: SRV 
Comment: 157 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3659 127860. 65.114 2438.0 3.4767 71003. 
Stddev .0845 4702. .297 90.3 .1084 2412. 
%RSD 1.9355 3.6773 .45677 3.7019 3.1190 3.3964 

#1 4.4257 124540. 64.904 2374.2 3.4001 69298. 
#2 4.3062 131190. 65.324 2501.8 3.5534 72708. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L, ug/L ug/L ug/L 
Avg 7.8130 86.789 203.13 246.88 137440. 24369. 
Stddev .1038 .121 4.05 3.98 4800. 904. 
%RSD 1.3288 .13927 1.9914 1.6109 3.4925 3.7083 

#1 7.7396 86.874 205.99 249.70 134050. 23730. 
#2 7.8864 86.704 200.27 244.07 140840. 25008. 

Check? None None None None None None 
Value 
Range 

msmmmmM 



Sample Name: 0008725-09 Acquired: 11/30/2007 12:58:45 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N6 Dilution:! Operator: SRV 
Comment: 157 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41313. 4026.6 3018.5 126.46 864.19 22.352 
Stddev 1362. 61.3 108.2 .17 2.52 .778 
%RSD 3.2973 1,5214 3.5840 .13795 .29131 3.4789 

#1 40349. 4069.9 2942.0 126.58 865.97 22.902 
#2 42276. 3983.3 3095.0 126.34 862.41 21.802 

Check ? None None None None None None 
Value . 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7220 -5.8294 385.40 1471.2 
Stddev • 1.9704 .7875 6.75 1.9 
%RSD 114.43 13.510 1.7516 .13007 

#1 3.1153 -6.3863 390.17 1472.5 
#2 .32869 -5.2725 380.63 1469.8 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-09 Acquired: 11/30/2007 12:58:45 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N6 Dilution: 1 Operator: SRV 
Comment: 157 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7792.4 10435. 137120. 19544. 
Stddev 58.7 79. 2821. 183. 
%RSD .75289 .76150 2.0573 .93645 

#1 7750.9 10379. 135120. 19673. 
#2 7833.9 10492. 139110. 19415. 



Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Link 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution:! Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .52480 67.586 .04631 1.1424 .09502 20.382 
Stddev .00603 16.644 .27187 .1260 .01406 5.534 
%RSD 1.1486 24.627 587.07 11.029 14.796 27.154 

#1 .52906 79.355 -.14593 1.2315 .10496 24.295 
#2 .52054 55.816 .23855 1.0533 .08507 16.468 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.04661 ..19061 .01619 .20646 81.840 -7.7853 
Stddev .02416 .09848 .03008 .23355 14.242 17.430 
%RSD 51.833 51.667 185.85 113.12 17.403 223.89 

#1 -.02953 -.12097 .03746 .37160 91.910 4.5399 
#2 -.06369 -.26024 -.00508 .04132 71.769 -20.111 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.2217 1.9409 4.0822 -.23902 1.8525 -.43030 
Stddev .8137 .0072 .7457 .08492 .5135 .49921 
%RSD 11.268 .37037 18.267 35.530 27.721 116.01 

#1 7.7971 1.9460 4.6094 -.17897 2.2156 -.07730 
#2 6.6463 1.9359 3.5549 -.29907 1.4893 -.78329 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2180 -1.2615 .38575 -.51623 
Stddev .9342 .7188 .16185 .18146 
%RSD 76.698 56.978 41.959 35.150 

#1 .55742 -1.7698 .50019 -.38792 
#2 1.8785 -.75325 .27130 -.64454 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 YJ3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9041.6 10346. 136900. 16809. 
Stddev 30.1 47. 49. 1110. 
%RSD .33319 .45415 .03570 6.6046 

#1 9020.3 10313. 136870. 16024. 
#2 9062.9 10379. 136940. 17594. 

S»SMS2B5 



Sample Name: CCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 589.56 5082.9 248.89 5085.6 123.40 12343. 
Stddev 38.88 266.6 3.03 273.1 6.82 667. 
%RSD 6.5948 5.2451 1.2180 5.3696 5.5238 5.4065 

#1 562.06 4894.4 251.03 4892.5 118.58 11871. 
#2 617.05 5271.4 246.74 5278.7 128.22 12815. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.19 1231.5 477.89 564.78 2525.2 12578. 
Stddev .82 15.5 33.36 37.92 149.3 664. 
%RSD .66193 1.2553 6.9808 6.7146 5.9129 5.2808 

#1 124.77 1242.4 454.30 537.96 2419.6 12108. 
#2 123.61 1220.6 501.48 591.60 2630.7 13048. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



i 

Sample Name: CCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 (121)257 .610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11984. 1177.2 12315. 1249.5 248.02 1228.8 
Stddev 660. 79.8 633. 15.0 2.24 4.1 
%RSD 5.5057 6.7752 5.1415 1.2025 .90305 .33711 

#1 11517. 1120.8 11868. 1260.1 249.61 1231.7 
#2 12450. 1233.5 12763. 1238.9 246.44 1225.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se-1-960 TI1908 V_2924 Zrt2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.01 249.63 1151.1 1245.0 
Stddev .13 .93 78.4 19.6 
%RSD .05289 .37296 6.8134 1.5771 

#1 245.10 250.28 1095.6 1258.9 
#2 244,92 248.97 1206.5 1231.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8725.7 10360. 142200. 18730. 
Stddev 90.4 69. 7879. 837. 
%RSD 1.0357 .66297 5.5406 4.4698 

#1 8661.8 10311. 147770. 19322. 
#2 8789.6 10408. 136630. 18138. 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97894 -17.147 -.17289 -.06926 .08118 -4.6340 
Stddev .11639 4.125 .66337 .08761 .04258 .1150 
%RSD 11.889 24.059 383.69 126.49 52.453 2.4808 

#1 1.0612 -20.064 -.64196 -.13121 .05107 -4.5527 
#2 .89664 -14.230 .29618 -.00731 .11129 -4.7153 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01542 -.22548 -.12718 -.44439 -1.9224 16.320 
Stddev .01138 .05194 .15672 .04538 .8080 20.033 
%RSD 73.817 23.034 123.23 10.213 42.033 122.75 

#1 -.02347 -.26220 -.01636 -.41230 -1.3510 2.1547 
#2 -.00737 -.18875 -.23800 -.47648 -2.4937 30.486 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -15.131 .02526 -5.9798 -.44095 1.5519 2.3920 
Stddev 14.919 .05115 5.2195 .08143 .1045 .1958 
%RSD 98.603 202.51 87.285 18.467 6.7322 8.1866 

#1 -4.5812 .06143 -2.2891 -.38337 1.6258 2.5305 
#2 -25.680 -.01091 -9.6705 -.49853 1.4780 2.2536 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2179 -.74356 .10800 -1,7582 
Stddev 1,4031 .82557 .41504 .0549 
%RSD 115.20 111.03 384.31 3.1246 

#1 2.2101 -1.3273 -.18548 -1.7193 
#2 .22579 -.15979 .40148 -1.7970 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmsmmTim 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9643.3 11005. 137460. 17324. 
Stddev 523.0 573. 3762. 36. 
%RSD 5.4235 5.2081 2.7370 .20500 

#1 9273.5 10600. 134800. 17298. 
#2 10013. 11410. 140120. 17349. 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189, 042 {478} 455.403 {74}: 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg 4.1537 167830. 121.19 1931.5 5.5256 42316. 
Stddev .2251 12642. 1.01 143.9 .4113 3252. 
%RSD 5.4180 7.5326 .83346 7.4521 7.4438 7.6841 

#1 3.9945 158890. 120.48 1829.7 5.2348 40016. 
#2 4.3128 176770. 121.91 2033.3 5.8164 44615. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.363 110.82 198.18 278.44 165560. 38814. 
Stddev .203 .60 5.90 7.30 10028. 2969, 
%RSD 1.6427 .54569 2,9772 2.6226 6.0568 7,6501 

#1 12.219 110.40 194.00 273.28 158470. 36714. 
#2 12.507 111.25 202.35 283.60 172650. 40913. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589:592 {57} 231 .604 {445}; 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35213. 6500.8 1248.6 170.16 992.42 20.736 
Stddev 2685. 193.5 101.0 1,63 7.06 1.074 
%RSD 7.6248 2.9760 8.0853 .95598 .71141 5.1803 

#1 33315. 6364.0 1177.2 169.01 987.42 19.977 
#2 37112. 6637.6 1320.0 171.31 997.41 21.496 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 (115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1124 -1.4804 305.42 1987.9 
Stddev .5634 .2419 6.53 23.4 
%RSD 18.101 16.338 2.1395 1.1758 

#1 3.5108 -1.3094 300.80 1971.4 
#2 2.7140 -1.6514 310.04 2004.5 

Check ? None None None None 
Value 
Range 

SfflaSSfflfTS 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: link 
Method: TAI20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7800.2 10625. 143890. 21648. 
Stddev 6.8 3. 1713. 1272. 
%RSD .08735 .03163 1.1906 5.8759 

#1 7805.0 10622. 145100. 22547. 
#2 7795.4 10627. 142670. 20748. 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N8 Dilution: 1 Operator: SRV 
Comment: 159 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455 .403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6151 146130. 81.198 2031.9 3.7664 47045. 
Stddev .2494 12760. 1.452 170.3 .2807 3948. 
%RSD 4.4410 8.7317 1.7887 8.3836 7.4524 8.3927 

#1 5.4388 137110. 82.225 1911.4 3.5679 44253. 
#2 5.7915 155160. 80.171 2152.3 3.9649 49837. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.086 108.39 178.39 272.20 152090. 37953. 
Stddev .258 .02 1.47 .28 10593. 3117. 
%RSD 1.9687 .02185 .82450 .10210 6.9649 8.2135 

#1 12.904 108.37 177.35 272.00 144600. 35749. 
#2 13.268 108.40 179.43 272.39 159580. 40158. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N8 Dilution: 1 Operator: SRV 
Comment: 159 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ' ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34093. 6760.8 1142.4 137.66 995.29 22,937 
Stddev 2949. 104.6 84,0 .22 2.86 .715 
%RSD 8.6506 1.5469 7.3544 .16273 .28722 3.1189 

#1 32008. 6686.8 1083.0 1137.51 993.27 23.443 
#2 36179. 6834.7 1201.8 137.82 997.31 22.432 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.2716 -3.6687 302.02 1887.2 
Stddev .7616 .2573 2.26 2.1 
%RSD 23.280 7.0128 .74833 .11302 

#1 2.7330 -3.8507 300.42 1885.7 
#2 3.8101 -3.4868 303.62 1888.8 

Check ? None None None None 
Value 
Range 

t®SS-l!27e 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N8 Dilution: 1 Operator: SRV 
Comment: 159 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7878.1 10623. 142230. 20888. 
Stddev 16.4 19. 210. 1117. 
%RSD .20825 .17462 .14746 5.3489 

#1 7866.5 10609. 142380. 21678. 
#2 7889.7 10636. 142080. 20098. 

01118111111277 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution: 1 Operator: SRV 
Comment: 160 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189, 042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.943 100200. 107.98 1223.3 2.4006 48892. 
Stddev .122 2985. .98 32.2 .0617 1290. 
%RSD 1.0236 2.9790 .90619 2.6284 2.5723 2.6393 

#1 11.856 98089. 107.29 1200.5 2.3569 47979. 
#2 12.029 102310. 108.67 1246.0 2.4442 49804. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 19.201 63.108 130.60 279.74 107620. 25823. 
Stddev .075 .011 ,16 1.42 2981. 633. 
%RSD .39145 .01743 .12415 .50665 2.7696 2.4514 

#1 19.148 63.101 130.48 278.73 105510. 25375. 
#2 19.255 63.116 130.71 280.74 109730. 26271. 

Check ? None None None None None None 
Value 
Range 

mmmmriB 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution: 1 Operator: SRV 
Comment: 160 

E|em Mg2790 Mn2576 Na5895 N82316 Pb2203 Sb2068 
Line 279:079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27130. 3674.9 894.25 90.140 2014.9 49.212 
Stddev 790. 44.3 19.08 .478 8.2 2.043 
%RSD 2.9129 1.2057 2.1336 .53019 .40858 4.1522 

#1 26571. 3643.6 880.76 89.802 2009.1 47.768 
#2 27689. 3706.2 907.74 90.478 2020.7 50.657 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 1< 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.5707 -2.5550 217.59 3578.2 
Stddev 1.2485 .5123 .26 12.9 
%RSD 48.566 20.050 .11825 .36062 

#1 1.6879 -2.9173 217.41 3569.0 
#2 3.4535 -2.1928 217.77 3587.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution: 1 Operator: SRV 
Comment: 160 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8037.9 10401. 141070. 20556. 
Stddev 8.6 13. 330. 87. 
%RSD .10690 .12974 .23404 .42502 

#1 8031.8 10410. 141310: 20618. 
#2 8044.0 10391. 140840. 20494. 
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Sample Name: 0008725-13 Acquired: 11/30/2007 13:18:07 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 348.18 96330. 2983.4 3396.6 3.3399 83185. 
Stddev 2.66 88. 14.9 17.2 .0267 325. 
%RSD .76524 .09135 .49877 .50671 .79959 .39098 

#1 346.30 96392. 2972.8 3408.8 3.3210 83415. 
#2 350.07 96268. 2993.9 3384.4 3.3588 82955. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 263.36 79.855 183.53 5501.2 147030. 21304. 
Stddev 1.32 .244 2.78 48.7 339. 19. 
%RSD .50282 .30524 1.5133 .88543 .23073 .08985 

#1 262.43 79.682 181.57 5466.7 147270. 21317. 
#2 264.30 80.027 185.50 5535.6 146790. 21290. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008725-13 Acquired: 11 /30/2007 13:18:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31947. 23184. 3677.9 96.908 131760. 2868.7 
Stddev 123. 200. 28.3 .234 454. 14.7 
%RSD .38471 .86264 .77017 .24112 .34419 .51150 

#1 32034. 23043. 3698.0 96.743 131440. 2858.3 
#2 31860. 23326. 3657.9 97.073 132080. 2879.1 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 42.466 17.280 241.52 70874. 
Stddev .698 .897 2.22 649. 
%RSD 1.6447 5.1937 .92051 .91573 

#1 41.972 16.645 239.95 70415. 
#2 42.960 17.914 243.09 71333. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-13 Acquired: 11/30/2007 13:18:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7852.8 10301. 140230. 20290. 
Stddev 22.0 21. 410. 360. 
%RSD .27979. .20586 .29248 1.7741 

#1 7837,2 10286. 140520. 20036. 
#2 7868.3 10316. 139940. 20545. 



Sample Name: 0008725-14 Acquired: 11/30/2007 13:20:56 Type; Unk 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6289 127420. 73:015 1191.9 4.8566 25000. 
Stddev .3145 908. 3.961 9.0 .0356 123. 
%RSD 8.6673 .71297 5.4248 .75618 .73222 .49046 

#1 3.8513 128060. 75.816 1198.3 4.8817 25087. 
#2 3.4065 126780, 70.214 1185.5 4.8314 24914. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6114 75.312 145.04 223.10 131630. 32533. 
Stddev .3053 .603 1,17 14.36 1020. 224. 
%RSD 5.4407 .80000 .80623 6.4373 .77469 .68896 

#1 5.8272 74.886 144.22 233.26 132350. 32691. 
#2 5.3955 75.738 145.87 212.95 130910. 32374. 

Check? None None None None None None 
Value 
Range 
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Sample Name: 0008725-14 Acquired: 11/30/2007 13:20:56 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 ,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L U6j/L 
Avg 26929. 4693.6 1008.0 121.03 712.88 15.620 
Stddev 142. 54.7 8.0 .82 221.43 5.524 
%RSD .52772 1.1656 .79205 .67703 31.061 35.365 

#1 27029. 4654.9 1013.6 120.45 869.46 19.526 
#2 26828. 4732.3 1002.3 121.60 556.31 11.714 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.06219 -2.2780 253.72 871.16 
Stddev .78237 .0320 2.19 162.66 
%RSD 1258.1 1.4060 .86491 18.671 

#1 -.61541 -2.3007 252.17 986.18 
#2 .49104 -2.2554 255.27 756.15 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-14 Acquired: 11/30/2007 13:20:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8082.5 10765. 145820. 20831. 
Stddev 7.7 16. 672. 280. 
%RSD .09550 .15165 .46085 1.3424 

#1 8088.0 10777. 146290. 20633. 
#2 8077.0 10754. 145340. 21028. 
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Sample Name: BLANK Acquired: 11/30/2007 13:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2107 4031.7 -1.6124 41.619 .12692 902.45 
Stddev .0722 2312.0 .0732 24.692 .12442 529.86 
%RSD 5.9649 57.347 4.5423 59.328 98.034 58.714 

#1 1.2618 5666.6 -1.5606 59.079 .21489 1277.1 
#2 1.1597 2396.8 -1.6641 24.159 .03894 527.78 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .48085 -.57403 .38409 1.5880 4359.6 750.26 
Stddev .08585 .02834 .84853 1.1567 2504.1 416.56 
%RSD 17.854 4.9369 220.92 72.839 57.438 55.522 

#1 .54155 -.59407 .98409 2.4059 6130.3 1044.8 
#2 .42014 -.55399 -.21591 .77011 2589.0 455.70 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 13:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 796.45 20.876 43.810 -.94979 6.0992 3.7616 
Stddev 476.61 11.521 19.734 .19992 1.7465 1.0063 
%RSD 59.843 55.188 45.044 21.049 28,635 26.751 

#1 1133.5 29.023 57.764 -1.0911 7.3341 3.0500 
#2 459.43 12.730 29.856 -.80842 4.8642 4.4731 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.8111 -5.3060 .77561 2.3670 
Stddev 2.6314 .1417 .50573 2.0721 
%RSD 54.695 2.6701 65.204 87.540 

#1 6.6718 -5.4062 1.1332 3.8322 
#2 2.9504 -5.2058 .41801 .90183 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 1:3:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8286.9 9296.3 126090. 21496. 
Stddev 130.1 143.3 349. 3241. 
%RSD 1.5702 1.5415 .27685 15.078 

#1 8194.9 9195.0 125840. 23788. 
#2 8378.9 9397.6 126340. 19204. 



Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.824 5.1718 10.345 .44168 5.9222 5.0053 
Stddev 1.722 5.9081 .697 .14409 .1121 .0179 
%RSD 13.430 114.24 6.7375 32.623 1.8930 .35759 

#1 14.042 9.3495 9.8519 .33980 5.8430 4.9926 
#2 11.606 .99414 10.838 .54357 6.0015 5.0179 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0510 52.986 12.870 29.345 19.417 -58.406 
Stddev .0754 1.098 1.828 4.498 .386 29.725 
%RSD 1.4935 2.0729 14.201 15.328 1.9884 50.894 

#1 5.1043 53.762 14.163 32.526 19.690 -79.425 
#2 4.9976 52.209 11.578 26.165 19.144 -37.387 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220. 353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (Irt2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.2770 F 20.774 -3.4663 43.353 F 17.759 60.062 
Stddev 1.2230 2.192 13.824 .906 1,400 .457 
%RSD 19.483 10.550 398.82 2.0908 7.8803 .76052 

#1 -5.4122 22.324 6.3088 43.994 18.749 60.385 
#2 -7.1418 19,225 -13,241 42.712 16,770 59.739 

Check ? None Chk Fail None Chk Pass Chk Fail Chk Pass 
Value 15.000 10.000 
Range 30.000% 50.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.309 27.586 59.800 64.103 
Stddev .884 .353 7.834 1.728 
%RSD 2.5756 1.2810 13.100 2.6950 

#1 34.933 27.836 65.339 65.324 
#2 33.684 27.336 54.260 62.881 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. ln2306 Y 2243 Y_3600 Y_371Q 
Line 230,606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9323.9 10647. 128870. 17206. 
Stddev 93.7 90. 12937. 153. 
%RSD 1,0050 .84301 10.038 .89059 

#1 9257.7 10584. 119730. 17315. 
#2 9390.2 10711. 138020. 17098. 



Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.239 7.5540 10.071 .43588 5.5880 2.6253 
Stddev .104 3.5913 .175 .01872 .0731 .5503 
%RSD .92561 47.541 1.7334 4.2958 1.3080 20.960 

#1 11.166 10.093 10.195 .42264 5.5363 3.0144 
#2 11.313 5.0146 9.9476 .44912 5.6396 2.2362 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8409 50.537 10.772 25.584 16.685 11.582 
Stddev .0702 .286 .010 .052 1.137 3.739 
%RSD 1.4491 .56594 .092112 .20319 6.8119 32.281 

#1 4.8905 50.740 10.765 25.547 17.489 8.9382 
#2 4.7913 50.335 10.779 25.620 15.881 14.226 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220,353 {453} 206 .833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07110 17.315 .32699 41.260 14.304 58.936 
Stddev 13.718 .093 7.0675 .563 .237 .500 
%RSD 19294. .53653 2161.4 1.3634 1.6549 .84762 

#1 9.6293 17.381 -4.6705 41,658 14.471 58.582 
#2 -9.7715 17.249 5.3245 40.862 14.136 59.289 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.619 26.670 51.936 59.025 
Stddev 1.140 .458 .382 .630 
%RSD 3.4940 1.7184 .73484 1.0668 

#1 33.425 26.994 52.206 59.470 
#2 31.813 26.346 51.666 58.579 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9570.5 10915. 139690. 17877. 
Stddev 75.4 86. 1369. 174. 
%RSD .78747 .78796 .97980 .97175 

#1 9517.2 10855. 138720. 18000. 
#2 9623.8 10976. 140660. 17754. 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .74763 263050. 1.0459 -1.4728 2.5064 245530. 
Stddev .03014 3487. 1.0019 .2535 .0459 4618. 
%RSD 4.0312 i .3257 95.790 17.214 1.8301 1.8810 

#1 .72632 265520. 1.7543 -1.2936 2.5388 248800. 
#2 .76894 260590. .33747 -1.6521 2.4739 242260. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7473 4.1187 43,906 23.979 96455. -59.620 
Stddev .0283 .1303 .063 .162 1341. 38.585 
%RSD .75498 3.1630 .14349 .67720 1.3901 64.718 

#1 3.7673 4.2108 43.950 23.864 97403. -86.904 
#2 3.7273 4.0265 43.861 24.094 95507. -32.337 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmmmzm 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

E|em Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206. .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 253370. 16.213 813.66 20.326 3.0436 -.48116 
Stddev 3460. .063 9.59 .200 .1585 1.9468 
%RSD 1.3656 .38552 1.1784 .98255 5.2072 404.61 

#1 255820. 16.169 820.44 20.468 3.1556 -1.8578 
#2 250930. 16.257 806.88 20.185 2.9315 .89545 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L « ' 

Avg -5.9867 -1,3295 -.11296 25.254 
Stddev 2.6755 .5907 .05933 .407 
%RSD 44.692 44.426 52.526 1.6099 

#1 -4.0948 -.91188 -.15491 25.542 
#2 -7.8785 -1.7472 -.07100 24.967 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fitt99M237 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 7578.0 9613.5 126740. 17734. 
Stddev 130.1 164.8 91. 276. 
%RSD 1.7169 1.7146 .07203 1.5548 

#1 7486.0 9496.9 126810. 17539. 
#2 7670.0 9730.0 126680. 17928. 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313. .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.43 269570. 93.659 566.86 519.76 248480. 
Stddev 1.46 10959. .180 23.60 20.59 10293. 
%RSD .70480 4.0654 .19211 4.1633 3,9613 4.1425 

#1 208.47 261820. 93.787 550.17 505.20 241210. 
#2 206.40 277320. 93.532 583.55 534.32 255760. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 943.61 487.32 508.56 518.35 98988. -66.203 
Stddev .36 .68 5.11 3.35 4081. 32.888 
%RSD .03849 .13942 1.0043 .64642 4.1228 49.678 

#1 943.87 487.80 512.17 520.72 96102. -42.948 
#2 943.36 486.84 504.95 515.98 101870. -89.459 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220. 353 {453} 206,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 260620. 493.88 839.19 1005.1 55.871 574.96 
Stddev 10572. 4.96 18.34 2.4 2.242 .23 
%RSD 4.0565 1.0052 2.1849 .23963 4,0127 .04028 

#1 253140. 497.39 826.23 1006.8 57.456 575.12 
#2 268090. 490.37 852.16 1003.4 54.286 574.80 

Check ? 
1' Smit 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limn 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.973 92.728 475.04 1001.5 
Stddev 2.972 1.553 5.00 5.7 
%RSD 5.9480 1.6753 1.0517 .56753 

#1 47.871, 93.826 478.57 1005,6 
#2 52.074 91.629 471.51 997,52 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass • 

High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7613.0 9646.7 126450. 17009. 
Stddev 24.3 18.7 1112. 548. 
%RSD .31897 .19426 .87896 3.2226 

#1 7595.9 9633.4 125670. 17397. 
#2 7630.2 9660.0 127240. 16622, 



Sample Name: CCV Acquired: 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 ( 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 611.21 5207.2 246.39 5280.8 126.12 12595. 
Stddev 2.37 71.5 .27 57.6 1.23 127. 
%RSD .38739 1.3737 .10820 1.0914 .97608 1,0111 

#1 609.53 5156.6 246.58 5240.0 125.25 12505. 
#2 612.88 5257.8 246.20 5321.5 126.99 12685. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259 .940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 123.72 1215.9 490,31 609.92 2521.5 12959. 
Stddev .58 7.9 2.20 4.73 33.0 72. 
%RSD .47016 .64908 .44952 .77618 1.3085 .55372 

#1 123.31 1210.3 488.76 606.57 2498.2 12908. 
#2 124.14 1221.5 491.87 613.26 2544.8 13010. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

fiiS»SS382 



Sample Name: CCV Acquired: 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12184. 1218.0 12761. 1233.5 242.39 1232.5 
Stddev 122. 4.3 100. 6.8 .45 5.9 
%RSD 1.0048 .34944 .78572 .55143 .18709 .47557 

#1 12097. 1215.0 12690. 1228.7 242.07 1228.4 
#2 12270. 1221.0 12832. 1238.3 242.71 1236.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.46 248.26 1197.3 1218.7 
Stddev 1.28 1.08 4.5 9.0 
%RSD .52181 .43383 .37765 .73685 

#1 244.55 247.50 1194.1 12T2.4 
#2 246.36 249.02 1200.4 1225.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8775.0 10346. 137200. 18421. 
Stddev 40.3 34. 430. 86. 
%RSD .45896 .33289 .31341 .46822 

#1 8803.5 10370. 137510. 18482. 
#2 8746.6 10322. 136900. 18360. 



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .84359 -18.037 -.64258 -.09427 .04682 -8.4272 
Stddev .03790 .701 .47857 .00358 .00861 1.3521 
%RSD 4.4921 3.8853 74.476 3.7979 18.386 16.044 

#1 .87039 -18.532 -.98098 -.09680 .04074 -7.4712 
#2 .81680 -17.541 -.30418 -.09174 .05291 -9.3833 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01621 -.17148 .01657 -.45984 -2.1721 27.133 
Stddev .00958 .02337 .24851 .1:2514 .1175 i 2.315 
%RSD 59.097 13.626 1500.0 27.213 5.4087 45.389 

#1 -.02298 -.18801 .19229 -.37136 -2.0891 35.841 
#2 -.00944 -.15496 -.15915 -.54833 -2.2552 18.425 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Coir. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121}; 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -16.913 .01773 8.8553 -.50921 .72002 1.3291 
Stddev 11.422 .00117 .6428 .08978 .20212 .2085 
%RSD 67.537 6.6130 7.2593 17.631 28.072 15.687 

#1 -8.8358 .01856 9.3099 -.44573 .86294 1.1817 
#2 -24.989 .01690 8.4008 -.57270 .57710 1.4765 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI19Q8 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7036 -.32612 -.01326 -1.7363 
Stddev .0434 .31665 .10694 .0191 
%RSD - 2.5457 97.096 806.41 1.1006 

#1 1.7342 -.10222 -.08888 -1.7498 
#2 1.6729 -.55003 .06236 -1.7228 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ammmmB 



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 8987.7 10237. 140430. 19054. 
Stddev 33.2 56. 418. 173. 
%RSD .36994 .54558 .29743 .90724 

#1 8964.2 10197. 140720. 19177. 
#2 9011.3 10276. 140130. 18932. 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9703 139940. 69.794 1762.0 3.1470 44577. 
Stddev .4480 1347. .128 12.1 ,0332 474. 
%RSD 9.0129 .96256 .18359 .68798 1.0547 1.0644 

#1 5,2870 138990. 69.704 1753.4 3.1235 44242. 
#2 4.6535 -140890. 69.885 1770.5 3.1704 44913. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.059 91.296 162.13 235.44 141530. 35908. 
Stddev .172 1.475 3.82 2.34 1369. 236. 
%RSD 1.5525 1.6161 2.3556 .99409 .96702 .65635 

#1 10.937 90.252 159.43 233.79 140560. 35741. 
#2 11.180 92.339 164.83 237,10 142500. 36075. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33041. 5111.2 1192.7 124.30 820.35 18.223 
Stddev 363. 101.6 11.8 2.30 11.54 .247 
%RSD 1.0981 1.9886 .98713 1.8484 1.4068 1.3528 

#1 32784. 5039.4 1184.3 122.67 812.19 18.049 
#2 33298. 5183.1 1201.0 125.92 828.51 18.397 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0166 -4.3028 271.73 1588.4 
Stddev .9603 .2911 5.29 23.6 
%RSD 94.461 6.7656 1.9455 1.4839 

#1 1.6956 -4.5087 267.99 1571.8 
#2 .33756 -4.0970 275.47 1605.1 

Check ? None None None None 
Value 
Range 

1111111311 9 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7977.6 10623. 145490. 20653. 
Stddev 48.1 21. 1278. 31. 
%RSD .60352 .19365 .87847 .14888 

#1 8011.6 10637. 146390. 20632. 
#2 7943.5 10608. 144580. 20675. 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: link 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: % Operator: SRV 
Comment: 164 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396 .152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.034 144860. 351.38 2827.5 4.2473 79704. 
Stddev .595 5305. 2.47 97.3 .1285 2789. 
%RSD 1.1427 3.6623 .70177 3.4424 3.0248 3.4994 

#1 52.455 141110. 349.64 2758.7 4.1564 77732. 
#2 51.614 148620. 353.12 2896.3 4.3381 81676. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cq3247 Fe2599 K_7664 
Line 228,802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 155.06 118.64 193.69 979.70 162390. 32521. 
Stddev 1.06 .58 .17 4.16 3567. 1151. 
%RSD .68537 .49229 .08782 .42489 2.1962 3.5406 

#1 154.31 118.23 193.56 976.76 159870. 31707. 
#2 155.81 119.05 193.81 982.64 164920. 33336. 

Check ? None None None None None None 
Value 
Range 

SllSftlJil 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: 1 Operator: SRV 
Comment: 164 

E|em Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 (121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43688. 9897.7 1116.7 140.59 10328. 312.66 
Stddev 1702. 50.8 35.5 .76 79. 1.10 
%RSD 3.8949 .51285 3.1825 .54120 .76601 .35073 

#1 42485. 9861.8 1091.5 140.05 10272. 311.89 
#2 44892. 9933.6 1141.8 141.13 10384. 313.44 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 1:96.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 7.9702 2.1998 321.59 26707. 
Stddev .3244 .1465 .70 267. 
%RSD 4.0701 6.6586 .21872 .99832 

#1 7.7409 2.3033 321.09 26519. 
#2 8.1996 2.0962 322.08 26896. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: 1 Operator: SRV 
Comment: 164 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7820.7 10643. 142040. 20477. 
Stddev 14.8 8. 809. 240. 
%'RSD .18881 .07270 .56951 1.1723 

#1 7831.1 10649. 141470. 20646. 
#2 7810.2 10638. 142610. 20307. 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.1708 82236. 44.908 1063.1 4.1811 35806. 
Stddev .2277 1845. .559 24.4 .0829 714. 
%RSD 7.1811 2.2438 1.2442 2.2912 1.9829 1.9939 

#1i 3.3318 83541. 45.304 1080.4 4.2397 36311. 
#2 3.0098 80931, 44.513 1045.9 4.1225 35301. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1803 53.325 94.360 162.15 86772. 25568. 
Stddev .3425 .037 .888 ,85 1874. 570. 
%RSD 4.7702 .06916 .94154 .52171 2.1593 2.2288 

#1 7.4225 53.299 93.732 161.55 88097. 25971. 
#2 6.9381 53.351 94.989 162.75 85447. 25165. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Bern Mg2790 !Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21305. 3485.9 707.00 85.202 457.37 8.5640 
Stddev 503. 63.0 13.88 .757 12.78 .8233 
%RSD 2.3627 1.8081 1.9631 .88830 2.7937 9.6137 

#1 21661. 3441.4 716.81 84.667 466.41 7.9819 
#2 20949. 3530.5 697.18 85.737 448.34 9.1462 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1476 -2.3550 138.90 895.30 
Stddev .0362 .6568 1.39 46.69 
%RSD 1.1515 27.891 .99998 5.2152 

#1 3.1219 -1.8905 137.92 928.32 
#2 3.1732 -2.8194 139.89 862.29 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Int. Std. In2306 Y 2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8162.4 10596. 142950. 20584. 
Stddev 7.0 10. 543. 522. 
%RSD .08539 .09327 .38010 2.5347 

#1 8167.3 10603. 143330. 20215. 
#2 8157.5 10589. 142560. 20953. 



Sample Name: 0008725-18 Acquired: 11/30/2007 13:51:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution: 1 Operator: SRV 
Comment: 166 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5402 104620. 76.773 1427.7 4.5745 32540. 
Stddev .2958 2267. .995 25.8 .0389 738. 
%RSD 6.5153 2.1665 1.2958 1.8079 .84997 2.2672 

#1 4.7494 103020. 76.069 1409.4 4.5470 32018. 
#2 4.3311 106220. 77.476 1445.9 4.6020 33062. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.8533 78.195 128.55 225.79 114490. 29879. 
Stddev .0260 .253 1.49 2.18 2524. 604. 
%RSD .33067 .32321. 1.1617 .96705 2.2043 2.0214 

#1 7.8717 78.017 127.50 224.25 112700. 29452. 
#2 7.8350 78.374 129.61 227.33 116270. 30306. 

Check ? None None None None None None 
Value 
Range 

.aiB.flfl9S.317 



Sample Name: 0008725-18 Acquired: 11/30/2007 13:51:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution: 1 Operator: SRV 
Comment: 166 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (ln2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24622. 5175^0 769.22 109.56 525.93 10.186 
Stddev 517. 91.4 12.84 .01 .77 1.508 
%RSD 2.0982 1.7656 1.6690 .00543 .14669 14.805 

#1 24257. 5110.4 760.15 109.55 525.39 11.253 
#2 24988. 5239.6 778.30 109.56 526.48 9.1198 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.3716 -.24392 211.49 1044.1 
Stddev 1.2262 .58006 3.26 .0 
%RSD 36.369 237.81 1.5416 .00356 

#1! 4.2386 .16625 209.18 1044.1 
#2 2.5045 -.65408 213.79 1044.1 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-18 Acquired: 11/30/2007 13:51:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution: 1 Operator: SRV 
Comment: 166 

Int. Std. !n2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8070.5 10647. 144350. 21131. 
Stddev 3.9 13. 698. 142. 
%RSD .04849 .12022 .48348 .67115 

#1 8067.7 10638. 144850. 21232. 
#2 8073.2 10656. 143860. 21031. 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189. .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
(SRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.3154 56661. 60.117 1312.9 3.2707 20939. 
Stddev .2006 2854. .363 - 58.3 .1361 1026. 
%RSD 6.0503 5.0375 .60457 4.4372 4.1614 4.8980 

#1 3.1736 54643. 60.374 1271.7 3.1745 20214. 
#2 3.4573 58679. 59.860 1354.1 3.3670 21664. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5314 63.383 77.107 118.64 78313. 17636. 
Stddev .0975 .574 .241 .13 3860. 781. 
%RSD 2.1511 .90503 .31292 .10828 4.9289 4.4256 

#1 4.4625 62.978 76.937 118.73 75584. 17084. 
#2 4.6004 63.789 77.278 118.55 81042. 18188. 

Check ? None None None None None None 
Value 
Range 

'aaasa-a329 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57}: 231.604 {445} 22 >0.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13628. 5169.0 4842.1 68.642 319.63 5.7999 
Stddev 719. 96.6 192.8 1.122 3.51 .2429 
%RSD 5.2751 1.8695 3.9815 1.6347 1.0982 4.1875 

#1 13120. 5100.7 4705.8 67.849 317.15 5.9716 
#2 14136. 5237.4 4978.4 69.435 322.11 5.6282 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units Ug/L ug/L ug/L ug/L 
Avg 3.6838 -.94603 167.13 455.86 
Stddev .5937 .86215 1.91 5.05 
%RSD 16.117 91.133 1.1448 1.1073 

#1 4.1036 -1.5557 165.78 452.29 
#2 3.2640 -.33641 168.49 459.43 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: Unk 
Method: TAL20071130A Mode; CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8309.8 10550. 142650. 20808. 
Stddev 44.3 41. 967. 530. 
%'RSD .53315 .39091 .67762 2.5469 

#1 8341.1 10579. 143340. 21183, 
#2 8278.5 10521. 141970. 20433. 



Sample Name: 0008725-20 Acquired: 11/30/2007 13:56:33 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution: 1 Operator: SRV 
Comment: 168 

Elem Ag3280 AI3961 As1890 Ba4554 Be$130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 { 74} 313.042 {108} 317 .933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.6194 91247. 63.485 1500.9 4.5130 34564. 
Stddev .1503 3774. .435 58.8 .1944 1363. 
%RSD 3.2542 4.1364 .68545 3.9160 4.3079 3.9446 

#1 4.7257 88578. 63.177 1459.3 4.3756 33600. 
#2 4.5131 93916. 63.792 1542.4 4.6505 35528. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6611 65.842 107.17 193.74 104970. 26615. 
Stddev .0371 .036 2.00 1.58 4232. 1019. 
%RSD .55711 .05525 1.8701 .81301 4.0316 3.8282 

#1 6.6348 65.816 105.75 192.63 101970. 25895. 
#2 6.6873 65.867 108.58 194.85 107960. 27336. 

Check ? None None None None None None 
Value 
Range 

fflaaais323 



Sample Name: 0008725-20 Acquired: 11/30/200713:56:33 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution:! Operator: SRV 
Comment: 168 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20535. 5043.1 662.43 99.076 471.78 9.8760 
Stddev 852. 63.7 39.04 .182 2.88 .5906 
%RSD 4.1501 1.2635 5.8931 .18342 .61099 5.9801 

#1 19932. 4998.1 634.82 98.947 469.74 10.294 
#2 21138. 5088.2 690.03 99.204 473.82 9.4584 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (1*12306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1372 -1.0632 181.55 731.47 
Stddev 1.1235 .5780 2.84 3.90 
%RSD 52.569 54.364 1.5660 .53275 

#1 1.3428 -1.4719 179.54 728.72 
#2 2.9317 -.65447 183.56 734.23 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-20 Acquired: 11/30/2007 13:56:33 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution: 1 Operator: SRV 
Comment: 168 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8119.7 10632. 142610. 20751. 
Stddev 13.9 11. 1593. 344. 
%RSD .17124 .10182 1.1168 1.6562 

#1 8109.9 10624. 143740. 20994. 
#2 8129.6 10639. 141490. 20508. 

i:lBifi:S325 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be31'30 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01994 123680. 31.667 1163.9 -.34669 28574. 
Stddev .05817 7982. 1.393 72.2 .01915 1751. 
%RSD 291.64 6.4539 4.3997 6.2037 5.5242 6.1287 

#1 -.02119 118040. 32.652 1112.9 -.33315 27335. 
#2 .06108 129330. 30.682 1215.0 -.36024 29812. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. 716(126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.4064 71.834 182.32 114.50 155700. 22514. 
Stddev .0049 .839 1.01 .05 10021. 1379. 
%RSD .14276 1.1680 .55337 .04778 6.4358 6.1262 

#1 3.4099 72.427 183.03 114.54 148620. 21539. 
#2 3.4030 71.241 181.60 114.46 162790. 23489. 

Check ? None None None None None None 
Value 
Range 

mmmmmE 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin, Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. .610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27000. 2933.5 1719.6 92.354 124.87 1.3122 
Stddev 1733. 3.6 107.8 .250 ,86 .4394 
%RSD 6.4172 .12155 6.2687 ' .27035 .68550 33.484 

#1 25775. 2936.0 1643.4 92.530 125.48 1.0015 
#2 28226. 2930.9 1795.8 92.177 124.27 1.6229 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.53211 -4.8218 410.66 446.50 
Stddev .34129 1.0301 2.54 3.89 
%RSD 64.140 21.364 .61821 .87233 

#1 -.77344 -5.5502 412.45 449.25 
#2 -.29077 -4.0934 408.86 443.74 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8038.8 10436. 135880. 19063. 
Stddev 49.9 68. 706. 924. 
%RSD .62127 .65179 .51973 4.8465 

#1 8003.5 10388. 135380. 19716. 
#2 8074.1 10484. 136380. 18410. 

:a89S9a;328 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg 196.99 50548. 1744.7 2135.6 2.0279 54262. 
Stddev 1.91 2164. 20.0 99.3 .0659 2551. 
%RSD .97004 4.2818 1.1479 4.6494 3.2473 4.7011 

#1 198.34 49018. 1758.8 2065.4 1.9814 52458. 
#2 195.63 52079. 1730.5 22059 2.0745 56066. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 147.76 43.935 93.633 3079.1 87264. 11053. 
Stddev 1.72 .507 1.832 28.6 3867. 478. 
%RSD 1.1663 1.1534 1.9569 .92736 4.4317 4.3210 

#1 148.97 44.293 94.929 3099.3 84529. 10715. 
#2 146.54 43.577 92.338 3058.9 89998. 11391. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589 .592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 18126. 16946. 2177.9 51.235 75183. 1685.3 
Stddev 800. 162. 101.7 .794 729. 22.0 
%RSD 4.4152 .95857 4.6674 1.5490 .96960 1.3038 

#1 17560. 17061. 2106.0 51.796 75698. 1700.9 
#2 18692. 16832. 2249.7 50.674 74667. 1669.8 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 25.040 12.152 123.18 43732. 
Stddev .441 .871 1.66 214. 
%RSD 1.7622 7.1691 1.3473 .48851 

#1 24.728 12.768 124.35 43883. 
#2 25.352 11.536 122.01 43581. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8153.1 10084. 141590. 18859. 
Stddev 80.6 128. 1309, 731. 
%RSD .98874 1.2695 .92477 3.8773 

#1 8096.1 9993.5 140660. 19376. 
#2 8210.1 10175. 142520. 18342. 



Sample Name: 0008725-04 Acquired; 11/30/2007 14:04:56 Type: link 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068(103} 396.152 {85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.89 26928. 951.33 1143.0 1,0949 29310. 
Stddev .29 1256. 2.44 56,0 .0769 1375. 
%RSD .25406 4.6657 .25627 4.8989 7.0236 4.6908 

#1 114.68 26039. 953.05 1103.4 1.0405 28338. 
#2 115.09 27816. 949,61 1182,6 1.1492 30282. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 ( 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.026 23.704 55.172 1765.3 47093. 5914.8 
Stddev .293 .184 .283 6.5 2227. 294.9 
%'RSD .36128 .77516 .51245 ,36876 4.7281 4.9850 

#1 81.233 23.834 54.972 1760.7 45519. 5706.3 
#2 80.819 23.574 55.372 1769.9 48668. 6123.3 

Check ? None None None None None None 
Value 
Range 

wwmmmmz 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:04:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9835.3 10053. 1167.4 27.870 41362. 924.56 
Stddev 464.8 53. 62.2 .153 225. 3.08 
%RSD 4.7262 .52520 5.3274 .54749 .54443 .33293 

#1 9506.6 10015. 1123.5 27.978 41521. 926.74 
#2 10164. 10090. 1211.4 27.762 41203. 922.39 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.150 6.5956 71.149 25223. 
Stddev 1.120 .3974 .551 123. 
%RSD 7.9173 6.0249 .77487 .48680 

#1 14.943 6.8766 70.759 25310. 
#2, 13.358 6.3146 71.539 25136. 

Check ? None None None None 
Value 
Range 

«®a«tfi3:33 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:04:56 Type: Urik 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y_3600 Y__371Q 
Line 230.606 {446} 224.306 {450} 360. 073 { 94} 371.030 { 91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 8592.2 10432. 140000. 19545. 
Stddev 26.5 2. 391. 692. 
%RSD .30873 .01929 .27915 3.5388 

#1 8573.4 10431. 140280. 20034. 
#2 8611.0 10434. 139730. 19055. 

WS1H133J 



Sample Name: BLANK Acquired: 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2114 -7.1706 -1.4715 -.16760 ,00588 -5.9764 
Stddev .5296 3.3514 .4011 .05324 .02249 2.4065 
%RSD 43.717 46.739 27.258 31,765 382.72 40.266 

#1 1.5859 -9.5404 -1.7551 -.12995 -.01003 -4.2748 
#2 .83695 -4.8008 -1.1879 -.20524 .02178 -7.6780 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg .30874 -.44330 -.28416 .04163 3.3095 29.542 
Stddev .02221 .00303 .18987 .12756 .2831 4.894 
%RSD 7.1943 .68412 66.817 306.43 8.5553 16.567 

#1 .32445 -.44116 -.14990 .13182 3.1093 26.082 
#2 .29303 -.44545 -.41842 -.04857 3.5097 33.003 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445} 220 .353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.760 .31556 13,325 -1.1544 2.4743 3.4286 
Stddev 5.198 .09840 2.545 .0575 1.1397 1.0910 
%RSD 40.736 31.184 19.097 4.9840 46.063 31.821 

#1 -9.0843 .38514 15.124 -1.1137 1.6684 2.6572 
#2 -16.435 .24598 11.526 -1.1951 3.2802 4.2001 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.3496 -4.9410 -.17131 -1.3094 
Stddev .3699 .5848 .27220 .0559 
%RSD 6.9135 11.835 158.90 4.2706 

#1 5.0881 -5.3545 .02117 -1.3490 
#2 5.6112 -4.5275 -.36378 -1.2699 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired; 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 , Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_37l0 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8325.4 9327.5 124200. 19823. 
Stddev 91.4 122.7 1342. 3388. 
%RSD 1.0981 1.3158 1.0809 17.089 

#1 8260.8 9240.7 123250. 22219. 
#2 8390.1 9414.3 125150. 17428. 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 635.62 5370.4 255.56 5320.2 129.21 13299. 
Stddev 7.61 160.2 .84 151.0 3.31 359. 
%RSD 1.1979 2.9837 .32857 2.8387 2.5595 2.6974 

#1 630.24 5483.7 256.16 5427.0 131,55 13552. 
#2 641.01 5257.1 254.97 5213.5 126.87 13045. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value ' 

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 128.80 1273.4 518.28 636.10 2605.8 13123. 
Stddev .42 7.1 4.44 8.65 75.2 431. 
%RSD .32250 .55664 .85652 1,3603 2.8867 3.2812 

#1 129.10 1278.4 515.14 629.98 2658.9 13428. 
#2 128.51 1268.4 521.42 642.22 2552.6 12819. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

amms33B 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13026. 1290.8 13110. 1292.5 264.14 1263.5 
Stddev 337. 13.1 387. 9.1 2.40 1.2 
%RSD 2.5906 1.0166 2.9527 .70116 .90848 .09132 

#1 13264. 1281.5 13383. 1298.9 265.84 1262.7 
#2 12787. 1300.0 12836. 1286.1 262.45 1264.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 250,00 259,57 1264.7 1294.1 
Stddev 1.57 1.17 13.0 17.7 
%RSD .62877 .45172 1.0260 1.3642 

#1 251.11 260.40 1255.6 1306.6 
#2 248.89 258.74 1273.9 1281.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

89811983.39 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 YJ3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8665.7 10264. 137020. 18117. 
Stddev 7.1 23. 2429. 224. 
%RSD .08237 .22576 1.7728 1.2350 

#1 8670.7 10280. 138740. 17959. 
#2 8660.6 10248. 135310. 18276. 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1444 -8.1857 ..54725 .04986 -.01166 -7.0878 
Stddev .0422 1.7429 .63403 .16081 .01098 .9436 
%RSD 3.6831 21.292 115.86 322.54 94.190 13.312 

#1 1.1742 -6.9533 -.99557 -.06385 -.01943 -6.4206 
#2 1.1146 -9.4181 -.09892 .16356 -.00389 -7.7550 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03009 -.19855 -.28868 -.68891 -1.4502 -10.813 
Stddev .02021 .05288 .41163 .08218 .6033 .713 
%RSD 67.188 26.635 142.59 11.929 41.603 6.5896 

#1 .04438 -.23595 .00239 -.63080 -1.0236 -11.317 
#2 .01579 -.16116 -.57974 -.74701 -1.8769 -10.309 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User, admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.9762 .02576 4.1332 -.19087 1.2109 2.1071 
Stddev 1.9357 .01567 1.5363 .10097 .3860 1.3658 
%RSD 27.747 60.815 37.170 52.898 31.875 64.818 

#1 -5.6075 .03684 3.0468 -.26227 .93797 3.0728 
#2 -8.3449 .01468 5.2195 -.11948 1.4838 1.1413 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3840 -1.2349 .31674 -1.6335 
Stddev .1772 .1496 .07249 .0724 
%RSD 12.807 12.116 22.887 4.4319 

#1 1.5094 -1.1291 .26548 -1.6847 
#2 1.2587 -1.3407 .36800 -1.5823 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL2Q071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9153.4 10502. 145460. 19018. 
Stddev 22.6 4. 1685. 374. 
%RSD .24722 .03459 1.1582 1.9685 

#1 9169.4 10500. 146650. 19282. 
#2 9137.4 10505. 144260. 18753. 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 272.41 91080. 1138.8 1294.7 3.1518 83140; 
Stddev .31 2686. .1 34.4 .1301 2447. 
%RSD .11507 2.9490 .01005 2.6535 4.1287 2.9434 

#1 272.63 89181. 1138.9 1270.4 3.0598 81410. 
#2 272.19 92979. 1138.7 1319.0 3.2438 84871. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616(447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg 163.49 39.665 132.67 2493.1 111440. 16512. 
Stddev .07 .022 .48 7.0 3381. 391. 
%RSD .04287 .05655 .36544 .28259 3.0340 2.3701 

#1 163.44 39.649 132.33 2498.1 109050. 16235. 
#2 163.54 39.681 133.02 2488.1 113830. 16788. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220, .353 {453} 206 .833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 37772. 5163.0 2298.8 67.599 40251. 1095.7 
Stddev 1271. 17.6 53.3 .306 67. .3 
%RSD 3.3641 .34168 2.3181 .45324 .16561 .02552 

#1 36874. 5150.6 2261.1 67.382 40204. 1095.5 
#2 38671. 5175.5 2336.4 67.816 40298. 1095.9 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 20.532 8.8328 187.52 26878. 
Stddev .582 .4402 .11 52. 
%RSD 2.8340 4.9836 .06048 .19383 

#1 20.121 9.1441 187.44 26841. 
#2 20.944 8.5215 187.60 26915. 

Check ? None None None None 
Value 
Range 

9SS89S3J5 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8106.2 10314. 137760. 18719. 
Stddev 15.4 29. 86. 375. 
%RSD .19021 .27844 .06258 2.0042 

#1 8095.3 10293. 137700. 18985. 
#2 8117.1 10334. 137820. 18454. 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8145 155630. 133.20 2021.0 5.0403 47672. 
Stddev .0386 4745. .34 56.6 .1543 1520. 
%RSD .66474 3.0489 .25727 2.8025 3.0624 3.1890 

#1 5.8418 152270. 132.96 1981.0 4.9311 46597. 
#2 5.7871 158980. 133.44 2061.1 5.1494 48747. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 16.772 100.30 177.74 248.25 157470. 36295. 
Stddev .173 .70 3.94 .98 4518. 1037, 
%RSD 1.0314 .70252 2.2163 .39522 2.8690 2.8574 

#1 16.649 99.797 174.96 247.56 154270. 35562. 
#2 16.894 100.79 180.53 248.95 160660. 37028. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment; FE 

Eiem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 (57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35578. 6807.3 1757.7 143.81 1168.7 28.947 
Stddev 1168. 133.2 52.6 1.26 13.6 .585 
%RSD 3.2818 1,9569 2.9942 .87813 1,1643 2.0205 

#1 34752. 6713.1 1720.5 142.91 1178.3 28.534 
#2 36403. 6901.5 1794.9 144.70 1159.1 29.361 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.9914 2.3028 287.75 2658.7 
Stddev .1776 .0194 4.71 6.3 
%RSD 4.4486 .84306 1.6372 .23668 

#1 4.1170 2.2890 284.41 2654.2 
#2 3.8659 2.3165 291.08 2663.1 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONG Com Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7974.4 10824. 146930. 20793. 
Stddev 4.4 3. 1681. 384. 
%RSD .05457 .02579 1.1443 1.8459 

#1 7977.5 10826. 148120. 21064. 
#2 7971.4 10822. 145750. 20521. 

9898:911 3M'3 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.92 61107. 1722.6 2143.9 2.1024 52973. 
Stddev .91 1440. 15.4 61.5 .0680 1483. 
%RSD .43442 2.3558 .89630 2.8669 3.2327 2.7999 

#1 209.27 60089. 1733.5 2100.5 2.0543 51925. 
#2 210.56 62124. 1711.7 2187.4 2.1504 54022. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 152.61 44.447 110.32 3273.6 94875. 13534. 
Stddev 1.30 .621 .05 14.9 2451. 363. 
%RSD .85434 1.3960 .04271 .45539 2.5831 2.6814 

#1 153.53 44.886 110.35 3284.1 93142. 13278. 
#2 151.69 44.009 110.28 3263.1 96608. 13791. 

Check ? None None None None None None 
Value 
Range 

- S S S fl 0 B 3 513 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20213. 15139. 2340.1 53.834 75070. 1664.7 
Stddev 591. 4. 67.9 .520 648. 17.9 
%RSD 2.9257 .02857 2.9017 .96610 .86358 1.0775 

#1 19795. 15136. 2292.1 54.202 75528. 1677.3 
#2 20631. 15142. 2388.2 53.466 74611. 1652.0 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 I11908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.118 9.7973 144.10 43061. 
Stddev .697 .8605 .47 133. 
%RSD 3.0145 8.7831 .32340 .30800 • 

#1 23.611 9.1888 144.43 42967. 
#2 22.625 10.406 143.77 43154. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8269.8 10327. 136940. 18852. 
Stddev 63.9 76. 405. 279. 
%RSD .77218 .73747 .29576 1.4788 

#1 8224.7 10273. 136650. 19049. 
#2 8315.0 10381. 137220. 18655. 

»S®lSfi352 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:24:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 118.04 35621. 952.72 1246.6 1.3107 31048. 
Stddev 2.28 1439. 2.47 53.1 .0469 1393. 
%RSD 1.9336 4.0388 .25976 4.2562 3.5783 4.4866 

#1 119.65 34604. 950.97 1209.1 1.2776 30063. 
#2 116.43 36638. 954.47 1284.2 1.3439 32033. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 84.843 24.212 62.997 1804.0 56071. 7791,3 
Stddev .106 .108 1.135 36.0 2366. 324.2 
%RSD .12484 .44583 1.8016 1.9957 4.2197 4.1616 

#1 84.768 24.135 63.799 1829.5 54398. 7562.0 
#2 84.918 24.288 62.194 1778.6 57744. 8020.6 

Check ? None None None None None None 
Value 
Range 

SS9998353 



Sample Name: 0008725-13 Acquired: 11 /3Q/2007 14:24:10 Type: Link 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121}: 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11887. 8869.2 1346.2 29.613 42115, 927.22 
Stddev 566. 145.2 62.8 .070 74. 1.64 
%RSD 4.7599 1.6366 4.6687 .23685 .17559 .17701 

#1 11487. 8971.8 1301.7 29.662 42168. 926.06 
#2 12287. 8766.5 1390.6 29.563 42063. 928.38 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 12.659 5.3209 80.582 24980. 
Stddev .378 1.1442 1.762 54. 
%RSD 2.9870 21.503 2.1867 .21485 

#1 12.392 6.1299 81.828 25018. 
#2 12.926 4.5118 79.336 24942. 

Check ? None None None None 
Value 
Range 

:#sasfii:35J 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:24:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8638.4 10635. 139640. 18438. 
Stddev 1.7 16. 2374. 774. 
%RSD .01914 .15041 1.7004 4.1977 

#1 8639.6 10647. 137960. 18985. 
#2 8637.2 10624, 141310. 17890. 

•fflaaiiiaass 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 176 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .91911 .39307 .98469 .16512 .05790 3.7813 
Stddev .24997 6.8071 .20640 .07333 .04997 .9447 
%RSD 27.197 1731.8 20.961 44.409 86.312 24.983 

#1 
\ 

.74236 5.2064 1.1306 .21697 .02256 3.1133 
#2 1.0959 -4.4203 .83874 .11327 .09323 4.4493 

Check ? None 
i 
None None None None None 

Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.02634 .00704 -.45611 -.02453 10,178 -4.1507 
Stddev .09884 .01005 .37571 .09838 1.249 17.245 
%RSD 375.28 142.75 82.373 401.04 12.271 415.47 

#1 -.09622 .01415 -.72177 .04503 11.061 8.0432 
#2 .04355 -.00007 -.19044 -.09409 9.2950 -16.345 

Check ? None None None None None None 
Value 
Range 

S'SSfiSB 3513 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 176 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.3213 2.9401 9,6904 02593 48.935 .11709 
Stddev 6.0913 .6837 3.4827 .00495 5.940 .43684 
%RSD 65.347 23.253 35.940 19.079 12.139 373.09 

#1 -13.628 2.4567 12.153 .02243 44.735 .42598 
#2 -5.0142 3.4235 7.2277 .02943 53.135 -.19181 

Check ? None None None None None None 
Value 
Range / 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .68687 .27391 .15672 28.940 
Stddev 2.1623 .12908 .37786 4.112 
%RSD 314.81 47.123 241.11 14.210 

#1 2.2159 .36518 .42391 26.032 
#2 -.84212 .18264 -.11047 31.848 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 176 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9352.2 10650. 142260. 18971. 
Stddev 26.2 38. 651. 685. 
%RSD .27972 .35589 .45767 3.6101 

#1 9370.7 10677. 141800. 19456. 
#2 9333.7 10623. 142720. 18487. 



Sample Name: BLANK Acquired: 11/30/2007 14:29:40 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3655 -10.744 -1.3698 -.08584 -.00645 -3.2143 
Stddev .4315 2.204 .5617 .14529 .02866 1.3095 
%RSD 31.603 20.510 41.003 169.25 444.01 40.740 

#1 1.0603 -12.303 -1.7670 .01689 -.02672 -4.1403 
#2 1.6706 -9.1861 -.97267 -.18858 .01381 -2.2884 

Check ? None None None None None None 
Value 
Range • 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .33085 -.45646 -.01689 -.30141 5.6768 10.387 
Stddev .02635 .15715 .20115 .03823 .8745 15.310 
%RSD 7.9641 34.428 11:90.9 12.682 15.404 147.39 

#1 .34948 -.56758 -.15913 -.32844 5.0585 21.213 
#2 .31222 -.34534 .12535 -.27438 6.2951 -.43848 

Check ? None None None None None None 
Value 
Range 

BS#lS:fi35g 



Sample Name: BLANK Acquired: 11/30/2007 14:29:40 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution:! Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.9649 .87069 11.091 -1.0198 3.8963 2.9053 
Stddev 1,3865 .04945 3.122 .3536 .1136 .8303 
%RSD 17.408 5.6795 28.146 34.672 2.9154 28.580 

#1 -8.9453 .83572 13.299 -1.2698 3.9766 2.3181 
#2 -6.9844 .90566 8.8840 -.76975 3.8160 3.4924 

Check ? None None None None None None 
Value 
Range 

Ejem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.5746 -4.4693 .15085 -.12355 
Stddev .0410 1.2189 .27133 .03717 
%RSD .89687 27.272 179.87 30.087 

#1 4.6036 -5.3312 -.04102 -.09727 
#2 4.5456 -3.6074 .34271 -.14984 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:29:40 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8507.7 9563:6 127400. 20248. 
Stddev 101.2 140.5 1155. 3124. 
%RSD 1.1900 1.4692 .90624 15.429 

#1 8436.1 9464.3 126590. 22457. 
#2 8579.3 9663.0 128220. 18039. 



Sample Name: ZCRI Acquired: 11/30/2007 14:32:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.540 -12.570 9.9174 -.06124 5.6226 -3.1733 
Stddev .394 4.513 .2865 .10139 .1549 .0344 
%RSD 3.4130 35.905 2.8884 165.57 2.7542 1.0830 

#1 11.818 -15.761 9.7148 .01046 5.5131 -3.1976 
#2 11.261 -9.3787 10.120 -.13293 5.7321 -3.1490 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.1406 52.837 11.067 26.514 1.5037 5.2453 
Stddev .0193 .016 .431 .338 .7151 19.649 
%RSD .37589 .03071 3.8972 1.2750 47.555 374.60 

#1 5.1269 52.825 11.372 26.275 .99809 -8.6486 
#2 5.1542 52.848 10.762 26.753 2.0094 19.139 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 14:32:25 Type: QG 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_360u) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.2198 17.724 1.5522 43.071 F 15.357 61.219 
Stddev 8.4288 .150 3,1528 .024 .387 1.137 
%RSD 135.52 .84489 203.1,2 .05667 2.5208 1.8572 

#1 -.25975 17.618 -.67719 43.054 15.631 60.415 
#2 -12.180 17.830 3.7816 43.088 15.083 62.023 

Check ? None Chk Pass None Chk Pass Chk Fail Chk Pass 
Value 10.000 
Range 50.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.636 28.212 53.618 62.622 
Stddev 1.810 .167 .136 .470 
%RSD 5.3801 .59075 .25280 .75106 

#1 32.356 28.095 53.714 62.955 
#2 34.916 28.330 53.522 62.289 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

ffia»§#S3B3 



Sample Name: ZCRl Acquired: 11/30/2007 14:32:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRl Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9321.1 10610. 139880. 18026. 
Stddev 70.1 67. 465. 507. 
%RSD .75160 .63022 .33275 2.8144 

#1 9370.6 10658. 140210. 18385. 
#2 9271.6 10563. 139550. 17668. 



Sample Name: CRI Acquired: 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.044 -8.3023 9.4152 -.15346 5.3544 -3.9370 
Stddev .349 2.6418 .1110 .24856 .1736 .5116 
%RSD 3.1629 31.820 1.1790 161.97 3.2428 12,995 

#1 10.797 -10.170 9.4937 -.32922 5.4772 -3.5753 
#2 11.292 -6.4343 9.3367 .02230 5.2316 -4.2988 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8272 50.326 10.299 24.627 -1.5007 -13.229 
Stddev .1155 .030 .018 .308 .5884 56.329 
%RSD 2.3932 .05936 .17095 1.2506 39.209 425,80 

#1 . 4.9089 50.347 10.287 24.845 -1.9168 -53.059 
#2 4.7455 50.304 10.312 24.410 -1.0846 26.601 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445}: 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -20.318 16.166 10.467 41.137 12.856 58.801 
Stddev 12.055 .023 2.474 .051 .567 .034 
%RSD 59.332 .14056 23.639 .12363 4.4113 .05814 

#1 -28.842 16.182 8.7170 41.173 13.257 58.777 
#2 -11.794 16.150 12.216 41.101 12.455 58.825 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.102 27.457 50.974 57.476 
Stddev .475 .771 .284 .345 
%RSD 1.4341 2.8086 .55725 .59946 

#1 33.438 26.912 50.773 57.720 
#2 32.767 28.002 51.175 57.232 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9561.8 10882. 143250. 18331. 
Stddev 21.1 50. 670. 1000. 
%RSD .22059 .45533 .46762 5.4532 

#1 9576.8 10917. 142780. 17624. 
#2 9546.9 10847. 143730. 19038. 



Sample Name: ICSA Acquired: 11/30/2007 14:37:48 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elern Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .60530 260010. 1.4702 -1.4610 2.4714 241500. 
Stddev .17962 631. 1.2911 .0854 .0197 1812. 
%RSD 29.674 .24264 87.817 5.8462 .79521 .75017 

#1 .47829 260460. .55727 -1.5214 2.4575 240220. 
#2 .73230 259570. 2.3832 -1.4006 2.4853 242780. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7695 3.9929 43.721 23.017 95082. -111.01 
Stddev .0169 .0719 .217 .049 397. 19.41 
%RSD .44846 1.8015 .49707 .21094 .41771 17.488 

#1 3.7576 3.9420 43.567 22.982 95363. -97.282 
#2 3.7815 4.0438 43.874 23.051 94802. -124.74 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit • 

Low Limit 

mmmsms 



Sample Name: ICSA Acquired: 11/30/2007 14:37:48 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 246980. 15.933 798.12 20.265 3.1468 -.10245 
Stddev 1257. .040 2.04 .035 .3888 .94817 
%RSD .50888 .24967 .25511 .17126 12.357 925.47 

#1 247870. 15.905 799.56 20.290 2.8718 .56801 
#2 246090. 15.961 796.68 20.240 3.4217 -.77291 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.2644 -1.1828 -.06674 24.375 
Stddev .6019 .8532 .32447 .088 
%RSD 14.116 72.132 486.19 .36231 

#1 -4.6900 -1.7861 -.29617 24.437 
#2 -3.8387 -.57951 .16270 24.313 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 14:37:48 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7621.7 9646.9 127950. 17898. 
Stddev 27.8 30.4 143. 24. 
%RSD .36504 .31502 .11152 .13513 

#1 7602.0 9625.4 128050. 17881. 
#2 7641.4 9668.4 127850. 17915. 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 203.67 253080. 92.797 535.51 485.25 225860. 
Stddev 1.69 2234. .437 4.68 3.75 11975. 
%RSD .82906 .88276 .47041 .87423 .77252 5.3017 

#1 204.86 254660. 92.488 538.82 487.90 217390. 
#2 202.47 251500. 93.105 532.20 482.60 234330. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 931.79 479.06 497.66 507.65 92185. -123.32 
Stddev .91 .22 1.91 1.79 812. 2.74 
%RSD .09763 .04507 .38338 .35252 .88129 2.2230 

#1 932.44 479.21 499.01 508.91 92760. -125.26 
#2 931.15 478.90 496.31 506.38 91611. -121.38 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg279Q Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241230. 483.78 788.38 989.97 56.261 568.74 
Stddev 1782. 2.11 8.79 .77 1.442 .30 
%RSD .73878 .43608 1.1153 .07810 2.5622 .05292 

#1 242500. 485.28 794.60 990.52 55.242 568.53 
#2 239970. 482.29 782.17 989.43 57.281! 568.95 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

E|em Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.048 92.315 464.66 981.34 
Stddev .224 1.059 .99 1.42 
%RSD .44756 1.1476 .21407 .14475 

#1 50.207 91.566 465.36 982.35 
#2 49.890 93.064 463.95 980.34 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7682.8 9698.0 128230. 18105. 
Stddev 2.5 4.8 528. 130. 
%RSD .03234 .04936 .41175 .71752 

#1 7681.0 9701.4 127860. 18013. 
#2 7684.5 9694.6 128600. 18197. 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 595.76 5035.6 242.97 5101.3 120.76 12126. 
Stddev 1.11 90.1 1.08 108.8 2.41 231. 
%RSD .18555 1.7894 .44364 2.1332 1.9960 1.9040 

#1 594.98 4971.9 243.74 5024.3 119.06 11962. 
#2 596.54 5099.3 242.21 5178.2 122.47 12289. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.53 1192.2 476.60 595.26 2414.1 12466. 
Stddev .29 5.5 .72 1.66 48.9 284. 
%RSD .23806 .46048 .15142 .27850 2.0264 2.2761 

#1 121.73 1196.1 476.09 594.09 2379.5 12265. 
#2 121.32 1188.4 477.11 596.43 2448.7 12666. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 2c 51.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11585. 1183.4 12295. 1212.8 238.72 1211.7 
Stddev 200. 2.9 233. 5.0 1.06 3.9 
%RSD 1.7291 .24672 1.8951 .41249 .44526 .32400 

#1 11443. 1181.4 12130. 1216.3 239.47 1214.5 
#2 11726. 1185.5 12460. 1209.3 237.97 1208.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 238.68 243.89 1162.7 1194.4 
Stddev 1.74 .77 2.5 6.9 
%RSD .72694 .31439 .21558 .57463 

#1 239.91 243.34 1160.9 1199.2 
#2 237.46 244.43 1164.4 1189.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

fifi®sia:375 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8844.6 10432. 139870. 18940. 
Stddev 25.7 20. 892. 140. 
%'RSD .29045 .19198 .63744 .74151 

#1 8826.4 10418. 140510. 19039. 
#2 8862.7 10446. 139240. 18840. 



Sample Name: CCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .91545 -9.6959 -.85555 .06400 .04505 -5.1032 
Stddev .00686 5.6439 .19151 .06991 .04028 .0973 
%RSD .74899 58.209 22.384 109.24 89.419 1.9064 

#1 .91060 -13.687 -.72013 .11344 .07353 -5.0344 
#2 .92030 -5.7051 -.99096 .01456 ,01656 -5.1720 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06231 -.28449 -.27223 -.69109 -1.2258 10.477 
Stddev .00787 .13768 .20316 .07090 .5526 25.552 
%RSD 12.623 48.395 74.631 10.258 45.083 243.89 

#1 .05675 -.38185 -.41588 -.74123 -.83506 28.545 
#2 .06787 -.18714 -.12857 -.64096 -1.6166 -7.5912 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit -

Low Limit 

S:§Mfi!377 



Sample Name: CCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.057 .04638 4.4517 -.31055 1.1386 2.5680 
Stddev .646 .01398 3.6658 .26828 .3976 .5116 
%RSD 5.3559 30.143 82.346 86.387 34.920 19.922 

#1 -11.600 .05627 7.0438 -.12085 .85744 2.9298 
#2 -12.513 .03650 1.8596 -.50026 1.4197 2.2063 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8246 -.65155 .00033 -1.7806 
Stddev .5723 .17593 .42772 .0555 
%RSD 31.366 27.002 128080. 3.1170 

#1 2.2293 -.77595 .30278 -1.8198 
#2 1.4199 -.52715 -.30211 -1.7413 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method; TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9144.4 10418. 144650. 20019. 
Stddev 29.5 25. 1614. 956. 
%RSD .32252 .23622 1.1161 4.7749 

#1 9165.2 10435. 145790. 19343. 
#2 9123.5 10400. 143500. 20695. 



Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 177 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 105.95 127690. 670.83 1826.8 2.6231 68034. 
Stddev 1.40 889. 2.10 15.8 .0492 188. 
%RSD 1.3177 .69608 .31269 .86745 1.8742 .27628 

#1 104.96 128320. 669.35 1838.0 2.6579 68167. 
#2 106 94 127070. 672.32 1815.6 2.5884 67901. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 96.549 98.582 175.67 1034.5 151590. 32350. 
Stddev .748 .973 2.60 12.3 388. 231. 
%RSD .77449 .98686 1.4816 1.1860 .25610 .71312 

#1 96.020 97.894 173.83 1025.9 151870. 32513. 
#2 97.077 99.270 177.51 1043.2 151320. 32187. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 177 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 37364. 7989.7 1533.8 138.21 9858.9 388.41 
Stddev 162. 132.6 17.4 1.50 92.7 3.84 
%RSD .43382 1.6600 1.1369 1.0867 .94033 .98904 

#1 37479. 7895.9 1546.2 137.15 9793.4 385.69 
#2 37250. 8083.5 1521.5 139.27 9924.5 391.12 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 13.497 7.0603 280.22 26910:. 
Stddev .610 1.2058 4.25 299. 
%RSD 4.5216 17.079 1.5149 1.1094 

#1i 13.929 6.2077 277.22 26698. 
#2 13.066 7.9129 283.22 27121. 

Check ? None None None None 
Value 
Range 

BajSflSS'3Bl 



Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 177 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7965.5 10582. 144490. 21604. 
Stddev 6.5 8. 636. 60. 
%RSD .08173 .07415 .44008 .27970 

#1 7970.1 10577. 144940. 21561. 
#2 7960.9 10588. 144040. 21647. 



Sample Name: 0008723-01D Acquired: 11/30/2007 14:51:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 178 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313 .042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 108.37 138250. 679.08 1973.7 2.8719 73907. 
Stddev .04 8628. 2.06 115.0 .0661 4685. 
%RSD .03627 6.2405 .30402 5.8248 2.3024 6.3394 

#1 108.40 132150. 677.62 1892.4 2.8252 70594. 
#2 108.35 144350. 680.54 2055.0 2.9187 77221. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 97.404 99.842 181.79 1065.3 162070. 34827. 
Stddev .421 .344 .07 3.2 7100. 2049. 
%RSD .43227 .34415 .03914 .29851 4.3808 5.8822 

#1 97.107 99.599 181.74 1063.1 157050. 33378. 
#2 97.702 100.09 181.84 1067.6 167090. 36275. 

Check ? None None None None None None 
Value 
Range 

saiiaaiss 



Sample Name: 0008723-01D Acquired: 11/30/2007 14:51:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 178 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40518. 8324.4 1666.6 141.32 9993.0 391.47 
Stddev 2582. 14.7 92.8 .06 34.9 .25 
%RSD 6.3727 .17657 5.5675 .04352 .34932 .06288 

#1 38692. 8334.8 1601.0 141.27 9968.3 391.64 
#2 42343. 8314.0 1732,3 141.36 10018. 391.30 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.463 7.8410 287.88 27567. 
Stddev 1.099 1.0074 .53 120. 
%RSD 7.5968 12.848 .18441 .43602 

#1 15.239 8.5533 287.50 27482. 
1 

#2 13.686 7.1287 288.25 27652. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01D Acquired: 11/30/2007 14:51:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 178 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7911.9 10594. 142910. 20477. 
Stddev 2.9 3. 582. 815. 
%RSD .03622 .02849 .40714 3.9791 

#1 7909.9 10592. 142500. 21053. 
#2 7914.0 10596. 143320. 19901. 

mmmmsm 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 150.28 129900, 625.74 5459.2 85.374 65340. 
Stddev .58 1719. 1.49 63.0 1.230 866. 
%RSD .38340 1.3234 .23830 1.1538 1.4401 1.3247 

#1 149.87 128680. 624.68 5414.7 84.505 64728. 
#2 150.68 131110. 626.79 5503.8 86.244 65952. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 163.30 989.85 497.18 1437.3 154470. 32546. 
Stddev .54 4.54 4.75 9.2 1979. 291. 
%RSD .33190 ,45905 .95508 .63719 1.2815 .89398 

#1 162.92 986.64 493.82 1430.8 153070. 32340. 
#2 163.69 993.06 500.54 1443.7 155870. 32752. 

Check ? None None None None None None 
Value 
Range 

SflfflfiSrl 3 SB 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36667. 7611.7 1844.8 1030.9 8713.3 518.15 
Stddev 511. 57.9 / 28.0 3.1 23.1 1.52 
%RSD 1.3946 .76037 1.5191 .30452 .26505 .29340 

#1 36305. 7570.8 1825.0 1028.7 8697.0 517.07 
#2 37028. 7652.7 1864.6 1033.1 8729.6 519.22 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 102.33 87.168 1072.8 20985. 
Stddev .02 1.555 9.9 23. 
%RSD .01792 1.7835 .92436 .11125 

#1 102.34 86.069 1065.8 20969. 
#2 102.31 88.268 1079.8 21002. 

Check ? None None None None 
Value 
Range 

MmS387 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: UnK 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8018.2 10564. 142350. 19882. 
Stddev 10.3 1. 359. 10. 
%RSD .12785 .01329 .25251 .04853 

#1 8011.0 10563. 142600. 19888. 
#2 8025.5 10565. 142090. 19875. 



Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 180 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 ( 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.920 33842. 148.04 496.22 1.1380 18593. 
Stddev .353 585. 3.05 14.71 .1224 275. 
%RSD 1.3628 1.7278 2.0590 2.9643 10.753 1.4781 

#1 26.170 34256. 150.19 506.62 1.2245 18787. 
#2 25.671 33429. 145.88 485.82 1.0515 18399. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 22.043 25.408 44.125 238.25 42033. 8577.1 
Stddev .422 .760 .637 .77 654. 126.8 
%RSD 1.9141 2.9893 1.4438 .32255 1.5553 1.4786 

#1 22.341 25.945 43.675 237.70 42495. 8666.8 
#2 21.744 24.871 44.576 238.79 41571. 8487.4 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: Unk 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 180 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10263. 2059.2 404.53 34.194 2116.1 88.431 
Stddev 167. 1.2 3.73 1.082 29.5 .282 
%RSD 1.6280 .05718 .92109 3.1637 1.3944 .31926 

#1 10381. 2060.1 407.16 34.959 2136.9 88.630 
#2 10145. 2058.4 401.89 33.429 2095.2 88.231 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.9332 1.9301 70.637 5936.1 
Stddev .7493 2.0278 .691 80.9 
%RSD 19.050 105.06 .97765 1.3623 

#1 3.4034 .49622 70.149 5993.3 
#2 4.4630 3.3639 71.126 5878.9 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 180 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8803.9 10685. 138450. 18086. 
Stddev 80.3 113. 229. 203. 
%RSD .91236 1.0530 .16566 1.1229 

#1 8747.1 10605. 138290. 17943. 
#2 8860.7 10765. 138610. 18230. 

. Bfflfifiossai 



Sample Name: 0008723-02 Acquired: 11/30/2007 14:59:37 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution:! Operator: SRV 
Comment: 181 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05078 165850. 54.323 1940.6 2.3376 36264. 
Stddev .03052 837. .648 4.6 .0064 171. 
%RSD 60.100 .50473 1.1926 .23749 .27399 .47219 

#1 .02920 165260. 53.865 1937.3 2.3331 36142. 
#2 .07236 166440. 54.781 1943.8 2.3421 36385. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4849 117.76 199.73 196.69 185250. 29911. 
Stddev .0158 1.23 3.67 2.71 2548. 126. 
%RSD .28761 1.0486 1.8374 1.3770 1.3756 .42126 

#1 5.4961 116.89 197.14 194.78 183450. 29822. 
#2 5.4738 118.63 202.33 198.61 187060. 30000. 

Check ? None None None None None None 
Value 
Range 

asmmmm 



Sample Name: 0008723-02 Acquired: 11/30/2007 14:59:37 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 181 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 30559. 5984.8 1197.1 143.33 154.51 1.9637 
Stddev 230. 80.3 3,3 2.38 3.18 1.0894 
%RSD .75331 1.3422 .27230 1.6612 2.0570 55.475 

#1 30396. 5928.0 1194.8 141.65 152.26 1.1934 
#2 30722. 6041.6 1199.4 145.02 156.75 2.7340 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) r 
Units ug/L ug/L ug/L ug/L 
Avg 2.1548 -6.1159 448.44 740,39 
Stddev .4916 .2620 5.62 12.22 
%RSD 22.815 4.2838 1.2539 1.6501 

#1 1.8072 -6.3012 444.46 731.76 
#2 2.5025 -5.9307 452.41 749.03 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-02 Acquired: 11 /30/2007 14:59:37 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution:! Operator: SRV 
Comment: 181 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8007.6 10731. 144670. 20390. 
Stddev 30.8 12. 575. 72. 
%RSD .38486 .10741 .39736 .35290 

#1 8029.4 10723. 145070. 20441. 
#2 79858 10739. 144260. 20339. 

mmmmsm a 



Sample Name: 0008723-03 Acquired: 11/30/2007 15:02:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution:! Operator: SRV 
Comment: 182 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .45689 177540. 48.914 1771.9 2.4642 44093. 
Stddev .06339 98. .308 2.6 .0354 92. 
%RSD 13.874 .05512 .62991 .14506 1.4381 .20861 

#1 .50171 177470. 49.132 1773.7 2.4892 44028. 
#2 .41207 177610. 48.697 1770.1 2.4391 44158. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2237 111.37 203.51 191.34 177680. 34147. 
Stddev .1349 .17 1.48 .91 2578. 3. 
%RSD 2.5831 .15648 .72535 .47646 1.4509 .00838 

#1 5.3191 111.24 202.46 191.98 179500. 34149. 
#2 5.1283 111.49 204.55 190.69 175860: 34145. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-03 Acquired: 11/30/2007 15:02:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 182 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34002. 5030.0 1673.5 159.93 190.05 3.5687 
Stddev 86. 29.6 9.1 .25 2.69 .6200 
%RSD .25171 .58940 .54204 .15606 1.4130 17.373 

#1 33941. 5009.0 1679.9 160.10 191.94 3.1303 
#2 34062. 5050.9 1667.1 159.75 188.15 4.0071 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.1708 -7.0618 428.59 655.28 
Stddev 1,3374 .8934 .27 1.02 
%RSD 114.24 12.651 .06225 .15546 

#1 -2.1165 -6.4301 428.40 656.00 
#2 -.22506 -7.6935 428.77 654.56 

Check ? None None None None 
Value 
Range 

aiafflas39fi 



Sample Name: 0008723-03 Acquired: 11/30/200715:02:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 182 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7947.8 10830. 145820. 20581. 
Stddev 42.0 54. 183. 150. 
%RSD .52903 .50186 .12578 .72666 

#1 7918.0 10791. 145950. 20476. 
#2 7977.5 10868. 145690. 20687. 



Sample Name: 0008723-10 Acquired: 11/30/2007 15:05:22 Type: link 
Method: TAL20071130A Mode: CON'C Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.0251 149450. 62.009 1806.2 -.05040 43837. 
Stddev .2134 963. .123 4.7 .03936 232. 
%RSD 10.537 .64464 .19867 .25778 78.098 .52921 

#1 2.1760 148760. 62.096 1802.9 -.02257 43673. 
#2 1.8742 150130. 61.921 1809.5 -.07824 44001. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_371Q) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.6787 117.63 221.16 219.11 219220. 36160. 
Stddev .0156 1.18 1.29 .67 1001. 86. 
%RSD .20311 1.0028 .58395 .30800 .45646 .23749 

#1 7.6897 116.80 220.25 218.63 219930. 36100. 
#2 7.6676 118.47 222.08 219.58 218510. 36221. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-10 Acquired: 11/30/2007 15:05:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32717. 5417.0 1707.5 134.32 439i88 6.5783 
Stddev 227. 39.2 2.0 .95 2.09 .6585 
%RSD .69349 .72378 .11743 .71082 .47489 10.010 

#1 32556. 5389.2 1708.9 133.64 438.40 7.0439 
#2 32877. 5444.7 1706.0 134.99 441.36 6.1126 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg •1.2714 -7.6935 632.97 1017.1 
Stddev 1.4426 .2320 5.00 9.8 
%RSD 113.46 3.0150 .79031 .96506 

#1 .25134 -7.5295 629.43 1010.2 
#2 2.2915 -7.8575 636.50 1024.0 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-10 Acquired: 11/30/2007 15:05:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8024.6 10807. 145250. 20645. 
Stddev 26.2 32. 13. 208. 
%RSD .32661 .29761 .00862 1.0058 

#1 8043.1 10830. 145240. 20498. 
#2 8006.0 10784. 145260. 20791. 

iiiaaajia 



Sample Name: 0008723-11 Acquired: 11/30/2007 15:08:15 Type: Unk 
Method: TAL20071130A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 184 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3843 187500. 54.205 3018.7 1.6543 54341. 
Stddev .2559 974. .606 1.6 .0487 410. 
%RSD 18.482 .51956 1.1171 .05135 2.9424 .75446 

#1 1.2034 186810, 54.633 3019.7 1.6198 54051. 
#2 1.5652 188190. 53.777 3017.6 1.6887 54631. 

Check ? None None None None None None 
Value 
Range -

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 i.490{44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8080 128.11 304.06 183.27 201680. 45424. 
Stddev .1520 .66 2.19 1.24 951. 54. 
%'RSD 2.6178 .51421 .72070 .67420 .47140 .11864 

#1 5.9155 127.64 302.51 182.40 201010. 45386. 
#2 5.7005 128.57 305.61 184.14 202350. 45463. 

Check ? None None None None None None 
Value 
Range 

mmmmmi 



Sample Name: 0008723-11 Acquired: 11/30/2007 15:08:15 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 184 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121)257 .610 {131} 589.592 { 57} 231 .604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48195. 5430.5 3485.0 257.03 213.01 4.2068 
Stddev 406. 62.4 9.1 1.61 1.74 .8015 
%RSD .84268 1.1488 .25987 .62763 .81522 19.052 

#1 47907. 5386.3 3478.6 255.89 211.78 3.6401 
#2 48482. 5474.6 3491.4 258.17 214.23 4.7736 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.2266 -10.097 479.81 765.31 
Stddev .0086 .176 2.39 3.88 
%RSD .70446 1.7382 .49877 .50703 

#1 -1,2327 -9.9733 478.11 762.57 
#2 -1.2205 -10.222 481.50 768.05 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-11 Acquired: 11/30/200715:08:15 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution:! Operator: SRV 
Comment: 184 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7898.5 10806. 144280. 20118. 
Stddev 9.7 16. 338. 180. 
%RSD .12244 .14381 .23433 .89708 

#1 7905.3 10817. 144510. 19990. 
#2 7891.6 10795. 144040. 20245. 



Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .88131 145050. 47.212 1679.5 .59759 44439. 
Stddev .03681 2905. .573 30.1 .04584 957. 
%RSD 4.1769 2.0031 1.2139 1.7941 7.6700 2.1540 

#1 .90734 143000. 47.617 1658.2 .56518 43762. 
#2 .85528 147100. 46.807 1700.9 .63000 45116. 

Check ? None None None None None None 
Value 
Range 

Eiem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.3964 104.21 186.17 170.00 187170. 34019. 
Stddev .0903 .23 2.72 1.27 3649. 396. 
%RSD 1.6726 .22227 1.4615 .74755 1.9493 1.1653 

#1 5.3326 104.05 184.25 169.10 184590. 33739. 
#2 5.4602 104.37 188.09 170.90 189750. 34299. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33884. 4534.6 1468.4 134.06 224.53 5.0986 
Stddev 898. 68.5 38.5 .11 .48 1.4097 
%RSD 2.6490 1.5106 2.6187 .08373 .21409 27.649 

#1 33249. 4486.2 1441.3 133.98 224.87 4.1018 
#2 34518. 4583.0 1495.6 134.14 224.19 6.0954 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7058 -8.0505 498.02 712.04 
Stddev .3084 .8494 5.66 1.31 
%RSD 18.081 10.551 1.1367 .18405 

#1 1.9239 -7.4499 494.01 711.11 
#2 1.4877 -8.6512 502.02 712.96 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8020.0 10800. 144950. 20591. 
Stddev 5.7 27. 958. 85. 
%RSD .07062 .25132 .66067 .41104 

#1 8024.0 10820. 145630. 20651. 
#2 8016.0 10781. 144270. 20531. 



Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: UnK 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 4! 55.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .81916 732.97 .38528 9.5246 .03734 252.74 
Stddev .36392 422.73 .32029 4.3648 .02951 117.87 
%RSD 44.425 57.673 83.132 45.827 79.020 46.637 

#1 1.0765 1031.9 .61176 12.611 .05821 336.09 
#2 .56184 434.06 .15880 6.4382 .01648 169.39 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.12075 .62820 1.1438 .95306 1046.8 231.23 
Stddev .11852 .11503 .3080 .12761 561.0 51.49 
%RSD 98.155 18.310 26.932 13.389 53.594 22.270 

#1 -.03694 .70953 .92594 .86283 1443.4 267.64 
#2 -.20455 .54686 1.3616 1.0433 650.07 194.82 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610(131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISiRef (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 183.92 36.671 23.307 .86427 2.5355 -1.3157 
Stddev 92.39 5.492 1.252 .09305 .2495 .5605 
%RSD 50.236 14.977 5.3736 10.766 9.8381 42.600 

#1 249.25 32.787 22.421 .79848 2.7119 -1.7120 
#2 118.58 40,554 24.192 .93007 2.3591 -.91939 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 (115} 206 i.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units Ug/L ug/L ug/L ug/L 
Avg .15049 .53376 3.6765 4.4529 
Stddev .45881 .89947 .6531 .6639 
%RSD 304.88 168.52 17.764 14.908 

#1 .47492 1.1698 3.2147 4.9223 
#2 -.17394 -.10227 4.1383 3.9835 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admiri Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9367.9 10698. 140760. 18079. 
Stddev 11.1 25. 224. 644. 
%RSD .11843 .23439 .15913 3.5625 

#1 9360.1 10680. 140600. 17624. 
#2 9375.7 10716. 140920. 18534. 



Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator; SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 587.86 5366.2 242.63 5335.9 125.10 12688. 
Stddev 8.82 175.1 1.42 120.5 2.81 292. 
%RSD 1.5010 3.2624 .58701 2.2583 2.2490 2.3031 

#1 581.62 5490.0 243.63 5421.1 127.09 12894. 
#2 594.10 5242.4 241.62 5250.7 123.11 12481. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_37l0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.13 1190.1 468.88 596.95 2641.9 12909. 
Stddev .17 3.4 6.73 8.71 109.9 316. 
%RSD .14287 .28565 1.4363 1.4599 4.1607 2.4495 

#1 121.25 1192.5 464.12 590.78 2719.6 13133. 
#2 121.01 1187.7 473.64 603.11 2564.2 12686. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12231, 1178.2 13004. 1212.6 237.18 1195.6 
Stddev 302. 14.5 295. 4.0 .81 2.1 
%RSD 2.4687 1.2348 2.2695 .32907 .33989 .17289 

#1 12445. 1167.9 13213. 1215.4 237.75 1197.1 
#2 12018. 1188.5 12795. 1209.8 236.61 1194.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 237.92 244.39 1158.1 1194.5 
Stddev .91 1.07 15.4 7.0 
%RSD .38071 .43926 1.3329 .58993 

#1 237.28 245.15 1147.2 1199.5 
#2 238.56 243.63 1169.0 1189.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: JAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8954.9 10579, 142350. 18606. 
Stddev 18.2 4. 1627. 434. 
%RSD .20340 .04242 1.1427 2.3304 

#1 8942.0 10582. 143500. 18299. 
#2 8967.8 10575. 141200. 18912. 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189. .042 {478} 455 i.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0490 -9.6890 -.47069 .18646 .01680 -4.4524 
Stddev .1841 2.6798 .38820 .27493 .01432 .2940 
%RSD 17.551 27.658 82.474 147.44 85.192 6.6041 

#1 1.1792 -7.7941 -.19620 .38087 .02693 -4.6604 
#2 .91881 -11.584 -.74519 -.00794 .00668 -4.2445 

Cheek? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228 .616 {447} 267 .716 {126} 324. .754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03877 -.19134 -.24372 -.96199 -1.0696 21.040 
Stddev .06650 .00999 .19747 .08568 .5857 14.589 
%RSD 171,56 5.2217 81.026 8.9062 54.761 69.336 

#1 .08579 -.18427 -.10408 -.90141 -.65543 31.356 
#2 -.00826 -.19840 -.38335 -1.0226 -1.4838 10.725 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.0262 .04875 2.9679 -.39301 .47056 1.3721 
Stddev 1.4900 .01405 5.9324 .03193 .18155 .5630 
%RSD 49.236 28.824 199.89 8.1249 38.581 41.029 

#1 -1.9726 .03882 7.1627 -.37043 .34219 1.7702 
#2 -4.0798 .05869 -1.2270 -.41559 .59894 .97404 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit • 

Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L Ug/L ug/L 
Avg 1.8045 -.58027 -.11058 -1.8173 
Stddev .1141 .21793 .09474 .0913 
%RSD 6.3217 37.557 85.672 5.0255 

#1 1.7239 -.73437 -.04359 -1.7527 
#2 1.8852 -.42617 -.17757 -1.8819 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606{446}224.306{450} 360.073{94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9234.4 10508. 145000. 19677. 
Stddev 13.3 13. 1055. 24. 
%RSD .14390 .12370 .72746 .12130 

#1 9243.8 10517. 145740. 19660. 
#2 9225.0 10499; 144250. 19694. 



Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 203.08 84287. 1007.3 1939.5 1.1992 225190. 
Stddev 1.68 2124. 7.7 46.9 .0553 7454. 
%RSD .82487 2.5194 .76719 2.4206 4.6096 3.3100 

#1 201.90 82785. 1001.8 1906.3 1.1601 219920, 
#2 204.27 85788. 1012.7 1972.7 1.2383 230460. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 587.65 80.169 191.28 1563.1 208510. 16570. 
Stddev 4.38 .636 2.36 14.1 4092. 387. 
%RSD .74458 .79396 1.2322 .90281 1.9626 2.3326 

#1 584.55 79.718 189.61 1553.1 205620. 16297. 
#2 590.74 80.619 192.95 1573.1 211410. 16843. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_37l0) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 94430. 9657.4 3109.1 150.46 21527. 574.94 
Stddev 2321. 80.3 72.3 1.29 190. 2.09 
%RSD 2.4578 .83175 2.3268 .86025 .88297 .36288 

#1 92789. 9600.6 3057.9 149.54 21392. 573.47 
#2 96071. 9714.2 3160.2 151.37 21661. 576.42 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 45.276 24.308 241.83 81904. 
Stddev 1.814 1.839 2.22 1200. 
%RSD 4.0075 7.5656 .91694 1.4655 

#1 43.993 23.008 240.26 81055. 
#2 46.559 25.609 243.39 82753. 

Check? None None None None 
Value 
Range 
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Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 (94} 3 71.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7687.6 10143. 137550. 20014. 
Stddev 18.2 18. 128. 250. 
%RSD .23653 .18161 .09336 1.2490 

#1 7700.5 10156. 137640. 20191. 
#2 7674.8 10130. 137460. 19837. 
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Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317,933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.9203 204250. 65.914 3576.8 1.3840 57261. 
Stddev .1036 128. 1.665 .5 .0374 1825. 
%RSD 3.5468 .06263 2.5259 .01487 2.6990 3.1862 

#1 2.8471 204160. 64.737 3576.5 1.3576 55971. 
#2 2.9936 204340. 67.091 3577.2 1.4104 58551. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7551 132.11 368.55 226.50 195180. 40866. 
Stddev .7400 .64 3.49 1.01 29. 13. 
%RSD 9.5418 .48537 .94584 .44374 .01461 .03152 

#1 8.2783 131.65 366.08 227.21 195200. 40875. 
#2 7.2318 132.56 371.01 225.79 195160. 40856. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin; Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 45428. 3751.9 1688.6 327.11 435.32 10.434 
Stddev 676. 4.4 16.5 .59 23.90 1.063 
%RSD 1.4887 .11735 .97585 .18007 5.4901 10..193 

#1 44950. 3748.8 1676.9 326.70 452.22 11.186 
#2 45906. 3755.1 1700.2 327.53 418.42 9.6821 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.90213 -13.744 418.23 1227.6 
Stddev 2.0829 .771 3.59 133.5 
%RSD 230.88 5.6082 .85791 10.878 

#1 -2.3749 -14.289 415.69 1322.1 
#2 .57067 -13.199 420.76 1133.2 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7912.6 10687. 142630. 20128. 
Stddev 4.1; 5. 464. 285. 
%'RSD .05216 .04654 .32526 1.4169 

#1 7909.7 10683. 142960. 19927. 
#2 7915.6 10690. 142300. 20330. 



Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator; SRV 
Comment: 188 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref _ (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .96473 163510. 55.564 2000.2 1.0270 43623. 
Stddev .07601 4947. .686 69.7 .0179 1423. 
%RSD 7.8787 3.0254 1.2352 3.4832 1.7441 3.2622 

#1 1.0185 160010. 55.078 1950.9 1.0144 42617. 
#2 .91099 167000. 56.049 2049.5 1.0397 44630. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6,2725 117.57 225.49 186.42 219850. 33567. 
Stddev .0419 .43 .80 1.34 6276. 875. 
%RSD .66760 .36400 .35505 .72043 2.8545 2.6055 

#1 6.3021 117.26 224.92 185.47 215410. 32949. 
#2 6.2429 117.87 226.06 187.37 224280. 34186. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: 188 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 2 • 51.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35752. 5574.4 1801 j6 138.27 289.56 4.0841 
Stddev 1138. 69.7 49.0 .36 .11 .3233 
%RSD 3.1832 1.2497 2.7210 .26325 .03772 7.9167 

#1 34947. 5525.1 1766.9 138.01 289.64 3.8555 
#2 36556. 5623.6 1836.3 138.52 289.49 4.3127 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2225 -6.3911 588.56 800.55 
Stddev 2.1077 2.0121 3.97 4.73 
%RSD 172.41 31.483 .67482 .59102 

#1 -.26791 -7.8138 585.76 803.89 
#2 2.7129 -4.9683 591.37 797.20 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: 188 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7992.9 10865. 144970. 20344. 
Stddev 3.5 3. 312. 64. 
%RSD .04352 .02695 .21546 .31603 

#1 79905 10867. 145200. 20389. 
#2 7995.4 10863. 144750. 20299. 
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Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 ' 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 189 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.2715 199680. 70.810 4024.5 .74938 55661. 
Stddev .1617 7634. 1.152 135.8 .01865 2045. 
%RSD 7.1173 3.8232 1.6261 3.3752 2.4883 3.6737 

#1 2.3858 194280. 69.996 3928.4 .76257 54215. 
#2 2.1571 205080. 71.625 4120.5 ,73620 57107. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.8189 160.86 404.68 231.57 189820. 45449. 
Stddev .0735 .32 1.41 .41 5302. 1513. 
%RSD .94003 .20193 .34747 .17824 2.7930 3.3279 

#1 7.7670 160.63 403.69 231.86 186070. 44379. 
#2 7.8709 161.09 405.68 231.28 193560. 46518. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 189 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445}: 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44215. 6741.2 3681.9 378.92 441.84 7.7616 
Stddev 1598. 32.1 113.0 1.03 1.19 1.6645 
%RSD 3.6145 .47655 3.0694 .27164 .26958 21.445 

#1 43085. 6764.0 3601.9 378.19 442.68 8.9385 
#2 45345. 6718.5 3761.8 379.65 440.99 6.5846 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.45627 -13.919 468.73 958.57 
Stddev 1.2243 1.955 1.33 .19 
%RSD 268.33 14.047 .28444 .01965 

#1 -1.3220 -12.536 467.78 958.44 
#2 .40945 -15.302 469.67 958.70 

Check ? None None None None 
Value -

Range 
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Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 189 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7868.4 10804. 143340. 20609. 
Stddev 1.2 21. 218. 274. 
%RSD .01505 .19861 .15186 1.3305 

#1 7869.3 10819. 143190. 20803. 
#2 7867.6 10789. 143490. 20415. 



Sample Name: 0008723-17 Acquired: 11 /3Q/2007 15:33:47 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 190 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.1369 134820, 55.220 1778.6 -.25674 41201. 
Stddev .0678 4967. .953 66.2 .06646 1549. 
%RSD 3.1722 3.6840 1.7255 3.7200 25.886 3.7606 

#1 2.0890 138330. 54.546 1825.3 -.30373 42296. 
#2 2.1848 131300. 55.894 1731.8 -.20974 40105. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) 

ug/L 
(In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 

Units 
(YJ2243) 

ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.5117 100,66 176.89 193.98 193550. 34542. 
Stddev ,0420 .86 1.53 2.69 7391, 1435. 
%RSD .64440 .85848 .86539 1.3859 3.8186 4.1545 

#1 6.5414 100.05 175.80 192.08 198780. 35557. 
#2 6.4820 101.27 177.97 195.88 188330. 33527. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-17 Acquired: 11/30/2007 15:33:47 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 190 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33662. 4478.5 1801.7 121.50 412.90 9.5673 
Stddev 1219. 55.2 76.4 .30 3.05 .6133 
%RSD 3.6225 1,2326 4.2403 .24749 .73928 6.4102 

#1 34525. 4439.5 1855.8 121.29 410.74 9.1336 
#2 32800. 4517.5 1747.7 121,72 415.06 10.001 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 • Zn2062 
line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.6200 -8.8953 481.83 877.70 
Stddev .9295 1.9752 7.39 4.77 
%RSD 35.475 22.205 1.5343 .54371 

#1 3.2772 -7.4986 476.61 874.32 
#2 1.9628 -10.292 487.06 881.07 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-17 Acquired: 11/30/2007 15:33:47 Type: Unk 
Method: TAL20071130A Mode; CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 190 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8131.6 10875. 149050. 20441. 
Stddev 31.3 50. 1222. 916. 
%RSD .38507 .45873 .81980 4.4828 

#1 8153.8 10910. 149920. 19793. 
#2 8109.5 10840. 148190. 21089. 
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Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg .58352 4110.4 -.17339 50.177 .04059 1177.9 
Stddev .09361 1339.5 .25651 15.628 .03997 376.4 
%RSD 16.042 32.587 147.94 31.147 98.494 31.954 

#1 .64971 3163.3 -.35477 39.126 .01232 911.74 
#2 .51733 5057.5 .00800 61.228 .06885 1444.0 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .15838 -.26271 2.1245 1.9943 6028.1 810.90 
Stddev .03959 .14561 1.2288 1.1640 1969.6 220.33 
%RSD 24.996 55.426 57.843 58.368 32.675 27.172 

#1 .13039 -.15975 2.9934 2.8173 4635.3 655.10 
#2 .18638 -.36567 1.2555 1.1712 7420.8 966.69 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK • Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 958.13 58.810 55.813 -.25977 .65017 1.5710 
Stddev 317.75 26.040 18.035 .07704 .70646 .6032 
%RSD 33.164 44.279 32.313 29.658 108.66 38.396 

#1 733.45 77.223 43.060 -.20529 1.1497 1.1445 
#2 1182.8 40.397 68.565 -.31425 .15063 1.9976 

Check ? None None None None None None 
Value 
Range 

Elem Sel960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2518 -1.9177 5.6267 1.0461 
Stddev .1298 .7308 2.5764 .7896 
%RSD 5.7643 38.108 45.788 75.485 

#1 2.3436 -1.4010 7.4485 1.6044 
#2 2.1600 -2.4345 3.8050 .48772 

Check ? None None None None 
Value 
Range 

S:flaS98*32 



Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg — 9024.2 10325. 140930. 19635. 
Stddev 22.5 32. 959. 429. 
%RSD .24964 .31375 .68019 2.1870 

#1 9008.3 10302. 141600. 19938. 
#2 9040.2 10348. 140250. 19331. 



Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.514 43.585 9.5579 .72429 5.3614 14.017 
Stddev .211 2.627 .4565 .12288 .0946 .869 
%RSD 1.8343 6.0284 4.7758 16.966 1.7642 6.1965 

#1 11.663 45.442 9,2352 .63740 5.2945 13.403 
#2 11.365 41.727 9.8807 .81118 5.4283 14.631 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228, 616(447} 267.716(126} 324.754 {104} 259 .940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0048 52.164 10.896 26.187 78.391 13.922 
Stddev .0147 .434 .045 .078 7.034 35.111 
%RSD .29461 .83146 .41384 .29768 8.9733 252.20 

#1 4.9944 52.471 10.928 26.243 83.365 38.750 
#2 5.0153 51.857 10.864 26.132 73.417 -10.905 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.5122 F 19.803 10.659 42.808 13.661 59.894 
Stddev 2.9201 .374 1.438 .220 .275 .052 
%RSD 116.24 1.8898 13.487 .51297 2.0133 .08637 

#1 .44738 19.539 11.676 42.964 13.466 59.930 
#2 4.5770 20.068 9.6426 42.653 13.855 59.857 

Check ? None Chk Fail None Chk Pass Chk Pass Chk Pass 
Value 15.000 
Range 30.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.489 27.622 53.099 60.443 
Stddev .409 1.180 .416 .995 
%RSD 1.2215 4.2721 .78404 1.6455 

#1 33.778 28.456 53.394 61.146 
#2 33.200 26.787 52.805 59.740 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass % 

Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator; SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306 {450} 360,073(94} 3" 71.030(91} 
Units Cts/S Cts/S cts/s Cts/S 
Ayg 9349.6 10655. 140640. 18710. 
Stddev 44.1 22. 196. 333. 
%RSD .47172 .20774 .13915 1.7793 

#1 9318.4 10640. 140510. 18945. 
#2 9380,8 10671. 140780. 18474. 



Sample Name: CRI Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.111 5.2258 10.456 -.14870 5.6794 .34178 
Stddev .116 6.1976 .561 .12138 .4473 .72705 
%RSD 1.0466 118.60 5.3701 81.627 7.8757 212.72 

#1 11.193 9.6081 10.059 -.06287 5.9957 .85588 
#2 11.029 .84343 10.853 -.23453 5.3631 -.17232 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7831 50.380 9.7619 25.199 21.131 -2.6232 
Stddev .0330 .243 .2093 .320 4.748 22.880 
%RSD .69039 .48180 2.1438 1.2690 22.470 872.20 

#1 4.8065 50.551 9.9099 24.973 24.489 -18.802 
#2 4.7598 50.208 9.6139 25.425 17.774 13.555 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

afl'S:Sifl&*37 



Sample Name: CRI Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. .353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.4602 16.021 -1.4676 41.016 11.899 59.511 
Stddev 1.6922 .068 1.5466 .217 .069 .572 
%RSD 22.683 .42517 105.38 .52917 .57863 .96112 

#1 -6.2637 16.069 -2.5612 40.862 11.850 59.915 
#2 -8.6568 15.973 -.37405 41.169 11.947 59.106 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.856 27.448 49.735 56.996 
Stddev 1.027 .401 .254 .261 
%RSD 3.0320 1.4597 .51132 .45793 

#1 34.582 27.732 49.555 57.181 
#2 33.130 27.165 49.915 56.812 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

isi'iaiiss 



Sample Name: CRI Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample !D: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9539.6 10804. 146250. 17954. 
Stddev 8.1 21. 350. 1068. 
%'RSD .08447 .19615 .23953 5.9501 

#1 9545.3 10819. 146010. 17198. 
#2 9533.9 10789. 146500. 18709. 



Sample Name: ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .39865 253240. -.88584 -1.2869 2.4154 233950. 
Stddev .12860 1701. .54787 .2501 .0365 1126. 
%RSD 32.259 .67168 61.848 19.433 1.5108 .48122 

#1 .30772 252040. -1.2732 -1.1100 2.3896 233150. 
#2 .48959 254450. -.49843 -14637 2.4412 234740. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6907 4.0347 43.269 24.106 91734. -75.980 
Stddev .0181 .0157 .519 .054 541. 3.457 
%RSD .48928 .38780 1.2000 .22523 .58957 4.5495 

#1 3.6779 4.0237 43.636 24.068 91351. -73.535 
#2 3.7034 4.0458 42.902 24.145 92116. -78.424 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

-sajBaftfij&B 



Sample Name; ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
unds ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241210. 16.465 799.14 20.041 3.2342 -1.0804 
Stddev 1076. .158 5.83 .150 .4755 .0098 
%RSD .44611 .95934 .72930 .75084 14.703 .90501 

#1 240450. 16.577 795.02 19.935 3.5705 -1.0873 
#2 241970. 16.353 803.27 20.148 2.8980 -1.0735 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.1400 -.97997 .07878 23.932 
Stddev .6355 .11233 .45628 .361 
%RSD 12.363 11.463 579.20 1.5088 

#1 -4.6907 -1.0594 .40142 24.187 
#2 -5.5894 -.90054 -.24386 23.676 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Qs/S 
Avg 7674.3 9636.8 126810. 18364. 
Stddev 19.1 14.6 835. 19. 
%RSD .24657 .15177 .65847 .10362 

#1 7660.8 9626.4 126220. 18377. 
#2 7687.8 9647.1 127400. 18350. 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 3" 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 204.26 246940. 93.316 523.98 472.15 226740. 
Stddev .11 6144. .087 13.00 11.37 8120. 
%RSD .05538 2.4883 .09346 2.4802 2.4081 3.5812 

#1 204.34 242590. 93.378 514.79 464.11 220990. 
#2 204.18 251280. 93.254 533.17 480.19 232480. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 934.03 480.20 499.26 508.31 89404. -75.266 
Stddev .76 .85 .52 .06 2118. 22.195 
%RSD .08189 .17633 .10507 .01272 2.3687 29.490 

#1 933.49 479.61 499.63 508.35 87907. -59.571 
#2 934.57 480.80 498.89 508.26 90902. -90.960 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 232970. 483,69 767.52 990.63 56.608 571.90 
Stddev 5603. 1.89 12.41 1.48 .679 .79 
%RSD 2.4049 .39123 1.6167 .14954 1.1991 .13786 

#1 229010. 485.03 758.74 989.58 57.088 571.34 
#2 236930. 482.35 776.29 991.68 56.128 572.46 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.396 92.409 465.30 978.97 
Stddev 1.390 .431 .33 .11 
%RSD 2.7587 .46618 .07059 .01119 

#1 49.413 92.714 465.53 978.89 
#2 51.379 92.104 465.07 979.05 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073(94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7667.6 9667.5 128040. 18458. 
Stddev 2.6 8,9 53. 325. 
%RSD .03445 .09163 .04105 1.7616 

#1 7669.5 9673.8 128010. 18688. 
#2 7665.8 9661.3 128080. 18228. 

aiiaaa^is 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Eiem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_36Q0) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 596,17 5081.3 243.06 5160.3 121.36 12119. 
Stddev 3.55 64.3 1.15 56.8 1.29 91. 
%RSD .59592 1.2648 .47317 1.0999 1.0661 .75399 

#1 593.65 5035.8 242.24 5120.1 120.45 12054. 
#2 598.68 5126.7 243.87 5200.4 122.27 12183. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

• -

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.82 1188.1 475.02 595.24 2432.2 12579. 
Stddev .19 2.1 1.29 1.91 21.0 129. 
%RSD .15593 .17507 .27141 .32081 .86242 1.0288 

#1 121.68 1186.6 474.11 593.89 2417.4 12488. 
#2 121.95 1189.5 475.93 596.59 2447.1 12671. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

agiiSAiis 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample |D: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11574. 1179.6 12436. 1204.9 237.22 1216.5 
Stddev 2. 6.1 136. 2.8 .80 4.6 
%RSD .02028 .51424 1.0928 .23534 .33752 .37548 

#1 11573. 1175.3 12340. 1202.9 236.66 1213.3 
#2 11576. 1183.9 12532. 1206.9 237.79 1219.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 241.37 242.70 1164,0 1178.9 
Stddev .16 .17 4.8 .1 
%RSD .06610 .07143 .41592 .00529 

#1 241.48 242.83 1160.6 1178.8 
#2 241.26 242.58 1167.5 1178.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

811118111111JI7 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8878.9 10415. 140040. 19013. 
Stddev 18.8 27. 497. 8. 
%RSD .21187 .26164 .35465 .04430 

#1 8892.2 10435. 140400. 19019. 
#2 8865.6 10396. 139690. 19008. 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .95189 -10.514 -.46897 .17453 .02914 -5.1045 
Stddev .00532 9.207 1.4278 .16891 .00060 .9071 
%RSD .55889 87.564 304.46 96.783 2.0485 17.771 

#1 .95566 -4.0042 .54064 .29397 .02956 -5.7459 
#2 .94813 -17.025 -1.4786 .05509 .02871 -4.4630 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) 

ug/L 
(Y_3710) 

Units ug/L ug/L ug/L ug/L 
(Y_3710) 

ug/L ug/L 
Avg .09956 -.20488 -.35624 -.53493 -.01261 2.1515 
Stddev .04664 .05015 .22601 .33830 .94355 45.750 
%RSD 46.851 24.477 63.443 63.241 7481.0 2126.4 

#1 .13254 -.24033 -.19643 -.77414 -.67980 -30.198 
#2 .06658 -.16942 -.51605 -.29572 .65458 34.501 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Haaasflug 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -11.630 .07725 8.7738 -.37412 1.0609 2.4681 
Stddev 12.210 .00750 1.1003 .16027 .2758 2.0001 
%RSD 104.98 9.7144 12.541 42.838 25.994 81.041 

#1 -2.9970 .08255 9.5518 -.48745 .86587 3.8824 
#2 -20.264 .07194 7.9958 -.26080 1.2559 1.0538 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TH908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.4562 -.73654 .14949 -1.7404 
Stddev .0172 .57033 .10320 .1405 
%RSD 1.1831 77.434 69.032 . 8.0716 

#1 1.4440 -1.1398 .07652 -1.8398 
#2 1.4684 -.33326 .22246 -1.6411 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

asa»siJBB 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9243.8 10496. 147820. 20633. 
Stddev 55.5 56. 2285. 424. 
%RSD .60064 .53723 1.5455 2.0559 

#1 9283.1 10536. 149430. 20334, 
#2 9204.6 10456. 146200. 20933. 



Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Elem Ag3280 AI3961 As1890 6a4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6097 155790. 59.816 1831.9 1.3956 44966. 
Stddev .1384 3043. .312 32.5 .0310 817. 
%RSD 8.5950 1.9529 .52083 1.7768 2.2204 1.8180 

#1 1.5118 153640. 60.036 1808.9 1.3737 44388. 
#2 1.7075 157940. 59.596 1854.9 1.4175 45544. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6086 109.74 203.27 174.24 202910. 32472. 
Stddev .0623 .49 1.71 2.77 2164. 575. 
%RSD .94239 .44867 .84060 1.5911 1.0665 1.7701 

#1 6.6527 109.40 202.06 172.28 201380. 32065. 
#2 6.5646 110.09 204.48 176.20 204440. 32878. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36998. 4756.3 1485.1 141.68 344.91 8.7414 
Stddev 732. 65.4 20.3 .54 3.57 .3765 
%RSD 1.9784 1.3741 1.3699 .38435 1.0338 4.3069 

#1 36481. 4710.1 1470.7 141.29 342.39 8.4752 
#2 37516. 4802.5 1499.5 142.07 347.43 9.0076 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .94023 -6.7941 556.67 810.18 
Stddev .95761 1.7160 7.07 7.14 
%RSD 101.85 25,257 1.2709 .88163 

#1 1.6174 -5.5807 551,66 805.13 
#2 .26309 -8.0075 561.67 815.23 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: link 
Method: TAL20071130A Mode: CONC Conr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8002.5 10774. 144170. 20745. 
Stddev 1.7 13. 445. 104. 
%RSD .02172 .12453 .30852 .49981 

#1 8003.7 10765. 144480. 20818. 
#2 8001.2 10784. 143850. 20671. 

SAAASSIFTSJI 



Sample Name: 0008723-19 Acquired: 11/30/2007 15:58:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution:! Operator: SRV 
Comment: 192 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .46722 163950. 63.606 2067.4 2.3764 65816. 
Stddev .12122 9251. .857 106.6 .1504 3272. 
%RSD 25.945 5.6427 1.3481 5.1544 6.3304 4.9715 

#1 .55294 157410. 64.212 1992.1 2.2700 63502. 
#2 .38150 170490. 62.999 2142.8 2.4828 68129. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.0334 110.54 209.68 178.52 203130. 38102. 
Stddev .2559 .48 1.32 1,12 9757. 1900. 
%RSD 4.2418 .43003 .62786 .62926 4.8033 4.9859 

#1 5.8525 110.20 208.75 177.73 196230. 36758. 
#2 6.2144 110.87 210.61 179.31 210030. 39445. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-19 Acquired: 11/30/2007 15:58:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 192 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47246. 4951.2 2059.3 157.21 258.49 5.2983 
Stddev 2477. 19.0 99.8 1.67 .82 .2887 
%RSD 5.2432 .38360 4.8476 1.0593 .31643 5.4489 

#1 45494. 4937.8 1988.7 156.03 257.91 5.0942 
#2 48997. 4964.7 2129.9 158.38 259.07 5.5025 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3920 -5.7120 524.54 759.05 
Stddev 2.8325 .4020 2.27 6.23 
%RSD 203.49 7.0371 .43321 .82064 

#1 3.3949 -5.9962 522.94 754.65 
#2 -.61091 -5.4277 526.15 763.45 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-19 Acquired: 11/30/2007 15:58:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 192 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7877.1 10753. 143860. 20976. 
Stddev 21.1 19. 151. 594. 
%-RSD .26728 .17985 .10501 2.8331 

#1 7892.0 10767. 143960. 21396. 
#2 7862.3 10739. 143750. 20556. 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .74179 138930. 54.476 1592.5 1.2007 36752. 
Stddev .28813 3067. 1.836 28.0 .0756 1047. 
%RSD 38.843 2.2078 3.3706 1.7567 6.2995 2.8486 

#1 .94553 136770. 55.774 1572.7 1.1472 36011. 
#2 .53805 141100. 53.177 1612.3 1.2542 37492. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766 .490 { 44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4564 108.11 213.42 180.37 193870. 35988. 
Stddev .0328 .12 2.17 .08 2795. 484. 
%RSD .60203 .10948 1.0172 .04281 1.4418 1.3438 

#1 5.4331 108.03 211.88 180.32 191890. 35646. 
#2 5.4796 108.20 214.95 180.43 195850. 36330. 

Check ? None None None None None None 
Value 
Range 

aaaiaaass 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32923. 4778.9 1326.2 134.69 285.45 7.5814 
Stddev 884. 29.3 17.5 .34 2.36 .1286 
%RSD 2.6859 .61380 1.3176 .25524 .82801 1.6957 

#1 32297. 4758.2 1313,9 134.45 283.77 7.6723 
#2 33548. 4799.6 1338.6 134.93 287.12 7.4905 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .95673 -5.4860 485.96 804.75 

/ Stddev .09018 1.2012 3.23 5.55 / 

%RSD 9.4262 21.895 .66519 .69027 

#1 .89296 -4.6367 483.68 800.82 
#2 1.0205 -6.3354 488.25 808.68 

Check ? None None None None 
Value 
Range 

sfiifflamisa 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample jD: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8043.6 10772. 144980. 20566. 
Stddev 7.9 1. 733. 57. 
%RSD .09857 .01117 .50537 .27778 

#1 8049.2 10772. 145490. 20606. 
#2 8038.0 10773. 144460. 20525. 

man® HE i 



Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313. 042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2606 110830. 45.253 1337.4 .03553 32452. 
Stddev .2285 586. 1.153 3.9 .07082 135. 
%RSD 18.126 .52890 2.5478 .29011 199.33 .41672 

#1 1.4222 110410. 44.437 1334.7 .08560 32357. 
#2 1.0991 111240. 46.068 1340.2 -.01455 32548. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6497 83.006 164.40 156.59 168370. 27200. 
Stddev .0005 .936 .55 .00 1357. 4. 
%RSD .00854 1.1273 .33169 .00007 .80614 .01334 

#1 5.6500 82.344 164.02 156.59 169330. 27203. 
#2 5.6493 83.668 164.79 156.59 167410. 27198. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Ejem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24151. 3991.3 1260.1 94.723 314.56 5.8563 
Stddev 58. 8.1 3.6 .556 3.03 .8285 
%RSD .23991 .20336 .28384 .58710 .96451 14.148 

#1 24110. 3985.5 1257.6 94.330 312.41 6.4422 
#2 24192. 3997.0 1262.7 95.116 316.70 5.2705 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1i< 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .78844 -4,9143 461.85 715.72 
Stddev .58584 .8421 .95 6.53 
%RSD 74.304 17.136 .20476 .91206 

#1 1.2027 -5.5097 461.18 711.10 
#2 .37419 -4.3188 462.52 720.34 

Check ? None None None None 
Value 
Range 

mmmmmz 



Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8240.0 10665. 143350. 20024. 
Stddev 47.9 44. 128. 121. 
%RSD .58081 .41179 .08955 .60486 

#1 8273.8 10696. 143440. 19939. 
#2 8206.2 10634. 143260. 20110. 
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Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189. 042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 149.87 64915. 748.40 1482.3 1.0115 174440. 
Stddev 2.72 2990. 1.28 80.1 .0009 8850. 
%RSD 1.8138 4.6065 .17053 5.4064 .09334 5.0732 

#1 147.94 67029. 747.50 1539.0 1.0121 180690. 
#2 151.79 62801. 749.30 1425.6 1.0108 168180. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 (447} 228. .616 {447} 267.716 {126} 324.754 {104} 259.940 (130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 435.44 58.608 142.82 1127.3 162170. 12773. 
Stddev 1.21 .343 2.83 24.7 9731. 635. 
%RSD .27849 .58596 1.9814 2.1908 6.0005 4.9706 

m 434.58 58.366 140.82 1109.8 169050. 13222. 
#2 436.29 58.851 144.82 1144.8 155290. 12324. 

Check ? None None None None None None 
Value 
Range 

mmmmmmA 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 71623. 7270.2 2359.5 110.76 15843. 426.60 
Stddev 4086. 166.1 131.9 .05 33. 2.66 
%RSD 5.7044 2.2852 5.5901 .04435 .21071 .62443 

#1 74512. 7152.7 2452.7 110.73 15819. 424.71 
#2 68734. 7387.7 2266.2 110.80 15866. 428.48 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.627 19.420 178,90 64158. 
Stddev .569 .916 2.75 508. 
%RSD 1.7439 4.7169 1.5399 .79217 

#1 33.030 18.772 176.95 63799. 
#2 32.225 20.068 180.84 64517. 

Check? None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7862.5 10148. 138740. 19547. 
Stddev 1.3 1. 2181. 1020. 
%RSD .01635 .00707 1.5719 5.2201 

#1 7861.6 10148. 140290. 18826. 
#2 7863.4 10147. 137200. 20269. 

aiaifflajfis 



i 

Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.74 51900. 602.88 1192.6 .78514 141970. 
Stddev .42 447. .55 9.0 .06107 869. 
%RSD .34707 .86177 .09129 .75370 7.7778 .61201 

#1 121,44 51583. 602.49 1186.2 ,74196 141350. 
#2 122.04 52216. 603.27 1199.0 .82832 142580. 

Check ? None None None None None None 
Value 
Range * 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 351.23 46.389 116.56 908.43 134470. 10226. 
Stddev .47 .048 1.34 4.89 1026. 76. 
%RSD .13468 .10365 1.1463 .53867 .76272 .74676 

#1 350.90 46.355 115.61 904.97 133740. 10172. 
#2 351.56 46.423 117.50 911.89 135200. 10280. 

Check ? None None None None None None 
Value 
Range 

•mmmmmmr 



Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 58250. 6024.5 1899.1 87.622 12697. 343.95 
Stddev 369. 62.3 24.2 .099 28. 1.94 
%RSD .63276 1.0335 1.2730 ,11247 .22069 .56389 

#1 57990. 5980.5 1882.0 87.692 12677. 342.58 
#2 58511. 6068.5 1916.1 87.553 12716. 345.33 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) . (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 28.043 16.134 144.96 52698. 
Stddev 1.387 .052 .93 163. 
%RSD 4.9460 .31996 .64205 .30868 

#1 29.024 16.098 144.30 52813. 
#2 27.063 16.171 145.62 52583. 

Check ? None None None None 
Value 
Range 

mmmmma 



Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Int. Std. In2306 V 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8000.2 10148. 137930. 19342. 
Stddev .3 6. 875. 24. 
%RSD .00372 .06325 .63419 .12414 

#1 8000.4 10143. 138550. 19359. 
#2 8000.0 10152. 137310. 19325. 
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Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97917 202.99 1.2237 4.4631 .02661 594.06 
Stddev .03673 25.06 .3132 .7321 .04375 81.82 
%RSD 3.7510 12.346 25.592 16.403 164.41 13.772 

#1 1.0051 220.71 1.4452 4.9807 .05754 651.92 
#2 .95320 185.27 1.0023 3.9454 -.00433 536.21 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .66311 -.07895 .12319 2.8247 587.86 28.629 
Stddev .36678 .01462 .08969 .1501 84.62 16.210 
%RSD 55.312 18.522 72.804 5.3143 14.394 56.622 

#1 .92246 -.06861 .18661 2.7186 647.70 40.092 
#2 .40376 -.08929 .05977 2.9309 528.03 17.167 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 226.19 22.742 17.614 .14321 27.677 -.12766 
Stddev 24.31 1.425 .309 .16470 14.714 .65752 
%RSD 10.750 6.2647 1.7524 115.00 53.163 515.04 

#1 243.38 21.734 17.832 .25967 38.082 .33728 
#2 208.99 23.749 17.396 .02675 17.273 -.59260 

Check ? None None None None None None 
Value 
Range 

Elem Se-1960 TI1908 V 2924 Zn2062 ' 

Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .00406 .29399 .53181 151.94 
Stddev .14016 .75208 .07473 79.44 
%RSD 3455.5 255.82 14.052 52.281 

#1 -.09505 -.23781 .47897 208.11 
#2 .10317 .82579 .58465 95.771 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9574.8 10938. 143030. 18948. 
Stddev 69.1 56. 927. 499. 
%RSD .72196 .51528 .64823 2.6315 

#1 9526.0 10898. 142370. 19301. 
#2 9623.7 10978. 143680. 18596. 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 31c 5.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .53038 -8.0450 .70920 -.15979 .00210 7.4830 
Stddev .19656 3.7844 .94894 .00990 .02077 1.1643 
%RSD 37.061 47.040 133.80 6.1934 989.42 15.559 

#1 .39139 -10.721 1.3802 -.15279 .01679 8.3062 
#2 .66936 -5.3690 .03820 -.16679 -.01259 6.6597 

Check ? None None None None None None 
Value 
Range 

• 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg -.00769 -.11456 -.22631 -.55247 7.3615 -17.099 
Stddev .03791 .02906 .13348 .03136 1.6439 9.692 
%RSD 492.69 25.364 58.979 5.6764 22.331 56.682 

#1 -.03450 -.13510 -.13193 -.53030 8.5239 -23.952 
#2 .01911 -.09401 -.32069 -.57465 6.1990 -10.246 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: Unk 
Method: TAL20071130A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y__3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.2716 .85895 8.1357 -.08205 4.3708 -1.3473 
Stddev 14.259 .26165 6.3959 .11705 .4288 .7924 
%RSD 270.49 30.461 78.615 142.66 9.8116 58.813 

#1 4.8111 .67393 3.6132 .00072 4.0675 -.78697 
#2 -15.354 1,0440 12.658 -.16482 4.6740 -1.9075 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .51013 .45992 .03556 13.846 
Stddev .38684 .13035 .06432 .562 
%RSD 75.832 28.343 180.87 4.0604 

#1 .78367 .36775 .08104 14.244 
#2 .23659 .55210 -.00992 13.448 

Check ? None None None None 
Value 
Range 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: Unk 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9445.8 10643. 141980. 18595. 
Stddev 19.4 23. 315. 35. 
%RSD .20498 .21792 .22156 .18669 

#1 9432.1 10627. 141760. 18620. 
#2 9459.5 10659. 142210. 18571. 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.222 1148.8 2407.0 11.679 44.274 367970. 
Stddev .989 60.3 .5 .712 2.514 21250. 
%RSD 1.2172 5.2467 .01946 6.0990 5.6779 5.7750 

#1 80.523 1106.2 2406.7 11.176 42.497 352950. 
#2 81.921 1191.5 2407.3 12.183 46.052 383000. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.38 371.21 253.58 16730. 54455. 168.21 
Stddev .24 .19 4.17 199. 3082. 1.74 
%RSD .20590 .05241 1.6448 1.1912 5.6593 1.0325 

#1 114.22 371.07 250.63 16589. 52276. 166.98 
#2 114.55 371.35 256.53 16871. 56634. 169.44 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Urik 
Method: TAL2007T130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_371-0) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 228310. 538.24 87.025 153.19 525.75 640.72 
Stddev 14399. 8.75 .649 .29 .44 1.39 
%RSD 6.3068 1.6259 .74633 .18695 .08375 .21763 

#1 218130. 532.05 86.566 153.40 526.06 641.70 
#2 238490. 544.43 87.484 152.99 525.44 639.73 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 97.384 81.613 159.31 439.18 
Stddev 1.023 1.003 2.94 .59 
%RSD 1.0506 1.2287 1.8480 .13418 

#1 98.108 80.904 157.23 438.77 
#2 96.661 82.323 161.39 439.60 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7241.2 9019.6 122970. 18967. 
Stddev 45.5 52.5 734. 741. 
%RSD .62766 .58178 .59697 3.9072 

#1 7209.1 8982.5 123490. 19491. 
#2 7273.3 9056.7 122450. 18443. 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .86918 14.736 .17177 .17279 .73948 6530.6 
Stddev .42850 2.276 .56984 .15866 .09167 715.0 
%RSD 49.299 15.448 331.76 91.825 12.396 10.949 

#1 1.1722 13,126 .57470 .28497 .80430 7036.2 
#2 .56618 16.346 -.23117 .06060 .67466 6025.0 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324,754 {104} 259.940 {130} 766,490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06502 -.20454 .64332 25.016 1019.4 10.512 
Stddev .05395 .09322 .25526 17.894 102.3 15.960 
%RSD 82.976 45.578 39.678 71.530 10.035 151.83 

#1 .10317 -.27046 .82382 37.668 1091.8 21.798 
#2 .02687 -.13862 .46283 12.363 947.11 -.77386 

Check ? None None None None None None 
Value 
Range 

mmmmwa 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3808.6 1.0754 9.9518 -.46721 1,9723 .43840 
Stddev 386.8 .6001 7.3998 .08277 .2143 1.5374 
%RSD 10.156 55.805 74.356 17,716 10.863 350,68 

#1 4082.1 1.4998 15.184 -.40868 1.8208 1.5255 
#2 3535.1 .65105 4.7194 -.52574 2.1238 -.64870 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.9893 -2.3784 .53058 -.62470 
Stddev .4695 .2600 .02207 ,03329 
%RSD 15.707 10.930 4.1590 5.3297 

#1 3.3213 -2.5622 .51498 -.64824 
#2 2.6573 -2.1946 .54619 -.60116 

Check ? None None None None 
Value 
Range 

SllililSfl 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8985.9 10245. 136480. 19965. 
Stddev 52.7 82. 617. 1526. 
%RSD .58693 .80367 .45235 7.6420 

#1 8948.6 10186. 136910. 21044. 
#2 9023.2 10303. 136040. 18886. 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 618.45 5325.4 245.00 5362.6 127.06 12771. 
Stddev 2.53 154.4 2.52 157.0 3.59 326. 
%RSD .40874 2.8988 1.0270 2.9281 2.8257 2.5536 

#1 620.23 5216.3 246.77 5251.6 124.52 12541. 
#2 616.66 5434.6 243.22 5473.7 129.60 13002. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.44 1197.4 500.66 609.15 2565.2 13254. 
Stddev .65 9.4 1.49 1.71 75.2 385. 
%RSD .53224 .78475 .29699 .28079 2.9326 2.9024 

#1 122.90 1204.0 501.71 610.36 2512.0 12982. 
#2 121:98 1190.7 499.61 607.94 2618.4 13526. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

a«®ia».as2 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12242. 1225.5 12912. 1218.6 239.85 1216.3 
Stddev 352. 4.6 323. 11.7 .84 3.1 
%RSD 2.8719 .37413 2.5043 .95834 .34937 .25408 

#1 11993. 1228.7 12684. 1226.8 240.44 1218.5 
#2 12491. 1222.2 13141. 1210.3 239.25 1214.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 242.62 245.93 1202.1 1197.7 
Stddev 1.75 1.63 7.3 15.7 
%RSD .71997 .66478 .61045 1.3148 

#1 243.85 247.08 1207.3 1208.8 
#2 241.38 244.77 1196.9 1186.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8958.3 10549. 138430. 18535. 
Stddev 49.4 35. 241. 326. 
%RSD .55190 .33652 .17429 1.7583 

#1 8923.3 10523. 138260. 18766. 
#2 8993.3 10574. 138600. 18305. 



Sample Name: CCB Acquired: 11/30/2007 16:26:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1248 -14.431 -.87763 .01150 .03257 -4.3304 
Stddev .3977 1.006 .85820 .06377 .00435 .8058 
%RSD 35.358 6.9703 97.786 554.66 13.359 18.609 

#1 .84356 -15.143 -.27079 .05659 .02949 -4.9002 
#2 1.4060 -13.720 -1.4845 -.03359 .03564 -3.7606 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03018 -.11927 -.07528 -.43399 -.76099 20.125 
Stddev .03375 .06970 .26018 .11596 .84187 18.144 
%RSD 111.85 58.442 345.61 26.720 110.63 90.155 

#1 -.05404 -.06998 .10869 -.51599 -.16570 32.954 
#2 -.00631 -.16856 -.25925 -.35199 -1.3563 7.2954 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 16:26:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr Factor: T.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.552 .15424 6.4911 -.57761 1.0988 1.2561 
Stddev 1.123 .00749 9.3489 .04369 .4724 .9916 
%RSD 8.9490 4.8533 144.03 7.5647 42.992 78.942 

#1 -13.347 .14895 13.102 -.54672 .76477 1.9572 
#2 -11.758 .15954 -.11952 -.60851 1.4328 .55492 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402(115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6881 -.65646 .15635 -1.6502 
Stddev .3708 .51226 .07062 .0394 
%RSD 21.966 78.034 45.166 2.3856 

#1 1.9503 -1.0187 .20628 -1.6781 
#2 1.4259 -.29424 .10641 -1.6224 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

•fflflaaaaitsfi 



Sample Name: CCB Acquired: 11/30/2007 16:26:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Qs/S Cts/S Cts/S 
Avg 9002.8 10206. 139900. 20896, 
Stddev 31.3 32. 740. 107. 
%RSD .34779 .31148 .52874 .51248 

#1 9024.9 10228. 140430. 20972. 
#2 8980.7 10183. 139380. 20821. 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 {74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .83977 148630. 46.245 2424.1 1.2885 43235. 
Stddev .11534 3418. .027 48.4 .0792 1069. 
%RSD 13.734 2.3000 .05774 1.9947 6.1438 2.4722 

#1 .75822 146210. 46.226 2389.9 1.2325 42479. 
#2 .92133 151040. 46.264 2458.3 1.3445 43991. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7656 103.64 250.08 153.43 159870. 36282. 
Stddev .0369 .01 1.76 .58 3983. 683. 
%RSD .77506 .01259 .70417 .37820 2.4917 1.8825 

#1 4.7395 103.63 248.84 153.02 157050. 35799. 
#2 4.7917 103.65 251.33 153.84 162680. 36765. 

Check ? None None None None None None 
Value 
Range 

asaasaABB. 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38453. 4502.5 2845.3 207.94 174.26 4.7749 
Stddev 1147. 30.6 61,1 ,55 .70 .6068 
%RSD 2.9836 .68016 2.1464 .26492 .39981 12.708 

#1 37642. 4480.8 2802.1 207.55 174.75 4.3459 
#2 39264. 4524.2 2888,4 208.33 173.77 5.2040 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.58809 -7.2824 398.19 620.76 
Stddev 1.3305 .7633 2.20 2.33 
%RSD 226.23 10.482 .55294 .37505 

#1 -1.5289 -6.7427 396.64 619.12 
#2 .35269 -7.8222 399.75 622.41 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7993.4 10624. 142280. 20562. 
Stddev 2.8 5. 378. 346. 
%RSD .03488 .04714 .26550 1.6847 

#1 7991.5 10627. 142550. 20807. 
#2 7995.4 10620. 142020. 20317. 
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Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 A&1890 Ba4554 Be3t30 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 103.73 46668. 509.42 1073.2 .75098 129030. 
Stddev .41 603. 2.66 11.6 .01800 1014. 
%RSD .39431 1.2929 .52279 1.0812 2.3974 .78544 

#1 103.44 47094. 511.31 1081.5 .76371 129750. 
#2 104.01 46241. 507.54 1065.0 .73825 128320. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 298.17 39.009 100.09 773.71 120890. 9186.3 
Stddev .21 .016 .24 2.66 1158. 152.3 
%RSD .06881 .04000 .24383 .34413 .95782 1.6584 

#1 298.02 38.998 100.26 775.60 121710. 9294.1 
#2 298.31 39.020 99.914 771.83 120070. 9078.6 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type; Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257. 610 (131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52303. 5244.2 1723.0 74.168 10711. 290.92 
Stddev 355. 9.0 14.7 .019 13. 2.10 
%RSD .67786 .17255 .85524 .02585 .12488 .72320 

#1 52554. 5250.6 1733.4 74.154 10721. 292.41 
#2 52052. 5237.8 1712.6 74.181 10702. 289.43 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.889 12.658 124.85 45114. 
Stddev 1.506 1.402 .17 31. 
%RSD 6.3034 11.076 .13987 .06881 

#1 22.824 13,650 124.98 45136. 
#2 24.953 11.667 124.73 45092. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8158.9 10212. 136930. 18609. 
Stddev 7.5 3. 402. 133. 
%RSD .09139 .02730 .29338 .71504 

#1 8153.6 10214. 136640. 18515. 
#2 8164.2 10210. 137210. 18703. 



Sample Name: 77777 Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .98773 164.79 1 0430 3.2534 .01407 328.32 
Stddev .02857 12.34 .3676 .1117 .02968 20.11 
%RSD 2.8929 7.4865 35.249 3.4340 210.89 6.1260 

#1 1.0079 173.52 1.3030 3.3324 -.00691 342.54 
#2 .96752 156.07 .78304 3.1744 .03506 314.10 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22447 -.05774 .06030 1.2216 373.51 27.323 
Stddev .11731 .15842 .22096 .1102 30.84 5.566 
%RSD 52.261 274.39 366.41 9.0219 8.2574 20.371 

#1 .30742 .05429 .21654 1.1436 395.32 23.387 
#2 .14152 -.16976 -.09594 1.2995 351.70 31.259 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 77777. Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.23 13.981 8.1668 -.00989 15.123 -1.2647 
Stddev 1.20 .189 1.7395 .06805 3.837 .0723 
%RSD .99171 1.3530 21.300 687.79 25.374 5.7141 

#1 122,08 13.848 6.9368 .03822 17.836 -1.3158 
#2 120.38 14.115 9.3968 -.05801 12.409 -1.2136 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.03252 .43256 .69645 67.406 
Stddev .25971 .08207 .11851 16.886 
%RSD 798.53 18.974 17.016 25.051 

#1 -.21616 .37453 .61265 79.346 
#2 .15112 .49060 .78025 55.466 

Check? None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZZZZZ Dilution:! Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9534.0 10744. 146770. 19312. 
Stddev 25.5 13. 3357. 693. 
%RSD .26745 .11819 2.2874 3.5878 

#1 9515.9 10735. 144390. 19801. 
#2 9552.0 10753. 149140. 18822. 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin. Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2205 -6.0742 -.82381 -.10650 .02414 -3.7079 
Stddev .2954 7.3661 .63333 .17525 .02004 1.9357 
%RSD 24.202 121.27 76.878 164.55 83.016 52.205 

#1 1.4293 -11.283 -.37598 -.23042 .03831 -5.0767 
#2 1.0116 -.8656 -1.2716 .01742 .00997 -2.3392 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .07677 -.31083 -.00091 -.57964 5.6145 15.933 
Stddev .00595 .05913 .05263 .06574 1.8152 4.029 
%RSD 7.7517 19.024 5775.0 11.342 32.330 25.288 

#1 .07256 -.35265 -.03813 -.62613 4.3310 13.084 
#2 .08098 -.26902 .03631 -.53315 6.8981 18.782 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.9193 .25946 15.803 -.55166 .77308 .60855 
Stddev 15.829 .03634 6.089 .02756 .86891 .44647 
%RSD 199.88 14.005 38.533 4.9958 112.40 73.367 

#1 -19.112 .23377 20.109 -.57114 1.3875 .29285 
#2 3.2733 .28516 11.497 -.53217 .15867 .92425 

Check ? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units Ug/L ug/L ug/L ug/L 
Avg 2.0167 -1.7588 .04973 -.79621 
Stddev 1.4073 1.1931 .45115 .02698 
%RSD 69.781 67.838 907.11 3.3884 

#1 1.0216 -2.6024 .36874 -.77713 
#2 3.0118 -.91510 -.26928 -.81528 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8981.2 10138. 136230. 20061. 
Stddev 55.7 99. 333. 1782. 
%RSD .62005 .97879 .24447 8.8807 

#1 8941.8 10067. 135990. 21321. 
#2 9020.6 10208. 136460. 18801. 



Sample Name: ZCRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.269 -13.035 9.9780 -.01140 5.4725 1.0013 
Stddev .332 6.479 .2063 .02283 .0195 2.0100 
%RSD 2.9449 49.703 2.0673 200.18 .35557 200.74 

#1 11.504 -8.4538 10.124 .00474 5.4588 -.42000 
#2 11.035 -17.616 9.8321 -.02755 5.4863 2.4226 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0293 50.834 11.004 25.362 5.9179 -22.469 
Stddev .0699 1.397 .355 .213 .1257 15.693 
%RSD 1.3890 2.7478 3.2221 .84132 2.1239 69.846 

#1 5.0786 51.821 11.255 25.513 5.8291 -33.566 
#2 4.9799 49.846 10.753 25.211 6.0068 -11.372 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZGRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

E|em Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -19.924 16.829 5.7952 41.761 12.715 59.272 
Stddev 4.423 .002 1.7352 1.248 .668 .677 
%RSD 22.202 .01307 29.943 2.9875 5.2519 1.1416 

#1 -16.796 16.827 4.5682 42.643 13.187 59.751 
#2 -23.051 16.831 7.0222 40.879 12.243 58.794 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.807 28.152 51.976 60.359 
Stddev 1.547 .477 .084 2.441 
%RSD 4.5765 1.6928 .16244 4.0441 

#1 34.901 28.489 52.035 62.085 
#2 32.713 27.815 51.916 58.633 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

lillllSIl 



Sample Name: ZCRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9473.3 10709. 140340. 18525. 
Stddev 172.3 202. 163. 264. 
%RSD 1.8188 1.8888 .11637 1.4246 

#1 9351.5 10566. 140450. 18711. 
#2 9595.1 10852. 140220. 18338. 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313. .042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_37T0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.524 -7.1963 9.3677 -.09437 4.8537 -3.5797 
Stddev .065 5.7173 .9028 .14135 .1695 1.1506 
%RSD .56240 79.448 9.6370 149.78 3.4921 32.142 

#1 11.478 -11.239 8.7293 .00558 4.9735 -4.3932 
#2 11.570 -3.1536 10.006 -.19433 4.7338 -2.7661 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9221 50.220 10.230 25.341 2.2646 -2.1520 
Stddev .0401 .070 .066 .551 .8218 7.5046 
%RSD .81512 .13912 .64530 2.1748 36.290 348.72 

#1 4.9504 50.270 10.183 25.731 2.8458 3.1545 
#2 4.8937 50.171 10.276 24.951 1.6835 -7.4585 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mms:Bss3 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.5297 16.273 10.656 40.816 12.403 59.418 
Stddev 6.1516 .079 .070 .201 .043 .762 
%RSD 174.28 .48801 .66003 .49165 .34321 1.2823 

#1 -7.8795 16.329 10.606 40.675 12.372 58.879 
#2 .82010 16.216 10.706 40.958 12.433 59.957 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.666 27.811 51.454 56.585 
Stddev .189 .323 .576 .104 
%RSD .54591 1.1601 1.1194 .18423 

#1 34.532 28.039 51.861 56.659 -

#2 34.799 27.583 51.047 56.511 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9482.5 10618. 140230. 20246. 
Stddev 19.4 17. 1:278. 574. 
%RSD .20501 .15859 .91149 2.8366 

#1 9496.3 10629. 139320. 19839. 
#2 9468.8 10606. 141130. 20652. 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .51694 256270. .05217 -1.4053 2.4263 232470, 
Stddev .02959 3110. .92063 .1928 .0191 5242. 
%RSD 5.7233 1.2135 1764.7 13.721 .78670 2.2547 

#1 .53786 254070. -.59881 -1.2690 2.4398 228760. 
#2 .49602 258470. .70315 -1.5417 2.4128 236180. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259,940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7295 3.8634 44.193 23.312 92438. -90.667 
Stddev .1461 .1601 .106 .589 992. 1.011 
%RSD 3.9171 4.1451 .24062 2.5282 1.0733 1.1145 

#1 3.8328 3.9766 44.269 23.729 91736. -89.953 
#2 3.6262 3.7501 44.118 22.896 93139. -91.382 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

msmmmsm 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 237350. 16.057 799.48 20.319 2.5149 -.56409 
Stddev 1631. .079 12.58 .079 .4441 .61359 
%RSD .68693 .49215 1.5742 .38814 17.659 108.78 

#1 236200. 16.112 790.58 20.375 2.8289 -.99797 
#2 238510. 16.001 808.38 20.263 2.2008 -.13022 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Tl'1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.6630 -.32730 .17251 24.139 
Stddev .4731 .53165 .19341 .237 
%RSD 17.764 162.43 112.12 .98091 

-2.9975 -.70324 .03574 23.972 
#2 -2.3285 .04863 .30927 24,307 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7638.7 9598.3 127510. 18312. 
Stddev 9.7 10.5 119. 93. 
%RSD .12671 .10975 .09326 .50972 

#1 7645.5 9605.7 127420. 18378. 
#2: 7631.8 9590.8 127590. 18246. 



Sample Name: ICSAB 
Method: TAL20071130A 

Acquired: 11/30/2007 16:48:55 Type: QC 
Mode: CQNC Corr. Factor: 1.000000 

User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.96 256120. 93.319 544.74 486.62 233270. 
Stddev 10.33 13511. .318 28.28 24.34 13143. 
%RSD , 4.9422 5,2755 .34030 5.1910 5.0026 5.6343 

#1 201.66 246560. 93.544 524,74 469.40 223980. 
#2 216.26 265670. 93.095 564.73 503.83 242570. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 GU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 945.33 481.22 511.05 514.05 92152. -107.44 
Stddev 3.00 .30 24.88 26.97 4614. 23.48 
%RSD .31739 .06329 4.8685 5.2474 5.0071 21.851 

#1 943.21 481.01 493.46 494.97 88889. -90.839 
#2 947.45 481.44 528.65 533.12 95415. -124.04 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

®fli»ssas 



Sample Name: ICSAB Acquired: 11/30/2007 16:48:55 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: IGSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 236970. 491.25 792.54 992.30 55.323 580,60 
Stddev 12167. 23.93 41.41 1.96 1.236 3.28 
%RSD 5.1346 4.8703 5.2252 .19712 2.2332 .56490 

#1 228360. 474.34 763.26 990.92 56.196 578.28 
#2 245570. 508.17 821.82 993.69 54.449 582.92 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51,047 91.364 473.31 970.86 
Stddev 1.604 1.384 24.70 1.94 
%RSD 3.1420 1.5147 5.2189 ,19943 

#1 49.913 90.386 455.84 969.49 
#2 52.181 92.343 490.77 972.23 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 16:48:55 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7612.0 9527.5 125680. 18073. 
Stddev 17.3 27.8 5177. 727. 
%RSD .22737 .29138 4.1197 4.0227 

#1 7624.2 9547.1 129340. 18587. 
#2 7599.8 9507.9 122010. 17559. 

aaflawsii 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313,042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 604.28 5052.0 242.80 5157.5 119.20 11941. 
Stddev 14.16 105.0 .62 107.4 2.42 219. 
%RSD 2.3425 2.0785 .25710 2.0830 2.0278 1.8334 

#1 614.29 4977.7 243.24 5081.5 117.49 11786. 
#2 594,27 5126.2 242.35 5233.4 120.91 12096. 

Check ? Chk/Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.29 1183.5 480.18 610.52 2397.0 12482. 
Stddev .66 3.4 13.64 16.15 56.6 247. 
%RSD .53607 .28750 2.8405 2.6456 2.3617 1.9771 

#1 122.75 1185.9 489.83 621.94 2357.0 12307. 
#2 121.82 1181.1 470.54 599.10 2437.0 12656. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range -

mmaasis 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11498. 1201.7 12528. 1200.1 236.92 1220.7 
Stddev 219. 33.6 236. 3.4 .69 1.7 
%RSD 1.9083 2.7984 1.8857 .28073 .28952 .13524 

#1 11342. 1225.4 12361. 1202.5 237.41 1221.9 
#2 11653. 1177.9 12695. 1197.8 236.44 1219.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 242.89 241.93 1191.3 1166.0 
Stddev 2.22 1.54 31.7 2.3 
%RSD .91496 .63465 2.6591 .19870 

#1 244.47 243.01 1213.7 1167.7 I 

#2 241.32 240.84 1168.9 1164.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

SfiB88S5I3 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8875.8 10347. 137560. 19095. 
Stddev 25.5 27. 2753. 298. 
%RSD .28706 .25710 2.0010 1.5631 

#1 8857.8 10328. 135620, 19307. 
#2 8893.8 10366. 139510, 18884. 



Sample Name: COB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1,3701 13.559 -.74068 2.7567 .13940 17.942 
Stddev .0417 .331 .36188 .5291 .04603 2.671 
%RSD 3.0400 2.4382 48.858 19.191 33.024 14.886 

#1 1.3995 13.792 -.99657 2.3826 .10684 16.053 
#2 1.3406 13.325 -.48479 3.1308 .17195 19.830 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616(447} 267.716(126} 324.754 {104} 259 .940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17243 .64802 .20080 -.20778 8.6974 -30.265 
Stddev .02041 .01646 .08864 .06649 1.8708 15.687 
%RSD 11.835 2.5406 44.145 32.001 21.510 51.833 

#1 .18686 .65967 .26348 -.25480 7.3745 -19.173 
#2 .15800 .63638 .13812 -.16076 10.020 -41.358 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmammis 



Sample Name: CCB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833(463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7061 .99366 24.223 .52918 1.2203 2.8084 
Stddev 11.701 .10143 9.144 .26597 .5554 .4032 
%RSD 315.71 10.208 37.748 50.262 45.511 14.356 

#1 11.980 .92193 17.757 .71725 1.6130 3.0935 
#2 -4.5675 1.0654 30.688 .34111 .82758 2.5233 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062\ 
Line 196.090(472} 190.856(477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.3478 -.27930 1.2241 -.37860 
Stddev .5400 .12061 .1600 .04458 
%RSD 23.001 43.184 13.069 11.776 

#1 2.7296 -.19401 1.3372 -.41012 
#2 1.9659 -.36458 1.1110 -.34707 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

SfMllSifi 



Sample Name: CCB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9156.0 10369. 142530. 18818. 
Stddev 9.7 5. 1800. 236. 
%RSD .10617 .04862 1.2627 1.2550 

#1 9149.2 10366. 143800, 18985. 
#2 9162.9 10373. 141250. < 18651. 



1544 Ssw4ustBoa4, Suite 505 
TfteWoaJlaref* TX77380 
081)292-6277 
wM7.MeQiMliGe.eoM 

Instrument Run Log 
Instrument ID: 

Runlog, Logbook (RCtJ#/Page#): 6(>S~*7tG /til Ana lys t/Da te: mv 

Method: ILM05 4  SOP: c i 4 ° p o { >  Reviewer/Date: 

Sequence: XAL IX^S^ Analysis Start: 

Data File: T/M X^a^A .-hoA Analysis End: IJ L( g-

Ho Lab Sample Client Sample Date Time D/F In2306 Y 2243 Y 3600 Y _3710 Comments 

0 SO SO 12/05/07 09:38:49 1 100 too 100 100 

0 S S 12/05/07 09:41:32 1 94 97 98 96 

0 ICV1 ICV 12/05/07 09:44:16 1 97 98 100 98 

0 ICB1 ICB 12/05/07 09:46:49 1 100 100 101 90 

0 CRDL1 CRI 12/05/07 09:49:33 1 99 99 100 97 

0 ICS-A1 ICSA 12/05/07 09:52:12 1 86 91 91 97 

0 ICS-AB1 ICSAB 12/05/07 09:54:57 1 86 91 94 94 

0 CCV1 CCV 12/05/07 09:57:39 1 97 99 too 101 

0 CCB1 CCB 12/05/07 10:00:14 1 99 99 102 101 

o ICPBLKR6 PBSR6 12/05/07 10:02:59 1 96 97 107 113 

0 ICPLCSR6 LCSSR6 12/05/07 10:05:45 1 82 89 95 110 

1 0 8700.001 SPEI-001 12/05/07 10:08:33 1 89 96 99 108 

0 8700.001 D SPEI-001D 12/05/07 10:11:15 1 89 96 100 110 

0 ICPB1KR7 PBSR7 12/05/07 10:13:57 1 98 98 98 96 

0 ICPLCSR7 LCSSR7 12/05/07 10:16:42 1 97 98 99 104 

0 8714.001 PEI-136 12/05/07 10:19:17 1 93 94 96 94 

0 8714.001D PEI-136D 12/05/07 10:22:04 1 93 95 96 95 

0 BLANK BLANK 12/05/07 10:24:50 1 100 100 106 115 

0 BLANK BLANK 12/05/07 10:27:34 1 97 97 98 96 

0 CCV2 CCV 12/05/07 10:30:18 1 96 98 99 95 

0 CCB2 CCB 12/05/07 10:32:54 1 99 99 101 97 

0 8715.004 PEI-034 12/05/07 10:35:40 1 96 96 98 97 

0 87T5.004/2X PEI-034/2X 12/05/07 10:38:26 1 96 97 99 95 ; 

0 8715.004D PEIi-034D 12/05/07 10:41:08 1 97 98 too 100 

0 BLANK BLANK 12/05/07 10:43:50 1 96 97 107 112 

0 BLANK BLANK 12/05/07 10:46:34 1 96 97 101 109 

0 BLANK BLANK 12/05/07 10:49:18 1 96 97 101 109 

o ZCRI ZCRI 12/05/07 10:52:02 1 98 98 98 100 

0 CRDL2 CRI 12/05/07 10:54:42 1 100 100 101 97 

0 IGS-A2 ICSA 12/05/07 10:57:21 1 86 92 92. 93 

Wednesday, December 05, 2007 a flnMsi^ 



03 Scientific 
t544 SawiiKt Bead, Suite 505 
TneWbedtandBt TX77380 
(261)292-5277 

Instrument Run Log 
Instxrument ID: 

Runlog, Logbook (RCN#/Page#) : 66T-O/  S Analyst/Date: « « v /  
Method: ILM05 .4 SOP: 1 Reviewer/Date: <3 

Sequence : -H\ ̂ 2jST> ̂  ( 2. Analysis Start 
' 

Data File: I ,2.o V 4 - 4>«/ Analysis End: 11-
f 

V Y 

No Lab Sample Client Sample Date Time D/F In2306 1 _2243 Y_3600 Y_3710 Comments 

0 ICS-AB2 ICSAB 12/05/07 11:00:06 1 85 90 93 93 

0 CCV3 CCV 12/05/07 11:02:47 1 96 98 100 100 

0 CCB3 CCB 12/05/07 11:05:22 1 99 99 101 98 

0 0008724-01A MH24H6A 12/05/07 11:08:08 1 84 97 99 100 

0 0008725-01A MH24M8A 12/05/07 11:10:57 1 89 102 110 125 * 

0 Z0008724-06 ZMH24Q1 12/05/07 17:13:49 1 91 95 97 95 

0 0008724-06 MH24Q1 12/05/07 11:16:39 4.2 95 98 100 97 

0 0008724-13 MH24Q8 12/05/07 11:19:30 4.96 94 97 99 99 Pi 
0 0008724-13 MH24Q8 12/05/07 11:22:20 3.9 95 97 96 98 

0 0008727-01A MH24L3A 12/05/07 11:25:12 1 88 100 106 122 * 

0 ZQ008724-06 ZMH24Q1 72/05/07 11 ;28:02 91 95 96 92 

0 BLANK BLANK 12/05/07 11:30:51 1 96 97 107 115 

0 BLANK BLANK 12/05/07 11:33:36 1 96 97 102 108 

0 CCV4 CCV 12/05/07 11:36:19 1 95 96 97 95 

0 CCB4 CCB 12/05/07 11:38:55 1 101 101 103 98 

0 0008724-06 MH24Q1 12/05/07 11:41:40 5.5 95 97 99 95 ?d 
p ICPBLKR4 PBWR4 12/05/07 11:44:30 1 100 100 102 97 

0 ICPLCSR4 LCSWR4 12/05/07 11:47:16 1 97 98 100 93 

0 0008735-01 MH24Q9 12/05/07 11:49:51 1 ' 85 90 94 97 

0) 0008735-01D MH24Q9D 12/05/07 11:52:44 1 85 90 94 95 

0 BLANK BLANK 12/05/07 11:55:36 1 96 96 107 111 

0 ZCRI ZCRI 12/05/07 11:58:20 1 97 97 98 93 

0 CRDL3 CRI 12/05/07 12:00:59 1 100 100 102 95 

0 ICS-A3 ICSA 12/05/07 12:03:39 1 85 91 92 94 

0 ICS-AB3 ICSAB 12/05/07 12:06:24 1 85 90 92 93 

0 CCV5 CCV 12/05/07 12:09:05 1 ' 95 97 99 97 

0 CCB5 CCB 12/05/07 12:11:40 1 99 99 101 95 

0 001)8/35.016 MH2TO9S 12/05/07 12:14:26 1 82 94 >9? 103 

0 0008735-01L MH24Q9L 12/05/07 12:17:18 5 """sii" 98 96^  

0 0008735-02 MH24R0 J2i05/07-̂ r520fil —88 91 95 96 

Wednesday, December 05, 2007 



Sample Name: SO Acquired: 12/5/2007 09:38:49 Type: Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: ! Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00221 -.00023 .00001 .00035 .00028 .00448 
Stddev .00001 .00010 .00006 .00022 .00006 .00003 
%RSD .28888 41.208 1000.5 61.575 21.078 .67659 

#1 -.00222 -.00030 .00005 .00050 .00024 .00446 
#2 -.00221 -.00017 -.00004 .00020 .00032 .00450 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00009 .00006 .00002 .00123 .00008 -.00106 
Stddev .00013 .00007 .00002 .00003 .00000 .00010 
%RSD 146.58 104.46 117.99 2.0295 3.5250 9.1808 

#1 -.00018 .00002 .00000 .00122 .00009 -.00113 
#2 .00000 .00011 .00003 .00125 .00008 -.00099 



Sample Name: SO Acquired: 12/5/2007 09:38:49 Type: Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 

i 

User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 22 11.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00007 .00001 -.00328 -.00029 -.00005 .00007 
Stddev .00003 .00004 .00003 .00010 .00003 .00007 
%RSD 36.817 437.14 .90370 33.546 47.163 96.914 

#1 .00005 -.00002 -.00330 -.00036 -.00007 .00002 
#2 .00009 .00003 -.00326 -.00022 -.00004 .00013 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .00018 -.00001 -.00005 .00031 
Stddev .00003 .00002 .00000 .00001 
%RSD 18.484 356.79 7.0685 3.1924 

#1 .00015 -.00002 -.00005 .00030 
#2 .00020 .00001 -.00005 .00031 

fisfliiflass i 



Sample Name: SO Acquired: 12/5/2007 09:38:49 Type. Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8213.5 11018. 128840. 31137. 
Stddev 1.5 a 38. 607. 
%RSD .01789 .00303 .02974 1.9479 

#1 8212.5 11018. 128810. 31566. 
#2 8214.5 11019. 128870. 30708. 



Sample Name: S Acquired: 12/5/2007 09:41:32 Type: Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .21870 .37172 .03798 19.960 .77372 2.5488 
Stddev .00025 .00252 .00004 .017 .00297 .0143 
%RSD .11617 .67679 .10666 .08440 .38418 .55898 

#1 .21888 .37349 .03795 19.949 .77582 2.5589 
#2 .21852 .36994 .03801 19.972 .77162 2.5387 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .35893 2.5741 .10156 .28989 .38555 .34881 
Stddev .00002 .0021 .00009 .00067 .00199 .00135 
%RSD .00540 .08003 .09084 .23032 .51583 .38827 

#1 .35895 2.5755 .10162 .28941 .38696 .34977 
#2 .35892 2.5726 .10149 .29036 .38415 .34785 

iilSSS523 



Sample Name: S Acquired: 12/5/2007 09:41:32 Type: Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .23883 1.4147 1.3827 1.6124 .11600 .21222 
Stddev .00183 .0026 .0081 .0004 .00011 .00001 
%RSD .76728 .18272 .58549 .02689 .09382 .00396 

#1 .24012 1.4166 1.3884 1.6121 .11607 .21221 
#2 .23753 1.4129 1.3769 1.6127 .11592 .21222 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Qs/S 
Avg .02781 .06186 .35293 2.6051 
Stddev .00000 .00026 ,00008 .0040 
%RSD .00335 .42286 .02289 .15170 

#1 .02781 .06204 .35287 2.6079 
#2 .02781 .06168 .35299 2.6023 



Sample Name: S Acquired: 12/5/2007 09:41:32 Type: Cal 
Method: TAL20071205A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7743.0 10735. 126280. 30316. 
Stddev 2.6 5. 202. 140. 
%RSD .03305 .04587 .16030 .46219 

#1 7741.2 10732. 126420. 30217. 
#2 7744.8 10739. 126140. 30415. 



Sample Name: ICV Acquired: 12/5/2007 09:44:16 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 491.67 2513.5 915.99 508.65 477.31 9939.5 
Stddev .23 41.9 1.15 9.23 9.40 190.6 
%RSD .04697 1.6678 .12572 1.8153 1.9701 1.9172 

#1 491.84 2483.9 916.81 502.12 470.66 9804.8 
#2 491.51 2543.2 915.18 515.18 483.96 10074. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 469.10 499.44 495.17 478.16 5000.1 9965.3 
Stddev .57 .86 .22 .78 91.1 156.9 
%RSD .12137 .17296 .04358 .16403 1.8221 1.5740 

#1 469.50 500.05 495.33 477.60 4935.7 9854.4 
#2 468.70 498.83 495.02 478.71 5064.5 10076. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 12/5/2007 09:44:16 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I D: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5965.6 510.82 9921,4 496.55 939.04 981.81 
Stddev 119.9 .17 165.4 .88 2.21 .24 
%RSD 2.0097 .03258 1.6669 .17723 .23481 .02459 

#1 5880.8 510.94 9804.5 497.18 940.60 981.98 
#2 6050.3 510.70 10038. 495.93 937.48 981.64 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 925.44 945.61 500.25 999.77 
Stddev 2.43 1.33 .28 1.90 
%RSD .26256 .14062 .05681 .18991 

#1 927.15 946.55 500.45 1001.1 . 

#2 923.72 944.67 500.05 998.42 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 12/5/2007 09:44:16 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7955.3 10806. 128190. 30692. 
Stddev 21.8 19. 14. 488. 
%RSD .27358 .17535 .01127 1.5908 

#1 7939.9 10792. 128200. 31037. 
#2 7970.7 10819. 128180. 30347. 



Sample Name: (CB Acquired: 12/5/2007 09:46:49 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08816 8.9116 -.17189 .07844 .00243 -1.4546 
Stddev .31717 5.9905 .20331 .04671 .01496 2.9238 
%RSD 359.78 67.221 118.28 59.547 614.94 201.01 

#1 -.13612 4.6757 -.02812 .11147 .01301 .61291 
#2 .31243 13.148 -.31565 .04541 -.00815 -3.5220 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit -

Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616(447} 267.716(126} 324.754 (104} 259.940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04628 -.02348 -.02699 .26086 -.75445 12.929 
Stddev .09415 .12224 .05163 .07649 .62021 27.265 
%RSD 203.47 520.65 191.32 29.322 82.206 210.88 

#1 -.02030 -.10992 -.06350 .20678 -.31590 -6.3499 
#2 .11285 .06296 .00952 .31495 -1.1930 32.208 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

aaaiaissg 



Sample Name: ICB Acquired: 12/5/2007 09:46:49 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 n 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.4339 -.00148 -.63686 -.15322 -.90117 1.3605 
Stddev 16.694 .04329 3.3445 .03151 1.1849 .8958 
%RSD 1164.3 2934.1 525.16 20.564 13148 65.846 

#1 -10.371 -.03208 1.7281 -.13094 -.06332 1.9939 
#2 13.239 .02913 -3.0018 -.17550 -1.7390 .72704 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.3664 -.16723 .13176 -.01540 
Stddev 1.8336 .36548 .39201 .04756 
%RSD 77.484 218.55 297.51 308.80 

#1 -3.6629 .09120 -.14543 -.04904 
#2 -1.0698 -.42566 .40895 .01823 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 12/5/2007 09:46:49 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: (CB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8192.6 10977. 130050. 29298. 
Stddev 19.3 17. 227. 1049. 
%RSD .23594 .15879 .17461 3.5818 

#1 8179.0 10965. 130210. 28556. 
#2 8206.3 10990. 129890. 30040. 



Sample Name: CRI Acquired: 12/5/2007 09:49:33 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment; 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.346 10.217 8.4804 .04911 4.8779 -.09343 
Stddev .107 3.798 .4448 .02656 .2878 .53736 
%RSD 1.0334 37.175 5.2445 54.081 5.8992 575.15 

#1 10.270 12.903 8.1660 .03033 5.0814 .28654 
#2 10.421 7.5312 8.7949 .06789 4.6745 -.47340 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8497 51.468 10.440 24.791 -.76587 4.7519 
Stddev .1300 .083 .065 .031 1.0469 15.950 
%RSD 2.6808 .16138 .62733 .12442 136.69 335.65 

#1 4.9416 51.527 10.394 24.812 -1.5061 -6.5262 
#2 4.7578 51.410 10.486 24.769 -.02561 16.030 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 12/5/2007 09:49:33 Type: QC 
; Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
i Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121}: 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2915 16.135 14.478 41.283 12.148 60,289 
Stddev 3.1569 .026 .266 .092 .546 .786 
%RSD 50.177 .16174 1.8370 .22325 4.4933 1.3032 

#1 8.5237 16.117 14.666 41.218 11.762 60.845 
#2 4.0592 16.154 14.290 41.348 12.534 59.734 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 29.578 25.354 51.065 60.345 
Stddev 2.519 .361 .249 .170 
%RSD 8.5161 1.4223 .48704 ,28247 

#1 27.797 25.099 51.240 60.465 ' 

#2 31.359 25.609 50.889 60.224 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

««assi533 



Sample Name: CRI Acquired: 12/5/2007 09:49:33 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8158.1 10938. 129320. 31693. 
Stddev 15.1 8. 401. 1380. 
%RSD .18460 .06968 .31014 4.3547 

#1 8147.4 10932. 129030. 30717. 
#2 8168.7 10943. 129600. 32668. 



Sample Name: ICSA Acquired: 1:2/5/2007 09:52:12 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 

i Comment: 13 
t 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.18205 237370. .73086 -2.9554 1.3641 229320. 
Stddev .20D20 107. 2.4554 .0684 .0064 1655. 
%RSD 109.97 .04494 335.96 2.3131 .46983 .72161! 

#1 -.04048 237290. -1.0054 -2.9070 1.3686 228150. 
#2 -.32361 237440. 2.4671 -3.0037 1.3596 230490. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8757 2.8970 43.522 22.802 90849. -99.334 
Stddev .1093 .2515 .500 .573 14. 40.732 
%RSD 5.8259 8.6814 1.1480 2.5120 .01530 41.005 

#1 1.9530 3.0748 43.875 23.207 90839. -70.532 
#2 1.7984 2.7191 43.169 22.397 90859. -128.14 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 12/5/2007 09:52:12 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y.2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 239300. 16.376 729.37 17.609 13.116 -.80392 
Stddev 67. .626 6.93 .195 1.616 2.0479 
%RSD .02799 3.8235 .95007 1.1073 12.318 254.74 

#1 239250. 16.818 734.27 17.747 11.974 .64419 
#2 239350. 15.933 724.47 17.471 14.259 -2.2520 

Check ? 
1 'ivvVft 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limii 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -9.2626 -1.3288 -.08255 22.496 
Stddev 1.8477 .6194 .55786 .032 
%RSD 19.948 46.611 675.82 .14148 

#1 -7.9561 -.89085 .31192 22.519 
#2 -10.569 -1.7668 -.47701 22.473 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 12/5/2007 09:52:12 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator; SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7041.7 10084. 118500. 30576. 
Stddev 27.8 42. 2220. 116. 
%RSD .39540 .41783 1.8730 .37874 

#1 7022.0 10054. 116930. 30494. 
#2 7061.4 10113. 120070. 30658. 



Sample Name: ICSAB Acquired: 12/5/2007 09:54:57 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108}: 317.933 {106} 
ISRef (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.74 253650. 95.112 519.46 489.72 249450. 
Stddev .03 3038. .013 5.69 5.75 5661. 
%RSD .01650 1.1978 .01411 1.0953 1.1747 2.2695 

#1 207.71 255800. 95.102 523.48 493.79 253450. 
#2 207.76 251500. 95.121 515.43 485.65 245450. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units I ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 958.04 497.64 519.28 531.55 96576. -82.030 
Stddev .27 .37 1.69 1.87 1148. 34.247 
%RSD .02857 .07524 .32565 .35183 1.1882 41.750 

#1 958.23 497.38 520.48 530.23 97388. -106.25 
#2 957.84 497.91 518.09 532.87 95765. -57.814 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

tffi:S8®a53S 



Sample Name: ICSAB Acquired: 12/5/2007 09:54:57 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_37l0) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 256720. 518.71 782.19 1016.5 60.216 599.15 
Stddev 2664. .22 13.52 .5 2.295 1.25 
%RSD 1.0378 .04300 1.7284 .05215 3.8113 .20830 

#1 258600. 518.87 791.75 1016.1 61.839 598.27 
#2 254830. 518.55 772.63 1016.9 58.594 600.03 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.339 94.674 496.30 1005.4 
Stddev .297 .303 .96 .9 
%RSD .58980 .32034 .19328 .09079 

#1 50.549 94.459 496.98 1006.1 
#2 50.129 94.888 495.62 1004.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

saaiaisaa 



Sample Name: ICSAB Acquired: 12/5/2007 09:54:57 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7024.1 10065. 120950. 29823. 
Stddev 12.7 11. 225. 381. 
%RSD .18018 .11124 .18576 1.2783 

#1 7033.0 10073. 120790. 29553. 
#2 7015.1 10057. 121110. 30092. 



Sample Name: CCV Acquired: 12/5/2007 09:57:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 616.19 4856.6 247.55 4936.8 119.94 12259. 
Stddev 2.22 100.7 1.69 103.7 2.93 257. 
%RSD .35955 2.0740 .68104 2.1001 2.4448 2.0930 

#1 614.62 4785.4 248.74 4863.5 117.87 12078. 
#2 617.75 4927.8 246.36 5010.1 122.01 12441. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 123.22 1226.6 488.82 618.19 2410.9 12100. 
Stddev .85 11.2 2.93 3.39 57.6 234. 
%RSD .69135 .91046 .59956 .54831 2.3886 1.9331 

#1 123.83 1234.5 486.74 615.79 2370.2 11934. 
#2 122.62 1218.7 490.89 620.58 2451.6 12265. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 12/5/2007 09:57:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 
Comment: 11 

Operator: SRV 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12294. 1272.5 12375. 1227.7 247.03 1232.8 
Stddev 257. 5.6 252. 14.1 .04 7.6 
%RSD 2.0897 .43922 2.0378 1.1454 .01626 .61921 

#1 12112. 1268.6 12197. 1237.6 247.00 1238.2 
#2 12475. 1276.5 12554. 1217.7 247.06 1227.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206 I.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.26 246.10 1250.7 1217.0 
Stddev 2.26 2.58 7.1 14.2 
%RSD .91323 1.0490 .56876 1.1684 

#1 248.86 247.93 1245.7 1227.0 
#2 245.67 244.28 1255.7 1206.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 12/5/2007 09:57:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7994.5 10918. 128860. 31559. 
Stddev 64.0 69. 21. 407. 
%RSD .80037 .63161 .01662 1.2909 

#1 7949.3 10869. 128840. 31847. 
#2 8039.8 10967. 128870. 31271, 



Sample Name: CCB Acquired: 12/5/2007 10:00:14 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313 .042(108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07594 6.3040 .09514 .29762 .05700 .78786 
Stddev .39204 3.4824 .09362 .04471 .01853 .97754 
%RSD 516.27 55.241 98.403 15.023 32.507 124.08 

#1 -.35315 8.7664 .02894 .32924 .04390 1.4791 
#2 .20128 3.8415 .16133 .26601 .07011 .09664 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01899 .19158 -.18244 .49137 .07929 39.685 
Stddev .07597 .04843 .21238 .38282 .45950 13.124 
%RSD 400.07 25.281 116.41 77.909 579.52 33.070 

#1 .07271 .15733 -.33261 .76206 .40420 48.965 
#2 -.03473 .22583 -.03226 .22067 -.24563 30.405 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 12/5/2007 10:00:14 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 

i 

User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589,592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.8069 .13820 9.3528 -.04270 -.30397 .13639 
Stddev 12.880 .13771 4.6111 .16707 .09579 .36093 
%RSD 338.33 99.646 49.302 391.26 31.513 264.63 

#1 12.914 .04082 6.0923 -.16084 -.23623 .39161 
#2 -5.3005 .23558 12.613 .07544 -.37170 -.11882 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.7632 -.41536 -.09927 .16874 
Stddev .1058 ,59049 .10248 .09946 
%RSD 6.0015 142.16 103.23 58.945 

#1 -1,8380 .00218 -.02681 .09841 
#2 -1.6884 -.83291 -.17173 .23906 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

BSSSfflfiSa is 



Sample Name: CCB Acquired: 12/5/2007 10:00:14 Type: QC 
Method: TAL20071205A Mode: CONC Corr Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8171.9 10948. 131350. 31353. 
Stddev 4.6 1. 308. 535. 
%RSD .05679 .01282 .23432 1.7056 

#1 8168.6 10949. 131140. 31732. 
#2 8175.2 10947. 131570. 30975. 



Sample Name: ICPBLKR6 Acquired; 12/5/2007 10:02:59 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR6 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .20587 12.736 -1.0929 .45035 -.01152 99.747 
Stddev .25458 2.484 .3601 .01902 .05909 .327 
%RSD 123.66 19.501 32.948 4.2230 513.17 .32746 

#1 .02585 10.979 -.83826 .43690 .03027 99.516 
#2 .38588 14,492 -1.3475 .46380 -.05330 99.978 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11228 -.10686 -.16780 1,1905 15.561 95.418 
Stddev .06228 .10611 .15449 .6174 1.032 3.118 
%RSD 55.467 99.295 82.262 51.860 6.6320 3.2673 

#1 .06824 -.03183 -.07856 .75392 14.832 97.622 
#2 .15631 -.18189 -.29704 1.6270 16.291 93.213 

Check ? None None None None None None 
Value 
Range 

®SSlfi®5J7 



: Sample Name: ICPBLKR6 Acquired: 12/5/2007 10:02:59 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR6 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21.835 .45898 79.035 .03271 .93387 1.8966 
Stddev 2.657 .07487 4.842 .39027 .19923 .9655 
%RSD 12.168 16.312 6.1259 1193.1 21.334 50.908 

#1 19.956 .40604 82.458 .30867 .79299 2.5793 
#2 23.714 .51192 75.611 -.24325 1.0748 1.2139 

Cheek? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.85628 -3.6354 .14424 3.3154 
Stddev 1.0737 1.0537 .04788 .1981 
%RSD 125.39 28.985 33.193 5.9763 

#1 -1.6155 -2.8903 .17810 3.4555 
#2 -.09707 -4.3804 .11039 3.1753 

Check ? None None None None 
Value 
Range 

'Saaaiasa© 



Sample Name: ICPBLKR6 Acquired: 12/5/2007 10:02:59 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR6 Dilution: 1 Operator: SRV 
Comment: 121 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7853.0 10668. 135780. 35993. 
Stddev 24.4 7. 3753. 266. 
%RSD .31059 .06445 2.7643 .74034 

#1 7870.3 10673. 138430. 35805. 
#2 7835.8 10663. 133120. 36182. 



Sample Name: ICPLCSR6 Acquired: 12/5/2007 10:05:45 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR6 Dilution: 1 Operator: SRV 
Comment: 122 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317. .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43.400 858.89 2245.0 9.5046 40.499 369540. 
Stddev .129 89.36 10.0 1.0198 3.961 31051. 
%RSD .29772 10.405 .44604 10.730 9.7797 8.4025 

#1 43.308 795.70 2237.9 8.7834 37.698 347590. 
#2 43.491 922.08 2252.1 10.226 43.299 391500. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 109.06 371.90 242.59 16683. 52228. 214.31 
Stddev .72 2.69 3.97 433. 5148. 16.99 
%RSD .66062 .72222 1.6351 2.5947 9.8576 7.9265 

#1 108.55 370.00 239.78 16377. 48587. 202.30 
#2 109.57 373.80 245.39 16990. 55868. 226.32 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSR6 Acquired: 12/5/2007 10:05:45 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR6 Dilution: 1 Operator: SRV 
Comment: 122 

Elem Mg2790 "MH2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 237330. 557.20 243.20 153.04 511.96 607.34 
Stddev 23959. 9.21 21.52 .62 2.28 5.42 
%RSD 10.095 1.6532 8.8496 .40205 .44495 .89165 

#1 220390. 550.69 227.98 152.60 510.35 603.51 
#2 254280. 563.72 258.42 153.47 513.57 611.16 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 95.387 84.857 160.96 417.69 
Stddev 2.063 1.658 3.06 2.37 
%RSD 2.1626 1.9544 1.9030 .56632 

#1 93.928 83.685 158.79 416.02 
#2 96.845 86.030 163.12 419.36 

Check ? None None None None 
Value 
Range 

wmwmwmi 



Sample Name: ICPLCSR6 Acquired: 12/5/2007 1:0:05:45 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR6 Dilution: 1 Operator: SRV 
Comment: 122 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6761.9 9746.6 121840. 32589. 
Stddev 12.1 21.2 1462. 2817. 
%RSD .17924 .21769 1.1997 8.6453 

#1 6770.5 9761.6 122870. 34581. 
#2 6753.3 9731.6 120800. 30597. 

aiaiaassz 



Sample Name: 8700.001 Acquired: 12/5/2007 10:08:33 Type: Urtk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: SPEI-001 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 595.53 45220. 472.63 1156.3 843.49 56252. 
Stddev 6.83 312. 1.60 6.4 6.66 3535. 
%RSD 1.1474 .68936 .33778 .55182 .78996 6.2845 

#1 590.70 45000. 473.76 1151.8 838.78 53753. 
#2 600.37 45441. 471.50 1160.9 848.20 58752. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1066.0 1066.3 1476.2 763.40 37723. 36413. 
Stddev 8.2 7.1 20.6 88,89 747. 308. 
%RSD .76983 .66342 1.3929 11.644 1.9814 .84632 

#1 1060.2 1061.3 1461.6 826.25 37194. 36195. 
#2 1071.8 1071.3 1490.7 700.54 38251. 36631. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 8700.001 Acquired: 12/5/2007 10:08:33 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: SPEI-001 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 17936. 7650.6 49125. 859.38 1432.7 528.28 
Stddev . 2041. 74.3 276. 6.72 12.3 .50 
%RSD 11.377 .97147 .56106 .78214 .85676 .09549 

#1 16493. 7598.0 48931, 854.63 1424.0 528.64 
#2 19379. 7703.1 49320. 864.13 1441.4 527.93 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600} (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1245.6 1464.9 1075.5 1529.9 
Stddev 13.8 7.1 13.2 10.6 
%RSD 1.1101 .48188 1.2312 .69369 

#1 1235.8 1459.9 1066.1 1522.4 
#2 1255.4 1469.9 1084.9 1537.4 

Check ? None None None None 
Value 
Range 

apMffls-ssj 



Sample Name: 8700.001 Acquired: 12/5/200710:08:33 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: SPEI-001 Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7291.1 10523. 127850. 33837. 
Stddev 12.7 28. 21. 165. 
%'RSD .17424 .27026 .01680 .48877 

#1 7300.1 10543. 127860. 33954. 
#2 7282.1 10503. 127830. 33720. 



Sample Name: 8700.001D Acquired: 12/5/2007 10:11:15 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: SPEI-001D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 618.89 45503. 474.11 1180.3 860.33 50414. 
Stddev 7.17 892. 5.53 18.6 16.49 1193. 
%RSD 1.1587 1.9596 1.1674 1.5794 1.9163 2.3666 

#1 613.82 44872. 470.19 1167.1 848.67 49571. 
#2 623.97 46133. 478.02 1193.5 871.99 51258. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754(104} 259.940(130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1096.2 1090.1 1534.9 523.50 37637. 37707. 
Stddev 9.8 9.1 14.8 .26 741. 559. 
%RSD .89702 .83181 .96315 .05005 1.9676 1.4835 

#1 1089.3 1083.7 1524.4 523.68 37114. 37312. 
#2 1103.2 1096.5 1545.3 523.31 38161. 38103. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 8700.001 D Acquired: 12/5/2007 10:11:15 Type: Unk 
Method: TAL2007T205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: SPEI-001D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13843. 7254.1 50328. 875.94 1456.1 539.46 
Stddev 412. 87.2 814. 8.07 15.1 4.83 
%RSD 2.9782 1.2023 1.6166 .92092 1.0342 ,89571 

#1 13552. 7192.4 49753. 870.23 1445.4 536.04 
#2 14135. 7315.7 50903. 881.64 1466.7 542.87 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1265.4 1501,5 1097.3 1550.3 
Stddev 10.4 13.8 11.7 14.1 
%RSD .82401 .91795 1.0668 .90880 

#1 1258.1 1491.7 1089.0 1540.3 
#2 i 272.8 1511.2 1105.6 1560.2 

Check ? None None None None 
Value 
Range 

i888BfflflS57 



Sample Name: 8700.001 D Acquired: 12/5/2007 10:11:15 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: SPEI-001D Dilution: 1 Operator: SRV 
Comment: 124 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7310.0 10522. 128560. 34341. 
Stddev 40.8 61. 655. 492. 
%RSD .55834 .58117 .50939 1.4323 

#1 7338.8 10565. 129020. 34689. 
#2 7281.1 10479. 128100. 33993. 

flsaaasssB 



Sample Name: ICPBLKR7 Acquired: 12/5/2007 10:13:57 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: PBSR7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.1551 264.79 3.0454 7.5029 5.1595 324.59 
Stddev .0888 129.31 .9594 2.6335 2.0989 119.39 
%RSD 2.1368 48.834 31.504 35099 40.680 36.784 

#1 4.2178 356.23 3.7238 9.3650 6.6436 409.01 
#2 4.0923 173.36 2.3670 5.6407 3.6754 240.16 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.8941 8.5582 12.682 4.9342 218,99 331.87 
Stddev 1.5329 1.7060 2.305 1.2390 105.24 44.94 
%RSD 19.418 19.934 18.172 25.111 48.060 13.542 

#1 8.9780 9.7645 11.052 4.0581 293.41 363.65 
#2 6.8102 7.3518 14.311 5.8104 144.57 300.09 

Check ? None None None None None None 
Value 
Range 

aaasMssa 



Sample Name: ICPBLKR7 Acquired: 12/5/2007 10:13:57 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.097 67.776 386.04 6.7479 9.9306 3.8022 
Stddev 35.661 8.800 73.20 1.0665 2.0482 .5752 
%RSD 41.419 12.985 18.963 15.805 20.625 15.127 

#1 111.31 61.553 437.80 7.5021 11.379 4.2089 
#2 60.881 73.998 334.28 5.9938 8.4824 3.3955 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 • 

Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.0337 8.4849 8.5554 12.333 
Stddev 2.5142 2.6616 1.1023 2.062 
%RSD 49.948 31.369 12.884 16.718 

#1 6.8116 10.367 7.7760 13.791 
#2 3.2559 6.6028 9.3348 10.875 

Check ? None None None None 
Value 
Range 

FLFISSAASSS 



Sample Name: ICPBLKR7 Acquired: 12/5/2007 10:13:57 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR7 Dilution: 1 Operator: SRV 
Comment: 125 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 8046.5 10807. 126110. 30299. 
Stddev 54.0 88. 466. 227. 
%RSD .67153 .81016 .36980 .75009 

#1 8008.3 1:0745. 126440. 30460. 
#2 8084.7 10869. 125780. 30138. 



Sample Name: ICPLCSR7 Acquired: 12/5/2007 10:16:42 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR7 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108}: 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 507.12 2484.8 931.09 499.58 470.72 9673.9 
Stddev 1.23 117.3 3.69 22.92 22.59 434.9 
%RSD .24266 4.7211 .39683 4.5873 4.7993 4.4959 

#1 506.25 2401.9 933.70 483.37 454.75 9366.4 
#2 507.99 2567.8 928.47 515.78 486.70 9981.5 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.71,6 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 475.33 506.60 504.67 485.09 4981.2 9819.7 
Stddev .73 1.47 1.09 1.18 235.0 387.8 
%RSD .15359 .28936 .21579 .24226 4.7172 3.9495 

#1 475.84 507.64 505.44 484.26 4815.1 9545.5 
#2 474.81 505.57 503.90 485.92 5147.4 10094. 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSR7 Acquired: 12/572007 10:16:42 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR7 Dilution: 1 Operator; SRV 
Comment: 126 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_37l0) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5878.1 519.50 9748.2 496.57 957.05 1008.7 
Stddev 2708 .81 425.4 1.63 4.41 .3 
%RSD 4.6063 .15516 4.3641 .32787 .46029 .02755 

#1 5686.6 520.07 9447.4 497.72 960.17 1008.5 
#2 6069.5 518.93 10049. 495.42 953.94 1008.9 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 951.33 966.76 514.74 983.12 
Stddev 3.36 2.52 .49 4.09 
%RSD .35349 .26048 .09614 .41604 

#1 953.71 968.54 515.09 986.01 
#2 948.95 964.98 514.39 r 980.23 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSR7 Acquired: 12/5/2007 10:16:42 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR7 Dilution: 1 Operator: SRV 
Comment: 126 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8013.7 10847. 127910. 32187. 
Stddev 17.9 19. 95. 1084, 
%RSD .22334 .17126 .07458 3.3680 

#1 8001.1 10834. 127840. 32954. 
#2 8026.4 . 10860. 127980. 31421. 

mmmmmsBM 



Sample Name: 8714.001 Acquired: 12/5/2007 10:19:17 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-136 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.52741 18.693 -.24843 .03969 .01718 158.33 
Stddev .52692 1.571 .44447 .10708 .03340 14.10 
%RSD 99.907 8.4020 178.91 269.80 194.38 8.9079 

#1 -.15482 19.804 .06585 .11541 .04080 168.31 
#2 -.90000 17.583 -.56272 -.03603 -.00643 148.36 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766,490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.13960 -.22871 .08151 1.0993 .35088 34476. 
Stddev .12622 .13161 .32033 .3563 .85340 2904. 
%RSD 90,419 57.546 392.99 32.414 243.22 8.4232 

#1 -.05034 -.32178 -.14500 1.3513 -.25256 36529. 
#2 -.22885 -.13565 .30802 .84737 .95432 32422. 

Check ? None None None None None None 
Value 
Range 

l®iSSS5B5 



Sample Name: 8714.001 Acquired: 12/5/2007 10:19:17 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: PEI-136 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610{131} 589.592{57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.675 2.6171 75157. -.06039 -.18837 .14410 
Stddev 5.756 .0010 6287. .01875 .19505 .06004 
%RSD 53.919 .04010 8.3654 31.056 103.55 41.664 

#1 14.745 2.6178 79602. -.04713 -.05045 .18656 
#2 6.6048 2.6164 70711. -.07365 -.32629 .10165 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.9686 .21477 -.52540 1.5331 
Stddev .6138 .38147 .07981 .0537 
%RSD 31.177 177.62 15.191 3.4998 

#1 -1.5346 -.05497 -.46896 1.5710 
#2 -2.4026 .48450 -.58183 1.4951 

Check ? None None None None 
Value 
Range 



Sample Name: 8714.001 Acquired: 12/5/2007 10:19:17 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-136 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7623.1 10396. 121700. 31494. 
Stddev 29.5 40. 1932. 2437. 
%RSD .38646 .38437 1.5876 7.7375 

#1 7602.2 10368. 123060. 29770. 
#2 7643.9 10424. 120330. 33217. 



Sample'Name: 8714.001 D Acquired: 12/5/2007 10:22:04 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-136D Dilution: 1 Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As1890 Ba4554 Be3i 30 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.33889 14.589 .66111 .01739 -00429 173.11 
Stddev .15929 .912 .78960 .04198 .00612 3.86 
%RSD 47.002 6.2481 119.44 241.45 142.44 2.2279 

#1 -.45152 13.945 1.2194 .04707 .00003 175.84 
#2 -.22626 15.234 .10278 -.01230 -.00862 170.39 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 (447} 228. .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00348 -.26772 -.64516 .72516 .30852 35697. 
Stddev .01394 .14083 .06066 .40603 1.2983 651. 
%RSD 400.29 52.601 9.4019 55.991 420.82 1.8227 

#1 -.00637 -.36730 -.60227 .43806 -.60953 36157. 
#2 .01334 -.16814 -.68805 1.0123 1.2266 35237. 

Check ? Ndne None None None None None 
Value 
Range 

fifflfflSfifflSfiB 



Sample Name: 8714.001 D Acquired: 12/5/2007 10:22:04 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-136D Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 19.587 1.7111 77855. -.03137 .57835 .29561 
Stddev 6.130 .0464 1500. .04205 .02639 .47857 
%RSD 31.297 2.7128 1.9270 134.04 4.5638 161.90 

#1 15.252 1.7439 78915. -.06110 .55968 -.04280 
#2 23.922 1.6782 76794. -.00164 .59701 .63401 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.5850 .29712 -.35095 1.1078 
Stddev .0120 .42250 .19984 .0070 
%RSD .46569 142.20 56.943 .63684 

#1 -2.5935 .59587 -.49226 1.1128 
#2 -2.5765 -.00163 -.20964 1.1028 

Check ? None None None None 
Value 
Range 



Sample Name: 8714.0010 Acquired: 12/5/2007 10:22:04 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEM36D Dilution: 1 Operator: SRV 
Comment: 128 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7639.9 10433. 123750. 30394. 
Stddev 3.5 6. 140. 527. 
%RSD .04601 .05718 .11344 1.7349 

#1 7637.4 10429. 123850. 30021. 
#2 7642.4 10437. 123650. 30767. 



Sample Name: BLANK Acquired: 12/5/2007 10:24:50 Type: Unk 
Method: JAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05873 5.2697 -.88856 -.01560 -.01625 -.69829 
Stddev .22736 2.1296 .99291 .03108 .00256 .62596 
%RSD 387.14 40.413 111.74 199.26 15.759 89.642 

#1 .10204 3.7638 -.18647 .00638 -.01806 -1.1409 
#2 -.21950 6.7756 -1.5907 -.03758 -.01444 -.25567 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09383 -.35140 .15093 -.22773 .17227 39.823 
Stddev .08487 .07281 .28873 .29786 .17543 8.646 
%RSD 90.447 20.720 191.30 130.80 101.83 21.712 

#1 .03382 -.40288 .35509 -.43834 .04823 33.709 
#2 .15385 -.29991 -.05323 -.01711 .29632 45.937 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 10:24:50 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -8.5143 .08264 40.916 -.48845 .18814 1.1213 
Stddev 8.4175 .01763 9.821 .08066 1.0058 .8860 
%RSD 98.863 21.333 24.003 16.514 534.61 79.015 

#1, -2.5622 .09510 47.861 -.43142 .89937 1.7478 
#2 -14.466 .07017 33.971 -.54549 -.52308 .49480 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.15482 -2.7093 -.17824 -.35094 
Stddev 1.3867 .5624 .04065 .01451 
%RSD 895.69 20.757 22.808 4.1358 

#1 
#2 

Check ? 
Value 
Range 

-1.1354 
.82573 

None 

-3.1070 
-2.3117 

None 

-.20698 
-.14949 

None 

-.36120 
-.34068 

None 



Sample Name: BLANK Acquired: 12/5/2007 10:24:50 Type: Unk 
Method: TAL20071205A Mode: CONC Corn. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8010.3 10794. 132710. 36234. 
Stddev 261,7 339. 5004. 39. 
%RSD 3.2667 3.1373 3.7704 .10872 

#1 8195.3 11034. 136250. 36262. 
#2 7825.3 10555. 129170. 36206. 



Sample Name: BLANK Acquired: 12/5/2007 10:27:34 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.14018 21.265 -.92094 .38209 ,03256 5.5745 
Stddev .40528 12.941 .29246 .03710 .01080 1.0105 
%'RSD 289.10 60.854 31.757 9.7107 33.177 18.127 

#1 -.42676 12.115 -1.1277 .35585 .02492 4.8600 
#2 .14639 30.416 -.71414 .40832 .04019 6.2890 

Check ? None None None None None None 
Value 
Range • 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09003 .04043 -.30067 .36107 2.8137 43.288 
Stddev .05394 .09478 .53911 .21457 .1362 5.449 
%RSD 59.912 234.45 179.30 59.426 4.8405 12.587 

#1 .05189 .10745 .08054 .20934 2.9100 39.435 
#2 .12817 -.02659 -.68188 .51279 2.7174 47.141 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 10:27:34 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: ! Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.4957 .17199 21.403 -.00024 .22141 -.30577 
Stddev 4.6638 .04684 .309 .06799 .17836 ,68007 
%RSD 311.81 27.237 1.4459 28613. 80.558 222.41 

#1 1.8021 .20511 21.622 .04784 .09529 -.78665 
#2 -4.7935 .13886 21.185 -.04831 .34752 .17511 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.0997 -1.2082 -.35978 .12522 
Stddev ,5704 .067! .03530 .23139 
%RSD 27.167 5.5513 9.8125 184.79 

#1 -1.6963 -1.1608 -.38474 -.03840 
#2 -2.5030 -1.2557 -.33482 .28884 

Check ? None None None None 
Value 
Range 

mmmmmrnsrs 



Sample Name: BLANK Acquired: 12/5/2007 10:27:34 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. Ip2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S . Cts/S 
Avg 8060.8 10792. 125650. 30530. 
Stddev 94.7 132. 499. 101. 
%RSD 1.1746 1.2234 .39748 .33088 

#1 7993.8 10699. 126000. 30458. 
#2 8127.7 10885. 125300. 30601. 



Sample Name: CCV Acquired: 12/5/2007 10:30:18 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 632.61 5040.6 247.67 5057.1 125.83 12481. 
Stddev .15 193.5 .82 183.0 4,66 438. 
%RSD .02329 3.8379 .33205 3.6188 3.7065 3.5130 

#1 632,51 5177.4 247.09 5186.5 129.13 12791. 
#2 632.71 4903.8 248.26 4927.7 122.53 12171. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.95 1235.1 503.03 597.04 2561,6 12617. 
Stddev .01 2.2 .31 .47 95.5 488. 
%RSD .00518 .17729 .06148 .07842 3.7291 3.8715 

#1 124.96 1236.7 503.25 597.37 2629.1 12962. 
#2 124.95 1233.6 502.81 596.71 2494.0 12272. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

S-flSMBST? 



Sample Name: CCV Acquired: 12/5/2007 10:30:18 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12467. 1264.3 12442. 1232.5 249.41 1254.4 
Stddev 438. 1.4 438. .2 1.26 1.8 
%RSD 3.5133 .11021 3.5203 .01752 .50605 .14265 

#1 12777. 1265.3 12752. 1232.7 248.52 1255.7 
#2 12157. 1263.3 12132. 1232.3 250.30 1253.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 248.32 247.71 1243.7 1211.9 
Stddev .35 1.01 .1 .9 
%RSD .13985 .40662 .01183 .07368 

#1 248.08 248.42 1243.8 1212.5 
#2 248.57 247.00 1243.6 1211.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

aaaaassTs 



Sample Name: CCV Acquired: 12/5/2007 10:30:18 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. |n2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7891.7 10757. 127250. 30519. 
Stddev 2.3 1. 175. 922. 
%RSD .02855 .00899 .13730 3.0222 

#1 7890.1 10758. 127120. 29867. 
#2 7893.2 10756. 127370. 31171. 



Sample Name: CCB Acquired: 12/5/2007 10:32:54 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403{74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05410 15.145 .20476 .76971 .07531 5.2153 
Stddev .14517 1.776 .73004 .16757 .02490 .4858 
%RSD 268.34 11.726 356.54 21.771 33.062 9.3157 

#1 .15675 13.889 .72097 .65121 .05770 4.8718 
#2 -.04855 16.400 -.31146 .88820 .09292 5.5588 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05632 .44701 -.17118 .25888 2.3619 47.349 
Stddev .12972 .08873 .13971 .13491 .5325 5.277 
%RSD 230.34 19.848 81.614 52.111 22.546 11.145 

#1 -.03541 .38428 -.07239 .16349 2.7384 43.618 
#2 .14804 .50975 -.26997 .35428 1.9854 51.081 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

liiiiisas 



Sample Name; CCB Acquired: 12/5/2007 10:32:54 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.7370 .24146 15.086 .34857 -1.0110 1.5965 
Stddev 4.6586 .02047 1.221 .15589 .0522 .1775 
%RSD 81.203 8.4779 8.0934 44.722 5.1633 11.117 

#1 -2.4429 .22699 14.223 .23834 -1.0479 1.7220 
#2 -9.0311 .25594 15.950 .45879 -.97405 1.4710 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.9398 -1.1654 .16494 .35009 
Stddev .1887 1.0708 .27099 .29037 
%RSD 9.7269 91.885 164.30 82.941 

#1 -1.8064 -.40820 .35656 .14477 
#2 -2.0732 -1.9226 -.02668 .55541 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

MMAASSI 



Sample Name: CCB Acquired: 12/5/2007 10:32:54 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8164.0 10899. 129430. 30881. 
Stddev 4.5 7. 172. 296. 
%RSD .05488 .06657 .13315 .95914 

#1 8167.2 10894. 129560. 30672. 
#2 8160.9 10904. 129310. 31090. 
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Sample Name: 8715.004 Acquired: 12/5/200710:35:40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034 Dilution: 1; Operator: SRV 
Comment: 129 

! 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 530.70 2598.5 405.15 821.52 821.45 64.007 
Stddev 4.50 58.2 1.87 12.52 13.32 .918 
%RSD .84834 2.2403 .46031 1.5236 1.6212 1.4339 

#1 527.52 2639.7 403.84 830.37 830.87 64.656 
#2 533.88 2557.3 406.47 812.67 812.03 63.358 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (YJ3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 288.06 270.31 62.338 207.06 3880.5 95.115 
Stddev 1.11 2.03 .869 1.25 50.3 8.853 
%RSD .38536 .74963 1.3947 .60553 1.2957 9.3074 

#1 287.27 268.88 61.723 206.18 3916.0 101.38 
#2 288.84 271.74 62.952 207.95 3844.9 88.856 

Check ? None None None None None None 
Value 
Range 

siaaiasss 



Sample Name: 8715.004 Acquired: 12/5/2007 10:35:40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -2.6585 3361.9 184.19 927.22 2789.2 205.51 
Stddev 7.1248 37.0 2.04 7.71 28.1 .00 
%RSD 268.00 1.0991 1.1071 .83161 1.0092 .00177 

#1 2.3795 3335.8 182.75 921.77 2769.3 205.51 
#2 -7.6965 3388.1 185.63 932.67 2809.1 205.51 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 391.29 717.31 1920.8 1713.7 
Stddev 1.14 7.83 17.7 14.6 
%RSD .29065 1.0913 .92171 .85113 

#1 392.10 711.77 1908.3 1703.4 
#2 390.49 722.84 1933.3 1724.0 

Check ? None None None None 
Value 
Range 

fi;taiM584 



Sample Name: 8715.004 Acquired: 12/5/2007 10:35:40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034 Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7848.5 10575. 125940. 30909. 
Stddev 21.5 15. 928. 422. 
%RSD .27344 .14585 .73720 1.3655 

#1 7863.7 10564. 126600. 30611. 
#2 7833.3 10585. 125280. 31207. 



Sample Name: 8715.004/2X Acquired: 12/5/2007 10:38:26 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: t.000000 
User: admin Client sample ID: PEI-034/2X Dilution: 1 Operator: SRV 
Comment: 130 

Etem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1079,2 5348.7 816.72 1684.9 1694.5 125.29 
Stddev .9 124.7 .23 35.0 33.1 3.11 
%RSD .08607 2.3313 .02837 2.0776 1.9525 2.4808 

#1 1078.5 5436.9 816.89 1709,6 1717.8 127.49 
#2 1079.8 5260.6 816.56 1660.1 1671.1 123.10 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 (447} 228.616 {447} 267.716 {126} 324.754 {1:04} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 578.38 543.97 125.29 417.35 8026.1 140.50 
Stddev .32 .96 .46 .82 160.3 15.97 
%RSD .05584 .17603 .36600 .19585 1.9974 11.364 

#1 578.61 543.29 124.97 416.77 8139.4 129.21 
#2 578.16 544.64 125.61! 417.93 7912.7 151.79 

Check ? None None None None None None 
Value 
Range 

aaaiaasss 



Sample Name: 8715.004/2X Acquired: 12/5/2007 10:38:26 Type: Unk 
Method: TAL20071205A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: PEI-034/2X Dilution: 1 Operator: SRV 
Comment: 130 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121}; 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -8.1058 6695,9 253.00 1868.8 5668.3 410.47 
Stddev 11.189 46.4 .40 3.7 13.5 2.36 
%RSD 138.04 .69274 .15819 .19880 .23778 .57449 

#1 -.19390 6663.1 253.28 1866.2 5658.8 412.14 
#2 -16.018 6728.7 252.72 1871.5 5677.9 408.80 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 784.20 1451.0 3922.5 3465.4 
Stddev 1.02 1.5 9.0 8.0 
%RSD .12985 .10207 .23012 .23017 

#1 784.92 1449.9 3916.1 3459.8 
#2 783.48 1452.0 3928.9 3471.1 

Check ? None None None None 
Value 
Range 



Sample Name: 8715.004/2X Acquired: 12/5/2007 10:38:26 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034/2X Dilution: 1 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7872.3 10666. 127390. 30509. 
Stddev 2.7 16. 452. 606. 
%RSD .03449 .14539 .35473 1.9859 

#1 7874.2 10655. 127710. 30080. 
#2 7870.4 10677. 127070. 30937. 
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Sample Name: 8715.004D Acquired: 12/5/2007 10:41:08 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEL034D Dilution: 1 Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 507.36 2441.1 390.94 778.34 781.73 23.595 
Stddev .27 43.1 3.31 15.30 12.51 2.112 
%RSD .05239 1.7640 .84750 1.9661 1.6007 8.9493 

#1 507.17 2471.5 388.59 789.16 790.58 25.088 
#2 507.54 2410.6 393.28 767.52 772.89 22.102 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 277.66 261.44 59.407 199.66 3669.6 112.89 
Stddev 2.19 3.10 .115 .31 59.0 12.13 
%RSD .78822 1.1869 .19428 .15377 1.6090 10.743 

#1 276.11 259.24 59.326 199.45 3711.4 121.46 
#2 279.21 263.63 59.489 199.88 3627.9 104.31 

Check ? None None None None None None 
Value 
Range 

13 flifl 111589 



Sample Name: 8715.004D Acquired: 12/5/2007 10:41:08 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034D Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206, ,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.836 3231.9 138.84 897.90 2697.7 196.48 
Stddev , 10.907 7:6 8.69 9.26 32.4 2.76 
%RSD 84.975 .23546 6.2597 1.0318 1.2024 1.4045 

#1 -20.549 3226.5 132.69 891.34 2674.7 194.53 
#2 -5.1233 3237.3 144.98 904.45 2720.6 198.44 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190, .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 377.43 694.89 1840.5 1664.6 
Stddev 3.50 6.87 .9 18.6 
%RSD .92778 .98900 .04717 1.1203 

#1 374.96 690.03 1839.8 1651.4 
#2 379.91 699.75 1841.1 1677.8 

Check ? None None None None 
Value 
Range 

aiffflaasaa 



Sample Name: 8715.004D Acquired: 12/5/2007 10:41:08 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PEI-034D Dilution: 1 Operator: SRV 
Comment: 131 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7957.0 10773. 129440. 31881. 
Stddev 47.9 32. 505. 375. 
%RSD .60169 .29662 .39012 1.1760 

#1 7990.8 10796. 129080. 31616. 
#2 7923.1 10751. 129800. 32146. 

\ 

ammmmsm 



Sample Name: BLANK Acquired: 12/5/2007 10:43:50 Type: link 
I Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .98785 24.479 -.61082 6.0265 5.9867 .66731 
Stddev .66417 32.465 .76523 7.5720 7.4601 1.7346 
%RSD 67.233 132.62 125.28 125.64 124.61 259.95 

#1 1.4575 1.5226 -1.1519 .67233 .71165 -.55927 
#2 .51822 47.435 -.06972 11.381 11.262 1.8939 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25381 -.22469 -.03384 .55735 29.057 9.7444 
Stddev .11526 .12512 .00797 .26510 37.075 21.461 
%RSD 45.412 ^ 55.683 23.560 47.564 127.59 220.24 

#1 .33531 -.13622 -.03947 .74480 2.8411 -5.4307 
#2 .17231 -.31316 -.02820 .36990 55.273 24.919 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 10:43:50 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg -10.604 15.492 27.662 -.11000 .23238 1.1865 
Stddev 2.447 9.142 9.763 .32562 1.6422 .3386 
%RSD 23.076 59.013 35.292 296.01 706.67 28.539 

#1 -12.335 21.956 34.565 .12024 1.3936 1.4259 
#2 -8.8742 9.0273 20.759 -.34025 -.92880 .94703 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .71602 -1.5873 8.2791 .58512 
Stddev .88448 .4098 5.2955 .47924 
%RSD 123.53 25.816 63.963 81.906 

#1 1,3414 -1.2975 12.024 .92399 
#2 .09060 -1.8770 4.5346 .24624 

Check ? 
Value 
Range 

None None None None 



Sample Name: BLANK Acquired: 12/5/2007 10:43:50 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7868.6 10625. 135070. 35441. 
Stddev 52.9 73. 4262. 41. 
%RSD .67263 .68772 3.1551 .11574 

#1 7906.0 10677. 138090. 35470. 
#2 7831.2 10574. 132060. 35412. 



! 
i 

Sample Name: BLANK Acquired: 12/5/2007 10:46:34 Type: link 
! Method: TAL20071205A Mode: CONG Corr Factor: 1 ;000000 

User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17469 10.713 -1.0552 -.02814 .10419 -.62888 
Stddev .11416 4.622 .0751 .00835 .04986 .54686 
%RSD 65.348 43.144 7.1173 29.656 47.852 86.959 

#1 .25542 13.981 -1.0021 -.03404 .06893 -.24218 
#2 .09397 7.4446 -1.1083 -.02224 .13944 -1.0156 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16526 -.39186 -.19471 -.08146 .38229 27.955 
Stddev .03524 .03456 .43691 .33836 1.1798 3.256 
%RSD 21.322 8.8201 224.39 415.37 308.62 11.646 

#1 .19018 -.36742 .11423 .15780 -.45197 25.653 
#2 .14035 -.41629 -.50365 -.32072 1.2166 30.257 

Check ? None None None None None None 
Value 
Range 

mmmmsm 
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Sample Name: BLANK Acquired: 12/5/2007 10:46:34 Type: Unk 
I Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.2821 .39277 22.530 -.47440 .90739 1.5307 
Stddev 5.6094 .09096 2.940 .12522 .11097 1.8156 
%RSD 131.00 23.159 13.052 26.396 12.229 118.61 

#1 .31561 .45709 24.609 -.56294 .98586 .24693 
#2 8.2485 ,32845 20.450 -.38585 .82893 2.8146 

Check? None Nbne None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.79770 -3.2370 -.18560 -.31654 
Stddev 1.0468 .0134 .08870 .00068 
%RSD 131.22 .41463 47.793 .21435 

#1 -1.5379 -3.2275 -.24832 -.31702 
#2 -.05752 -3.2465 -.12287 -.31606 

Check ? None None None None 
Value 
Range 

mmmmsm 



Sample Name: BLANK Acquired: 12/5/2007 10:46:34 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7897.5 10654. 137640. 32658. 
Stddev 12.6 6. 10156. 2673. 
%RSD .15920 .05925 7.3787 8.1838 

#1 7906.4 10658. 130460. 34548. 
#2 7888.6 10649. 144820. 30768. 



Sample Name: BLANK Acquired: 12/5/2007 10:49:18 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.13846 6.1083 -.57219 .02669 .08998 -.44416 
Stddev .19282 2.6810 .69715 .03431 .00365 1.6163 
%RSD 139.25 43.891 121.84 128.53 4.0535 363.90 

#1 -.27480 8.0040 -1.0652 .05095 .09256 .69874 
#2 -.00212 4.2126 -.07924 .00243 .08740 -1.5871 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg .25979 -.41627 -.42847 -.20220 .24102 42.429 
Stddev .06426 .08713 .11921 .09565 .41130 39.395 
%RSD 24.734 20.930 27.823 47.306 170.65 92.851 

#1 .21436 -.47788 -.51276 -.13456 .53185 70.286 
#2 .30523 -.35466 -.34417 -.26983 -.04981 14.572 

Check ? None None None None None None 
Value 
Range 

;iia®fi»®5se 



Sample Name: BLANK Acquired: 12/5/2007 10:49:18 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.21933 .36173 26.659 -.41198 .51022 1.6558 
Stddev 12.024 .07641 .574 .38999 .70429 1.2057 
%RSD 5482,0 21.123 2.1533 94.663 138.04 72.820 

#1 8.2826 .41576 26.253 -.13622 .01221 2.5083 
#2 -8.7213 .30770 27.065 -.68775 1.0082 .80319 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .14527 -2.8139 -.01555 -.12087 
Stddev 1.4485 .6312 .11322 .12923 
%RSD 997,05 22.431 727.90 106.91 

#1 1.1695 -3.2602 .06450 -.21225 
#2 -.87894 -2.3675 -.09561 -.02949 

Check ? None None None None 
Value 
Range 

Maaasas 



Sample Name; BLANK Acquired: 12/5/2007 10:49:18 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7891.9 10657. 129700. 33042. 
Stddev 13.7 28. 777. 1931. 
%RSD .17420 .26569 .59935 5.8426 

#1 7901.6 10677. 130250. 34407. 
#2 7882.2 10637. 129150. 31677. 



Sample Name: ZCRI Acquired: 12/5/2007 10:52:02 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.187 9.1635 9.4630 -.06598 5.2299 -.57857 
Stddev .474 6.2500 .7027 .16257 .2081 .65936 
%RSD 4.2339 68.205 7.4256 246.38 3.9795 113.96 

#1 10.852 13.583 9.9598 .04897 5.0828 -1.0448 
#2 11.522 4.7441 8.9661 -.18093 5.3771 -.11233 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0109 53.259 10.713 26.121 -1.0260 42.911 
Stddev .1071 .662 .099 .318 .2729 11.130 
%RSD 2.1377 1.2422 .92057 1.2180 26.601 25.938 

m 5.0867 53.727 10.783 25.896 -.83301 35.041 
#2 4.9352 52.791 10.644 26.346 -1.2190 50.781 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 12/5/2007 10:52:02 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -4.3897 17.135 7.1766 42.927 12.480 60.772 
Stddev 9.8584 .056 7.4524 .653 .428 1.049 
%RSD 224.58 .32421 103.84 1.5209 3,4321 1.7266 

#1 -11.361 17.096 12.446 43.389 12.177 61.513 
#2 2.5812 17.175 1.9069 42.465 12.782 60.030 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243} (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.083 26.356 53.996 61.864 
Stddev 1.893 .438 .020 .917 
%RSD 5.8991 1.6634 .03655 1.4827 

#1 33.421 26.666 54.010 62.513 
#2 30.745 26.046 53.982 61.216 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

»S«SSI32 



Sample Name: ZCRI Acquired: 12/5/2007 10:52:02 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8089.4 10848. 126470. 30660. 
Stddev 78.1 103. 465. 1133. 
%RSD .96568 .94661 .36808 3.6966 

#1 8034.2 10776. 126800. 31462. 
#2 8144.6 10921. 126140. 29859. 



i 
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Sample Name: CRI Acquired: 12/5/2007 10:54:42 Type: QC 
| Method: TAL20071205A Mode: CONC Corn Factor: 1.000000 

User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
I Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.621 8.7278 7.7234 .06319 5.2506 -1.2531 
Stddev .225 1.1166 .4306 .10173 .0678 .7107 
%RSD 2.1217 12.793 5.5748 160.99 1.2917 56.714 

#1 10.462 7.9383 8.0279 -.00874 5.2026 -.75056 
#2 10.780 9.5174 7.4189 .13513 5.2985 -1.7556 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8774 51.562 10.405 25.405 -.29193 41.116 
Stddev .0889 .264 .377 .082 1.2927 1.497 
%RSD 1.8233 .51289 3.6241 .32127 442.80 3.6399 

#1 4.8145 51.375 10.671 25.463 -1.2060 40.058 
#2 4.9402 51.749 10.138 25.348 .62212 42.175 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 12/5/2007 10:54:42 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.2916 16.370 9.9300 41.473 11.952 59.557 
Stddev 7.1532 .192 1.5189 .219 .458 .396 
%RSD 98.102 1.1742 15.296 .52893 3.8354 .66492 

#1 -2.2335 16.505 11.004 41.318 11.628 59.277 
#2 -12.350 16.234 8.8560 41.628 12.276 59.837 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.362 26.215 51.591 59.847 
Stddev .326 .570 ,512 .298 
%RSD 1.0385 2.1761 .99233 .49878 

#1 31.132 26.619 51.953 59.636 
#2 31.593 25.812 51.229 60.058 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

wmsmmm 



Sample Name: CRI Acquired: 12/5/2007 10:54:42 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int, Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360 .073 ( 94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8232.3 11018. 130560. 30570. 
Stddev 13.0 17. 481. 223. 
%RSD .15740 .15404 .36870 .72900 

#1 8241.5 11030. 130220. 30727. 
#2 8223.2 11006. 130900. 30412. 

I 
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Sample Name: ICSA Acquired: 12/5/2007 10:57:21 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06425 243170. .70104 -2.9414 1.4112 236800. 
Stddev .12230 5879. .36343 .0782 .0589 13142. 
%RSD 190.34 2.4176 51.841 2.6596 4.1727 5.5497 

#1 -.02223 247330. .44406 -2.9967 1.4529 246100. 
#2 .15073 239010. .95803 -2.8861 1.3696 227510. 

Check ? Chk Pass Chk Pass Chk Rass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228,616 {447} 267.716 {126} 324.754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1,8488 2.6233 43.225 23.047 93615. -46.854 
Stddev .0664 .0896 .859 .473 2255. 15.706 
%RSD 3.5914 3.4155 1.9869 2.0503 2.4086 33.520 

#1 1.8019 2.6866 43.832 23.381 95209. -57.960 
#2 1.8958 2.5599 42.617 22.712 92020. -35.749 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ifflfisaafia? 



Sample Name: ICSA Acquired: 12/5/2007 10:57:21 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 22 H .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 244400. 15.838 747.12 17.871 13.536 -.13334 
Stddev 6688. .100 16.76 .348 1.136 .60914 
%RSD 2.7366 .63285 2.2438 1.9453 8.3951 456.82 

#1 249130. 15.909 758.98 17.625 12.732 -.56407 
#2 239670. 15.767 735.27 18.117 14.340 .29739 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

-

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -7.4974 -1.1215 -1.0694 22.292 
Stddev .8428 1.6302 .3982 .057 
%RSD 11.241 145.35 37.235 .25518 

#1 -8.0934 -2.2742 -1.3509 22.252 
#2 -6.9015 .03119 -.78780 22.333 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

iiiaaasis 



Sample Name: ICSA Acquired: 12/5/2007 10:57:21 Type; QC 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7039.7 10082. 119750. 30135. 
Stddev 11.0 19. 1554. 929. 
%RSD .15653 .19065 1.2975 3.0823 

#1 7047.5 10096. 118650. 29478. 
#2 7031.9 10069. 120850. 30792. 



Sample Name: ICSAB Acquired: 12/5/2007 11:00:06 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 212.81 254710. 94.844 520.79 493.16 243260. 
Stddev .14 4663. .510 9.60 8.40 5800. 
%RSD .06567 1.8306 .53738 1.8442 1.7038 2.3841 

#1 212.91 258010. 94.484 527.58 499.10 247360. 
#2 212.71 251410. 95.204 514.00 487.22 239160. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 969.59 501.37 529.48 532.29 97798. -42.021 
Stddev .47 .83 2.80 .46 1728. 7.086 
%RSD .04800 .16463 .52920 .08690 1.7669 16.862 

#1 969.92 501.95 527.50 532.62 99020. -47.032 
#2 969.26 500.78 531.46 531.96 96576. -37.011 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ttBSMUBia 



Sample Name: ICSAB Acquired: 12/5/2007 11:00:06 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 255930. 522.19 787.86 1021.2 59.598 608.81 
Stddev 4810. .51 14.54 1.8 .116 .80 
%RSD 1.8794 .09763 1.8450 .17442 .19412 .13112 

#1 259330. 521.83 798.14 1022.5 59.517 608.25 
#2 252530. 522.55 777.58 1020.0 59.680 609.38 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 48.518 94.914 500.91 1003.6 
Stddev .813 .187 1.12 1.6 
%RSD 1.6761 .19678 .22352 .15839 

#1 47.943 95.047 500.12 1004.7 
#2 49.093 94.782 501.70 1002.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

iBMSifiii 



Sample Name: ICSAB Acquired: 12/5/2007 11:00:06 TypeiQC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6953.6 9957.0 119200. 29709. 
Stddev 4.1 5.6 336. 623. 
%RSD .05907 .05657 .28225 2.0982 

#1 6956.5 9960.9 119440. 29269. 
#2 6950.7 9953.0 118960. 30150. 



Sample Name: CCV Acquired: 12/5/2007 11:02:47 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 622.95 4853.1 246.89 4885.1 120.50 12094. 
Stddev 4.08 61.7 1.65 67.4 1.61 166. 
%RSD .65440 1.2709 ,66759 1.3795 1.3336 1.3702 

#1 620.06 4809.5 248.05 4837,4 119,37 11977. 
#2 625.83 4896.7 245.72 4932.7 121.64 12211. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766,490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.54 1231.9 496.88 599.71 2434.7 12123. 
Stddev .65 10.3 5.27 5.80 29.9 153. 
%RSD .52116 .83239 1.0609 .96692 1.2301 1.2653 

#1 125.00 1239.1 493.15 595.61 2413.5 12014. 
#2 124.09 1224.6 500.61 603.81 2455.8 12231. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Ijsasaasis 



Sample Name: CCV Acquired: 12/5/2007 11:02:47 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610(131} 589.592(57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12040. 1263.2 12070. 1236.0 247.78 1243.9 
Stddev 200. 9.9 153. 10.0 3.55 8.2 
%RSD 1.6588 .78033 1.2635 .81205 1.4346 .65757 

#1 11899. 1256.2 11962. 1243.1 250.29 1249.7 
#2 12181. 1270.2 12178. 1228.9 245.26 1238.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190 .856 {477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.33 246.98 1233.3 1227.5 
Stddev 1.06 2.51 9.0 11.0 
%RSD .42799 1.0154 .72808 .89314 

#1 248.08 248.75 1226.9 1235.2 
#2 246.59 245.21 1239.6 1219.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

A«FLFLSSSI4 



Sample Name: CCV Acquired: 12/5/2007 11:02:47 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7920.0 10810. 128280. 31346. 
Stddev 34.8 34. 986. 324. 
%RSD .44002 .31327 .76854 1.0345 

#1 7895.4 10786. 128970. 31576. 
#2 7944.7 10833. 127580. 31117. 



Sample Name: CQB Acquired: 12/5/2007 11:05:22 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06334 9.0873 -.49107 .09573 .01586 -1.0786 
Stddev .18478 6.1687 .67643 .00743 .02607 1.9778 
%RSD 291.75 67.883 137.75 7.7667 164.33 183.37 

#1 -.06732 4.7254 -.01276 .09047 .03430 .31991 
#2 .19399 13.449 -.96937 .10099 -.00257 -2.4771 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign LImii 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05744 -.10098 -.08036 .27016 -.06626 12.154 
Stddev .00358 .09669 .26612 .45553 .47744 17.048 
%RSD 6.2305 95.747 331.16 168.61 720.59 140.27 

#1 .05998 -.03261 -.26854 .59227 -.40386 24.208 
#2 .05491 -.16935 .10782 -.05194 .27134 .09887 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 12/5/2007 11:05:22 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353(453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7178 .03174 10.585 -.22023 .16009 .77885 
Stddev 2.3497 .04007 9.103 .10473 .08045 .38698 
%RSD 41.095 126.25 85.997 47.557 50.253 49.686 

#1 4.0563 .00341 17.021 -.14617 .10320 1.0525 
#2 7.3793 .06007 4.1483 -.29429 .21698 .50521 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.3211 -.96533 -.34831 -.01105 
Stddev .0007 .13947 .24755 .01155 
%RSD .03058 14.448 71.071 104.54 

#1 -2.3206 -.86671 -.52336 -.00288 
#2 -2.3216 -1.0640 -.17327 -.01921 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 12/5/2007 11:05:22 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8139.6 10896. 129720. 31011. 
Stddev 6.2 7. 31. 115. 
%RSD .07644 .06137 .02373 .37000 

#1 8135.2 10891. 129740. 30930. 
#2 8144.0 10900. 129700. 31092. 



Sample Name: 0008724-01A Acquired: 12/5/2007 11:08:08 Type: link 
; Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: MH24H6A Dilution: 1 Operator: SRV 
Comment: AS,AG,ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042(478} 455 .403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 19.218 206090. 181.28 1986.9 1.1713 52845. 
Stddev .058 835. .19 12.3 .0546 161. 
%RSD .30090 .40522 .10591 .62112 4.6619 .30495 

#1 19.177 206680. 181.42 1995.6 1.2099 52959. 
#2 19.258 205500. 181.15 1978.2 1.1327 52731. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9027 115.81 225.15 200.88 222360. 42962. 
Stddev .0050 .11 .18 .39 4. 237. 
%RSD .08379 .09379 .07810 .19167 .00198 .55156 

#1 5.9062 115.74 225.02 200.60 222360. 43129. 
#2 5.8992 115.89 225.27 201.15 222360. 42794. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01A Acquired: 12/5/2007 11:08:08 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6A Dilution: 1 Operator: SRV 
Comment: AS,AG,ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52719. 4671.2 3831.1 151.93 248.88 4.1282 
Stddev 202. 41.8 14.5 .06 .50 .5522 
%RSD .38350 .89585 .37790 .04068 .19889 13.377 

#1 52862. 4641.6 3841.4 151.89 249.23 4.5187 
#2 52576. 4700.7 3820.9 151.97 248.53 3.7377 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.4864 -7.8804 571.56 2733.7 
Stddev 1.3323 .1049 1.03 4.1 
%RSD 29.698 1.3309 .18077 .15153 

#1 -3.5443 -7.8063 570.83 2736.6 
#2 -5.4285 -7.9546 572.29 2730.7 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01A Acquired: 12/5/2007 11:08:08 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6A Dilution: 1 Operator: SRV 
Comment: AS,AG,ZN 

Int. Std. In2306 Y 2243 Y_3600 Y_37l0 
Line 230.606 {446} 224.306(450} 360 .073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6908.7 10800. 127670. 31627. 
Stddev 52.3 86. 164. 303. 
%RSD .75629 .79990 .12877 .95757 

#1 6871.7 10739. 127550. 31413. 
#2 6945.6 10861. 127780. 31841. 

fi S-B US 23-



Sample Name: 0008725-01A Acquired: 12/5/2007 11:10:57 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8A Dilution: 1 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 ( 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5608 111940. 90.211 1361.0 2.4718 33515. 
Stddev .5116 6313. .033 77.8 .0413 1882. 
%RSD 9.2001 5.6397 .03656 5.7193 1.6699 5.6160 

#1 5.1990 107470. 90.188 1306.0 2.4426 32184. 
#2 5.9225 116400. 90.234 1416.1 2.5010 34846. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.821 88.329 177.58 235.81 132260. 30253. 
Stddev .060 .445 5.20 7.27 1695. 1659. 
%RSD .55258 .50341 2.9274 3.0849 1.2813 5.4832 

#1 10.863 88.015 173.90 230.67 131060. 29080. 
#2 10.779 88.644 181.25 240.95 133460. 31426. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-01A Acquired: 12/5/2007 11:10:57 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8A Dilution: 1 Operator: SRV 

) 

Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.61,0 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833(463} 
IS Ref (Y_37l0) (Y_3600) (Y_3710) (Jn2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29366. 4102.3 1275.7 119.47 1039.4 35.897 
Stddev 1614. 136.1 81.6 .94 5.3 .003 
%RSD 5.4968 3.3164 6.3940 .78836 .50515 .00696 

#1 28224. 4006.1 1218.0 118.80 1035.7 35.896 
#2 30507. 4198.5 1333.4 120.13 1043.1 35.899 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 1,90.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.51939 -4.1430 296.14 4525.2 
Stddev .86408 .7341 10.04 37.7 
%RSD 166.37 17.720 3.3895 .83328 

#1 -1.1304 -4.6621 289.04 4498.5 
#2 .09161 -3.6239 303.24 4551.8 

Check ? None None Nbne None 
Value 
Range 

1-0:011̂ 623 



Sample Name: 0008725-01A Acquired: 12/5/2007 11:10:57 Type: Unk 
Method: TAL20071205A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample I'D: MH24M8A Dilution: 1 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7286.8 11234. 139070. 38550. 
Stddev 25.4 22. 3100. 1388. 
%RSD .34901 .19616 2.2289 3.6006 

#1 7304.8 11249. 141260. 39531. 
#2 7268.8 11218. 136880. 37568. 

MB9Sfl&2a 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:13:49 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution: 1 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 { 74} 313,042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_37 TO) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 283.66 16004, 1882.1 412.14 1.0048 47594. 
Stddev .01 344. 14.5 3.15 .0160 127. 
%RSD .00405 2.1507 .76815 .76454 1.5932 .26594 

#1 283.65 16248. 1892.3 414.37 .99350 47683. 
#2 283.67 15761. 1871.8 409.91 1,0161 47504. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C62286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228 .616 {447} 267,716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 299.23 13.099 49.384 4010.5 54516. 3137.8 
Stddev 2.85 .412 .095 3.6 365. 54.7 
%RSD .95166 3.1456 .19164 .09076 .66870 1.7430 

#1 301,25 13.390 49.317 4013.1 54774. 3176.5 
#2 297.22 12.808 49.451 4007.9 54258. 3099,1 

Check? None None None None None None 
Value 
Range 

mmmmams 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:13:49 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution: 1 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14477. 7287.0 1670:8 20.326 56642. 1678.6 
Stddev 108. 8.4 11.3 .280 484. 13.1 
%RSD .74632 .11577 .67751 1.3792 .85402 .78184 

#1 14553. 7281.0 1678.8 20.524 56985. 1687.9 
#2 14400. 7292.9 1662.8 20.128 56300. 1669.3 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.300 9.7756 54.551 59826. 
Stddev .272 .6148 .263 553. 
%RSD 1.1687 6.2886 .48212 .92452 

#1 23.493 9.3409 54.365 60217. 
#2 23.108 10.210 54.737 59435. 

Check ? None None None None 
Value 
Range 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:13:49 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution: 1 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224,306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7524.8 10557. 124420. 29867. 
Stddev 49.7 88. 209. 20. 
%RSD .66024 .83275 .16821 .06733 

#1 7489.7 10495. 124560. 29882. 
#2 7559.9 10619. 124270. 29853. 



: Sample Name: 0008724-06 Acquired: 12/5/2007 11:16:39 Type: Unk 
' Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: MH24Q1 Dilution: 4.2 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As-1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108}: 317.933 {106} 
ISRef (Y_3600) (Y 3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 185.75 10064. 1256.1 265.32 .59776 31113. 
Stddev .01 108. 2.1 2.26 .04250 287. 
%RSD .00490 1.0703 .16326 .85341 7.1095 .92377 

#1 185.75 10140. 1257.5 266.92 .56771 31316. 
#2 185.74 9987.8 1254.6 263.72 .62781 30909. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {1:30} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 200.18 7.9824 31.218 2610.6 35329. 1892.8 
Stddev .08 .2100 .196 .6 237. 19.1 
%RSD .04005 2.6305 .62779 .02199 .67150 1.0093 

#1 200.13 7.8340 31.357 2611.0 35496. 1906.3 
#2 200.24 8.1309 31.079 2610.2 35161. 1879.3 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-06 Acquired: 12/5/2007 11:16:39 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 4.2 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9392.7 4836.8 1093.7 12.896 37495. 1119.3 
Stddev 98.6 23.3 10.1 .210 25. 2,9 
%RSD 1.0502 .48233 .92692 1.6296 .06605 .25725 

#1 9462.5 4820.3 1100.8 13.045 37512. 1117.2 
#2 9323.0 4853.3 1086.5 12.748 37477. 1121.3 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.091 7.0003 34.000 41457. 
Stddev .448 .4469 .164 200. 
%RSD 3.1766 6.3834 .48177 .48218 

#1 14.407 6.6843 34.116 41598. 
#2 13.774 7.3163 33.884' 41316. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-06 Acquired: 12/5/2007 11:16:39 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1,000000 
User: admin Client sample ID: MH24Q1 Dilution: 4.2 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Ayg 7822.3 10809. 129150. 30871. 
Stddev 3.3 15. 97. 258. 
%RSD .04259 .13457 .07498 .83534 

#1 7824.7 10819. 129220. 30689. 
#2 7819.9 10799. 129080. 31053. 

« 

311 



Sample Name: 0008724-13 Acquired: 12/5/2007 11:19:30 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: MH24Q8 Dilution: 4.96 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317,933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 225.66 12504. 1556.1 321.93 .77021 39263. 
Stddev 1.19 205. .2 5.40 .01933 695. 
%RSD .52672 1.6426 .01129 1.6763 2.5097 1.7693 

#1 226.50 12359. 1556.2 318.11 .75654 38772. 
#2 224.82 12649. 1556.0 325.74 .78388 39754. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 252.57 9:6579 38.715 3302.9 44702. 2323.0 
Stddev .01 .0636 .094 2.1 716. 4.0 
%RSD .00553 .65845 .24318 .06350 1.6017 .17317 

#1 252.58 9.7028 38.648 3304.4 44195. 2320.2 
#2 252.56 9.6129 38.781 3301.4 45208. 2325.9 

Check ? None None None None None None 
Value 
Range 

aaaaaiB3i 



Sample Name: 0008724-13 Acquired: 12/5/2007 11;19:30 Type: Unk 
Method: TAL20071205A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 4.96 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_37lO) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11942. 5787.3 1375.1 16.244 48002. 1396.2 
Stddev 191. 40.0 26.4 .029 79. 1.5 
%RSD 1.5971 .69195 1.9194 .17943 .16443 .10939 

#1 11807. 5815.6 1356.4 16.265 48058. 1395.1 
#2 12077. 5759.0 1393.7 16.224 47947. 1397.3 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 18.251 8.0922 42.025 51137. 
Stddev .794 .1679 .179 131. 
%RSD 4.3524 2.0753 .42655 .25708 

#1 18.812 8.2109 42.152 51230. 
#2 17.689 7.9734 41.898 51044. 

Check? None None None None 
Value 
Range \ 



Sample Name: 0008724-13 Acquired: 12/5/2007 11:19:30 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 4.96 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606(446} 224.306(450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7693.3 10696. 127570. 31127. 
Stddev 18.0 17. 869. 218. 
%RSD .23429 .15600 .68155 .69934 

#1 7680.5 10684. 126960. 31281. 
#2 7706.0 10708. 128180. 30973. 



Sample Name: 0008724-13 Acquired: 12/5/2007 11:22:20 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 3.9 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152(85} 189 .042(478} 455.403 { 74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 192.15 10589. 1305.4 272.78 .66332 33220. 
Stddev 7.21 5. 1.6 .09 .02829 29. 
%RSD 3.7534 .04951 .11963 .03209 4.2654 .08611 

#1 197.25 10593. 1306.5 272.72 .68333 33240. 
#2 187.05 10586. 1304.3 272.84 .64332 33200. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 211.82 8.2005 33.225 2784.8 37813. 1933.9 
Stddev .45 .0243 1.652 114.5 12. 27.4 
%RSD .21378 .29607 4.9705 4.1131 .03065 1.4179 

#1 212.14 8.1833 34.393 2865.8 37822. 1914.5 
#2 211.50 8.2177 32.058 2703.9 37805. 1953.3 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-13 Acquired: 12/5/2007 11:22:20 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 3.9 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833(463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10081. 4901.7 1158.6 13.651 40181. 1171.1 
Stddev 9. 131.6 8.2 .844 80. 2.6 
%RSD .08885 2.6856 .70498 6.1817 .19981 .22610 

#1 10075. 4994.8 1164.3 14.247 40237. 1173.0 
#2 10087. 4808.6 1152.8 13.054 40124. 1169.3 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 16.828 6.6071 36.386 43644. 
Stddev .940 .3119 1.441 67. 
%RSD 5.5849 4.7206 3.9590 .15360 

#1 16.164 6.8277 37.404 43597. 
#2 17.493 6.3866 35.367 43692. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-13 Acquired: 12/5/2007 11:22:20 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 3.9 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7770.2 10749. 126790. 31111. 
Stddev 12.1 22. 4108. 112. 
%RSD .15573 .20501 3.2396 .36102 

#1 7761.7 10733. 123890. 31032. 
#2 7778.8 10764. 129700. 31191. 



Sample Name: 0008727-01A Acquired: 12/5/2007 11:25:12 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24L3A Dilution: 1 Operator: SRV 
Comment: MN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 1i 59.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 79.523 109550. 303.50 1129.8 3.9607 58068. 
Stddev 2.246 4654. 2.10 48.2 .1707 2503. 
%RSD 2.8239 4.2486 .69070 4.2676 4.3101 4.3104 

#1 77.935 106260. 302.02 1095.7 3.8399 56298. 
#2 81.111 112840. 304.98 1163.9 4.0814 59837. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 166.49 69.887 131.03 2608.6 104640. 26540. 
Stddev .82 .575 4.36 68.0 1753. 1117. 
%RSD .49087 .82224 3.3299 2.6049 1.6755 4.2084 

#1 165.91 69.481 127.94 2560.6 103400. 25750. 
#2 167.07 70.294 134.11 2656.7 105880. 27329. 

Check ? None None None None None None 
Value 
Range 

SjSSflMHSS? 



Sample Name: 0008727-01A Acquired: 12/5/2007 11:25:12 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24L3A Dilution: 1 Operator: SRV 
Comment: MN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 30036. 10966. 6590.3 109.45 15530. 648.97 
Stddev 1261. 354. 280.5 .98 163. 4.41 
%RSD 4.1984 3.2292 4.2568 .89365 1.0523 .67899 

#1 29144. 10715. 6391.9 108.76 1541,5. 645.86 
#2 30927. 11216. 6788.7 110.14 15646. 652.09 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zh2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 18.801 13.001 198.90 17491. 
Stddev 2,723 .218 5.97 215. 
%RSD 14.481 1.6756 3.0031 1.2292 

#1 16.876 12.847 194,68 17339. 
#2 20.726 13.155 203.13 17643. 

Check ? None None None None 
Value 
Range _ 



Sample Name: 0008727-01A Acquired: 12/5/2007 11:25:12 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24L3A Dilution: 1 Operator: SRV 
Comment: MN 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7192.6 10970. 137250. 37707. 
Stddev 29.8 21. 2350. 1153. 
%RSD .41418 .18690 1.7122 3.0571 

#1 7213.7 10985. 138910. 38522. 
#2 7171.5 10956. 135580. 36892. 

:aaisssfis;2s 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:28:02 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution: 1 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 302.40 17308. 2005.8 448.72 1.0374 51848. 
Stddev 1.35 888. 29.1 16.43 .0429 1761. 
%RSD .44761 5.1288 1.4494 3.6620 4.1356 3.3959 

#1 303.35 17936. 2026.4 460.33 1.0677 53093. 
#2 301.44 16680. 1985.3 437.10 1.0070 50603. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 319.26 13.394 51.246 4364.7 58778. 3307.2 
Stddev 4,97 .214 1.133 1:9.0 2213. 110.5 
%RSD 1.5554 1.6007 2.2101 .43538 3.7649 3.3421 

#1 322.77 13.545 50.445 4378.1 60342. 3385.4 
#2 315.75 13.242 52.047 4351.3 57213. 3229l1 

Check? None None None None None None 
Value 
Range 

mmmmm 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:28:02 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution:! Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 15739. 7846.2 1864.2 21.386 60257. 1790.1 
Stddev 570. 11.4 57.3 .110 920. 26.0 
%RSD 3.61:89 .14501 3.0723 .51449 1.5276 1.4536 

#1 16142. 7854.3 1904.7 21.308 60907. 1808.5 
#2 15337. 7838.2 1823.7 21.463 59606. 1771.7 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.641 11.038 57.005 63172. 
Stddev .785 1.050 .214 957. 
%RSD 3.3206 9.5162 .37593 1.5145 

#1 23.086 11.780 57.156 63849. 
#2 24.197 10.295 56.853 62495. 

Check ? None None None None 
Value 
Range 



Sample Name: Z0008724-06 Acquired: 12/5/2007 11:28:02 Type: Unk 
Method: TAL20071205A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24Q1 Dilution: 1 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7507.7 10545. 124380. 29774. 
Stddev 83.9 121. 263. 881. 
%RSD 1.1174 1.1516 .21174 2.9580 

#1 7448.4 10459. 124200. 29151. 
#2 7567.0 10631, 124570. 30397. 



Sample Name: BLANK Acquired: 12/5/2007 11:30:51 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

EJem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .40039 23.773 -.48165 .23574 .09191 4.9415 
Stddev .29333 24.040 .92470 .22618 .02218 6.2666 
%RSD 73.262 101.12 191.98 95.944 24.135 126.82 

#1 .60781 6.7743 -1.1355 .07581 .10760 .51036 
#2 .19297 40.771 .17221 .39568 .07623 9.3726 

Check ? None None None None None • None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .15623 -.34843 -.62395 -.05729 15.184 30.362 
Stddev .10469 .02817 .09248 .20189 15.292 3.813 
%RSD 67.012 8.0852 14.822 352.38 100.71 12.560 

#1 .08220 -.32851 -.55855 -.20005 4.3711 33.059 
#2 .23025 -.36835 -.68934 .08547 25.997 27.666 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 11:30:51 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.4087 1.4926 26.845 -.46577 4.3946 2.2638 
Stddev 1.7811 .5516 7.373 .00088 1.4276 .4320 
%RSD 52.251 36.958 27.467 .18940 32.485 19.084 

#1 -2.1493 1.8827 21.631 -.46514 5.4040 1.9583 
#2 -4.6681 1.1026 32.058 -.46639 3.3851 2.5693 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5996 -2.9240 .10683 2.3660 
Stddev .7275 .1126 .16658 .2525 
%RSD 45.477 3.8499 155.93 10.672 

#1 -2.1141 -3.0036 .22461 2.5446 
#2 -1.0852 -2.8444 -.01096 2.1875 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 11:30:51 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: BLANK Dilution: ! Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7872.4 10626. 134750. 36112. 
Stddev 31.8 42. 4505. 264. 
%RSD .40358 .39936 3.3431 .73185 

#1 7894.9 10656. 137940. 36299. 
#2 7849,9 10596. 131570. 35925. 



Sample Name: BLANK Acquired: 12/5/2007 11:33:36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05761 15.596 -1.5546 -.00048 .10310 -2.0146 
Stddev .02907 6.005 .2925 .02489 .00252 2.1429 
%RSD 50.465 38.502 18.819 5207.5 2.4469 106.37 

#1 -.07817 11.350 -1.3477 .01712 .10489 -.49933 
#2 -.03705 19.843 -1,7614 -.01808 .10132 -3.5299 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y.2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25629 -.31013 -.16375 -.03591 1.3704 22.368 
Stddev .08499 .00052 .20128 .52615 1,3785 14.517 
%RSD 33.163 .16900 122.92 1465.2 100.59 64.901 

#1 .31639 -.31050 -.30607 -.40795 .39563 32.633 
#2 .19619 -.30976 -,02142 .33613 2.3452 12.103 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 11.:33:36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .21771 .61453 19:689 -.66155 3.5221 1.2966 
Stddev 7.4364 .01599 5.474 .05224 .2136 .1441 
%RSD 3415.7 2.6017 27.803 7.8967 6.0641 11.111 

#1 5.4760 .62584 15.818 -.69849 3.6731 1.3985 
#2 -5.0406 .60323 23.559 -.62461 3.3710 1.1948 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.88134 -3.5266 .20690 1.3885 
Stddev 1.4827 .0625 .10458 .0369 
%RSD 168.23 1.7727 50.545 2.6606 

#1 .16707 -3.4824 .28085 1.4146 
#2 -1.9297 -3.5708 .13295 1.3623 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 12/5/2007 11:33:36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7864.2 10621. 130520. 33034. 
Stddev 18.3 25. 1756. 1453. 
%RSD .23214 .23390 1.3457 4.3985 

#1 7877.1 10638. 131760. 34062. 
#2 7851.3 10603. 129280. 32007. 

mwmmmm 



Sample Name: CCV Acquired: 12/5/2007 11:36:19 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 644.05 5262.7 254.41 5237.2 130.04 13137. 
Stddev .37 5.9 2.84 8.3 .22 1. 
%RSD .05765 .11164 1.1178 .15911 .16779 .01126 

#1 643.79 5258.5 256.42 5243.1 129.89 13136. 
#2 644.32 5266.8 252.40 5231.3 130.20 13138. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 127.51 1264.5 519.61 627.04 2597.8 13003. 
Stddev 1.26 11.4 .17 .59 2.1 m 

%RSD .98858 .90390 .03333 .09442 .08030 .00326 

#1 128.40 1272.5 519.48 626.62 2596.3 13003. 
#2 126.62 1256.4 519.73 627.45 2599.3 13004. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

aaaasafias 



Sample Name: CCV Acquired: 12/5/2007 11:36:19 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13006. 1321.4 13002. 1275.9 257.63 1261.4 
Stddev 32. .0 23. 11.1: 3.06 14.2 
%RSD .24569 .00330 .17415 .87231 1.1897 1.1221 

#1 12983. 1321.4 13018. 1283.8 259.80 1271.4 
#2 13028. 1321.4 12985. 1268.0 255.47 1251.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 250.40 252.29 1282.3 1281.1 
Stddev 4.62 1.36 1.4 12.9 
%RSD 1.8465 .53818 .11009 1.0052 

#1 253.67 253.25 1281.3 1290.2 
#2 247.13 251.33 1283.3 1272.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 12/5/2007 11:36:19 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360 .073(94} 371.030( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7815.4 10681. 125490. 29790. 
Stddev 43.8 82. 36. 144. 
%RSD .56090 .76480 .02869 .48197 

#1 7784.4 10623. 125520. 29892. 
#2 7846.4 10739. 125470. 29689. 



Sample Name: CCB Acquired: 12/5/2007 11:38:55 Type: QC 
Method: TAL20071205A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SLT 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .79108 9.7211 -.63302 .73697 .06121 4.3838 
Stddev .04257 4.6661 .09130 .19192 .01136 .6449 
%RSD 5.3813 48.000 14.422 26.041 18.562 14.712 

#1 .76098 13.021 -.56846 .60127 .05318 3.9277 
#2 .82118 6.4217 -.69758 .87268 .06924 4.8398 

Check ? 
UliriK 1 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limn 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228,802 {447} 228.616 {447} 267.716 {126} 324,754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00682 .20212 -.44057 -.40594 2.1334 20.267 
Stddev .00477 .03336 .25613 .37520 .5037 13.496 
%RSD 70.032 16.506 58.135 92.429 23.612 66.590 

#1 .01019 .17853 -.62168 -.67125 1.7772 29.810 
#2 .00344 .22571 -.25947 -.14063 2.4895 10.724 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 12/5/2007 11:38:55 Type: QC 
i Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: CCB Dilution: 1 Operator: SLT 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121)257. 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1602 .27340 5.6473 .01668 2.8446 1.0655 
Stddev .5678 .11417 1.5825 .28639 .4697 .6898 
%RSD 7.9303 41.760 28.021 1717.2 16.511 64.743 

#1 6.7587 .19267 6.7662 .21919 2.5125 1.5532 
#2 7.5617 .35414 4.5283 -.18583 3.1767 .57769 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.8421 -.75790 -.01245 2.0321 
Stddev .4379 .12907 .18587 .0034 
%RSD 15.409 17.030 1493.3 .16788 

#1 -2.5325 -.66663 .11898 2.0345 
#2 -3.1518 -.84917 -.14387 2.0297 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 12/5/2007 11:38:55 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SLT 
Comment: 21 

Int. Std. rn2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306 {450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8256.6 11078. 132230. 31154. 
Stddev 11.8 21. 359. 208. 
%RSD .14307 ,19062 .27165 .66861 

#1 8265.0 11093, 132480. 31007. 
#2 8248.3 11063. 131980. 31302. 



Sample Name; 0008724-06 Acquired; 12/5/2007 11:41 ;40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution; 5.5 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 201.73 10979. 1375.4 292.06 .70199 34082. 
Stddev .66 188. 1,4 4.93 .05377 552. 
%RSD .32744 1.7095 .10314 1.6889 7.6601 1.6198 

#1 202.20 11112. 1376.4 295.54 .74001 34473. 
#2 201.26 10846. 1374.4 288.57 ,66397 33692. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 218.34 8.7649 33.343 2864.9 38422. 2069.6 
Stddev .15 .1293 .312 9.0 638. 11.9 
%RSD .06642 1.4753 .93595 .31295 1.6607 .57646 

#1 218.23 8.8563 33.564 2871.3 38873. 2078.0 
#2 218.44 8.6735 33.122 2858.6 37971. 2061.1 

Check ? None None None None None None 
Value 
Range 

aaiaaaess 



Sample Name: 0008724-06 Acquired: 12/5/2007 11:41:40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 5.5 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121)257. .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10236. 5266.4 1208.0 13.978 40809. 1225.6 
Stddev 148. 13.7 25.6 .176 16. 1.8 
%RSD 1.4481 .26073 2.1181 1.2606 .03954 .15074 

#1 1!0341. 5256.7 1226.1 14.103 40820. 1224.3 
#2 10131. 5276.1 1189.9 13,854 40798. 1226.9 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 16.225 6.7709 37.658 45034. 
Stddev .328 1.4737 .163 212. 
%RSD 2.0185 21.765 .43158 .47131 

#1 15.994 7.8129 37.773 45184. 
#2 16.457 5.7289 37.543 44884. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-06 Acquired: 12/5/2007 11 ;41:40 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 5.5 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7772.1 10738. 127940. 30567. 
Stddev 13.1 17. 203. 614. 
%RSD .16874 .15930 .15836 2.0086 

#1 7762.9 10726. 128090. 30133. 
#2 7781.4 10750. 127800. 31001. 

mmmmmsy 



Sample Name: ICPBLKR4 Acquired: 12/5/2007 11:44:30 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBWR4 Dilution: ! Operator: SRV 
Comment: 141 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .12900 9.6329 -.26762 .08682 .03076 7.5057 
Stddev .20274 3.8503 .54154 .08479 .01139 .4908 
%RSD 157.17 39.970 202.36 97.660 37.020 6.5385 

#1 .27235 12.356 -.65054 .14678 .03882 7.8528 
#2 -.01436 6.9104 .11531 .02687 .02271 7.1587 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08773 -.10838 -.39115 .48735 7.9811 24.804 
Stddev .02034 .04415 .37689 .43049 .2310 48.658 
%RSD 23.187 40.736 96.355 88.333 2.8948 196.17 

#1 .07335 -.13960 -.65766 .18295 7.8178 59.210 
#2 . .10212 -.07716 ' -.12465 .79175 8.1445 -9.6024 

Check ? None None None None None None 
Value 
Range 

Sl»fifi£5S 



Sample Name: ICPBLKR4 
Method: TAL20071205A 

Acquired: 12/5/2007 11:44:30 Type: Unk 
Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: PBWR4 Dilution: 1 Operator: SRV 
Comment: 141 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9975 1.2137 6.1952 -.15653 21.040 .08197 
Stddev 4.9228 .1653 4.3153 .08979 3.735 .09664 
%RSD 123.15 13.621 69.655 57.365 17,749 117.89 

#1 .51653 1.0968 9.2466 -.22003 18.400 .01364 
#2 7.4784 1.3306 3.1439 -.09304 23.681 .15030 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.6014 -.75618 -.04496 22.393 
Stddev 2.0527 .06929 .08183 3.496 
%RSD 128.18 9.1628 181.99 15.611 

#1 -.14991 -.70719 -.10282 19.921 
#2 -3.0529 -.80518 .01290 24.865 

Check? None None None None 
Value 
Range 



Sample Name: ICPBLKR4 Acquired: 12/5/2007 11:44:30 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBWR4 Dilution: 1 Operator: SRV 
Comment: 141 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8198.5 10995. 131260. 30881. 
Stddev 3.7 2. 230. 222. 
%RSD .04462 .01715 .17498 .71994 

#1 8195.9 10996. 131420. 30724. 
#2 8201.1 10994. 131100. 31038. 



Sample Name: ICPLCSR4 Acquired: 12/5/2007 11:47:16 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSWR4 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {1108} 317.933 {106} 
IS Ref (Y_3600) (Y3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 504.69 2700.7 952.01 548.68 511.91 10708. 
Stddev .06 96.0 2.03 19.78 18.22 396. 
%RSD .01105 3.5533 .21342 3.6054 3.5601 3.7005 

#1 504.65 2768.6 953.44 562.66 524.79 10989. 
#2 504.73 2632.9 950.57 534.69 499.02 10428. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716{126}324.754{104}259.940{130} 766.490{44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 482.06 514.41 505.17 502.15 5321.7 10619. 
Stddev 1.17 1.26 .06 .63 201.3 354. 
%RSD .24169 .24478 .01286 .12542 3.7827 3.3357 

#1 482.89 515.30 505.22 502.59 5464.1 10869. 
#2 481.24 513.52 505.12 501.70 5179.4 10368. 

Check ? None None None None None None 
Value 
Range 

fflllitlliSilgfii 



Sample Name: ICPLCSR4 Acquired: 12/5/2007 11:47:16 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSWR4 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (ln23Q6) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6436.7 527.84 10798. 509.57 967.74 1012.1 
Stddev 235.3 1.09 359. 1.33 1.26 2.8 
%RSD 3.6562 .20683 3.3256 .26163 .13035 .27683 

#1 6603.1 528.62 11052. 510.51 968.64 1014.1 
#2 6270.3 527.07 10544. 508.63 966.85 1010.1 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 960.15 974.02 518.63 1025.6 
Stddev 1.37 3.03 .12 .5 
%RSD .14236 .31118 .02241 .05004 

#1 961.11 976.17 518.71 1026.0 
#2 959.18 971.88 518.55 1025.3 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSR4 Acquired; 12/5/2007 11:47:16 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSWR4 Dilution: 1 Operator: SRV 
Comment: 142 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7963.1 10793. 128900. 30122. 
Stddev 8.7 8. 827. 862. 
%RSD .10890 .07408 .64176 2.8609 

#1 7957.0 10787. 128310. 29513. 
#2 7969.2 10798. 129480. 30732. 

fiS'-ffl'fi ti 1EB3 



Sample Name: 0008735-01 Acquired: 12/5/2007 11:49:51 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9 Dilution: 1 Operator: SRV 
Comment: 143 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0381 3535.9 157.78 297.19 1.4911 278100. 
Stddev .3269 132.1 .64 9.70 .0290 2731. 
%RSD 31,488 3.7361 .40459 3.2642 1.9420 .98183 

#1 1.2692 3442.4 158.23 290.33 1.4706 276170. 
#2 .80693 3629.3 157.32 304.05 1.5115 280030, 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324,754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6721 7.4486 17.991 111.09 22234. 3895.9 
Stddev .0092 .1131 .529 .00 734. 129.6 
%RSD .16246 1.5190 2.9380 .00216 3.3013 3.3267 

#1 5.6786 7.3686 18.365 111.09 21715. 3804.2 
#2 5.6655 7.5286 17.617 111.09 22753. 3987.5 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008735-01 Acquired: 12/5/2007 11:49:51 Type: Unk 
Method: TAL20071205A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9 Dilution: 1 Operator: SRV 
Comment: 143 

Bern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 75656. 6819.2 83707. 20.172 1717.2 10.814 
Stddev 1 2502. 30.7 2801. .448 1.7 .800 
%RSD 3.3073 .45054 3.3461 2.2227 .09822 7.3946 

#1 73887. 6797.5 81726. 20.489 1718.4 11.379 
#2 77425. 6840.9 85687. 19.855 1716.0 10.248 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 7.0732 2.2486 51.455 1675.2 
Stddev 1.4484 .1960 .094 .0 
%RSD 20.477 8.7147 .18175 .00201 

#1 6.0491 2.3872 51.521 1675.2 
#2 8.0974 2.1101 51.389 1675.1 

Check ? None None None None 
Value 
Range • 
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Sample Name: 0008735-01 Acquired: 12/5/2007 11:49:51 Type: Link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9 Dilution: 1 Operator: SRV 
Comment: 143 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6989,2 9904.5 120870. 30083. 
Stddev 14.0 21.8 441. 733. 
%'RSD .20012 .22047 .36467 2.4364 

#1 6979.3 9889.0 121180. 30601. 
#2 6999.1 9919.9 120560. 29565. 
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Sample Name: 0008735-01D Acquired: 12/5/2007 11:52:44 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9D Dilution: 1 Operator: SRV 
Comment: 144 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .90733 3552.6 155.94 296.01 1.4558 283950. 
Stddev .31461 11.2 1.68 .17 .0141 5052. 
%'RSD 34.675 .31464 1.0790 .05597 .96710 1.7791 

#1 1.1298 3544.7 157.13 296.13 1.4658 287520. 
#2 .68486 3560.5 154.75 295.89 1.4459 280380. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L. ug/L ug/L ug/L 
Avg 5.5850 7.3893 17.976 110.61 22231. 3882.4 
Stddev .0035 .0154 .392 1.09 39. 10.7 
%RSD .06209 .20852 2.1789 .98403 .17600 .27476 

#1 5.5875 7.4002 18.253 111.38 22259. 3889.9 
#2 5.5826 7.3784 17.699 109.85 22203. 3874.9 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008735-01D Acquired: 12/5/2007 11:52:44 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9D Dilution: 1 Operator: SRV 
Comment: 144 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 76084. 6824.1 83533. 20.203 1718.3 9.6849 
Stddev 26. 62.0 48. .116 1.9 .6647 
%RSD .03428 .90826 .05762 .57476 .10950 6.8631 

#1 76102. 6780.3 83567. 20.121 1719.6 9.2149 
#2 76066. 6867.9 83499. 20.285 1717.0 10.155 

Cheek ? None None None Npne None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 6;0739 1.4415 51644 1673.4 
Stddev .6190 .0843 .122 1.9 
%RSD 10.191 5.8447 .23683 .11295 

#1 6.5116 1.3820 51.731 1674.7 
#2 5.6363 1.5011 51.558 1672.1 

Check? None None None None 
Value 
Range 



Sample Name: 0008735-01D Acquired: 12/5/2007 11:52:44 Type: link 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q9D Dilution: 1 Operator: SRV 
Comment: 144 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S as/s 
Avg 7013.6 9960.8 121300. 30120. 
Stddev 13.0 17.4 26. 61. 
%RSD .18598 .17461 .02134 .20260 

#1 7004.4 9948.5 121290. 30077. 
#2 7022.8 9973.1 121320. 30163. 
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Sample Name: BLANK Acquired: 12/5/2007 11:55:36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .37628 10.965 -1.2135 .06307 .11204 5.5814 
Stddev . :11864 7.801 .3860 ,13973 .03031 2.5668 
%RSD 31.529 71.153 31.809 221.56 27.054 45.989 

#1 .29239 5.4480 -1.4864 .16187 .09061 7.3964 
#2 .46017 16.481 -.94056 -.03574 .13348 3.7664 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25272 -.28278 -.36111 .23384 4.8382 52.019 
Stddev .00554 .02439 .12996 .29326 .2696 1.150 
%RSD 2.1904 8.6248 35.990 125.41 5.5725 2.2115 

#1 .24881 -.30002 -.45301 .02647 5.0288 51.205 
#2 .25664 -.26553 -.26921 .44120 4.6476 52.832 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 1:2/5/2007 11:55;36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.4194 1.1080 46.009 -.49093 3.9502 1.6359 
Stddev 8.4975 .0426 3.345 .11943 .2732 .6991 
%RSD 598.67 3.8456 7.2700 24.327 6.9148 42.735 

#1 -7.4281 1.0779 48.374 -.57538 4.1433 2.1303 
#2 4.5893 1.1381 43.644 -.40648 3.7570 1.1416 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5998 -3.1834 .29640 3.5986 
Stddev .3439 .9193 .18678 .1164 
%RSD 21.497 28.878 63.014 3.2354 

#1 -1.8430 -2.5334 .16433 3.6809 
#2 -1.3566 -3.8335 .42847 3.5162 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 12/5/2007 11:55:36 Type: Unk 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7838.9 10568. 134480. 35152. 
Stddev 27.0 31. 4231. 288. 
%RSD .34440 .29171 3.1465 .81796 

#1 7857.9 10590. 137470. 34948. 
#2 7819.8 10546. 131480. 35355. 



Sample Name: ZCRI Acquired: 12/5/2007 11:58:20 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.339 10.811 10.030 .09012 5.5007 41.069 
Stddev .056 6.121 .024 .02325 .0952 6.020 
%RSD .49697 56.618 .23950 25.802 1.7305 14.657 

#1 11.379 6.4829 10.047 .10656 5.5680 36.813 
#2 11.299 15.139 10.013 .07368 5.4334 45.326 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0741 53.623 10.655 26.076 2.9160 14.996 
Stddev .0623 .234 .344 .192 1.2228 30.791 
%RSD 1.2276 .43650 3.2250 .73600 41.935 205.33 

#1 5.1181 53.788 10.412 25.940 3.7807 -6.7769 
#2 5.0301 53.457 10.898 26.212 2.0513 36.769 

Check? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: ZCRI Acquired: 12/5/2007 11:58:20 Type; QC 
Method: TAL20071205A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 22 51.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .07917 19.305 33.165 43.255 13.511 61.018 
Stddev 2.9876 .516 11.992 .492 .500 .392 
%RSD 3773,9 2.6707 36.159 1.1381 3.6980 .64255 

#1 -2.0334 18.940 24.685 43.603 13.864 61.296 
#2 2.1917 19.670 41.644 42.907 13.158 60.741 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.134 26.129 54.149 64.376 
Stddev .467 .473 .127 .740 
%RSD 1.4540 1.8091 .23488 1.1487 

#1 32.464 25.795 54.239 64.899 
#2 31.803 26.464 54.059 63.853 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmmmiA 



Sample Name: ZCRI Acquired: 12/5/2007 11:58:20 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306 {450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7991.0 10736. 126560. 29444. 
Stddev 36.2 66. 419. 334. 
%RSD .45308 .61204 .33069 1.1336 

#1 7965.4 10690. 126850. 29208. 
#2 8016.6 10783. 126260. 29681. 



Sample Name: CRI Acquired: 12/5/2007 12:00:59 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933{106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.440 7.2376 9.3303 -.05262 5.2826 11.727 
Stddev .388 2.9431 .6598 .13230 .1951 1.070 
%RSD 3.7210 40.664 7.0716 251.44 3.6941 9.1217 

#1 10.715 9.3186 9.7969 .04093 5.4206 12.484 
#2 10.166 5.1565 8.8638 -.14617 5.1447 10.971 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8150 51.711 9.8900 24.682 .83797 37.064 
Stddev .0094 .103 .2375 .069 .24444 4.120 
%RSD .19560 .20004 2.4019 .27870 29.170 11.116 

#1 4,8217 51.638 9.7221 24.731 .66513 34.151 
#2 4.8084 51.784 10.058 24.634 1.0108 39.977 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 12/5/2007 12:00:59 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment:3 

i . 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.4791 16.617 13.895 41.911 13.294 58.198 
Stddev 9.5535 .084 1,723 .139 .509 .599 
%RSD 127.74 .50779 12.398 .33251 3.8295 1.0294 

#1 -14.234 16.558 12.677 42.010 13.654 58.622 
#2 -.7237 16.677 15.113 41.813 12.934 57.774 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 29.463 24.948 50.984 61,729 
Stddev 1.908 1.152 .033 .277 
%RSD 6.4748 4.6178 .06410 .44858 

#1 30.812 25.763 50.961 61.925 
#2 28.114 24.134 51.007 61.534 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 12/5/2007 12:00:59 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8183.7 10984. 131050. 30469. 
Stddev 11.8 5. 709. 638. 
%RSD .14427 .04136 .54112 2.0937 

#1 8175.4 10981. 131550. 30018. 
#2 8192.1 10987. 130550. 30920. 



Sample Name: ICSA Acquired: 12/5/2007 12:03:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22167 247750. -.90756 -2.8768 1.4270 238720. 
Stddev .21329 2915. .23709 .0679 .0004 4716. 
%RSD 96.223 1.1764 26.124 2.3597 .03040 1.9754 

#1 .07085 249820. -1.0752 -2.9248 1.4273 242050. 
#2 .37249 245690. -.73992 -2.8288 1.4267 235390. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8091 2.7607 43.091 22.912 94114. -78.211 
Stddev .0108 .0881 .030 .013 1075. 6.821 
%RSD .59638 3.1902 .06912 .05569 1.1418 8.7214 

#1 1.8168 2.8230 43.070 22.903 94874. -73.388 
#2 1.8015 2.6984 43.112 22.921 93354. -83.034 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 12/5/2007 12:03:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample II D: ICSA Dilution: 1 Operator: J 5RV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 246860. 15.858 763.66 17.547 13.511 .50049 
Stddev 2967. .163 3.28 .109 .407 1.9024 
%RSD 1.2018 1.0260 .42963 .62321 3.0134 380.10 

#1 248960. 15.743 765.98 17.469 13.223 1.8457 
#2 244760. 15.973 761.34 17.624 13.799 -.84470 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.8546 -1.5499 -.66031 22.785 
Stddev 3.6969 .8377 .34153 .330 
%RSD 63.146 54.045 51.722 1.4486 

#1 -8.4687 -.95763 -.90181 23.018 
#2 -3.2404 -2.1423 -.41882 22.552 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fisaasflSBi 



Sample Name: ICSA Acquired: 12/5/2007 12:03:39 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6999.7 10003. 119080. 29777. 
Stddev 14.1 13. 261. 285. 
%RSD .20099 .12886 .21912 .95865 

#1 6989.8 9993.4 118890. 29575. 
#2 7009.7 10012. 119260. 29978. 



I 

i 
I 

Sample Name: ICSAB Acquired: 12/5/2007 12:06:24 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 210.42 253260. 96.085 517.16 487.91 245130. 
Stddev 2.82 7446. 2.123 14.49 13.33 4579. 
%RSD 1.3382 2.9402 2.2095 2.8016 2.7331 1.8679 

#1 212.41 258530. 94.584 527.40 497.34 248370. 
#2 208.43 247990. 97.586 506.91 478.48 241890. 

Cheek ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 965.60 498.52 524.10 531.01 96204. -63.204 
Stddev 1.06 .46 6.67 8.23 2807. 22.334 
%RSD .11003 .09177 1.2731 1.5500 2.9173 35.336 

#1 966.35 498.19 528.82 536.83 98189. -47.412 
#2 964.84 498.84 519.38 525.19 94220. -78.997 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 12/5/2007 12:06:24 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 254630. 519.10 792.85 1016.4 59.425 607.34 
Stddev 7423. 7.45 15.38 2.2 2.253 1.97 
%RSD 2.9152 1.4357 1.9400 .21977 3.7920 .32472 

#1 259880. 524.37 803.72 1017.9 57.832 605.94 
#2 249380. 513,83 781.97 1014.8 61.019 608.73 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (ln2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 48.396 94.561 498.58 1000.2 
Stddev .418 .010 7.51 1.5 
%RSD .86354 .01069 1.5063 .14543 

#1 48.691 94.568 503.89 1001.3 
#2 48.100 94.553 493.27 999.20 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



i Sample Name: ICSAB Acquired: 12/5/2007 12:06:24 Type: QC 
i Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
i Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6975.4 9959.4 120020. 29841. 
Stddev 6.6 3.0 1396. 663. 
%RSD .09454 .03049 1.1627 2.2201 

#1 6970.8 9957.3 119030. 29372. 
#2 6980.1 9961.6 121000. 30309. 



Sample Name: CCV Acquired: 12/5/2007 12:09:05 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 

I Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 624.10 5043.8 249.71 5055.8 124.10 12544. 
Stddev 1.39 20.0 .54 32.5 .90 61. 
%RSD .22315 .39722 .21513 .64282 .72745 .48943 

#1 625.08 5029.6 250.09 5032.8 123.46 12501. 
#2 623.11 5057.9 249.33 5078.8 124.74 12587. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

-

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.61 1242.7 498.29 613.03 2500.5 12443. 
Stddev .01 .0 2.00 .46 13.2 84. 
%RSD .00471 .00112 .40157 .07506 .52619 .67424 

#1 125.60 1242.7 499.71 613.36 2491.2 12383. 
#2 125.61 1242.7 496.88 612.71 2509.8 12502. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 12/5/2007 12:09:05 Type: QC 
Method: TAL20071205A Mode: CONG Coir. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref- (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12515. 1275.8 12547. 1248.1 250.03 1253.7 
Stddev 37. 3.4 63. .5 1.07 .6 
%RSD .29744 .26677 .50035 .03871 .42673 .04473 

#1 12488. 1278.2 12502. 1247.7 250.79 1253.3 
#2 12541. 1273.3 12591. 1248.4 249.28 1254.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Ejem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 248.35 248.44 1247.4 1239.6 
Stddev .78 .30 3.1 .8 
%RSD .31347 .11908 .25082 .06593 

#1 248.90 248.23 1249.7 1240.2 
#2 247.80 248.65 1245.2 1239.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 12/5/2007 12:09:05 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7835.0 10676. 127440. 30709. 
Stddev 3.3 4. 621. 87. 
%RSD .04264 .03919 .48708 .28416 

#1 7837.3 10673. 127000. 30770. 
#2 7832.6 10679. 127880. 30647. 



Sample Name: CCB Acquired: 12/5/2007 12:11:40 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .76927 23.455 -.59732 .95829 .08789 12.295 
Stddev .38232 3,884 .82259 .01929 .00745 1.538 
%RSD 49.699 16.558 137.71 2.0126 8.4824 12.506 

#1 1.0396 26.201 -.01567 .97193 .09316 11,207 
#2 .49893 20.709 -1.1790 .94465 .08262 13.382 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 KJ7664 
Line 228.802 (447} 228 .616(447} 267.716 (126} 324.754 (104} 259.940 (130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08363 .32951 1.28786 .11105 5.5015 8.9684 
Stddev .00524 .12051 .26284 .08189 .2478 25.856 
%RSD 6.2595 36.574 91.308 73.738 4.5046 288.30 

#1 .08734 .24429 -.47372 .05315 5.3263 -9.3144 
#2 .07993 .41473 -.10200 .16896 5.6768 27.251 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ia®s#Bfies 



Sample Name: CCB Acquired: 12/5/2007 12:11:40 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (Ih2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.3496 .40881 17.329 .33953 .39783 1.1576 
Stddev 14.023 .10207 .114 .03820 .19585 .7464 
%RSb 167.94 24.967 .65890 11.252 49.229 64.479 

#1 18.265 .33664 17.409 .31252 .25935 1.6853 
#2 -1.5658 .48098 17.248 .36655 .53632 .62979 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.7800 -.72432 .52362 1.0633 
Stddev .9717 .26404 .00453 .0936 
%RSD 25.706 36.454 .86427 8.7991 • • 

#1 -3.0929 -.91102 .52682 1.1295 
#2 -4.4670 -.53761 .52042 .99715 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

wmmmmmma 



Sample Name: CCB Acquired: 12/5/2007 12:11:40 Type: QC 
Method: TAL20071205A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8095.6 10861. 129730. 30181. 
Stddev 7.4 2. 310. 440. 
%RSD .09133 .01506 .23910 1.4578 

#1 8100.9 10860. 129950. 29870. 
#2 8090.4 10862. 129510. 30492. 



- Sample Digestion - Logbook 
ICP-AES 

• EE Scientific® Sample Digestion - Logbook 
ICP-AES 1544 Sawdust Road, Suite 505 

The Woiodiands, TX 77380 
281-292-5277 

Sample Digestion - Logbook 
ICP-AES 

Effective Area Type Number Version RCN 
09-Nov-06 QA FORM 2FORM05 1.0 675-0813 

Method:.. SOP: ISDPOl 
Prep Start Date &Time: n 1 U<1 OT". fV. 150 LCSID: &&6&30 
Prep End Date &Time: m|9jA03 "h'.EO MS ID: CjO'trtrtKYltX 
HC1 ID(conc.11 :D: qr-l-DT - HN03 ID(conc. 11 :1): -

Circle One:(TotalV Disso 
Prep Code: . u O-
Temperature of Hot Bloc 

<6-01 H,0,ID: AAA(O(6 

lved Sample Matrix: SolA... _ H 
Preo Batch ID: T<?p&(L(^ 

k: °C Thermometer ID: < 
Others: -

Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) Dil. 

HC1 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 

(ml) 
(conc./ 
1:1) 

LCS 
Added 

(HO 

MS 
Added 

(PD 

h2o2 

Added 
(ml) 

Color Clarity Texture 

Comments Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) Dil. 

HC1 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 

(ml) 
(conc./ 
1:1) 

LCS 
Added 

(HO 

MS 
Added 

(PD 

h2o2 

Added 
(ml) Ini./Fin Ini./Fin InL/Fin 

Comments 

Xce&uW I 'OO VOO AD ^(l0 vlO NA h p "7 

I 'OO —• • X 
Q00&12-4-01 I ' D )  tMf)  10 3 _ rn / 

-  bi t )  \ H6D X ' 0 \  s j* 
<r— , 

OlS 1 H4i i - 0 )  
$,&<vnl t>3-T-bvC 
3>i\rirf\\sAAt\<bk 

- c>x- ! VII »• 03 M 

- 63 1 1' 6% / 
- PH . ! pq MO 

I - or ; QQ iao 

- 0(- I Q\ i»  t<2> 

- 1 a^- 1.16 I 

DS . j Qi !• JO / 
V/ - Of v Q4 |. to V . v / \ f — s f / V p - - t 4, " .7 

Spiked by: ^AJL , - \ Spike verified By: Digested'By: 
Received for analysis by/Date: Reviewed by/Date: Vl|,tAt [-o^ 

COLOR : Red=l; Blue = 2; Yellow = 3; Green = 4; Orange = 5; Violet = 6 ; White = 7; Brown = 8*, Grey = 9; Black = 10; Colorless= 11. 
CLARITY : Clear = A; Cloudy = B; Opaque = C TEXTURE: Fine = F; Medium = M; Coarse =R 
ARTIFACTS : If Artifacts are present, enter "Artifacts" and describe in the Comments column. 
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I - - . - Sample Digestion - Logbook 
ICP-AES 

Scientific • Sample Digestion - Logbook 
ICP-AES 1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

Sample Digestion - Logbook 
ICP-AES 

Effective Area Type Number Version RCN 
09-Nov-06 OA FORM 2FORM05 1.0 675-0813 

EN 
ro 
Eli 
(p 
89 
(3 

-£S 

SOP: Method: lUAftylj ^ . _ 
Prep Start Sate &Time: M 1 i-ulc? * ^S> LCS ID: AMEftlO 

Circle One: <f ntalV Dissolved 
Prep Code: t KX— 

Sample Matrix: 
Prep Batch ID: tY 
Thermometer ID: 

Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G / mL 

Final 
Volume 

(mL) Dil. 

HC1 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 

(ml) 
(conc. / 
1:1) 

LCS 
Added 

(PO 

MS 
Added 

(Rl) 

h2o2 
Added 

(ml) 

Color Clarity Texture 

Comments Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G / mL 

Final 
Volume 

(mL) Dil. 

HC1 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 

(ml) 
(conc. / 
1:1) 

LCS 
Added 

(PO 

MS 
Added 

(Rl) 

h2o2 
Added 

(ml) Ini./Fin Ini./Fin Ini./Fin 
Comments 

XJO&TT-U' 10 A-M (00 10 SflO VIA H Oil B(P / 
- M 6H 1» 0%- l • / 
, -i X- |»03 / 
— 

t V j * 
V / > \ /> i * 

V / $ 

— • 

V A... — 

-

_ 

Spiked by: . . ... 
Received for analysis by/Date: \ t y LAjUl 

Spike verified By: EI • Digested By: ny~ 
Reviewed by/Date : 

COLOR : Red =1; Blue = 2; Yellow = 3; Green = 4; Orange = 5; Violet = 6 ; White = 7; Brown = 8; Grey = 9; Black = 10; Colorless= 11. 
CLARITY : Clear = A; Cloudy = B; Opaque = C TEXTURE: Fine = F; Medium = M; Coarse =R 
ARTIFACTS : If Artifacts are present, enter "Artifacts" and describe in the Comments column. 

1 1 0  



u»itiaraB«an 
1544 Sawdust Road, Sufre SOS 

Hie Woodlaodt. 1X77380 
281-292-5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ID: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

START 

SEQUE 

SOP: 

ICB/CC 

icsa n 

DATE: fsl^loT STARTTEME: ENDDATE: lilt^O |:0qf END TIME: START 

SEQUE 

SOP: 

ICB/CC 

icsa n 

NCECTALOOO^USOAI CALIBRATION ID: — ANALYTICAL METHOD: T C^OS ^ 

XSopnfi • CALSTDID ~*55 -0* ICV/CCVID: 6% 6-bTibf/ 6R6 -56-0T 

BED: CRIED: 686-5&-0T 2%HN03ID: 6&6 -5^-0 T 

START 

SEQUE 

SOP: 

ICB/CC 

icsa n ): ICSAB ID: 6ft6-6^-01 ISTDID: 6R 6-60-O^f 

CLIENT SAMPLE ID LAB SAMPLE ID DILUTION PREPBATCHID COMMENTS 

<£*!• a1 UrH/d  wtiriWL ihllt • 
Qvrv-^OS 2 (A Z~ . 0004=^5 i V 000 8 ̂ ^3 

TtfUxtl&rK &T2U? •01  -*  Kf*  
1 
& <m\ itoit aid k* 2anl«^  aY.HN6?t  

' V (J 
STT\\ Acii cjm\d .^) d S.V» «H0:^ 

OlS-v^.-* j.^ ^ q, inM 4 ̂  .MdJx <Vvd £.( r«\\ 4 n HN0S • 

OlL-» p6~* &'5>X ^ 1 
r (1 U 

ifa-tft. arcA &•' t nnl^ <t\. H NO3 . 

A 
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js<<&^a^sateso5 Instrument Run Log TX 773SQ 0 

SSSSSM. Instrument ID: B-ICAP6500 

Runlog,Logbook (RCSf/Pagei) : Analyst/Date: 

Method: IIM05 .4 SOP :  U£Op06 Reviewer/Date: m 
Sequence: TAL20071130A1 Analysis Start .- 11/30/2007 09:59:28 

Data File: TAL20071130Al.txt Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Tine D/F Tn2306 Y _2243 T_3600 Y_3710 Conments 

0 SO SO 11/30/2007 09:59:28 1 100 100 100 100 

0 S S 11/30/2007 10:02:12 1 92 97 96 100 

0 ICV1 ICV 11/30/2007 10:04:51 1 96 99 99 104 

0 1CB1 ICB 11/30/2007 10:07:24 1 100 100 105 100 

0 CRDL1 CRI 11/30/2007 10:10:08 1 99 98 99 97 

0 ICS-A1 ICSA 11/30/2007 10:12:49 1 81 90 90 100 

0 ICS-AB1 ICSAB 11/30/2007 10:15:34 1 81 90 89 95 

0 CCV1 CCV 11/30/2007 10:18:15 1 93 97 97 104 

0 CCB1 CCB 11/30/2007 10:20:50 1 100 99 100 104 

0 ICPBLKQ9 PBSQ9 11/30/2007 10:23:35 1 99 98 99 98 

0 ICPLCSQ9 LCSSQ9 11/30/2007 10:26:21 1 76 * 83 84 89 

0 0008724-01 MH24H6 11/30/2007 10:29:09 1 80 100 99 105 <L 

0 0008724-01D MH24H6D 11/30/2007 10:31:59 1 81 100 100 104 

0 00087244)18 MH24H6S 11/30/2007 10:34:50 1 82 98 97 99 1 

0 0008724-01L MH24H6L 11/30/2007 10:37:39 5 93 100 102 104 

0 0008724-02 MH24H7 11/30/2007 10:40:21 1 80 99 98 105 

j 0 0008724-03 MH24P8 11/30/2007 10:43:12 1 83 100 99 104 

0 0008724-04 MH24P9 11/30/2007 10:46:02 1 84 99 87 104 

0 BLANK BLANK 11/30/2007 10:46:46 1 98 99 99 98 

0 CCV2 CCV 11/30/2007 10:51:30 1 94 98 99 95 

0 CCB2 CCB 11/30/2007 10:54:06 1 100 99 100 93 

0 0008724-05 MH24Q0 11/30/2007 10:56:52 1 83 97 97 99 

0 0008724-06 MH24Q1 11/30/2007 10:59:38 1 82 93 95 97 

0 0008724-07 MH24Q2 11/30/2007 11:02:43 1 83 97 96 100 

0 0008724-08 MH24Q3 11/30/2007 11:05:28 1 83 99 98 102 

0 0008724-09 MH24Q4 11/30/2007 11:08:20 1 85 100 99 104 

0 BLANK BLANK 11/30/2007 11:11:06 1 98 98 98 95 

0 ZCRI ZCRI 11/30/2007 11:13:49 1 101 101 102 105 

0 CRDL2 CRI 11/30/2007 11:16:31 1 100 100 102 120 

0 ICS-A2 ICSA 11/30/2007 11:19:12 1 83 91 89 95 

. -

Saturday, December 01, 2007 



tStt&M&etitarf, SuteSCS 
TfteWOXBsniS, TXJ73S0 
£261>»J-S2T? 
vwtt>,M«ae«gSi$,cm» 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Ranlog, Logbook (RCtti/Pagei) : 

Method: IIM05.4 SOP: 

0 Ana lys t/Date •' \2-\ot v\<V) 

510pQ6 
Sequence: TAL20071130A1 

Data File; TAIi20071130Al.txt 

Reviever/Date;  ̂ . 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/P In2306 T 

CM CM o
 

o
 

v o :< T_3710 Comments 

0 ICS-AB2 ICSAB 11/30/2007 11:21:58 1 81 90 90 94 

0 CCV3 CCV 11/30/2007 11:24:39 1 93 97 97 99 

0 CCB3 CCB 11/30/2007 11:27:15 1 98 98 102 89 

0 0008724-10 MH24Q5 11/30/2007 11:30:01 82 99 98 110 

0 0008724-11 MH24Q6 11/30/2007 11:32:47 1 83 98 98 106 

0 0008724-12 MH24Q7 11/30/2007 11:35:32 1 84 98 107 

i 0 0008724-13 MH24Q8 11/30/2007 11:38:19 1 82 93 94 99 

0 0008724-01 MH24H6 11/30/2007 11:41:19 1,7 86 100 99 106 pi 

0 0008724-01D MH24H6D 11/30/2007 11:44:11 1.7 86 99 99 111 

0 0008724-01S MH24H6S 11/30/2007 11:47:00 1.4 85 98 96 102 

0 0008724-01L MH24H6L 11/30/2007 11:49:44 8.5 94 99 100 104 

0 0008724-02 MH24H7 11/30/2007 11:52:25 1.8 85 98 96 100 f 
0 BLANK BLANK 11/30/2007 11:55:17 1 96 97 98 106 

0 CCV4 CCV 11/30/2007 11:58:00 1 95 99 99 107 

0 CCB4 CCB 11/30/2007 12:00:37 1 100 100 100 97 

i o ICPBLKRO PBSR0 11/30/2007 12:03:23 1 99 99 100 103 

0 ICPLGSRO LCSSR0 11/30/2007 12:06:10 1 75 * 83 84 91; 

0 0008725-01 MH24M8 11/30/2007 12:08:58 1 SB 102 97 109 

0 0008725-0ID MH24M8D 11/30/2007 12:11:43 1 86 99 100 103 

0 0008725-01S MH24M8S 11/30/2007 12:14:29 1 84 98 98 113 

0 BLANK BLANK 11/30/2007 12:17:12 1 97 98 108 91 

0 ZCRI ZCRI 11/30/2007 12:19:56 1 101 101 102 97 

0 CRDL3 CRI 11/30/2007 12:22:38 1 100 101 102 91 

0 ICS-A3 ICSA 11/30/2007 12:25:19 1 81 90 89 92 

1 o ICS-AB3 ICSAB 11/30/2007 12:28:05 1 81 90 90 93 

0 CCV5 CCV 11/30/2007 12:30:46 1 94 97 97 95 

0 CCB5 CCB 11/30/2007 12:33:22 1 99 99 100 101 

0 0008725-01L MH24M8L 11/30/2007 12:36:08 94 98 98 102 

0 0008725-02 MH24M9 11/30/2007 12:38:52 1 80 98 98 106 > pe 

0 0008725-03 MH24N0 11/30/2007 12:41:43 1 86 97 97 106 

Saturday, December 01, 2007 sassspEWi" 



?S44&twdud Raa4 Moss Instrument Run Log TMWoaBamflSk TX773K1 & 

%}!£&** Instrument ID: B-ICAP6500 

Analyst/Date: ^tsQ V^Vov V^T 
Reviewer/Date: 
Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_.3710 - Comments 

0 0008725-04 MH24N1 11/30/2007 12:44:29 1 83 96 97 101 >£o4pb 

0 0008725-05 MH24N2 11/30/2007 12:47:18 1 86 99 98 106 

0 0006725-06 MH24N3 11/30/2007 12:50:06 1 80 96 98 102 >f>b 
0 0008725-07 MH24N4 11/30/2007 12:53:08 1 82 101 101 107 ><pe. 

0 0008725-08 MH24NS 11/30/2007 12:55:59 1 86 98 98 91 

0 0008725-09 MH24N6 11/30/2007 12:58:45 1 83 98 97 106 

0 BLANK BLANK 11/30/2007 13:01:30 1 97 98 99 86 

0 CCV6 CCV 11/30/2007 13:04:14 1 93 97 106 104 

0 CCB6 CCB 11/30/2007 13:06:50 1 99 100 97 93 

0 0008725-10 MH24N7 11/30/2007 13:09:36 1 84 100 105 121 * 

0 0008725-11 MH24N8 11/30/2007 13:12:30 1 84 100 103 116 

0 0008725-12 MH24N9 11/30/2007 13:15:22 1 86 98 102 11:1 

0 0008725-13 MH24P0 11/30/2007 13:18:07 1 84 97 101 108 >U\ fypb 

0 0008725-14 MH24P1 11/30/2007 13:20:56 1 87 102 105 111 

0 BLANK BLANK 11/30/2007 13:23:42 1 88 87 91 128 * 

0 ZCRI ZCRI 11/30/2007 13:26:25 1 99 100 86 93 

0 CRDL4 CRI 11/30/2007 13:29:05 1 102 103 100 97 

0 ICS-A4 ICSA 11/30/2007 13:31:46 1 80 90 91 94 

0 ICS-AB4 ICSAB 11/30/2007 13:34:33 1 81 91 91 93 

0 CCV7 CCV 11/30/2007 13:37:15 1 94 98 99 99 

0 CCB7 CCB 11/30/2007 13:39:52 1 96 96 101 103 

0 0008725-15 MH24P2 11/30/2007 13:42:38 1 86 101 105 111 

0 0008725-16 MH24P3 11/30/2007 13:45:24 1 84 101 102 111 

0 0008725-17 MH24P4 11/30/2007 13:48:13 1 87 100 103 109 

0 0008725-18 MH24P5 11/30/2007 13:51:01 1 86 101 104 114 

0 0008725-19 MH24P6 11/30/2007 13:53:47 1 89 100 103 114 

0 0008725-20 MH24P7 11/30/2007 13:56:33 1 87 100 104 113 

0 0008725-02 MH24M9 11/30/2007 13:59:20 1.3 86 98 98 106 PL 
0 0008725-04 MH24N1 11/30/2007 14:02:07 1.9 87 94 101 104 Z f\ 

0 0008725-04 MH24N1 11/30/2007 14:04:56 3.5 92 99 101 108 t>b 

Saturday, December 01, 2007 :!S.HilSSrH*933 6 

Ranlog,Logbook (&CN#/Page#) : -(06-0"i 

Method: IIM05.4 SOP: 

Sequence: TAL20071130A1 

Data File: TAL20071130Al.txt 



MdSBBHiB 
iS4i SswJusi S»i fitrfeSCS 
it*mcamnxx.7Tvm 
CSn2S2-5277 
wwws4scertrcccm 

Runlog,Logbook (RCNf/Pagei) : *~i — 10£>-0~V Analyst/Date: 

Method: IIM05 .4 SOP «5S0p 06 . Reviewer/Date: 

Sequence: TAL20071130A1 Analysis Start ; 11/30/2007 09:59:28 

Data File: TAL20071130Al.txt Azialysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 T_ 2243 T_3600 Y_3710 Comments 

0 BLANK BLANK 11/30/2007 14:07:39 1 88 87 89 119 

0 CCV8 CCV 11/30/2007 14:10:24 1 93 97 100 97 

0 CCB8 CCB 11/30/2007 14:13:00 1 98 99 106 104 

0 0008725-06 MH24N3. 11/30/2007 14:15:46 1.9 87 97 99 102 Pb 
0 0008725-07 MH24N4 11/30/2007 14:18:28 1.3 85 102 107 113 t*. 
0 0008725-13 MH24P0 11/30/2007 14:21:20 1.8 88 97 98 102 zn 
0 0008725-13 MH24P0 11/30/2007 14:24:10 3.3 92 101 99 102 pb • 
0 BLANK BLANK 11/30/2007 14:26:54 1 100 101 102 105 

0 BLANK BLANK 11/30/2007 14:29:40 90 89 91 121 * 

0 ZCRI ZCRI 11/30/2007 14:32:25 1 ioo 101 101 99 

0 CRDL5 CRI 11/30/2007 14:35:07 1 102 103 103 95 

0 ICS-A5 ICSA 11/30/2007 14:37:48 1 81 91 92 96 

0 ICS-AB5 ICSAB 11/30/2007 14:40:34 82 92 92 97 

0 CCV9 CCV 11/30/2007 14:43:15 1 94 98 101 102 

0 CCB9 CCB 11/30/2007 14:45:50 1 98 99 105 104 

0 0008723-01 MH24F6 11/30/2007 14:48:36 1 85 100 104 116 

0 0008723-01D MH24F6D 11/30/2007 14:51:23 1 85 100 103 113 

0 0008723-01S MH24F6S 11/30/2007 14:54:12 1 86 100 103 107 

0 0008723-01L MH24F6L 11/30/2007 14:56:55 94 100 100 96 

0 0008723-02 MH24F7 11/30/2007 14:59:37 1 86 101 104 110 

0 0008723-03 MH24F8 11/30/2007 15:02:29 85 102 105 110 

0 0008723-10 MH24G5 11/30/2007 15:05:22 1 86 102 105 110 >pe-
0 0008723-11 MH24G6 11/30/2007 15:08:15 1 85 102 104 107 >p& 

0 0008723-12 MH24G7 11/30/2007 15:11:10 1 86 102 105 111 

0 BLANK BLANK 11/30/2007 15:14:02 1 loo 101 101 95 

0 CCV10 CCV 11/30/2007 15:16:45 1 98 100 103 98 

0 CCB10 CCB 11/30/2007 15:19:20 1 99 99 105 ' 106 

0 0008723-13 MH24G8 11/30/2007 15:22:06 1 82 96 99 109 > Znltpe, 
0 0008723-14 MH24G9 11/30/2007 15:25:08 1 85 101 103 107 

0 0008723-15 MH24H0 11/30/2007 15:28:01 1 86 103 105 110 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Saturday, December 01, 2007 m «#a$aâ  * 



MkMBBIUJl 
SlSSaXSS"5 Instrument Run Log 

Instrument ID: B-ICAP6500 

Data File: TAL20071130Al.txt Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 Y_2243 Y_3600 Y_3710 Comments 

0 0008723-16 MH24H1 11/30/2007 15:30:54 1 84 102 1.03 112 

0 0008723-17 MH24H2 11/30/2007 15:33:47 1 87 103 108 106 

0 BLANK BLANK 11/30/2007 15:36:38 1 96 97 102 107 

0 ZCRI ZCRI 11/30/2007 15:39:20 1 100 101 101 102 

0 CRDL6 CRI 11/30/2007 15:42:00 1 102 102 105 92 

0 ICS-A6 ICSA 11/30/2007 15:44:42 1 82 91 91 99 

0 ICS-AB6 ICSAB 11/30/2007 15:47:28 1 82 91 92 100 

0 CCV11 CCV 11/30/2007 15:50:09 1 95 99 101 102 

0 CCB11 CCB 11/30/2007 15:52:45 1 99 100 108 109 

0 0008723-18 MH24H3 11/30/2007 15:55:32 1 86 102 104 112 >p<? 

0 0008723-19; MH24H4 11/30/2007 15:58:24 1 84 102 104 115 > pe. 

0 0008723-20 MH24H5 11/30/2007 16:01:18 1 86 102 105 111 

0 0008723-10 MH24G5 11/30/2007 16:04:12 1,47 89 101 103 107 pg. 

0 0008723-13 MH24G8 11/30/2007 16:07:05 1.41 84 96 101 101 J, 

0 Z0008723-13 ZMH24G8 11/30/2007 16:10:06 1 86 96 100 104 

0 BLANK BLANK 11/30/2007 16:13:02 1 102 103 103 104 

0 ICPBLKQ8 PBSQ8 11/30/2007 16:15:49 1 101 100 102 100 

0 ICPLCSQ8 LCSSQ8 11/30/2007 16:18:38 1 77 * 85 89 105 

0 BLANK BLANK 11/30/2007 16:21:26 1 96 96 99 113 

0 CCV12 CCV 11/30/2007 16:24:09 1 95 99 100 101 

0 CCB12 CCB 11/30/2007 16:26:45 1 97 97 101 113 

0 0008723-11 MH24G6 11/30/2007 16:29:32 1,3 86 100 103 112 pe 

0 0008723-13 MH24G8 11/30/2007 16:32:26 2.26 87 97 98 99 1A 

0 77777 77777 11/30/2007 16:35:16 1 102 101 104 106 

0 BLANK BLANK 11/30/2007 16:38:02 1 96 95 98 115 

0 ZCRI ZCRI 11/30/2007 16:40:46 1 100 100 101 101 

0 CRDL7 CRI 11/30/2007 16:43:27 1 102 100 100 107 

0 ICS-A7 ICSA 11/30/2007 16:46:06 1 . 82 91 92 99 

0 ICS-AB7 ICSAB 11/30/2007 16:48:55 1 82 90 93 100 

0 CCV13 CCV 11/30/2007 16:51:37 1 95 98 98 104 

Saturday, December 01, ZOO7 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page#) S3?, ̂  _ | fi<• -Q~t- Analyst/Date: «go \oJ\ o\\p^ 

Method: IIM05.4 SOP: £>S$pQ6 • Reviewer/Date; V̂ 2-Ag>T— 

Sequence; TAL20071130A1 Analysis Start:11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 Data File; TAL20071130Al.txt 

No Lab Sample Client Sample Date Time D/F Xn2306 T 2243 T 3600 Y 3710 Comments 

0 CCB13 CCB 11/30/2007 16:54:14 98 104 102 

Saturday, December 01, 2007 ifflai^aaas * 



IA4RHHHJI1H 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

CLP ELM05.3 ICP-AES Instrument Run Log 
Instrument ED: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

START DATE: '4> /pC/ *!• START TIME: END DATE: 1 V" T /<> END TIME: 12 : (f 61 

SEOUENCE:7MjU*l/2°r4 CALIBRATION ID: ANALYTICAL METHOD: ZLJA&V 4 

SOP: 2 Sep 0{> CAL STDED 6^6'6ICV/CCVED:6^'4JT-o7/~C^- O  

ICB/CCB ED:  CRI  ID:  £&£ 2% HN03 ID :  6^6  ~  ^  

ICSAID:  /SP6-61-  *7  ICSAB ID:  <*6  ~  ISTDID:  

CLIENT SAMPLE ID LAB SAMPLE ID DILUTION PREPBATCH ID COMMENTS 

co-jpu. £Uj f/^Ov-P f>r 
V 

' • r|«S r /> 1 •y m M I *1 iCl 0*1 ^ • W r -/ vU™ y A*-A e 
' s 

1 I * / > 
} / 0 T o < f  <T/  ^  .^7  [Vk 

ri"w' A-> . . 

- J »'iotSq <-f"W 

<>6* |  / 5  ^ Mu 

f A- 11 p i 

i . 
-j-W f«A 

d* U*K«^l w M 5u ' .  """J  

A— ^ P-
*1 -b 0 C7U tf* i v 4 

f — (  \ ~  .  0  r, K, *1 Tf --if —* *»t W>Lt • L* * 
1]° 0 / J J LK _** / > ^  7.7^  

V A_ Je3  '  *V_ A 

• 

NOTES: 

ANALYST/DATE: REVIEWER/DATE: QjM 

113 
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Instrument Run Log 
Instrument ID: 

Runlog,Logbook (RCN#/Page#) : 6 / 1 1 ^  Analyst/Date: 

Method: ILM05 4 SOP: c2 * °P O & Reviewer/Date :• m' 
Sequence: TA|_ |X<>S~A Analysis Start: 

Data File: TfrL2M7ll*$A,h?sl Analysis End: il g-

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y 3600 Y _3710 Comments 

0 SO SO 12/05/07 09:38:49 1 100 100 100 100 

i 0 s S 12/05/07 09:41:32 1 94 97 98 96 

0 ICV1 icv 12/05/07 09:44:16 1 97 98 100 98 

0 ICB1 ICB 12/05/07 09:46:49 1 100 100 101 90 

0 CRDL1 CRI 12/05/07 09:49:33 1 99 99 100 97 

0 ICS-A1 ICSA 12/05/07 09:52:12 1 86 91 91 97 

0 ICS-AB1 ICSAB 12/05/07 09:54:57 1 86 9,1 94 94 

0 CCV1 CGV 12/05/07 09:57:39 1 97 99 too . 101 

0 CCB1 CCB 12/05/07 10:00:14 1 99 99 102 101 

0 ICPBLKR6 PBSR6 12/05/07 10:02:59 1 96 97 107 113 

0 ICPLCSR6 LCSSR6 12/05/07 10:05:45 1 82 89 95 110 

0 8700.001 SPEI-001 12/05/07 10:08133 1 89 96 99 108 

0 8700:001 D SPEI-001D 12/05/07 10:11:15 1 89 96 100 110 ! 

0 ICPBLKR7 PBSR7 12/05/07 10:13:57 1 98 98 98 96 

0 ICPLCSR7 LCSSR7 12/05/07 10:16:42 1 97 98 99 104 

0 8714.001 PEI-136 12/05/07 10:19:17 1 93 94 96 94 

0 8714.001 D PEI-136D 12/05/07 10:22:04 1 93 95 96 95 

0 BLANK BLANK 12/05/07 10:24:50 1 100 100 106 115 

0 BLANK BLANK 12/05/07 10:27:34 1 97 97 98 96 

0 CCV2 CCV 12/05/07 10:30:18 1 96 98 99 95 i 

0 CCB2 CCB 12/05/07 10:32:54 1 99 99 101 97 

0 8715.004 PEI-034 12/05/07 10:35:40 1 96 96 98 97 

0 8715.O04/2X PEI-034/2X 12/05/07 10:38:26 1: 96 97 99 95 

0 8715.004D PEI-034D 12/05/07 10:41:08 1 97 98 100 100' | 

0 BLANK BLANK 12/05/07 10:43:50 1 96 97 107 112 

0 BLANK BLANK 12/05/07 10:46:34 1 96 97 101 109 

0 BLANK BLANK 12/05/07 10:49:18 1 96 97 101 109 

0 ZCRI ZCRI 12/05/07 10:52:02 1 98 98 98 100 

0 CRDL2 CRI 12/05/07 10:54:42 1 100 100 101 97 

0 ICS-A2 ICSA 12/05/07 10:57:21 1 86 92 92 93 

Wednesday, December 05, 2007 MsdftviW 6 



1544 SswfitttRe** Suite 905 
THeWoadlards, TX77380 
(261) 292-5277 
wttw.MscSafiiSc.osm. 

Instrument Run Log 
Instrument ID: 

Runlog, Logbook (RCtJjf/Page#) : 

Method: I1M05.4 SOP: 

Sequence: 2,<T& ̂  ( 2 

Data File: I £ A 

BbS" "**? t & fil\ Analyst/Date: 

Reviewer/Date: 

Analysis Start: 

Analysis End: • f>o/  

WKr (  
l i ( o d " 7  

tl «? 

No Lab Sample Client Sample Date Time D/F In2306 Y 2243 Y 3600 Y 3710 Comments 

0 ICS-AB2 ICSAB 12/05/07 11:00:06 1 85 90 93 93 

0 CCV3 CCV 12/05/07 11:02:47 1 96 98 100 100 

0 CCB3 CCB 12/05/07 11:05:22 1 99 99 101 98 

0 0008724-01A MH24H6A 12/05/07 11:08:08 1 84 97 99 100 

0 0008725-01A MH24M8A 12/05/07 11:10:57 1 89 102 110 125 * 

0 Z0008724-06 ZMH24Q1 12/05/07 11:13:49 1 91 95 97 95 

0 0008724-06 MH24Q1 12/05/07 11:16:39 4.2 95 98 100 97 -?K 
0 0008724-13 MH24Q8 12/05/07 11:19:30 4.96 94 97 99 99 

0 0008724-13 MH24Q8 12/05/07 11:22:20 3.9 95 97 96 98 

0 0008727-01A MH24L3A 12/05/07 11:25:12 1 88 100 108 122 * 

0 ZQ008724-06 ZMH24Q1 12/05/07 11:28:02 91 95 96 92 -fnK 
0 BLANK BLANK 12/05/07 11:30:51 1 96 97 107 115 

0 BLANK BLANK 12/05/07 11:33:36 1 96 97 102 108 

0 CCV4 CCV 12/05/07 11:36:19 i 95 96 97 95 

0 CCB4 CCB 12/05/07 11:38:55 1 101 101 103 98 

1 0 0008724-06 MH24Q1 12/05/07 11:41:40 5.5 95 97 99 95 Pcf 
0 ICPBLKR4 PBWR4 12/05/07 11:44:30 1 100 100 102 97 

0 1CPLCSR4 LCSWR4 12/05/07 11:47:16 1 97 98 100 93 

0 0008735-01 MH24Q9 12/05/07 11:49:51 1 85 90 94 97 

0 0008735-01D MH24Q9D 12/05/07 11:52:44 1 85 90 94 95 

0 BLANK BLANK 12/05/07 11:55:36 1 96 96 107 111 

0 ZCRI ZCRI 12/05/07 11:58:20 1 97 97 98 93 

0 CRDL3 CRI 12/05/07 12:00:59 1 100 100 102 95 

0 ICS-A3 ICSA 12/05/07 12:03:39 1 85 91 92 94 

0 ICS-AB3 ICSAB 12/05/07 12:06:24 1 85 90 92 93 

0 CCV5 CCV 12/05/07 12:09:05 1 95 97 99 97 

o CCB5 CCB 12/05/07 12:11:40 1 99 99 101 95 ; 

0 0008735-01S MH24Q9S 12/00/07 _A3-1il-9R 1 - 82 94 97 103 JI « 
0 

0 

0008735-01L 

0008735-02 

MH24Q9L 

MH24R0 -

a nilm? /r»-» 12:17:18 

_12O0i84-

5 

— I 

ft/* 98 

95— 

CD 
CO 

o> 
o> I 

\'L\,opV 0 

0 

0008735-01L 

0008735-02 

MH24Q9L 

MH24R0 -bbb 

12:17:18 

_12O0i84-

5 

— I - 88 91 " 

98 

95— 

CD 
CO 

o> 
o> I 

\'L\,opV 

Wednesday, December OS, 2007 



1544 Samba Road, Suite 505 
The Woftdlftiwh. TX 77380 

281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂̂  

Solution Name; 
CAG--> j 

, Dilution Solvent #: i 

7)1 
Prep Date: 

11-27-67-
Total Vol (ml); _ , ̂  

Expiration Date: 
l I ~ll Hi 

Lab ID (Receipt Logbook) Concentration 
(mg/l or ng/1) 

1 Aliquot 
! (ml or 

UI) 
Final Concentration 

(mg/l or ug/T) 

(A 7 40 >'/. <56 
' i 

1 

/ •  

/ 
/ 

/ 
yf 

NOTES 

REVIEWER (SIGN): - DATE: 



154* Sawdust Road, Smte 505 
The Woodlands, TX 77380 

281-292-5277 

CLP ILM05.4 ICP-AES 

Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and standards preparation chart 

2% NITRIC ACID (SO, ICB, CCB) 

STANDARD VENDOR CAT# CONC (|ig/ml) SPIKE FINAL CONC (|ig/ml) 
VOLUME CONC 

(mL) 
Nitric Acid EMD NX0407-2 20 2% 
Reagent water 980 

TOT. VOL. 1000 

198991791 



1544 Sawdust Sued. Suite 505 
The Woodleads,TX773B0 

2S!-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: 
6 s ,6-J r^- t7•"  

Analyst: f.  ̂

Solution Name: 
£, 

Dilution Solvent #: -£4-0^ ) 
Prep Date: Total VoL (ml): 

(  (TO,"  
Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
^^br ug/1) 

Aliquot 
(ml or 
@> 

Final Concentration 
(mg/1 or ug/I) 

C*(  SkUC/^ / ro*)  1 T6 ~ .StD o. vc~ar 

CM" cx  I  s  ti  (S  (A 7  »(^4-  ^  f A f  

CLP ca  t -x  QA^H6-°6> i inr& •JS* 

<LC,\-1 C/XteWij d v r -  a £ "  
—.. 

y 

. 

t' p 

if U* < 

/ 
-—""" . 

NOTES 

REVIEWER (SIGN): _ S?P ; DATE: 
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1S« EBwdaflRrBd. SqtaSdS 

The Woo&andK, TX 773S0 
»I-25S-S277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area TvDe Number Vision Pase 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 17 of 31 

Table 7. ICP/AES-Initial Calibration Standard (S) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone. 
iig/L 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity AJ 2,000,000 . 250 10,000 
SOLA Co 500,000 2,500 ! 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cu 250,000 1,250 
K 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 
Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000 2,500 
Cr 200,000 1,000 
Mn 500,000 2,500 
Zn . 500,000 2,500 

1 CLP-CAL-1, 
1 SOLB 

High Purity 

CLP-CAL-1, 
SOL B 

Ag 250,000 250 1,250 

1 CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 125 2,500 

CLP-CAL-3 High Purity As 1,000,000 ; 25 500 

CLP-CAL-3 
Cd 500,000 250 

CLP-CAL-3 Pb 1,000,000 500 
•n 1,000,000 500 
Se 1,000,000 500 

2% Nitric Acid (uL) 49,350 
Total Volume (uL) 50,000 

i snaavsB 



lA4k«HRUKia 
1544 Sawdust Road, Suite SOS 

The Woodlands, TX 77380 
381-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Jf 6 — 0"? 
Analyse  ̂̂  

Solution Name: 
Ccft CAS 

Dilution Solvent #: 
2 '/» f-WOs t JUS-

Prep Date: a-*7-<q Total Vol (ml): 
/GO 

Expiration Date: 
a-^-o 

Lab ID (Receipt Logbook) Concentration 
(fmgAjor ug/I) 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/1 or ug/I) 

CLP. CM FF( A YO — SSO* 0-jVf "JS-J* 
CAT SOIG F47»/«">4-I o.6^r  

CI-F CAL 2. F A7O(INT; (<ROO /V5T> f.vs: 
c-f UIL J ( a • j VV" c Vlf 

**• T 
-V f  4  

X  
/ 

-— —-

NOTES 

REVIEWER (SIGN): DATE: VN 

56 



IfldKBHBiftllHa 
1544 Smka Read. Suite MS 

The Woodlands, TX773SD 
2S1-2V2-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvne Number Version Paee 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Continuing Calibration Verification Standard (CCV) 

Standard 
Name 

Vendor & 
Catalog # 

Element Initial Cone. 
ug/L . 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity A1 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 

CLP-CAL-1, Ni 500,000 1,250 
SOLA Ba . 2,000,000 5,000 

Cu 250,000 625 
K 5,000,000 12,500 
Be 50,000 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,500 
Mg 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 
Mh 500,000 1,250 
Zn 500,000 1,200 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOLB 

Ag 250,000 125 625 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 62.5 1,250 

CLP-CAL-3 High Purity As 1,000,000 12.5 250 

CLP-CAL-3 
Cd 500,000 125 

CLP-CAL-3 Pb 1,000,000 250 
n 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 



1544 Sawdun Road, Suht SOS 
The WotKjknfcTX 77380 

281-292*5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Api*-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: ( H  Analyse . 
•» j 

Solution Name: Z c v  
Dilution Solvent #: 

26A 
Prep Date: 

U-27-Q 
Total Vol (ml): 

Expiration Date: 
12.  

Lab ID (Receipt Logbook) 
Concentration 
(mg/l oi/ng/lH 

Aliquot 

(Sr 
Final Concentration 

(mg/1 oi/ug/n) 

I c V X C . U H )  4920 - fof . j f r - - i * i  s  o  

y  

<-> 

71 '?  / -vf r  

/ 
/ / 

y 
/ 

/ 
x 

y" 
/ , 

/ 

NOTES 

REVIEWER (SIGN): DATE: 

fiifiiflfiTfia 
- • • • • • • •  •  i  



IS*A Samba Rowl, Suite SOS 
TheWowIlBntlj, TX TOS0 

MK292-S277 

CLP ELM05.4 ICP-AES 
Sample Analysis 

Effective Area Iype_ .... "Wiimher Versinn ._ . Page. 
25-Mar-07 METALS SOP 2SQP06 1.0 Page 19 of 31 

Table 9. ICP/AES-Initial Calibration Verification Standard (ICV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# ug/L ug/L 

ICV-1 (1201) EPARef A1 24,820 1,000 2,482 ICV-1 (1201) 
Material sb 9,920 992 

As 9,960 996 
ICV-1 Ba 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 490 
Co 4,960 496 
Cu 4,900 490 
Fe 51,070 5,107 
Pb 9,960 • 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 4,920 492 
K 100,080 10,008 
Se 10,050 1,005 
Ag 4,950 495 
Na 100,390 10,039 
Tl 10,270 1,027 
V 5,010 501 
Zn ! 10,000 1,000 

2% Nitric Acid (uL) 9,000 
Total Volume (uL) 10,000 



lA4Bf^STgfSfa 
1544 Snvdust Road. Suite SOS 

The Woodlaadt, TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst*  ̂  ̂

Solution Name: 
C £ t L& £ S j 

Dilution Solvent #: 
2*£ HKOJ ( ) 

Prep Date: ' / Total Vol (ml): 

Expiration Date: 
(2 — ^ 

Lab ID (Receipt Logbook) Concentration 
XmWl or ug/I) 

Aliquot 
(ml or 
© 

Final Concentration 
(mg/1 or ug/I) 

ct?&L ( ) 6-
V_> 
| (TQ 3 -fa 

fri ( 6 f)'lA.-<T-) iT> 1(4 0 7 

: TL Lbil-U-'Q) 5<ro ' r 
> 

2K r / 4D 

r ^ 

/ 

X*' 
/ s s . 

-— 

NOTES 

REVIEWER (SIGN): DATE:. 
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iA4RSfSfl85fSfSi9 
lS«sis^J^^5W Tie Woodlands, TX 773(0 

261-292-5177 

CLF ELM0S.4 ICP-AES 
1 Sample Analysis 

Effective Area Tvpe Number Version Page 
25-Mar-07 METALS SOT 2SOP06 1.0 Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element CONC. Aliquot Final Cone. • 
Name CAT# ' " (ug/L) CuL) (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std #CRDL Co 100,000 50 

Se 10,000 5 
As 20,000 10 
Cu . 50,000 25 
Ag 20,000 10 , 
Be 10,000 5 
Pb 6,000 3 

• T1 20,000 10 
Cd 10,000 5 
Mn 30,000 15 
V 100,000 50 
Cr 20,000 10 
Ni 80,000 40 
Zn 40,000 20 

Lead 10PPM High Purity 
100028-1 

(Diluted lOOx 
to give 10PPM) 

Pb 10,000 35 7 

Selenium 10PPM High Purity 
100049-1 

(Diluted lOOx 
to give 10PPM) 

Se 10,000 150 30 

Thallium 10PPM High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

11 10,000 75 15 

Zinc 1.0PPM High Purity 
100068-1 

(Diluted lOOx 
to give 10PPM) 

Zn 10,000 200 40 

2% Nitric Acid (uL) 49,515 
Total V olume (uL) 50,000 



1544 Sgwdmt Road, SuhcSOS 
The Woodlands, TX 77380 

2E1-292-5J77 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: ; Analyst: £ 

Solution Name: 
i  L i i A l ?  M F  J  ;  

Dilution Solvent #: 
2-'/* Rfch ( 6fC~r4. -O J 

Prep Date: 
11-  2~)-0> 

Total VoL (ml): / 
1 Co Q<5. c-A 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or qg£) 

Aliquot 
(ml or 

uD 

Final Concentration 
(mg/1 oi/ug$ 

I <74 Q ftT-< 4 fA7<P<rV 10-24? .̂ 6° * { ,0 > b  
o 

I - £ary 

I c'j A ft 62/A Tj/i flit~>Pn 7 1° - 24?£, *"« 4 | f ~ 

Q A T J B  ( 4 7 of-tnij. Jt4 |. Wi I0-O s i -

—7 

y/' 
> s /  -

y 
'  t l - v r  r  

-» 

s' 

~ — -

NOTES 

REVIEWER (SIGN): DATE: _ 

mrnmmmi'E 
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QATS INORGANIC REFERENCE MATERIAL 
INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources: ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mL volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT ILM04.X. 

Table 1. "CERTIFIED VALUES" FOR INTERFERENCE CHECK SAMPLE 
. ICP-AES PART A i;i206)~A^.mRfdA (12' 

Element Concentration Cue/Li Part A Concentration (un/L) Part A + Part B 
A1 244100 241100 
Sb (0) 589 
As (0) 101 
Ba 2 495 
Be (0) 475 
Cd (0) 940 
Ca 234900 231100 
Cr 43 511 
Co (4) 461 
Cu (23) 548 
Fe 95600 94800 
Pb 10 61 
Mg 247500 251100 
Mn 19 502 
Ni (21) 984 
Se (0) 53 
Ag (0) 206 
T1 (0) 103 
V (0) 494 

Zn 28 1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Forms\PEINSTR\RM ILM05 X ICP-AES ICSA(1206)B(0203).doc 881808712 
QATS Form 20-007F096R03, 03-01-2007 
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1544Sswdua Road, Suite 505 
H* Woodlands, IX 77380 

2S5-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂

Solution Name: CA c-J ) 
Dilution Solvent #: V 

•r/, Nwciff-rH 
Prep Date: 

K-n-»> 
Total VoL (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(jmg/yor ug/I) 

Aliquot 
(2|p*or 

Ul) 
FinaJkCWcentration 

(ami or ug/I) 

Y (tflfa r-

I K 14 ) ' I «>,  I* 4-D 

— -r 

J* 

^y 

e. 

yS 

^ • y 

y 
y 

. / 
y 

s' 
s s 

NOTES 

REVIEWER (SIGN): ______ DATE:_ 



U4NMUUM 
1544Sawdust Road, Suite SOS 

The Woodlands, IX 77360 
281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 23 of 31 

Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

VENDOR-
CAT# 

Element Initial Cone. 
(ug/L) 

Aliquot 
CuL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental 

Express 
#HP100067-1 ! 

Y 1,000,000 1,000 1,000 

2'%N itric Acid (uL) 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

! Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog # ug/L 50ml sample 

digestate 
ug/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures A1 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 2,000 

Be 5,000 50 
Cd 5,000 50 
Co 50,000 500 
Cr3 20,000 200 
Cu 25,000 250 
Mn 50,000 500 
Ni 50,000 500 
Pb 2,000 ; 20 

- Sb 10,000 100 
Se 1,000 10 
T1 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
#100049-1 
(lOOxdil) 

Se 10,000 200 40 

Iron High Purity 
# 10M26-1 
(lOOXdil) 

Fe 100,000 500 1,000 

smmmmm 



1544 Sawdust Road, Suite 505 
The Woodlands, TX 773SO 

201-207-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1;0 686-1002 

Solution Number: Analyst: 

Solution Name: SL% . 
Dilution Solvent #: Djoofoi 
Prep Date: $ cUo tl o* Total Vol (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or ug/I) ©r 

Hi) 
Final Concentration 

(mg/l or ug/1) 

HUO^C A ̂ 1003^) rsjtoX ^0 1'L vfv 

/' i 

• 

! K ! 
/ ! 

! I 

NOTES 

REVIEWER (SIGN): ' DATE: 1V • 
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IA4KSE»TTRAA 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and standards preparation chart 

2% NITRIC ACID (SO, ICS, CCB) 

STANDARD VENDOR j CAT# CONC (pg/ml) SPIKE 
VOLUME 

FINAL 
CONC 

STANDARD VENDOR j CAT# CONC (pg/ml) 

(mL) 
Nitric Acid EMD NX0407-2 20 2% 
Reagent water 980 

TOT. VOL. 1000 

"S'lffl'SSSjTi'S 



QyEBESSIS 
1544 Sawdutt Road* Suite 505 

The Woodlands, TX 773B0 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1,0 686-1002 

Solution Number: 
eM-63  ̂

Analyst: 
<&F 

Solution Name: 

Dilation Solvent #: ,3 "b £_6.&6~62« -0 TO 
prepD"e: rfovloi Total Vol (ml):  ̂

Expiration Date: 0v(o (log • 

Lab ID (Receipt Logbook) Concentration 
((mj0)or ug/I) 

Aliquot 

m  
Final Concentration 

(mg/1 or ng/I) 

CLp CAL 40tA C A TO(003) *30 -50(30 0- 2-5 -X5 

1 4.0IB (^0T0I006) : 5QG ('2-5 

L2_ CATOIOO 6 )  (000 350 .>r 

CAL'i Cft^04T)SO »000 -500 90 O'iS-O-S" 
• 

> 
y 

y  
k" 

djC/' 
V \ v f l -

. 
\̂ V 

,y \ 

i 

NOTES 

DATE: 1>)0|[0T 
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Hie WoDfflmdt. TX 77380 

28I-2K-5277 

CLP ILM05.4 ICP-ABS 
Sample Analysis 

Effective Area Tvoe Number Version Pass 
25-Mar-07 METALS SOP 2SOP06 LO Page 17 of 31 

Table 7. ICP/AES-Initial Calibration Standard (S) 

: Standard 
i Name 

Vendor & 
Catalog # 

Element Initial Cone. 
ug/L 

Aliquot (uL) Final Cone. 
ug/L 

! CLP-CAL-1, High Purity A1 2,000,000 . 250 10,000 
; SOLA Co 500,000 2,500 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cu 250,000 1,250 
K 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 
Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000 2,500 
Cr 200,000 1,000 
Mn 500,000 2,500 
Zn 500,000 2,500 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOL B 

Ag ; 250,000 250 1,250 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 125 2,500 : 

CLP-CAL-3 High Purity As 1,000,000 25 500 
Cd 500,000 250 

CLP-CAL-3 Pb 1,000,000 500 
T1 1,000,000 500 
Se 1,000,000 500 

2% Nitric Acid (uL) ; 49,350 
Total Volume (uL) 50,000 



1544 Sawdust Road, Suite 505 
The Woodlands, TX 77360 

281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
C&4-5H-0T • 

Analyst: 
V 

Solution Name: 
CCV (A£0 

Dilution Solvent #: 
a-/ mno3 

Prep Date: 
r^o t lo*  Total Vol (ml): JQ0 

Expiration Date: ot \ov \a& 

Lab ID (Receipt Logbook) Concentration 
((mg/fc or ug/I) 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/1 or ug/I) 

CLp CAL£OlA C OTO(003) SO-5DOO 250 0'12>5 — 4^5 

4/ so 1-6 CA:^OOV-0 a so ISO 6"-1- 5 

CO TO I oo 6} 1 000 f 2.5 (•15 
«•» 

13 ((HDSUSb*) IOOO ~5U0 is OAT'S —0*2-5 

cr , 

y 
^y 

-V " 
$s*u 

—  ' '  - -  -  — - - ---

NOTES 

REVIEWER (SIGN): DATE: 

1721 



1544 Sarafan B»4 Salt SOS 
Tte Woodlands, TX TRSO 

2ll-»J-5I77 

CLP DLM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvpe Number 1 Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Continuing Calibration Verification Standard (CCY) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone. 
ug/L . 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity Al 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 

CLP-CAL-1, Ni 500,000 1,250 
SOLA Ba . 2,000,000 5,000 

Cu 250,000 625 
K 5,000,000 12,500 
Be 50,000 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,500 
Mg 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 
Mn 500,000 1,250 
Za 500,000 1,200 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOLB 

Ag ; 250,000 125 625 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000- ; 62.5 1,250 

CLP-CAL-3 High Purity As 1,000,000 12.5 250 

CLP-CAL-3 
Cd 500,000 • 125 

CLP-CAL-3 Pb 1,000,000 250 
n 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 

aaaaaa722 



lA4kRS9UIB 
1544 Sawdust Road, State 505 

Hie Woodlands, TX 773BO 
281-292-5277 

Standards Prep Logbook 

Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: 

Solution Name: 
Tcv(f te i )  

Dilution Solvent #: 
S7.'HHB3 £6 fcfr-6'»-*©'*) 

Prep Date: Total VoL (ml): ^qq 

* 

Expiration Date: O\1O\UA-

Lab ID (Receipt Logbook) Concentration 
(mg/ld£ug/l) 

Aliquot 
@>r 

ul) 

Final Concentration 
(mg/1 or(̂ )̂ 

3tv Ci^oO CAT0&D03) 2-0-40)  ,QOO (0 A'te-totfcO 
• . 

/ 
/ 

/ 
/ 

, 

\L" 

i 

NOTES 

REVIEWER (SIGN): DATE: \ -V \otV*1 » 
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}£44 Sgndusi Retail, Suite 505 | 
Tte-WDwDanib,TXTOEO 

251-292-S27T 

CLP ILM05.4 ICP-AES 

Sample Analysis 

ESfecCQK— . . Area TVDC Number Version . . . Page. 
25-Mar-07 METALS SOP 2SQP06 1.0 Page 19 of 31 

Table 9. ICP/AES-Initial Calibration Verification Standard (ICV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# cg/L ug/L 

ICV-1 (1201) EPARef Al 24,820 1,000 2,482 
Material Sb 9,920 992 

As 9,960 996 
ICV-1 Ba 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 490 
Co 4,960 496 
Cu 4,900 ! 490 
Fe 51,070 5,107 

• Pb 9,960 • 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 4,920 492 
K 100,080 10,008 
Se 10,050 1,005 
Ag 4,950 495 h 
Na 100,390 10,039 
n 10,270 1,027 ! 
V 5,010 501 
Zn 10,000 1,000 

2% Nitric Acid (uL) 9,000 
Total Volume (uL) 10,000 



LGUSIMLIA 
1544 SawriiuMtoad, 5wStSOS 

The Woodlands, TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 _QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: 
,£ir 

Solution Name: 
CRT (fUESO 

Dilution Solvent #: 
•  C6&6-6a-O^ 

Prep Date: Total VoL (ml): 
&>0 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
({mg/jjor ug/I) 

Aliquot 

(<5r 

Final Concentration 1 
(mg/1 or ug/I) I 

CRQL (>301005)  <S~l2-0 io0 3-60 | 

pb ( 10 lAtJ  

T i (  G 3 3 - / i 6 ~ 0 3 )  
1 300 ; t"S 1 

SL >33-^-0^)  6oo 30 J 

i  %oo ^0 

^ 1 

' 

i  

// I 

— -• • ' 

NOTES 

REVIEWER (SIGN): _ <2^ DATE: ( " 



OuflBifffiffi 
1544 Sautua Xoad. Sua 505 

Tte WtwxBamSt, TX 77SS0 
X\-X9i-5m 

CLP ILM05.4 ICF-AES 

Sample Analysis 

.Effective Area Tvdb Number Version Page 
25-Mar-07 METAJLS SOP 2SOP06 1.0 Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element CONC. Aliquot Final Cone. • 
Name CAT# (ug/L) i (uL) (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std #CRDL Co 100,000 50 

Se ' 10,000 5 
As 20,000 10 
Cu . 50^000 25 
Ag 20,000 10 
Be 10,000 5 
Pb 6,000 3 
H 20,000 10 
Cd 10,000 5 

: Mn 30,000 15 ! 
V 100,000 50 
Cr 20,000 10 
Ni 80,000 40 
Zn 40,000 20 

Lead 10PPM ffigh Purity 
100028-1 

(Diluted lOOx 
to give 10PPM) 

Pb 10,000 35 7 

Selenium 10PPM High Purity 
100049-1 

(Diluted lOOx 
to give 10PPM) 

Se 10,000 150 30 

Thallium 10PPM High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

T1 10,000 75 15 

Zinc 10PPM High Purity 
100068-1 i 

(Diluted lOOx ; 
to give 10PPM) 

Zn 10,000 200 40 

2% Nitric Acid (uL) 49,515 
Total Volume (uL) 50,000 ii 

mrnmmm 
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}544SawdustKosd,Sme505 
Tbe Woodlands. TX 77380 

281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: 
^It-

Solution Name: ircsftAjic&flB 
Dilution Solvent #: I°U h-^03 C6&6- 't) 
Prep Date: nloilo^t- ToalVoL (ml): |0(| &&ch> 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or ug/I) 

AJtauot 
(@or 

ul> 

Final Concentration 
(mg/1 or ug/I) 

ft Q(T\S> fl SO iO-sm^ooo (O'O r -  avg.&oo 

— — — 
-V- _ 

TcSftB Q ATS ft ( 0 -  ,000 , iO 'O i  - aug  i«oo 

(QHTSG CA^Og^P-O 510-3  SHI  p00  lO 'O "5\~asn\,9oo , 

7" 

y 
< ^ 

y 

NOTES ' 

REVIEWER (SIGN): Q&sO ^ DATE: y^O<[°V 
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QATS INORGANIC REFERENCE MATERIAL 
INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources; ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mT. volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT TLM04.X. 

J»TableTi-'"( EERTIFiED VALUES" FOR INT ERFERENCE CHECK SAMPLE 
ICP^AES F <

 
ti

l 

S
;i

| 

i
 

et 

6) MIXED WITH PART B (6203)jr. 
Element Concentration (ue/Ll Part A Concentration (us/Ll Part A + Part R 

A1 244100 241100 
Sb (0) 589 
As (0) 101 
Ba 2 495 
Be (0) 475 
Cd (0) 940 
Ca 234900 231100 
Cr 43 511 
Co (4) 461 
Cu (23) 548 
Fe 95600 94800 
Pb 10 61 
Mg 247500 251100 
Mn 19 502 
Ni (21) 984 
Se (0) 53 
Ag (0) 206 
T1 (0) 103 
V (0) 494 

Zn 28 1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Forms\PEINSTR\RM ILM05 X ICP-AES ICSA(1206)B(0203).doc QATS Fen* 20-007F096R03.^of "oS® ' " ° 



iA4Kfssra  ̂
1544 Sawdust Road, State 505 

The Woodlands, TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area ; Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: jgjf 

Solution Name: 
ITOW\G.\ cWcWl CAGO 

Dilution Solvent #: 
&-J. ttHh 

Prep Date: 
l iMo"*-

Total Vol (ml):  ̂DeQ 

Expiration Date: o\ \ov lo& 

Lab ID (Receipt Logbook) ^Concentration 
! Qujg^or ug/l) 

Aliouot 
(mjpor 

ul) 
FinaljCpncentration 

(k|g/i or ug/I) 

1000 fO 0 S'O 

To goon)  »o,ooo .  &'0 AO '0 

« 
X' 

X" 

x^ 

x^ 

fXfcX"". 
x 

X" 

x^ 

x^ 

h - —- - —.. 

NOTES 

REVIEWER (SIGN): DATE: * 

. . fl«aMi872S 



8A4MMM3MI^ 
1544 Sawdust Road, Suite 505 

TheWoodl&nds, TX 77380 
281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 23 of 31 

Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

VENDOR-
CAT# 

Element 1 Initial Cone. 
(ug/L) 

Aliquot 
(uL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental 

Express 
# HP 100067-1 

Y 1000,000 1,000 1,000 

2%N itric Aeid (uL) 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog # ug/L 50ml sample 

digestate 
ug/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures A1 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 2,000 

Be 5,000 50 
Cd 5,000 50 
Co 50,000 500 
Cr3 20,000 200 
Cu 25,000 250 
Mi 50,000 500 
Ni 50,000 500 
Pb 2,000 20 
Sb 10,000 100 
Se 1,000 10 
T1 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
#100049-1 
(lOOxdil) 

Se 10,000 200 40 

Iron High Purity : 
# 10M26-1 : 
(lOOxdil) ; 

Fe 100,000 500 1,000 

•B:B»SS73.S 
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(A4RiM[»)iwfiS 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-»2?5277 

Percent Solids Logbook 
Effective Area Type Number Version RCN 

28-Sep-06 WETCHEM FORM 5FORM03 1.0 670-0731 

DATE IN: TIME IN: H H) TEMP IN: 

±1 /a <> TIME OUT (1):_ 

TIME OUT (2):_ 

A :  / r  TEMP OUT (1):_ 

TEMP OUT (2):_ 

10 DATE OUT (1):_ 

DATE OUT (2):_ 

DATE OUT (3):  ̂ TIME OUT (3): _ TEMP OUT (3): 
SOP: ) 0i 3 Method:ASTMD2216-92/SM2540G/ILM05.3/SQMTl":otherU 

Oven ID: Thermometer ID: £ W-
TWoI— 

Pan# 

A 

Lab 
Sample ID 

B 

Client 
Sample ID 

G 

Pan 
Weight (g) 

D 

Pan + Wet 
Sample (g) 

E 

Pan + Dry 
Sample #1 (g) 

' 'F 

Pan • Dry 
Sample #2 (g) 

F 

Pan + Dry 
: Sample #3 (g) 

F 

Percent 
solids ** 

1 

H eijtc - — fc /A 1 N /A 

£ M H .  *<lW 
im f « I 0 - 6 I 4  n >c 

HT- -6IV Mil I  A  -  - r «  i  ? * •  r  

-oz U4 \%kl. I I J I S  ? 9 - l  

-A3 ( -79"S 1 . 1 - 7 ^  3 -3 23 C 6 0  

iZ l l t f f , ? -
j 

U - t > 5  4° : 11 • . ? )£  f d - ^.2-

~<ri q* / •  v i f  ( r r a e  Pd • 3 

(XO** II <#32.  § I 

\'%SX H-£<$-3 ) f l -0SX j/p ^ < 6 

-ft? : i / c c i  I0 -2S3 & 5" - ^ i 

~  | t>  % : 1 \I'Z=H « M S *  

-1 r <K ' » ^ i a \  I*  3  ST'  l (|. 03 5" r r ! 

i - 8 r *  10-?33 

ll V 1 ~t£ e • J t fO/  5 C*H < .1 jfi• i 

I I /s.0 

Notes: 

Analyst/Date: j?,l II jad &r Reviewer/Date: 

Final Dry Weight (F) is used when monitored final weights are consistent. 
••Percent solids(G) ={(F-D)/(E-D)} * 100 

P85 



FedEx . US Airbill 
Express 

1 From 
Date I I / I / t'i t" 

" / 

Sender's 

Tracking f ib31 TS57 4flDb 

Sender's vv-."\Q*r\ ' *' VX.. \ , - v~- , > 
Na™ - I'' U'V. v \ ^ Vx r'Fx. _ • Phone iff A -i i:" r" '. t 

Company A: •? *&-" • 

Address \ ) A u  'Vr ' . in i - ' l .v .u  
Dapt/FtoodSufta/Room 

City State V ZIP I H l f  J  -Z. 
2 Your Internal Billing Reference 

3 To 
Recipianfs 
Name VW-TT? 
Company Aj- i>c \eA 

i 1 ;  4  M -  . "  x  w i  i r  W  A  j <c\ Recipient's 
Address 
Wo eamot daflyer to ROJxtxas or RO. ZIP code*. 

Address J \}\\t."" ... A- -Ay 
To request a psqkage bo bald at • epaeffic FedEx location, prim FedEtaddrim Iters. 

Degt/Hooi/Sultaffldo 

City IV i : .  v  ;C : ;dU -yf  1 V 
_I_JZ ZIP J_L f'"-A 

4^ Express PackageService 
FedEx Priority Overnight 
Next business morning.* Friday. 
sMpm«n&«vfiIbedeDvemdonMsRdBy 
unless SATURBW DsOvery la sebctetf. 

i-n FedEx 2Day 
Secoridliusiness 

1—' sMpmentawfllbei 
. unassSAT 

• FedEx Standard Overnight 
Ngtfbualnaaa afternoon* 
Saturday DeHvery NOT available. 

•
FedEx Express Saver 
TUrd HHiiiM dav.* 
Saturday DaBvery NOT available. 

Packages up to 150 lbs. 

• FedEx first Overnight 
Eerfiritnaxtbusfnesi morning 

• — dBffvery to salect locations.* 
Saturday DeRvery NOT available. 

SATUROArOefivaryli 
Envelope rata not avaflaMa. Minimum chargg Ore-pound rata * ib o#tt loeadoofc 

4b Express Freight Service Packages mm ISO tbs. 

•
FedEx 1 Day Freight* FedEx 2Day Freight p-i FedEx 30ay Freight 
NaxUwsirmsijay.** ffiday Second buslnan day^mtirsdsy TWrdbustonoay.** ah^^w^jteflvarad onMonday 1—1 shipna^jv^dalhmrBd on Mwtoy —1 Saturday DbIIvwy NOT avaRabfe. 

uSATUHDAYDelifaiyisi 
*CalftirConflmiBtftm: "Tbineitloeaflom. 
5 Packaging 
• FedEx 

Envelope* 
• FedEx Pair* • FedEx • FedEx . Q Other 

Inchidw FedEx Small Pat 1— Rax — Tube ^ 
FedEx large Pek, ami FedEx Study Pek. * Declared vatolmtt S50& 

6 Special Handling 
'*4 

bicluda FedEx address an Section 3. 

at FedEx Location 
i—| SATURDAY DeKvery 
I . 1 NotavsBaWafor 

. FedEx Standard Overnight 

SKSSSSS.6'™" «#$*»&«* savor, or racttx amy Rwgm ^ 

Don this shipment contain dangeronsgoodsf J— . Onolroicmnstbeoliecksd. V. i * 
&No • ISUo  ̂ . 

• SilpparaDadaratton. nctraqidred. 
Dangerous gootto (Including dry leal cannot be stripped bi FedEx packaging. 

AvaBabiaONiy for FedEx Priority 
Ownrigtit arid FedEx 2Day 
to nte ct location*. 

noivfc  
I—J Ory«e,! 

tee 
1,9, UN 1845 -

D Cargo Aircraft Only_ 

7 Payment Bittta: .. . ... *. * | Enter FedEx Acct No. or &w&C«d No. bdow ——trrr—j 
• Recipient O Third Party Q Credit Card 

Obtain Recip.1 I 
Acct.No. *—1 

• Cash/Check 

TotalPeckagas 

4 
Total Weight 

-AA5LA t 
Total D eclared Valuer 

JO 
four Dabfflty is limited to $100 uniaasymi deciars a higher value. Sea back for deteSs/ ' CretDtCardAid^. . 

8 Residential Delivery Signature Options tf ^ reqti^Vs&jgbfc ahetdtiBtoftor Imftoct-
No Signature Direct Signature Indirect Signature 

• Required n Smnabnaatraclplenft i—-| ffnoonelsavaSaUBBt Pin I 
Stestf u u ^cUI  
aignatuo for delivery. *igti fi»dsitwy. fte^p»* L J 

Rev. OotB IQ/Q6>Pait#1S8281*£)1984-2006 FadEx'PfllNTEO IN USA SRY 



i n n  M I  i  •  

Wi :s|sA|euv 
SOfrZHKI :ON eidiues 

Se'O^suiLL 100ZI6/1 i- :siea 
S'0-LV9S-t?ZMn :ai ®|diUBS 

SujjiBX IB|J uospjeipjy 8f69S:ON BSBO 

9UMJ. jeeA/^BQAUUoW ON uofteig epoopefcud 

i | Tl 1 1 1 1 1 1 1 1 M 

P
re

se
rv

at
iv

e:
 

Y
es

 
•
 

N
o 
•
 I 4-

<rV 
^  N ^ v  

 ̂.y~ 

l/Yl :S|SA|BUV 
ZDfrZHW -°N 8|duJBS 

S£:Zi:aui!i Z00Z/6/1t:9jea 
0 i.-l-V9S-l.0AAn :ai B|duiBS 

6u!!iei jey uospjetpiy 8̂ 698̂  ©sbo 

qBJS> 1 -duioo 1 | 
:3]eu6|83a | euilL jeefJfBQimm I "ON uoffslS 

c 

i 

1 I 
i 
" • (S3 

CO 
ISO 

i o 1 ̂  £ CQ 

.lUOflBlS do 

epoopsfoJd 

Wi -S!SA|BUV 
9DWHW :ON sjdiUBS 

OS'-frt-'OUiji Z00Z/6/U *3)BQ 
0 l.-iV9S-Si.AAn :ai aiduiBS 

eujijBX |B|J uospjeijoiy 8t-69e:oN ssbo 

emu. smjjfsalifluow •pNuopis epoopefay 
m&ttBW733 



I I I I I I I I I II I I I 

S0~:-.g/: 
INi :s|sAjBUV 

EDWHW :0N eiduies 

S0:0 8̂LU|1 LOOZIOVIi v :®iea 
S 0-tV9S-i-2Mn -ai 8|duies 

BUIHBJ. »B|j uospJBMPiy 8W9B-ON ®®®0 

euJLL jeaA/ABQ/ifluow ONUOflBIS 

m 

d co 
Z O O  

2 

epoo pefojy 

1 
i 
a a 
s 
o 

T I I I I I I I I I I I I I I j 

Case No:36948 Richardson Flat Tailing 

Sample ID: UW22-56A1-0.5 
Date: 11/10/2007 Time:10:15 

Sample No: MH24Q4 
Analysis: TIM 
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Sample No: MH24Q5 
Analysis: TM 
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Case No:36948 Richardson Fiat Tailing 

Sample ID: UW23-56A1-0.5 
Date: 11/10/2007 Time: 10:25 
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Case No:36948 Richardson Flat Taffing 

Sample ID: UW14-56A1-0 5 
Date: 11/9/2007 Time:14:35 

Sample No: MH24Q0 
Analysis: TM 
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Case No:36948 Richardson Fiat Tailing 

Sample ID: UW09-56A1-1.0 
Date: 11/1.0/2007 Time:11:00 

Sample No: MH24P8 
Analysis: TM 
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GD Scientific 
1544 Sawdust Road, Suite 505 
The Woodlands, TX 77380 
(281) 292-5277 
www.a4soientifiC:Com 

Sample Loa-in Report 
Printed: 12/5/2007 4:11:34PM 

WORK ORDER = 0008724 

Client: NAZY ABOUSAEEDI Project: ILM05.4 
COMPUTER SCIENCES CORPORATION Project Number: CLP SAMPLES 
15000 CONFERENCE CENTER DRIVE Courier/Airbill #: FedEx / 863198574806 
CHANTILLY VA 201513819 COC/TR#: 80656029251112070002 

Lab Sample Client Sample Matrix #Conf, Case SPG Sampled Received Analy TAT Comments 

0008724-01 MH24H6 Soil 1 36948 MH24H6 11/06/07 09:40 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

SDG FIRST SX-MS/DUP 

0008724-02 MH24H7 Soil 1 36948 MH24H6 11/06/07 09:50 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-03 MH24P8 Soil 1 36948 MH24H6 11/10/0711:00 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-04 MH24P9 Soil . 1 36948 MH24H6 11/09/07 13:25 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-05 MH24Q0 Soil 1 36948 MH24H6 11/09/07 14:35 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-06 MH24Q1 Soil 1 36948 MH24H6 11/09/07 14:50 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-07 MH24Q2 Soil 1 36948 MH24H6 11/09/07 15:25 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-08 MH24Q3 Soil 1 36948 MH24H6 11/10/07 10:05 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-09 MH24Q4 Soil 1 36948 MH24H6 11/10/07 10:15 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-10 MH24Q5 Soil 1 36948 MH24H6 11/10/07 10:25 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-11 MH24Q6 Soil 1 36948 MH24H6 11/09/07 10:35 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-12 MH24Q7 Soil 1 36948 MH24H6 11/09/07 12:35 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008724-13 MH24Q8 Soil 1 36948 MH24H6 11/09/07 14:50 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

SDG FINAL SX 

'M 
.a 
M. 
. KS 



lS44>Sawdua Rondj Suite sus 
The Woodlands, TX 77380 i 

381-293-5277 

Sample Custody Logbook 
Cooler A 

Effective Area Type Number Version RCN 
25-June-06 OA FORM 6FORM06 1,0 671-0802 

Sample Custodian Check in: 
Login Thermometer ID: T70 [QT-  Work Order: 

SAMPLE ID i CONTAINER 
TYPE & NO. 

DATE/TIME 
SIGNED IN 

SIGNED IN 
BY 

SAMPLE ID CONTAINER 
TYPE & NO. 

DATE/ TIME 
SIGNED IN 

SIGNED IN 
BY 

- »*> 

I-Zto \oc£ 

• <r • 

Container type: 40ml, 2WM, 4WM, 8WM, 16WM, 32WM, 1L Amber, 80 Amber, 1L Poly, 16 Poly, 
Other. 

Empty containers must be returned to the SAMPLE CUSTODIAN and documented as empty. 

P133 
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ischulze@a4scientific.com 

From: "Kramer, Caroline" <ckramer5@fedcsc.com> 
To: <jschulze@a4scientific.com>; <pradeep@a4scientific,com> 
Cc: <beard.carol@epa.gov> 
Sent: Friday, November 16,2007 3:06 PM 
Subject: Region 08 j Case 369481 Lab A41 Issue Multiple | FINAL 

Jessica, 
***Summary Start*** 
-Missing/broken custody seals-
Issue 1: The cooler custody seals were absent for all coolers received 
on 11/16/07. 
Resolution 1: Per Region 8, the laboratory will note the issue in the 
SDG Narrative and proceed with the analysis of the samples. 

-Missing temperature blank-
Issue 2: There was no temperature blank received for the coolers 
received on 11/16. Cooler temperatures were determined to be 5,4,4 and 
5. 
Resolution 2: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in the SDG Narrative and proceed with the analysis of 
the samples. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 3: The tag numbers on the physical tags do not match up with the 
tag numbers listed on die TR/COC. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue in the SDFG Narrative and proceed with 
the analysis of the sample using the sample tag number attached to the 
sample container. 

-Insufficient/inappropriate designation of laboratory QC-
Issue 4: Per scheduling lab QC is required; however there were no 
samples designated on the TR/COC. 
Resolution 4: In accordance with previous direction from Region 8, the 
laboratory will select a sample for lab QC as long as the sample is not 
a PE, blank, or rinsate sample. The laboratory will note the issue in 
the SDG Narrative, notify the SMO coordinator of the sample selected of 
lab QC, and proceed with the analysis of the samples. 
***Summary End*** 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5 @fedcsc.com 
Computer Sciences Corporation (CSC) 
703.818.4248 

11/20/2007 

mailto:ckramer5@fedcsc.com
mailto:jschulze@a4scientific.com
mailto:beard.carol@epa.gov
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This is a PRIVATE message. If you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

Original Message 
From: Beard.Carol@epamail.epa.gov [mailto:Beard.Carol@epamail.epa.gov] 
Sent: Friday, November 16,2007 2:11 PM 
To: Kramer, Caroline 
Subject: Re: Region 08 | Case 36948 | Lab A4 | Issue Multiple 

Caroline - For Issue # 1 : Please have the lab note this in the case 
narrative and proceed with the analyses. Thanks! Carol 

"Kramer, 
Caroline" 
<ckramer5@fedcsc To 
.com> Carol Beard/EPR/R8/USEPA/US@EPA 

cc 
11/16/200711:50 
AM Subject 

Region 08 | Case 36948 | Lab A4 | 
Issue Multiple 

Carol, 
A4 is reporting the following issues regarding Case 36948. Please 
advise on how the lab should proceed for issue 1, issues 2-4 can be 
resolved using standard answers. 

-Missing/broken custody seals-
Issue 1: The cooler custody seals were absent for all coolers received 
on 11/16/07. 

-Missing temperature blank-
Issue 2: There was no temperature blank received for the coolers 
received on 11/16. Cooler temperatures were determined to be 5,4,4 and 
5. 
Resolution 2: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in the SDG Narrative and proceed with the analysis of 
the samples. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 3: The tag numbers on the physical tags do not match up with the 
tag numbers listed on the TR/COC. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue in the SDFG Narrative and proceed with 
eth analysis of the sample using the sample tag number attached to the fl iiififl® 7 JI 
sample container. 

11/20/2007 

mailto:Beard.Carol@epamail.epa.gov
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Issue 4: Per scheduling lab QC is required; however there were no 
samples designated on the TR/COC. 
Resolution 4: In accordance with previous direction from Region 8, the 
laboratory will select a sample for lab QC as long as the sample is not 
a PE, blank, or rinsate sample. The laboratory will note the issue in 
the SDG Narrati ve, notify the SMO coordinator of the sample selected of 
lab QC, and proceed with the analysis of the samples. 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5@fedcsc.com 
Computer Sciences Corporation (CSC) 
703.818.4248 

From: ischulze@a4scientific.com [mailto:jschulze@a4scientific.com] 
Sent: Friday, November 16,2007 1:34 PM 
To: Kramer, Caroline 
Cc: pradeep@a4scientific.com: pakanati 
Subject: case 36948 

Caroline, , 

Lab received four coolers on 11/16/2007. 

Issue 1: Cooler Custody seals were absent for all coolers received. 

Issue 2: Cooler Temperature blank was absent for all coolers received. 
Cooler temperatures were 5,4,4 and 5. 

Issue 3: Physical sample tag numbers do not match with listed TR/COC 
tag numbers. 

Issue 4: Per Scheduling Lab QC is required, however per TR/COC's Lab QC 
is not designated. 

Please let me know if you have any questions. 
Thanks. 

Jessica Schulze 
A4 Scientific Inc. 
1544 Sawdust Rd. Suite 505 
The Woodlands, Texas 77380 
(281)292-5277 

11/20/2007 

mailto:jschulze@a4scientific.com
mailto:pradeep@a4scientific.com



